




LABORATORY REPORT

This report may not be reproduced, except in full, without written approval from EEA.

If you have any questions concerning this report, please do not hesitate to call us at 
(800) 332-4345 or (574) 233-4777.
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STATE CERTIFICATION LIST 

State Certification State Certification 
Alabama 40700 Montana CERT0026 
Alaska IN00035 Nebraska E87775 
Arizona AZ0432 Nevada IN000352015-1 

Arkansas IN035 New Hampshire* 2124 
California 2920 New Mexico IN00035 
Colorado IN035 New Jersey* IN598 

Colorado Radiochemistry IN035 New York* 11398 
Connecticut PH-0132 North Carolina 18700 
Delaware IN035 North Dakota R-035 

Florida (Primary AB)* E87775 Ohio 87775 
Georgia 929 Oklahoma D9508 
Hawaii IN035 Oregon* IN200001 
Idaho IN00035/E87775 Pennsylvania* 68-00466 

Illinois* 200001 Puerto Rico IN00035 
Illinois Microbiology 200001 Rhode Island LAO00241 
Indiana Chemistry C-71-01 South Carolina 95005 

Indiana Microbiology M-76-07 South Dakota IN00035 
Iowa 098 Tennessee TN02973 

Kansas* E-10233 Texas* T104704187-14-7 
Kentucky 90056 Texas/TCEQ TX207 

Louisiana* LA150003 Utah* IN00035 
Maine IN00035 Vermont VT-8775 

Maryland 209 Virginia* 00127 
Massachusetts M-IN035 Washington C837 

Michigan 9926 West Virginia 9927 C 
Minnesota* 018-999-338 Wisconsin 999766900 
Mississippi IN035 Wyoming IN035 
Missouri 880   

*NELAP/TNI Recognized Accreditation Bodies 
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Laboratory Report

Client:

Attn:

Report:

Priority:

Status:

PWS ID:

Copies 

to:

NAVFAC Hawaii

Duane Morita

Environmental Lab, Code PRJ411

JBPHH, HI  96860

None

338017

HI0000360

Rush Verbal

Amended

Building 1423, Central Avenue

110 South Hill Street

South Bend, IN  46617

Tel:  (574) 233-4777

Fax:  (574) 233-8207

1 800 332 4345

*NR = The chlorine demand was not performed for this 

analytical sample, at the request of the client.

EEA 

ID #

Client ID Method Collected

Date / Time

Collected

By:

Received

Date / Time

3221849 15-04121,JBPHHRedHill356-011 524.2 04/07/15 08:45 Client 04/10/15 10:45

3221850 15-04121,JBPHHRedHill356-011 525.2 04/07/15 08:45 Client 04/10/15 10:45

3221851 15-04121,JBPHHRedHill356-011 200.8 04/07/15 08:45 Client 04/10/15 10:45

Sample Information

Report Summary

Note: No tentatively identified compounds for Methods 524.2 and 525.2 were detected in the samples submitted for analysis.

Note:  This report was amended on 06/03/15 to change the ordered parameter lists for Methods 524.2 and 525.2, at the request of 

the client.

Detailed quantitative results are presented on the following pages.  The results presented relate only to the samples provided for 

analysis.

We appreciate the opportunity to provide you with this analysis.  If you have any questions concerning this report, please do not 

hesitate to call Kelly Trott at (574) 233-4777.

Note:  This report may not be reproduced, except in full, without written approval from EEA.

Client Name:

Report #:

NAVFAC Hawaii

338017

Authorized Signature Title Date

06/03/2015
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Client Name: Report #: 338017NAVFAC Hawaii

Sampling Point: PWS ID:15-04121,JBPHHRedHill356-011 HI0000360

Metals

Analyte

ID #

Analyte Method Reg

Limit

MRL† Result Units Preparation

Date

Analyzed

Date

EEA

ID #

7439-92-1 322185104/15/15 11:46---ug/L< 1.01.015 !200.8Lead

Semi-volatile Organic Chemicals

Analyte

ID #

Analyte Method Reg

Limit

MRL† Result Units Preparation

Date

Analyzed EEA

ID #

322185004/14/15 21:0704/14/15 07:48ug/L< 0.10.1---525.2Acenaphthene83-32-9

322185004/14/15 21:0704/14/15 07:48ug/L< 0.10.1---525.2Acenaphthylene208-96-8

322185004/14/15 21:0704/14/15 07:48ug/L< 0.10.1---525.2Anthracene120-12-7

322185004/14/15 21:0704/14/15 07:48ug/L< 0.020.020.2 *525.2Benzo(a)pyrene50-32-8

322185004/14/15 21:0704/14/15 07:48ug/L< 0.60.6400 *525.2Di(2-ethylhexyl)adipate103-23-1

322185004/14/15 21:0704/14/15 07:48ug/L< 0.60.66 *525.2Di(2-ethylhexyl)phthalate117-81-7

322185004/14/15 21:0704/14/15 07:48ug/L< 0.10.1---525.2Fluoranthene206-44-0

322185004/14/15 21:0704/14/15 07:48ug/L< 0.10.1---525.2Phenanthrene85-01-8

322185004/14/15 21:0704/14/15 07:48ug/L< 0.10.1---525.2Pyrene129-00-0

Volatile Organic Chemicals

Analyte

ID #

Analyte Method Reg

Limit

MRL† Result Units Preparation 

Date

Analyzed

Date

EEA

ID #

322184904/15/15 11:31---ug/L< 0.50.55 *524.2Benzene71-43-2

322184904/15/15 11:31---ug/L< 0.50.55 *524.2Carbon tetrachloride56-23-5

322184904/15/15 11:31---ug/L< 0.50.5100 *524.2Chlorobenzene108-90-7

322184904/15/15 11:31---ug/L< 0.50.5600 *524.21,2-Dichlorobenzene95-50-1

322184904/15/15 11:31---ug/L< 0.50.575 *524.21,4-Dichlorobenzene106-46-7

322184904/15/15 11:31---ug/L< 0.50.55 *524.21,2-Dichloroethane107-06-2

322184904/15/15 11:31---ug/L< 0.50.57 *524.21,1-Dichloroethylene75-35-4

322184904/15/15 11:31---ug/L< 0.50.570 *524.2cis-1,2-Dichloroethylene156-59-2

322184904/15/15 11:31---ug/L< 0.50.5100 *524.2trans-1,2-Dichloroethylene156-60-5

322184904/15/15 11:31---ug/L< 0.50.55 *524.2Dichloromethane75-09-2

322184904/15/15 11:31---ug/L< 0.50.55 *524.21,2-Dichloropropane78-87-5

322184904/15/15 11:31---ug/L< 0.50.5700 *524.2Ethylbenzene100-41-4

322184904/15/15 11:31---ug/L< 0.50.5---524.2Naphthalene91-20-3

322184904/15/15 11:31---ug/L< 0.50.5100 *524.2Styrene100-42-5

322184904/15/15 11:31---ug/L< 0.50.55 *524.2Tetrachloroethylene127-18-4

322184904/15/15 11:31---ug/L< 0.50.51000 *524.2Toluene108-88-3

322184904/15/15 11:31---ug/L< 0.50.570 *524.21,2,4-Trichlorobenzene120-82-1

322184904/15/15 11:31---ug/L< 0.50.5200 *524.21,1,1-Trichloroethane71-55-6

322184904/15/15 11:31---ug/L< 0.50.55 *524.21,1,2-Trichloroethane79-00-5

322184904/15/15 11:31---ug/L< 0.50.55 *524.2Trichloroethylene79-01-6

322184904/15/15 11:31---ug/L< 0.20.22 *524.2Vinyl chloride75-01-4

322184904/15/15 11:31---ug/L< 0.50.5---524.21,2-Xylene95-47-6

322184904/15/15 11:31---ug/L< 0.50.5---524.21,3 + 1,4-Xylene179601-23-1

322184904/15/15 11:31---ug/L< 0.50.510000 *524.2Xylenes, Total1330-20-7
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Client Name: Report #: 338017NAVFAC Hawaii

Reg Limit Type:

Symbol:

MCL SMCL AL

* ^ !

† EEA has demonstrated it can achieve these report limits in reagent water, but can not document them in all sample matrices.
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Client Name: Report #: 338017NAVFAC Hawaii

Lab Definitions

Continuing Calibration Check Standard (CCC) / Continuing Calibration Verification (CCV) / Initial Calibration 

Verification Standard (ICV) / Initial Performance Check (IPC) - is a standard containing one or more of the target 

analytes that is prepared from the same standards used to calibrate the instrument. This standard is used to verify 

the calibration curve at the beginning of each analytical sequence, and may also be analyzed throughout and at the 

end of the sequence. The concentration of continuing standards may be varied, when prescribed by the reference 

method, so that the range of the calibration curve is verified on a regular basis.

Internal Standards (IS) - are pure compounds with properties similar to the analytes of interest, which are added to 

field samples or extracts, calibration standards, and quality control standards at a known concentration. They are 

used to measure the relative responses of the analytes of interest and surrogates in the sample, calibration standard 

or quality control standard.

Laboratory Duplicate (LD) - is a field sample aliquot taken from the same sample container in the laboratory and 

analyzed separately using identical procedures. Analysis of laboratory duplicates provides a measure of the 

precision of the laboratory procedures.

Laboratory Fortified Blank (LFB) / Laboratory Control Sample (LCS) - is an aliquot of reagent water to which 

known concentrations of the analytes of interest are added. The LFB is analyzed exactly the same as the field 

samples. LFBs are used to determine whether the method is in control.

Laboratory Method Blank (LMB) / Laboratory Reagent Blank (LRB) - is a sample of reagent water included in the 

sample batch analyzed in the same way as the associated field samples. The LMB is used to determine if method 

analytes or other background contamination have been introduced during the preparation or analytical procedure. 

The LMB is analyzed exactly the same as the field samples.

Laboratory Trip Blank (LTB) / Field Reagent Blank (FRB) - is a sample of laboratory reagent water placed in a 

sample container in the laboratory and treated as a field sample, including storage, preservation, and all analytical 

procedures. The FRB/LTB container follows the collection bottles to and from the collection site, but the FRB/LTB is 

not opened at any time during the trip. The FRB/LTB is primarily a travel blank used to verify that the samples were 

not contaminated during shipment.

Matrix Spike Duplicate Sample (MSD) / Laboratory Fortified Sample Matrix Duplicate (LFSMD) - is a sample 

aliquot taken from the same field sample source as the Matrix Spike Sample to which known quantities of the 

analytes of interest are added in the laboratory. The MSD is analyzed exactly the same as the field samples. 

Analysis of the MSD provides a measure of the precision of the laboratory procedures in a specific matrix.

Matrix Spike Sample (MS) / Laboratory Fortified Sample Matrix (LFSM) - is a sample aliquot taken from field 

sample source to which known quantities of the analytes of interest are added in the laboratory. The MS is analyzed 

exactly the same as the field samples. The purpose is to demonstrate recovery of the analytes from a sample matrix 

to determine if the specific matrix contributes bias to the analytical results.

Quality Control Standard (QCS) / Second Source Calibration Verification (SSCV) - is a solution containing 

known concentrations of the analytes of interest prepared from a source different from the source of the calibration 

standards. The solution is obtained from a second manufacturer or lot if the lot can be demonstrated by the 

manufacturer as prepared independently from other lots. The QCS sample is analyzed using the same procedures 

as field samples. The QCS is used as a check on the calibration standards used in the method on a routine basis.

Reporting Limit Check (RLC) / Initial Calibration Check Standard (ICCS) - is a procedural standard that is 

analyzed each day to evaluate instrument performance at or below the minimum reporting limit (MRL).

Surrogate Standard (SS) / Surrogate Analyte (SUR) - is a pure compound with properties similar to the analytes of 

interest, which is highly unlikely to be found in any field sample, that is added to the field samples, calibration 

standards, blanks and quality control standards before sample preparation. The SS is used to evaluate the efficiency 

of the sample preparation process.
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Eurofins Eaton Analytical

Run Log
Run ID: 201765 Method: 200.8

Sample SiteSample IdType Instrument ID Calibration FileAnalysis DateMatrix

ICV 3224673 DS 04/15/2015 11:31RW

ICB 3224674 DS 04/15/2015 11:34RW

LRB 3224675 DS 04/15/2015 11:36RW

QCS 3224677 DS 04/15/2015 11:41RW

LFB 3224678 DS 04/15/2015 11:44RW

FS 3221851 15-04121,JBPHHRedHill356-011 DS 04/15/2015 11:46DW

MS 3224647 15-04121,JBPHHRedHill356-011 DS 04/15/2015 11:49DW

MSD 3224648 15-04121,JBPHHRedHill356-011 DS 04/15/2015 11:51DW

CCV 3224679 DS 04/15/2015 12:17RW

CCB 3224680 DS 04/15/2015 12:20RW

LFB 3224683 DS 04/15/2015 12:58RW

Page 1 of 3 EEA Run ID 201765 / EEA Report # 338017
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QC Summary Report

EEA

ID #

AnalyzedExtractedRPDUnitsTargetAmountClient IDMethodAnalyteSample

Type

Dil

Factor

RPD

Limit

Recovery

Limits

% 

Recovery

Result

Flag

MRL

False

IS-Bismuth 200.8 N/AICV 0.9725 N/A 1.0 3224673--- ------60 - 125971.0 --- 04/15/2015 11:31

False

Lead 200.8 1.0ICV 50.1020 ug/L 1.0 3224673--- ------90 - 11010050.0 --- 04/15/2015 11:31

False

IS-Scandium 200.8 N/AICV 0.9613 N/A 1.0 3224673--- ------60 - 125961.0 --- 04/15/2015 11:31

False

IS-Yttrium 200.8 N/AICV 0.9633 N/A 1.0 3224673--- ------60 - 125961.0 --- 04/15/2015 11:31

True

IS-Bismuth 200.8 N/AICB 0.9841 N/A 1.0 3224674--- ------60 - 125981.0 --- 04/15/2015 11:34

True

Lead 200.8 1.0ICB 1.0 ug/L 1.0 3224674--- ------------ < --- 04/15/2015 11:34

True

IS-Scandium 200.8 N/AICB 0.9782 N/A 1.0 3224674--- ------60 - 125981.0 --- 04/15/2015 11:34

True

IS-Yttrium 200.8 N/AICB 0.9830 N/A 1.0 3224674--- ------60 - 125981.0 --- 04/15/2015 11:34

False

IS-Bismuth 200.8 N/ALRB 0.9789 N/A 1.0 3224675--- ------60 - 125981.0 --- 04/15/2015 11:36

False

Lead 200.8 1.0LRB 1.0 ug/L 1.0 3224675--- ------------ < --- 04/15/2015 11:36

False

IS-Scandium 200.8 N/ALRB 0.9809 N/A 1.0 3224675--- ------60 - 125981.0 --- 04/15/2015 11:36

False

IS-Yttrium 200.8 N/ALRB 0.9825 N/A 1.0 3224675--- ------60 - 125981.0 --- 04/15/2015 11:36

True

IS-Bismuth 200.8 N/AQCS 0.9785 N/A 1.0 3224677--- ------60 - 125981.0 --- 04/15/2015 11:41

True

Lead 200.8 1.0QCS 49.4050 ug/L 1.0 3224677--- ------90 - 1109950.0 --- 04/15/2015 11:41

True

IS-Scandium 200.8 N/AQCS 0.9749 N/A 1.0 3224677--- ------60 - 125971.0 --- 04/15/2015 11:41

True

IS-Yttrium 200.8 N/AQCS 0.9742 N/A 1.0 3224677--- ------60 - 125971.0 --- 04/15/2015 11:41

False

IS-Bismuth 200.8 N/ALFB 0.9909 N/A 1.0 3224678--- ------60 - 125991.0 --- 04/15/2015 11:44

False

Lead 200.8 1.0LFB 99.3640 ug/L 1.0 3224678--- ------85 - 11599100 --- 04/15/2015 11:44

False

IS-Scandium 200.8 N/ALFB 0.9792 N/A 1.0 3224678--- ------60 - 125981.0 --- 04/15/2015 11:44

False

IS-Yttrium 200.8 N/ALFB 0.9754 N/A 1.0 3224678--- ------60 - 125981.0 --- 04/15/2015 11:44

True

IS-Bismuth 200.8 N/AFS 0.9908 N/A 1.0 322185115-04121,JBPHHRedHill356-011 ------60 - 125991.0 --- 04/15/2015 11:46

True

Lead 200.8 1.0FS 1.0 ug/L 1.0 322185115-04121,JBPHHRedHill356-011 ------------ < --- 04/15/2015 11:46

True

IS-Scandium 200.8 N/AFS 0.9977 N/A 1.0 322185115-04121,JBPHHRedHill356-011 ------60 - 1251001.0 --- 04/15/2015 11:46

True

IS-Yttrium 200.8 N/AFS 0.9963 N/A 1.0 322185115-04121,JBPHHRedHill356-011 ------60 - 1251001.0 --- 04/15/2015 11:46

False

IS-Bismuth 200.8 N/AMS 0.9978 N/A 1.0 322464715-04121,JBPHHRedHill356-011 ------60 - 1251001.0 --- 04/15/2015 11:49

False

Lead 200.8 1.0MS 48.8140 ug/L 1.0 322464715-04121,JBPHHRedHill356-011 ------70 - 1309750.408999 --- 04/15/2015 11:49

False

IS-Scandium 200.8 N/AMS 1.0054 N/A 1.0 322464715-04121,JBPHHRedHill356-011 ------60 - 1251011.0 --- 04/15/2015 11:49

False

IS-Yttrium 200.8 N/AMS 1.0097 N/A 1.0 322464715-04121,JBPHHRedHill356-011 ------60 - 1251011.0 --- 04/15/2015 11:49

True

IS-Bismuth 200.8 N/AMSD 1.0074 N/A 1.0 322464815-04121,JBPHHRedHill356-011 ------60 - 1251011.0 --- 04/15/2015 11:51

True

Lead 200.8 1.0MSD 48.3520 ug/L 1.0 322464815-04121,JBPHHRedHill356-011 161.070 - 1309650.408999 --- 04/15/2015 11:51

True

IS-Scandium 200.8 N/AMSD 1.0117 N/A 1.0 322464815-04121,JBPHHRedHill356-011 ------60 - 1251011.0 --- 04/15/2015 11:51

True

IS-Yttrium 200.8 N/AMSD 1.0173 N/A 1.0 322464815-04121,JBPHHRedHill356-011 ------60 - 1251021.0 --- 04/15/2015 11:51

False

IS-Bismuth 200.8 N/ACCV 0.9794 N/A 1.0 3224679--- ------60 - 125981.0 --- 04/15/2015 12:17

False

Lead 200.8 1.0CCV 48.7770 ug/L 1.0 3224679--- ------85 - 1159850.0 --- 04/15/2015 12:17

False

IS-Scandium 200.8 N/ACCV 1.0096 N/A 1.0 3224679--- ------60 - 1251011.0 --- 04/15/2015 12:17

False

IS-Yttrium 200.8 N/ACCV 0.9973 N/A 1.0 3224679--- ------60 - 1251001.0 --- 04/15/2015 12:17

True

IS-Bismuth 200.8 N/ACCB 0.9687 N/A 1.0 3224680--- ------60 - 125971.0 --- 04/15/2015 12:20

True

Lead 200.8 1.0CCB 1.0 ug/L 1.0 3224680--- ------------ < --- 04/15/2015 12:20

True

IS-Scandium 200.8 N/ACCB 0.9869 N/A 1.0 3224680--- ------60 - 125991.0 --- 04/15/2015 12:20

True

IS-Yttrium 200.8 N/ACCB 0.9769 N/A 1.0 3224680--- ------60 - 125981.0 --- 04/15/2015 12:20

Page 2 of 3 EEA Run ID 201765 / EEA Report # 338017
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Sample

Type

EEA

ID #

AnalyzedExtractedRPDUnitsTargetAmountClient IDMRLMethodAnalyte Dil

Factor

RPD

Limit

Recovery

Limits

% 

Recovery

Result

Flag

QC Summary Report (cont.)

False

IS-Bismuth 200.8 N/ALFB 0.9607 N/A 1.0 3224683--- ------60 - 125961.0 --- 04/15/2015 12:58

False

Lead 200.8 1.0LFB 99.9550 ug/L 1.0 3224683--- ------85 - 115100100 --- 04/15/2015 12:58

False

IS-Scandium 200.8 N/ALFB 0.9665 N/A 1.0 3224683--- ------60 - 125971.0 --- 04/15/2015 12:58

False

IS-Yttrium 200.8 N/ALFB 0.9560 N/A 1.0 3224683--- ------60 - 125961.0 --- 04/15/2015 12:58

Page 3 of 3 EEA Run ID 201765 / EEA Report # 338017
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Eurofins Eaton Analytical

Run Log
Run ID: 201789 Method: 524.2

Sample SiteSample IdType Instrument ID Calibration FileAnalysis DateMatrix

CCC 3223852 B 524 2-032615b.mth04/15/2015 08:45RW

CCL 3223853 B 524 2-032615b.mth04/15/2015 09:28RW

LMB 3223854 B 524 2-032615b.mth04/15/2015 10:13RW

LTB 3221852 15-04122,LTB-4/1/15 B 524 2-032615b.mth04/15/2015 10:57RW

FS 3221849 15-04121,JBPHHRedHill356-011 B 524 2-032615b.mth04/15/2015 11:31DW

CCC 3224014 B 524 2-032615b.mth04/15/2015 17:07RW

LMB 3224028 B 524 2-032615b.mth04/15/2015 18:47RW

Page 1 of 12 EEA Run ID 201789 / EEA Report # 338017
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QC Summary Report

EEA

ID #

AnalyzedExtractedRPDUnitsTargetAmountClient IDMethodAnalyteSample

Type

Dil

Factor

RPD

Limit

Recovery

Limits

% 

Recovery

Result

Flag

MRL

False

IS-1,4-Difluorobenzene 524.2 N/ACCC 664701 ug/L 1.0 3223852--- ------70 - 130100664701 --- 04/15/2015 08:45

False

SS-Bromofluorobenzene 524.2 N/ACCC 4.3770 ug/L 1.0 3223852--- ------70 - 130885.0 --- 04/15/2015 08:45

False

SS-1,2-Dichlorobenzene-d4 524.2 N/ACCC 8.1830 ug/L 1.0 3223852--- ------70 - 1308210.0 --- 04/15/2015 08:45

False

SS-1,2-Dichloroethane-d4 524.2 N/ACCC 10.2170 ug/L 1.0 3223852--- ------70 - 13010210.0 --- 04/15/2015 08:45

False

SS-Toluene-d8 524.2 N/ACCC 9.9080 ug/L 1.0 3223852--- ------70 - 1309910.0 --- 04/15/2015 08:45

False

Acrylonitrile 524.2 1.0CCC 4.8230 ug/L 1.0 3223852--- ------70 - 130965.0 --- 04/15/2015 08:45

False

Allyl chloride 524.2 5.0CCC 4.8990 ug/L 1.0 3223852--- ------70 - 130985.0 --- 04/15/2015 08:45

False

Benzene 524.2 0.5CCC 4.5060 ug/L 1.0 3223852--- ------70 - 130905.0 --- 04/15/2015 08:45

False

Bromobenzene 524.2 0.5CCC 4.6940 ug/L 1.0 3223852--- ------70 - 130945.0 --- 04/15/2015 08:45

False

Bromochloromethane 524.2 0.5CCC 4.4100 ug/L 1.0 3223852--- ------70 - 130885.0 --- 04/15/2015 08:45

False

Bromodichloromethane 524.2 0.5CCC 4.4920 ug/L 1.0 3223852--- ------70 - 130905.0 --- 04/15/2015 08:45

False

Bromoform 524.2 0.5CCC 4.1650 ug/L 1.0 3223852--- ------70 - 130835.0 --- 04/15/2015 08:45

False

Bromomethane 524.2 0.5CCC 5.8030 ug/L 1.0 3223852--- ------70 - 1301165.0 --- 04/15/2015 08:45

False

2-Butanone (MEK) 524.2 5.0CCC 3.8640 ug/L 1.0 3223852--- ------70 - 130775.0 --- 04/15/2015 08:45

False

n-Butylbenzene 524.2 0.5CCC 4.5460 ug/L 1.0 3223852--- ------70 - 130915.0 --- 04/15/2015 08:45

False

sec-Butylbenzene 524.2 0.5CCC 4.5770 ug/L 1.0 3223852--- ------70 - 130925.0 --- 04/15/2015 08:45

False

tert-Butylbenzene 524.2 0.5CCC 4.8760 ug/L 1.0 3223852--- ------70 - 130985.0 --- 04/15/2015 08:45

False

Carbon disulfide 524.2 5.0CCC 5.2600 ug/L 1.0 3223852--- ------70 - 1301055.0 --- 04/15/2015 08:45

False

Carbon tetrachloride 524.2 0.5CCC 4.6670 ug/L 1.0 3223852--- ------70 - 130935.0 --- 04/15/2015 08:45

False

Chloroacetonitrile 524.2 5.0CCC 4.0460 ug/L 1.0 3223852--- ------70 - 130815.0 --- 04/15/2015 08:45

False

Chlorobenzene 524.2 0.5CCC 4.8650 ug/L 1.0 3223852--- ------70 - 130975.0 --- 04/15/2015 08:45

False

1-Chlorobutane 524.2 5.0CCC 5.0090 ug/L 1.0 3223852--- ------70 - 1301005.0 --- 04/15/2015 08:45

False

Chloroethane 524.2 0.5CCC 4.5830 ug/L 1.0 3223852--- ------70 - 130925.0 --- 04/15/2015 08:45

False

Chloroform 524.2 0.5CCC 4.7190 ug/L 1.0 3223852--- ------70 - 130945.0 --- 04/15/2015 08:45

False

Chloromethane 524.2 0.5CCC 4.3960 ug/L 1.0 3223852--- ------70 - 130885.0 --- 04/15/2015 08:45

False

2-Chlorotoluene 524.2 0.5CCC 4.8660 ug/L 1.0 3223852--- ------70 - 130975.0 --- 04/15/2015 08:45

False

4-Chlorotoluene 524.2 0.5CCC 4.5610 ug/L 1.0 3223852--- ------70 - 130915.0 --- 04/15/2015 08:45

False

Dibromochloromethane 524.2 0.5CCC 4.0140 ug/L 1.0 3223852--- ------70 - 130805.0 --- 04/15/2015 08:45

False

1,2-Dibromo-3-chloropropane (DBCP) 524.2 0.2CCC 4.1210 ug/L 1.0 3223852--- ------70 - 130825.0 --- 04/15/2015 08:45

False

1,2-Dibromoethane (EDB) 524.2 0.2CCC 4.3770 ug/L 1.0 3223852--- ------70 - 130885.0 --- 04/15/2015 08:45

False

Dibromomethane 524.2 0.5CCC 4.4820 ug/L 1.0 3223852--- ------70 - 130905.0 --- 04/15/2015 08:45

False

1,2-Dichlorobenzene 524.2 0.5CCC 4.8080 ug/L 1.0 3223852--- ------70 - 130965.0 --- 04/15/2015 08:45

False

1,3-Dichlorobenzene 524.2 0.5CCC 4.9130 ug/L 1.0 3223852--- ------70 - 130985.0 --- 04/15/2015 08:45

False

1,4-Dichlorobenzene 524.2 0.5CCC 4.8640 ug/L 1.0 3223852--- ------70 - 130975.0 --- 04/15/2015 08:45

False

trans-1,4-Dichloro-2-butylene 524.2 5.0CCC 4.0410 ug/L 1.0 3223852--- ------70 - 130815.0 --- 04/15/2015 08:45

False

Dichlorodifluoromethane 524.2 0.5CCC 5.5480 ug/L 1.0 3223852--- ------70 - 1301115.0 --- 04/15/2015 08:45

False

1,1-Dichloroethane 524.2 0.5CCC 4.5850 ug/L 1.0 3223852--- ------70 - 130925.0 --- 04/15/2015 08:45

False

1,2-Dichloroethane 524.2 0.5CCC 4.3480 ug/L 1.0 3223852--- ------70 - 130875.0 --- 04/15/2015 08:45

False

1,1-Dichloroethylene 524.2 0.5CCC 5.0690 ug/L 1.0 3223852--- ------70 - 1301015.0 --- 04/15/2015 08:45

False

cis-1,2-Dichloroethylene 524.2 0.5CCC 4.7930 ug/L 1.0 3223852--- ------70 - 130965.0 --- 04/15/2015 08:45

Page 2 of 12 EEA Run ID 201789 / EEA Report # 338017
Page 15 of 193



Sample

Type

EEA

ID #

AnalyzedExtractedRPDUnitsTargetAmountClient IDMRLMethodAnalyte Dil

Factor

RPD

Limit

Recovery

Limits

% 

Recovery

Result

Flag

QC Summary Report (cont.)

False

trans-1,2-Dichloroethylene 524.2 0.5CCC 5.0390 ug/L 1.0 3223852--- ------70 - 1301015.0 --- 04/15/2015 08:45

False

Dichloromethane 524.2 0.5CCC 4.6380 ug/L 1.0 3223852--- ------70 - 130935.0 --- 04/15/2015 08:45

False

1,2-Dichloropropane 524.2 0.5CCC 5.0120 ug/L 1.0 3223852--- ------70 - 1301005.0 --- 04/15/2015 08:45

False

1,3-Dichloropropane 524.2 0.5CCC 4.5820 ug/L 1.0 3223852--- ------70 - 130925.0 --- 04/15/2015 08:45

False

2,2-Dichloropropane 524.2 0.5CCC 5.6890 ug/L 1.0 3223852--- ------70 - 1301145.0 --- 04/15/2015 08:45

False

1,1-Dichloropropanone 524.2 5.0CCC 3.6120 ug/L 1.0 3223852--- ------70 - 130725.0 --- 04/15/2015 08:45

False

1,1-Dichloropropylene 524.2 0.5CCC 4.9370 ug/L 1.0 3223852--- ------70 - 130995.0 --- 04/15/2015 08:45

False

cis-1,3-Dichloropropylene 524.2 0.5CCC 4.4500 ug/L 1.0 3223852--- ------70 - 130895.0 --- 04/15/2015 08:45

False

trans-1,3-Dichloropropylene 524.2 0.5CCC 4.4090 ug/L 1.0 3223852--- ------70 - 130885.0 --- 04/15/2015 08:45

False

Ethyl Ether 524.2 2.0CCC 4.8990 ug/L 1.0 3223852--- ------70 - 130985.0 --- 04/15/2015 08:45

False

Ethyl methacrylate 524.2 1.0CCC 4.1670 ug/L 1.0 3223852--- ------70 - 130835.0 --- 04/15/2015 08:45

False

Ethylbenzene 524.2 0.5CCC 4.6930 ug/L 1.0 3223852--- ------70 - 130945.0 --- 04/15/2015 08:45

False

Hexachlorobutadiene 524.2 0.5CCC 4.1500 ug/L 1.0 3223852--- ------70 - 130835.0 --- 04/15/2015 08:45

False

Hexachloroethane 524.2 2.0CCC 4.3680 ug/L 1.0 3223852--- ------70 - 130875.0 --- 04/15/2015 08:45

False

2-Hexanone 524.2 5.0CCC 3.7650 ug/L 1.0 3223852--- ------70 - 130755.0 --- 04/15/2015 08:45

False

Isopropylbenzene 524.2 0.5CCC 4.8530 ug/L 1.0 3223852--- ------70 - 130975.0 --- 04/15/2015 08:45

False

4-Isopropyltoluene 524.2 0.5CCC 4.5820 ug/L 1.0 3223852--- ------70 - 130925.0 --- 04/15/2015 08:45

False

Methacrylonitrile 524.2 5.0CCC 4.2470 ug/L 1.0 3223852--- ------70 - 130855.0 --- 04/15/2015 08:45

False

Methylacrylate 524.2 1.0CCC 3.9390 ug/L 1.0 3223852--- ------70 - 130795.0 --- 04/15/2015 08:45

False

Methyl iodide 524.2 2.0CCC 5.5850 ug/L 1.0 3223852--- ------70 - 1301125.0 --- 04/15/2015 08:45

False

Methylmethacrylate 524.2 1.0CCC 4.2560 ug/L 1.0 3223852--- ------70 - 130855.0 --- 04/15/2015 08:45

False

4-Methyl-2-pentanone (MIBK) 524.2 2.0CCC 4.0390 ug/L 1.0 3223852--- ------70 - 130815.0 --- 04/15/2015 08:45

False

Methyl-t-butyl ether (MTBE) 524.2 0.5CCC 4.5240 ug/L 1.0 3223852--- ------70 - 130905.0 --- 04/15/2015 08:45

False

Naphthalene 524.2 0.5CCC 4.0460 ug/L 1.0 3223852--- ------70 - 130815.0 --- 04/15/2015 08:45

False

Nitrobenzene 524.2 5.0CCC 3.6270 ug/L 1.0 3223852--- ------70 - 130735.0 --- 04/15/2015 08:45

False

2-Nitropropane 524.2 2.0CCC 4.0880 ug/L 1.0 3223852--- ------70 - 130825.0 --- 04/15/2015 08:45

False

Pentachloroethane 524.2 2.0CCC 4.6620 ug/L 1.0 3223852--- ------70 - 130935.0 --- 04/15/2015 08:45

False

Propionitrile 524.2 5.0CCC 3.8980 ug/L 1.0 3223852--- ------70 - 130785.0 --- 04/15/2015 08:45

False

n-Propylbenzene 524.2 0.5CCC 4.7120 ug/L 1.0 3223852--- ------70 - 130945.0 --- 04/15/2015 08:45

False

Styrene 524.2 0.5CCC 4.4740 ug/L 1.0 3223852--- ------70 - 130895.0 --- 04/15/2015 08:45

False

1,1,1,2-Tetrachloroethane 524.2 0.5CCC 4.6000 ug/L 1.0 3223852--- ------70 - 130925.0 --- 04/15/2015 08:45

False

1,1,2,2-Tetrachloroethane 524.2 0.5CCC 4.7330 ug/L 1.0 3223852--- ------70 - 130955.0 --- 04/15/2015 08:45

False

Tetrachloroethylene 524.2 0.5CCC 4.9520 ug/L 1.0 3223852--- ------70 - 130995.0 --- 04/15/2015 08:45

False

Tetrahydrofuran 524.2 5.0CCC 3.9620 ug/L 1.0 3223852--- ------70 - 130795.0 --- 04/15/2015 08:45

False

Toluene 524.2 0.5CCC 4.6950 ug/L 1.0 3223852--- ------70 - 130945.0 --- 04/15/2015 08:45

False

1,2,3-Trichlorobenzene 524.2 0.5CCC 4.0480 ug/L 1.0 3223852--- ------70 - 130815.0 --- 04/15/2015 08:45

False

1,2,4-Trichlorobenzene 524.2 0.5CCC 4.1910 ug/L 1.0 3223852--- ------70 - 130845.0 --- 04/15/2015 08:45

False

1,1,1-Trichloroethane 524.2 0.5CCC 5.1780 ug/L 1.0 3223852--- ------70 - 1301045.0 --- 04/15/2015 08:45

False

1,1,2-Trichloroethane 524.2 0.5CCC 4.5060 ug/L 1.0 3223852--- ------70 - 130905.0 --- 04/15/2015 08:45

False

Trichloroethylene 524.2 0.5CCC 4.8760 ug/L 1.0 3223852--- ------70 - 130985.0 --- 04/15/2015 08:45

False

Trichlorofluoromethane 524.2 0.5CCC 5.2120 ug/L 1.0 3223852--- ------70 - 1301045.0 --- 04/15/2015 08:45
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False

1,2,3-Trichloropropane 524.2 0.5CCC 4.3940 ug/L 1.0 3223852--- ------70 - 130885.0 --- 04/15/2015 08:45

False

1,1,2-Trichloro-1,2,2-trifluoroethane 524.2 0.5CCC 5.3020 ug/L 1.0 3223852--- ------70 - 1301065.0 --- 04/15/2015 08:45

False

1,2,3-Trimethylbenzene 524.2 0.5CCC 4.6440 ug/L 1.0 3223852--- ------70 - 130935.0 --- 04/15/2015 08:45

False

1,2,4-Trimethylbenzene 524.2 0.5CCC 4.6130 ug/L 1.0 3223852--- ------70 - 130925.0 --- 04/15/2015 08:45

False

1,3,5-Trimethylbenzene 524.2 0.5CCC 4.4990 ug/L 1.0 3223852--- ------70 - 130905.0 --- 04/15/2015 08:45

False

Vinyl chloride 524.2 0.2CCC 6.3980 ug/L 1.0 3223852--- ------70 - 1301285.0 --- 04/15/2015 08:45

False

1,2-Xylene 524.2 0.5CCC 4.4970 ug/L 1.0 3223852--- ------70 - 130905.0 --- 04/15/2015 08:45

False

1,3 + 1,4-Xylene 524.2 0.5CCC 9.2670 ug/L 1.0 3223852--- ------70 - 1309310.0 --- 04/15/2015 08:45

True

IS-1,4-Difluorobenzene 524.2 N/ACCL 653885 ug/L 1.0 3223853--- ------70 - 130100653885 --- 04/15/2015 09:28

True

SS-Bromofluorobenzene 524.2 N/ACCL 4.2240 ug/L 1.0 3223853--- ------70 - 130845.0 --- 04/15/2015 09:28

True

SS-1,2-Dichlorobenzene-d4 524.2 N/ACCL 7.9950 ug/L 1.0 3223853--- ------70 - 1308010.0 --- 04/15/2015 09:28

True

SS-1,2-Dichloroethane-d4 524.2 N/ACCL 10.1740 ug/L 1.0 3223853--- ------70 - 13010210.0 --- 04/15/2015 09:28

True

SS-Toluene-d8 524.2 N/ACCL 10.0970 ug/L 1.0 3223853--- ------70 - 13010110.0 --- 04/15/2015 09:28

True

Benzene 524.2 0.5CCL 0.4430 ug/L 1.0 3223853--- ------68 - 118890.5 --- 04/15/2015 09:28

True

Bromodichloromethane 524.2 0.5CCL 0.4760 ug/L 1.0 3223853--- ------50 - 150950.5 --- 04/15/2015 09:28

True

Bromoform 524.2 0.5CCL 0.4860 ug/L 1.0 3223853--- ------50 - 150970.5 --- 04/15/2015 09:28

True

Carbon tetrachloride 524.2 0.5CCL 0.4190 ug/L 1.0 3223853--- ------61 - 118840.5 --- 04/15/2015 09:28

True

Chlorobenzene 524.2 0.5CCL 0.3890 ug/L 1.0 3223853--- ------66 - 122780.5 --- 04/15/2015 09:28

True

Chloroform 524.2 0.5CCL 0.4080 ug/L 1.0 3223853--- ------50 - 150820.5 --- 04/15/2015 09:28

True

Dibromochloromethane 524.2 0.5CCL 0.4850 ug/L 1.0 3223853--- ------50 - 150970.5 --- 04/15/2015 09:28

True

1,2-Dichlorobenzene 524.2 0.5CCL 0.4570 ug/L 1.0 3223853--- ------67 - 126910.5 --- 04/15/2015 09:28

True

1,4-Dichlorobenzene 524.2 0.5CCL 0.4560 ug/L 1.0 3223853--- ------61 - 126910.5 --- 04/15/2015 09:28

True

1,2-Dichloroethane 524.2 0.5CCL 0.4630 ug/L 1.0 3223853--- ------69 - 119930.5 --- 04/15/2015 09:28

True

1,1-Dichloroethylene 524.2 0.5CCL 0.4590 ug/L 1.0 3223853--- ------62 - 121920.5 --- 04/15/2015 09:28

True

cis-1,2-Dichloroethylene 524.2 0.5CCL 0.4780 ug/L 1.0 3223853--- ------67 - 117960.5 --- 04/15/2015 09:28

True

trans-1,2-Dichloroethylene 524.2 0.5CCL 0.4700 ug/L 1.0 3223853--- ------63 - 119940.5 --- 04/15/2015 09:28

True

Dichloromethane 524.2 0.5CCL 0.4260 ug/L 1.0 3223853--- ------38 - 154850.5 --- 04/15/2015 09:28

True

1,2-Dichloropropane 524.2 0.5CCL 0.4460 ug/L 1.0 3223853--- ------65 - 121890.5 --- 04/15/2015 09:28

True

Ethylbenzene 524.2 0.5CCL 0.4420 ug/L 1.0 3223853--- ------63 - 119880.5 --- 04/15/2015 09:28

True

Styrene 524.2 0.5CCL 0.4660 ug/L 1.0 3223853--- ------54 - 133930.5 --- 04/15/2015 09:28

True

Tetrachloroethylene 524.2 0.5CCL 0.4170 ug/L 1.0 3223853--- ------59 - 124830.5 --- 04/15/2015 09:28

True

Toluene 524.2 0.5CCL 0.4370 ug/L 1.0 3223853--- ------65 - 119870.5 --- 04/15/2015 09:28

True

1,2,4-Trichlorobenzene 524.2 0.5CCL 0.5760 ug/L 1.0 3223853--- ------57 - 1501150.5 --- 04/15/2015 09:28

True

1,1,1-Trichloroethane 524.2 0.5CCL 0.4310 ug/L 1.0 3223853--- ------61 - 116860.5 --- 04/15/2015 09:28

True

1,1,2-Trichloroethane 524.2 0.5CCL 0.4170 ug/L 1.0 3223853--- ------66 - 118830.5 --- 04/15/2015 09:28

True

Trichloroethylene 524.2 0.5CCL 0.4690 ug/L 1.0 3223853--- ------64 - 119940.5 --- 04/15/2015 09:28

True

Vinyl chloride 524.2 0.2CCL 0.4630 ug/L 1.0 3223853--- ------52 - 130930.5 --- 04/15/2015 09:28

True

1,2-Xylene 524.2 0.5CCL 0.4470 ug/L 1.0 3223853--- ------67 - 119890.5 --- 04/15/2015 09:28

True

1,3 + 1,4-Xylene 524.2 0.5CCL 0.8970 ug/L 1.0 3223853--- ------65 - 119901.0 --- 04/15/2015 09:28

False

IS-1,4-Difluorobenzene 524.2 N/ALMB 692002 ug/L 1.0 3223854--- ------70 - 130106653885 --- 04/15/2015 10:13

False

SS-Bromofluorobenzene 524.2 N/ALMB 4.3540 ug/L 1.0 3223854--- ------70 - 130875.0 --- 04/15/2015 10:13
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False

SS-1,2-Dichlorobenzene-d4 524.2 N/ALMB 7.8320 ug/L 1.0 3223854--- ------70 - 1307810.0 --- 04/15/2015 10:13

False

SS-1,2-Dichloroethane-d4 524.2 N/ALMB 10.5340 ug/L 1.0 3223854--- ------70 - 13010510.0 --- 04/15/2015 10:13

False

SS-Toluene-d8 524.2 N/ALMB 9.8180 ug/L 1.0 3223854--- ------70 - 1309810.0 --- 04/15/2015 10:13

False

Acrylonitrile 524.2 1.0LMB 1.0 ug/L 1.0 3223854--- ------------ < --- 04/15/2015 10:13

False

Allyl chloride 524.2 5.0LMB 5.0 ug/L 1.0 3223854--- ------------ < --- 04/15/2015 10:13

False

Benzene 524.2 0.5LMB 0.5 ug/L 1.0 3223854--- ------------ < --- 04/15/2015 10:13

False

Bromobenzene 524.2 0.5LMB 0.5 ug/L 1.0 3223854--- ------------ < --- 04/15/2015 10:13

False

Bromochloromethane 524.2 0.5LMB 0.5 ug/L 1.0 3223854--- ------------ < --- 04/15/2015 10:13

False

Bromodichloromethane 524.2 0.5LMB 0.5 ug/L 1.0 3223854--- ------------ < --- 04/15/2015 10:13

False

Bromoform 524.2 0.5LMB 0.5 ug/L 1.0 3223854--- ------------ < --- 04/15/2015 10:13

False

Bromomethane 524.2 0.5LMB 0.5 ug/L 1.0 3223854--- ------------ < --- 04/15/2015 10:13

False

2-Butanone (MEK) 524.2 5.0LMB 5.0 ug/L 1.0 3223854--- ------------ < --- 04/15/2015 10:13

False

n-Butylbenzene 524.2 0.5LMB 0.5 ug/L 1.0 3223854--- ------------ < --- 04/15/2015 10:13

False

sec-Butylbenzene 524.2 0.5LMB 0.5 ug/L 1.0 3223854--- ------------ < --- 04/15/2015 10:13

False

tert-Butylbenzene 524.2 0.5LMB 0.5 ug/L 1.0 3223854--- ------------ < --- 04/15/2015 10:13

False

Carbon disulfide 524.2 5.0LMB 5.0 ug/L 1.0 3223854--- ------------ < --- 04/15/2015 10:13

False

Carbon tetrachloride 524.2 0.5LMB 0.5 ug/L 1.0 3223854--- ------------ < --- 04/15/2015 10:13

False

Chloroacetonitrile 524.2 5.0LMB 5.0 ug/L 1.0 3223854--- ------------ < --- 04/15/2015 10:13

False

Chlorobenzene 524.2 0.5LMB 0.5 ug/L 1.0 3223854--- ------------ < --- 04/15/2015 10:13

False

1-Chlorobutane 524.2 5.0LMB 5.0 ug/L 1.0 3223854--- ------------ < --- 04/15/2015 10:13

False

Chloroethane 524.2 0.5LMB 0.5 ug/L 1.0 3223854--- ------------ < --- 04/15/2015 10:13

False

Chloroform 524.2 0.5LMB 0.5 ug/L 1.0 3223854--- ------------ < --- 04/15/2015 10:13

False

Chloromethane 524.2 0.5LMB 0.5 ug/L 1.0 3223854--- ------------ < --- 04/15/2015 10:13

False

2-Chlorotoluene 524.2 0.5LMB 0.5 ug/L 1.0 3223854--- ------------ < --- 04/15/2015 10:13

False

4-Chlorotoluene 524.2 0.5LMB 0.5 ug/L 1.0 3223854--- ------------ < --- 04/15/2015 10:13

False

Dibromochloromethane 524.2 0.5LMB 0.5 ug/L 1.0 3223854--- ------------ < --- 04/15/2015 10:13

False

1,2-Dibromo-3-chloropropane (DBCP) 524.2 0.2LMB 0.2 ug/L 1.0 3223854--- ------------ < --- 04/15/2015 10:13

False

1,2-Dibromoethane (EDB) 524.2 0.2LMB 0.2 ug/L 1.0 3223854--- ------------ < --- 04/15/2015 10:13

False

Dibromomethane 524.2 0.5LMB 0.5 ug/L 1.0 3223854--- ------------ < --- 04/15/2015 10:13

False

1,2-Dichlorobenzene 524.2 0.5LMB 0.5 ug/L 1.0 3223854--- ------------ < --- 04/15/2015 10:13

False

1,3-Dichlorobenzene 524.2 0.5LMB 0.5 ug/L 1.0 3223854--- ------------ < --- 04/15/2015 10:13

False

1,4-Dichlorobenzene 524.2 0.5LMB 0.5 ug/L 1.0 3223854--- ------------ < --- 04/15/2015 10:13

False

trans-1,4-Dichloro-2-butylene 524.2 5.0LMB 5.0 ug/L 1.0 3223854--- ------------ < --- 04/15/2015 10:13

False

Dichlorodifluoromethane 524.2 0.5LMB 0.5 ug/L 1.0 3223854--- ------------ < --- 04/15/2015 10:13

False

1,1-Dichloroethane 524.2 0.5LMB 0.5 ug/L 1.0 3223854--- ------------ < --- 04/15/2015 10:13

False

1,2-Dichloroethane 524.2 0.5LMB 0.5 ug/L 1.0 3223854--- ------------ < --- 04/15/2015 10:13

False

1,1-Dichloroethylene 524.2 0.5LMB 0.5 ug/L 1.0 3223854--- ------------ < --- 04/15/2015 10:13

False

cis-1,2-Dichloroethylene 524.2 0.5LMB 0.5 ug/L 1.0 3223854--- ------------ < --- 04/15/2015 10:13

False

trans-1,2-Dichloroethylene 524.2 0.5LMB 0.5 ug/L 1.0 3223854--- ------------ < --- 04/15/2015 10:13

False

Dichloromethane 524.2 0.5LMB 0.5 ug/L 1.0 3223854--- ------------ < --- 04/15/2015 10:13

False

1,2-Dichloropropane 524.2 0.5LMB 0.5 ug/L 1.0 3223854--- ------------ < --- 04/15/2015 10:13
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False

1,3-Dichloropropane 524.2 0.5LMB 0.5 ug/L 1.0 3223854--- ------------ < --- 04/15/2015 10:13

False

2,2-Dichloropropane 524.2 0.5LMB 0.5 ug/L 1.0 3223854--- ------------ < --- 04/15/2015 10:13

False

1,1-Dichloropropanone 524.2 5.0LMB 5.0 ug/L 1.0 3223854--- ------------ < --- 04/15/2015 10:13

False

1,1-Dichloropropylene 524.2 0.5LMB 0.5 ug/L 1.0 3223854--- ------------ < --- 04/15/2015 10:13

False

cis-1,3-Dichloropropylene 524.2 0.5LMB 0.5 ug/L 1.0 3223854--- ------------ < --- 04/15/2015 10:13

False

trans-1,3-Dichloropropylene 524.2 0.5LMB 0.5 ug/L 1.0 3223854--- ------------ < --- 04/15/2015 10:13

False

Ethyl Ether 524.2 2.0LMB 2.0 ug/L 1.0 3223854--- ------------ < --- 04/15/2015 10:13

False

Ethyl methacrylate 524.2 1.0LMB 1.0 ug/L 1.0 3223854--- ------------ < --- 04/15/2015 10:13

False

Ethylbenzene 524.2 0.5LMB 0.5 ug/L 1.0 3223854--- ------------ < --- 04/15/2015 10:13

False

Hexachlorobutadiene 524.2 0.5LMB 0.5 ug/L 1.0 3223854--- ------------ < --- 04/15/2015 10:13

False

Hexachloroethane 524.2 2.0LMB 2.0 ug/L 1.0 3223854--- ------------ < --- 04/15/2015 10:13

False

2-Hexanone 524.2 5.0LMB 5.0 ug/L 1.0 3223854--- ------------ < --- 04/15/2015 10:13

False

Isopropylbenzene 524.2 0.5LMB 0.5 ug/L 1.0 3223854--- ------------ < --- 04/15/2015 10:13

False

4-Isopropyltoluene 524.2 0.5LMB 0.5 ug/L 1.0 3223854--- ------------ < --- 04/15/2015 10:13

False

Methacrylonitrile 524.2 5.0LMB 5.0 ug/L 1.0 3223854--- ------------ < --- 04/15/2015 10:13

False

Methylacrylate 524.2 1.0LMB 1.0 ug/L 1.0 3223854--- ------------ < --- 04/15/2015 10:13

False

Methyl iodide 524.2 2.0LMB 2.0 ug/L 1.0 3223854--- ------------ < --- 04/15/2015 10:13

False

Methylmethacrylate 524.2 1.0LMB 1.0 ug/L 1.0 3223854--- ------------ < --- 04/15/2015 10:13

False

4-Methyl-2-pentanone (MIBK) 524.2 2.0LMB 2.0 ug/L 1.0 3223854--- ------------ < --- 04/15/2015 10:13

False

Methyl-t-butyl ether (MTBE) 524.2 0.5LMB 0.5 ug/L 1.0 3223854--- ------------ < --- 04/15/2015 10:13

False

Naphthalene 524.2 0.5LMB 0.5 ug/L 1.0 3223854--- ------------ < --- 04/15/2015 10:13

False

Nitrobenzene 524.2 5.0LMB 5.0 ug/L 1.0 3223854--- ------------ < --- 04/15/2015 10:13

False

2-Nitropropane 524.2 2.0LMB 2.0 ug/L 1.0 3223854--- ------------ < --- 04/15/2015 10:13

False

Pentachloroethane 524.2 2.0LMB 2.0 ug/L 1.0 3223854--- ------------ < --- 04/15/2015 10:13

False

Propionitrile 524.2 5.0LMB 5.0 ug/L 1.0 3223854--- ------------ < --- 04/15/2015 10:13

False

n-Propylbenzene 524.2 0.5LMB 0.5 ug/L 1.0 3223854--- ------------ < --- 04/15/2015 10:13

False

Styrene 524.2 0.5LMB 0.5 ug/L 1.0 3223854--- ------------ < --- 04/15/2015 10:13

False

1,1,1,2-Tetrachloroethane 524.2 0.5LMB 0.5 ug/L 1.0 3223854--- ------------ < --- 04/15/2015 10:13

False

1,1,2,2-Tetrachloroethane 524.2 0.5LMB 0.5 ug/L 1.0 3223854--- ------------ < --- 04/15/2015 10:13

False

Tetrachloroethylene 524.2 0.5LMB 0.5 ug/L 1.0 3223854--- ------------ < --- 04/15/2015 10:13

False

Tetrahydrofuran 524.2 5.0LMB 5.0 ug/L 1.0 3223854--- ------------ < --- 04/15/2015 10:13

False

Toluene 524.2 0.5LMB 0.5 ug/L 1.0 3223854--- ------------ < --- 04/15/2015 10:13

False

1,2,3-Trichlorobenzene 524.2 0.5LMB 0.5 ug/L 1.0 3223854--- ------------ < --- 04/15/2015 10:13

False

1,2,4-Trichlorobenzene 524.2 0.5LMB 0.5 ug/L 1.0 3223854--- ------------ < --- 04/15/2015 10:13

False

1,1,1-Trichloroethane 524.2 0.5LMB 0.5 ug/L 1.0 3223854--- ------------ < --- 04/15/2015 10:13

False

1,1,2-Trichloroethane 524.2 0.5LMB 0.5 ug/L 1.0 3223854--- ------------ < --- 04/15/2015 10:13

False

Trichloroethylene 524.2 0.5LMB 0.5 ug/L 1.0 3223854--- ------------ < --- 04/15/2015 10:13

False

Trichlorofluoromethane 524.2 0.5LMB 0.5 ug/L 1.0 3223854--- ------------ < --- 04/15/2015 10:13

False

1,2,3-Trichloropropane 524.2 0.5LMB 0.5 ug/L 1.0 3223854--- ------------ < --- 04/15/2015 10:13

False

1,1,2-Trichloro-1,2,2-trifluoroethane 524.2 0.5LMB 0.5 ug/L 1.0 3223854--- ------------ < --- 04/15/2015 10:13

False

1,2,3-Trimethylbenzene 524.2 0.5LMB 0.5 ug/L 1.0 3223854--- ------------ < --- 04/15/2015 10:13
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False

1,2,4-Trimethylbenzene 524.2 0.5LMB 0.5 ug/L 1.0 3223854--- ------------ < --- 04/15/2015 10:13

False

1,3,5-Trimethylbenzene 524.2 0.5LMB 0.5 ug/L 1.0 3223854--- ------------ < --- 04/15/2015 10:13

False

Vinyl chloride 524.2 0.2LMB 0.2 ug/L 1.0 3223854--- ------------ < --- 04/15/2015 10:13

False

1,2-Xylene 524.2 0.5LMB 0.5 ug/L 1.0 3223854--- ------------ < --- 04/15/2015 10:13

False

1,3 + 1,4-Xylene 524.2 0.5LMB 0.5 ug/L 1.0 3223854--- ------------ < --- 04/15/2015 10:13

True

IS-1,4-Difluorobenzene 524.2 N/ALTB 680881 ug/L 1.0 322185215-04122,LTB-4/1/15 ------70 - 130104653885 --- 04/15/2015 10:57

True

SS-Bromofluorobenzene 524.2 N/ALTB 4.2290 ug/L 1.0 322185215-04122,LTB-4/1/15 ------70 - 130855.0 --- 04/15/2015 10:57

True

SS-1,2-Dichlorobenzene-d4 524.2 N/ALTB 7.7400 ug/L 1.0 322185215-04122,LTB-4/1/15 ------70 - 1307710.0 --- 04/15/2015 10:57

True

SS-1,2-Dichloroethane-d4 524.2 N/ALTB 9.9700 ug/L 1.0 322185215-04122,LTB-4/1/15 ------70 - 13010010.0 --- 04/15/2015 10:57

True

SS-Toluene-d8 524.2 N/ALTB 9.6520 ug/L 1.0 322185215-04122,LTB-4/1/15 ------70 - 1309710.0 --- 04/15/2015 10:57

True

Acrylonitrile 524.2 1.0LTB 1.0 ug/L 1.0 322185215-04122,LTB-4/1/15 ------------ < --- 04/15/2015 10:57

True

Allyl chloride 524.2 5.0LTB 5.0 ug/L 1.0 322185215-04122,LTB-4/1/15 ------------ < --- 04/15/2015 10:57

True

Benzene 524.2 0.5LTB 0.5 ug/L 1.0 322185215-04122,LTB-4/1/15 ------------ < --- 04/15/2015 10:57

True

Bromobenzene 524.2 0.5LTB 0.5 ug/L 1.0 322185215-04122,LTB-4/1/15 ------------ < --- 04/15/2015 10:57

True

Bromochloromethane 524.2 0.5LTB 0.5 ug/L 1.0 322185215-04122,LTB-4/1/15 ------------ < --- 04/15/2015 10:57

True

Bromodichloromethane 524.2 0.5LTB 0.5 ug/L 1.0 322185215-04122,LTB-4/1/15 ------------ < --- 04/15/2015 10:57

True

Bromoform 524.2 0.5LTB 0.5 ug/L 1.0 322185215-04122,LTB-4/1/15 ------------ < --- 04/15/2015 10:57

True

Bromomethane 524.2 0.5LTB 0.5 ug/L 1.0 322185215-04122,LTB-4/1/15 ------------ < --- 04/15/2015 10:57

True

2-Butanone (MEK) 524.2 5.0LTB 5.0 ug/L 1.0 322185215-04122,LTB-4/1/15 ------------ < --- 04/15/2015 10:57

True

n-Butylbenzene 524.2 0.5LTB 0.5 ug/L 1.0 322185215-04122,LTB-4/1/15 ------------ < --- 04/15/2015 10:57

True

sec-Butylbenzene 524.2 0.5LTB 0.5 ug/L 1.0 322185215-04122,LTB-4/1/15 ------------ < --- 04/15/2015 10:57

True

tert-Butylbenzene 524.2 0.5LTB 0.5 ug/L 1.0 322185215-04122,LTB-4/1/15 ------------ < --- 04/15/2015 10:57

True

Carbon disulfide 524.2 5.0LTB 5.0 ug/L 1.0 322185215-04122,LTB-4/1/15 ------------ < --- 04/15/2015 10:57

True

Carbon tetrachloride 524.2 0.5LTB 0.5 ug/L 1.0 322185215-04122,LTB-4/1/15 ------------ < --- 04/15/2015 10:57

True

Chloroacetonitrile 524.2 5.0LTB 5.0 ug/L 1.0 322185215-04122,LTB-4/1/15 ------------ < --- 04/15/2015 10:57

True

Chlorobenzene 524.2 0.5LTB 0.5 ug/L 1.0 322185215-04122,LTB-4/1/15 ------------ < --- 04/15/2015 10:57

True

1-Chlorobutane 524.2 5.0LTB 5.0 ug/L 1.0 322185215-04122,LTB-4/1/15 ------------ < --- 04/15/2015 10:57

True

Chloroethane 524.2 0.5LTB 0.5 ug/L 1.0 322185215-04122,LTB-4/1/15 ------------ < --- 04/15/2015 10:57

True

Chloroform 524.2 0.5LTB 0.5 ug/L 1.0 322185215-04122,LTB-4/1/15 ------------ < --- 04/15/2015 10:57

True

Chloromethane 524.2 0.5LTB 0.5 ug/L 1.0 322185215-04122,LTB-4/1/15 ------------ < --- 04/15/2015 10:57

True

2-Chlorotoluene 524.2 0.5LTB 0.5 ug/L 1.0 322185215-04122,LTB-4/1/15 ------------ < --- 04/15/2015 10:57

True

4-Chlorotoluene 524.2 0.5LTB 0.5 ug/L 1.0 322185215-04122,LTB-4/1/15 ------------ < --- 04/15/2015 10:57

True

Dibromochloromethane 524.2 0.5LTB 0.5 ug/L 1.0 322185215-04122,LTB-4/1/15 ------------ < --- 04/15/2015 10:57

True

1,2-Dibromo-3-chloropropane (DBCP) 524.2 0.2LTB 0.2 ug/L 1.0 322185215-04122,LTB-4/1/15 ------------ < --- 04/15/2015 10:57

True

1,2-Dibromoethane (EDB) 524.2 0.2LTB 0.2 ug/L 1.0 322185215-04122,LTB-4/1/15 ------------ < --- 04/15/2015 10:57

True

Dibromomethane 524.2 0.5LTB 0.5 ug/L 1.0 322185215-04122,LTB-4/1/15 ------------ < --- 04/15/2015 10:57

True

1,2-Dichlorobenzene 524.2 0.5LTB 0.5 ug/L 1.0 322185215-04122,LTB-4/1/15 ------------ < --- 04/15/2015 10:57

True

1,3-Dichlorobenzene 524.2 0.5LTB 0.5 ug/L 1.0 322185215-04122,LTB-4/1/15 ------------ < --- 04/15/2015 10:57

True

1,4-Dichlorobenzene 524.2 0.5LTB 0.5 ug/L 1.0 322185215-04122,LTB-4/1/15 ------------ < --- 04/15/2015 10:57

True

trans-1,4-Dichloro-2-butylene 524.2 5.0LTB 5.0 ug/L 1.0 322185215-04122,LTB-4/1/15 ------------ < --- 04/15/2015 10:57

True

Dichlorodifluoromethane 524.2 0.5LTB 0.5 ug/L 1.0 322185215-04122,LTB-4/1/15 ------------ < --- 04/15/2015 10:57
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True

1,1-Dichloroethane 524.2 0.5LTB 0.5 ug/L 1.0 322185215-04122,LTB-4/1/15 ------------ < --- 04/15/2015 10:57

True

1,2-Dichloroethane 524.2 0.5LTB 0.5 ug/L 1.0 322185215-04122,LTB-4/1/15 ------------ < --- 04/15/2015 10:57

True

1,1-Dichloroethylene 524.2 0.5LTB 0.5 ug/L 1.0 322185215-04122,LTB-4/1/15 ------------ < --- 04/15/2015 10:57

True

cis-1,2-Dichloroethylene 524.2 0.5LTB 0.5 ug/L 1.0 322185215-04122,LTB-4/1/15 ------------ < --- 04/15/2015 10:57

True

trans-1,2-Dichloroethylene 524.2 0.5LTB 0.5 ug/L 1.0 322185215-04122,LTB-4/1/15 ------------ < --- 04/15/2015 10:57

True

Dichloromethane 524.2 0.5LTB 0.5 ug/L 1.0 322185215-04122,LTB-4/1/15 ------------ < --- 04/15/2015 10:57

True

1,2-Dichloropropane 524.2 0.5LTB 0.5 ug/L 1.0 322185215-04122,LTB-4/1/15 ------------ < --- 04/15/2015 10:57

True

1,3-Dichloropropane 524.2 0.5LTB 0.5 ug/L 1.0 322185215-04122,LTB-4/1/15 ------------ < --- 04/15/2015 10:57

True

2,2-Dichloropropane 524.2 0.5LTB 0.5 ug/L 1.0 322185215-04122,LTB-4/1/15 ------------ < --- 04/15/2015 10:57

True

1,1-Dichloropropanone 524.2 5.0LTB 5.0 ug/L 1.0 322185215-04122,LTB-4/1/15 ------------ < --- 04/15/2015 10:57

True

1,1-Dichloropropylene 524.2 0.5LTB 0.5 ug/L 1.0 322185215-04122,LTB-4/1/15 ------------ < --- 04/15/2015 10:57

True

cis-1,3-Dichloropropylene 524.2 0.5LTB 0.5 ug/L 1.0 322185215-04122,LTB-4/1/15 ------------ < --- 04/15/2015 10:57

True

trans-1,3-Dichloropropylene 524.2 0.5LTB 0.5 ug/L 1.0 322185215-04122,LTB-4/1/15 ------------ < --- 04/15/2015 10:57

True

Ethyl Ether 524.2 2.0LTB 2.0 ug/L 1.0 322185215-04122,LTB-4/1/15 ------------ < --- 04/15/2015 10:57

True

Ethyl methacrylate 524.2 1.0LTB 1.0 ug/L 1.0 322185215-04122,LTB-4/1/15 ------------ < --- 04/15/2015 10:57

True

Ethylbenzene 524.2 0.5LTB 0.5 ug/L 1.0 322185215-04122,LTB-4/1/15 ------------ < --- 04/15/2015 10:57

True

Hexachlorobutadiene 524.2 0.5LTB 0.5 ug/L 1.0 322185215-04122,LTB-4/1/15 ------------ < --- 04/15/2015 10:57

True

Hexachloroethane 524.2 2.0LTB 2.0 ug/L 1.0 322185215-04122,LTB-4/1/15 ------------ < --- 04/15/2015 10:57

True

2-Hexanone 524.2 5.0LTB 5.0 ug/L 1.0 322185215-04122,LTB-4/1/15 ------------ < --- 04/15/2015 10:57

True

Isopropylbenzene 524.2 0.5LTB 0.5 ug/L 1.0 322185215-04122,LTB-4/1/15 ------------ < --- 04/15/2015 10:57

True

4-Isopropyltoluene 524.2 0.5LTB 0.5 ug/L 1.0 322185215-04122,LTB-4/1/15 ------------ < --- 04/15/2015 10:57

True

Methacrylonitrile 524.2 5.0LTB 5.0 ug/L 1.0 322185215-04122,LTB-4/1/15 ------------ < --- 04/15/2015 10:57

True

Methylacrylate 524.2 1.0LTB 1.0 ug/L 1.0 322185215-04122,LTB-4/1/15 ------------ < --- 04/15/2015 10:57

True

Methyl iodide 524.2 2.0LTB 2.0 ug/L 1.0 322185215-04122,LTB-4/1/15 ------------ < --- 04/15/2015 10:57

True

Methylmethacrylate 524.2 1.0LTB 1.0 ug/L 1.0 322185215-04122,LTB-4/1/15 ------------ < --- 04/15/2015 10:57

True

4-Methyl-2-pentanone (MIBK) 524.2 2.0LTB 2.0 ug/L 1.0 322185215-04122,LTB-4/1/15 ------------ < --- 04/15/2015 10:57

True

Methyl-t-butyl ether (MTBE) 524.2 0.5LTB 0.5 ug/L 1.0 322185215-04122,LTB-4/1/15 ------------ < --- 04/15/2015 10:57

True

Naphthalene 524.2 0.5LTB 0.5 ug/L 1.0 322185215-04122,LTB-4/1/15 ------------ < --- 04/15/2015 10:57

True

Nitrobenzene 524.2 5.0LTB 5.0 ug/L 1.0 322185215-04122,LTB-4/1/15 ------------ < --- 04/15/2015 10:57

True

2-Nitropropane 524.2 2.0LTB 2.0 ug/L 1.0 322185215-04122,LTB-4/1/15 ------------ < --- 04/15/2015 10:57

True

Pentachloroethane 524.2 2.0LTB 2.0 ug/L 1.0 322185215-04122,LTB-4/1/15 ------------ < --- 04/15/2015 10:57

True

Propionitrile 524.2 5.0LTB 5.0 ug/L 1.0 322185215-04122,LTB-4/1/15 ------------ < --- 04/15/2015 10:57

True

n-Propylbenzene 524.2 0.5LTB 0.5 ug/L 1.0 322185215-04122,LTB-4/1/15 ------------ < --- 04/15/2015 10:57

True

Styrene 524.2 0.5LTB 0.5 ug/L 1.0 322185215-04122,LTB-4/1/15 ------------ < --- 04/15/2015 10:57

True

1,1,1,2-Tetrachloroethane 524.2 0.5LTB 0.5 ug/L 1.0 322185215-04122,LTB-4/1/15 ------------ < --- 04/15/2015 10:57

True

1,1,2,2-Tetrachloroethane 524.2 0.5LTB 0.5 ug/L 1.0 322185215-04122,LTB-4/1/15 ------------ < --- 04/15/2015 10:57

True

Tetrachloroethylene 524.2 0.5LTB 0.5 ug/L 1.0 322185215-04122,LTB-4/1/15 ------------ < --- 04/15/2015 10:57

True

Tetrahydrofuran 524.2 5.0LTB 5.0 ug/L 1.0 322185215-04122,LTB-4/1/15 ------------ < --- 04/15/2015 10:57

True

Toluene 524.2 0.5LTB 0.5 ug/L 1.0 322185215-04122,LTB-4/1/15 ------------ < --- 04/15/2015 10:57

True

Total Trihalomethanes 524.2 0.5LTB 0.5 ug/L 1.0 322185215-04122,LTB-4/1/15 ------------ < --- 04/15/2015 10:57

True

1,2,3-Trichlorobenzene 524.2 0.5LTB 0.5 ug/L 1.0 322185215-04122,LTB-4/1/15 ------------ < --- 04/15/2015 10:57
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True

1,2,4-Trichlorobenzene 524.2 0.5LTB 0.5 ug/L 1.0 322185215-04122,LTB-4/1/15 ------------ < --- 04/15/2015 10:57

True

1,1,1-Trichloroethane 524.2 0.5LTB 0.5 ug/L 1.0 322185215-04122,LTB-4/1/15 ------------ < --- 04/15/2015 10:57

True

1,1,2-Trichloroethane 524.2 0.5LTB 0.5 ug/L 1.0 322185215-04122,LTB-4/1/15 ------------ < --- 04/15/2015 10:57

True

Trichloroethylene 524.2 0.5LTB 0.5 ug/L 1.0 322185215-04122,LTB-4/1/15 ------------ < --- 04/15/2015 10:57

True

Trichlorofluoromethane 524.2 0.5LTB 0.5 ug/L 1.0 322185215-04122,LTB-4/1/15 ------------ < --- 04/15/2015 10:57

True

1,2,3-Trichloropropane 524.2 0.5LTB 0.5 ug/L 1.0 322185215-04122,LTB-4/1/15 ------------ < --- 04/15/2015 10:57

True

1,1,2-Trichloro-1,2,2-trifluoroethane 524.2 0.5LTB 0.5 ug/L 1.0 322185215-04122,LTB-4/1/15 ------------ < --- 04/15/2015 10:57

True

1,2,3-Trimethylbenzene 524.2 0.5LTB 0.5 ug/L 1.0 322185215-04122,LTB-4/1/15 ------------ < --- 04/15/2015 10:57

True

1,2,4-Trimethylbenzene 524.2 0.5LTB 0.5 ug/L 1.0 322185215-04122,LTB-4/1/15 ------------ < --- 04/15/2015 10:57

True

1,3,5-Trimethylbenzene 524.2 0.5LTB 0.5 ug/L 1.0 322185215-04122,LTB-4/1/15 ------------ < --- 04/15/2015 10:57

True

Vinyl chloride 524.2 0.2LTB 0.2 ug/L 1.0 322185215-04122,LTB-4/1/15 ------------ < --- 04/15/2015 10:57

True

1,2-Xylene 524.2 0.5LTB 0.5 ug/L 1.0 322185215-04122,LTB-4/1/15 ------------ < --- 04/15/2015 10:57

True

1,3 + 1,4-Xylene 524.2 0.5LTB 0.5 ug/L 1.0 322185215-04122,LTB-4/1/15 ------------ < --- 04/15/2015 10:57

True

Xylenes, Total 524.2 0.5LTB 0.5 ug/L 1.0 322185215-04122,LTB-4/1/15 ------------ < --- 04/15/2015 10:57

False

IS-1,4-Difluorobenzene 524.2 N/AFS 668921 ug/L 1.0 322184915-04121,JBPHHRedHill356-011 ------70 - 130102653885 --- 04/15/2015 11:31

False

SS-Bromofluorobenzene 524.2 N/AFS 4.2580 ug/L 1.0 322184915-04121,JBPHHRedHill356-011 ------70 - 130855.0 --- 04/15/2015 11:31

False

SS-1,2-Dichlorobenzene-d4 524.2 N/AFS 7.9380 ug/L 1.0 322184915-04121,JBPHHRedHill356-011 ------70 - 1307910.0 --- 04/15/2015 11:31

False

SS-1,2-Dichloroethane-d4 524.2 N/AFS 10.7430 ug/L 1.0 322184915-04121,JBPHHRedHill356-011 ------70 - 13010710.0 --- 04/15/2015 11:31

False

SS-Toluene-d8 524.2 N/AFS 9.8120 ug/L 1.0 322184915-04121,JBPHHRedHill356-011 ------70 - 1309810.0 --- 04/15/2015 11:31

False

Benzene 524.2 0.5FS 0.5 ug/L 1.0 322184915-04121,JBPHHRedHill356-011 ------------ < --- 04/15/2015 11:31

False

Carbon tetrachloride 524.2 0.5FS 0.5 ug/L 1.0 322184915-04121,JBPHHRedHill356-011 ------------ < --- 04/15/2015 11:31

False

Chlorobenzene 524.2 0.5FS 0.5 ug/L 1.0 322184915-04121,JBPHHRedHill356-011 ------------ < --- 04/15/2015 11:31

False

1,2-Dichlorobenzene 524.2 0.5FS 0.5 ug/L 1.0 322184915-04121,JBPHHRedHill356-011 ------------ < --- 04/15/2015 11:31

False

1,4-Dichlorobenzene 524.2 0.5FS 0.5 ug/L 1.0 322184915-04121,JBPHHRedHill356-011 ------------ < --- 04/15/2015 11:31

False

1,2-Dichloroethane 524.2 0.5FS 0.5 ug/L 1.0 322184915-04121,JBPHHRedHill356-011 ------------ < --- 04/15/2015 11:31

False

1,1-Dichloroethylene 524.2 0.5FS 0.5 ug/L 1.0 322184915-04121,JBPHHRedHill356-011 ------------ < --- 04/15/2015 11:31

False

cis-1,2-Dichloroethylene 524.2 0.5FS 0.5 ug/L 1.0 322184915-04121,JBPHHRedHill356-011 ------------ < --- 04/15/2015 11:31

False

trans-1,2-Dichloroethylene 524.2 0.5FS 0.5 ug/L 1.0 322184915-04121,JBPHHRedHill356-011 ------------ < --- 04/15/2015 11:31

False

Dichloromethane 524.2 0.5FS 0.5 ug/L 1.0 322184915-04121,JBPHHRedHill356-011 ------------ < --- 04/15/2015 11:31

False

1,2-Dichloropropane 524.2 0.5FS 0.5 ug/L 1.0 322184915-04121,JBPHHRedHill356-011 ------------ < --- 04/15/2015 11:31

False

Ethylbenzene 524.2 0.5FS 0.5 ug/L 1.0 322184915-04121,JBPHHRedHill356-011 ------------ < --- 04/15/2015 11:31

False

Naphthalene 524.2 0.5FS 0.5 ug/L 1.0 322184915-04121,JBPHHRedHill356-011 ------------ < --- 04/15/2015 11:31

False

Styrene 524.2 0.5FS 0.5 ug/L 1.0 322184915-04121,JBPHHRedHill356-011 ------------ < --- 04/15/2015 11:31

False

Tetrachloroethylene 524.2 0.5FS 0.5 ug/L 1.0 322184915-04121,JBPHHRedHill356-011 ------------ < --- 04/15/2015 11:31

False

Toluene 524.2 0.5FS 0.5 ug/L 1.0 322184915-04121,JBPHHRedHill356-011 ------------ < --- 04/15/2015 11:31

False

1,2,4-Trichlorobenzene 524.2 0.5FS 0.5 ug/L 1.0 322184915-04121,JBPHHRedHill356-011 ------------ < --- 04/15/2015 11:31

False

1,1,1-Trichloroethane 524.2 0.5FS 0.5 ug/L 1.0 322184915-04121,JBPHHRedHill356-011 ------------ < --- 04/15/2015 11:31

False

1,1,2-Trichloroethane 524.2 0.5FS 0.5 ug/L 1.0 322184915-04121,JBPHHRedHill356-011 ------------ < --- 04/15/2015 11:31

False

Trichloroethylene 524.2 0.5FS 0.5 ug/L 1.0 322184915-04121,JBPHHRedHill356-011 ------------ < --- 04/15/2015 11:31

False

Vinyl chloride 524.2 0.2FS 0.2 ug/L 1.0 322184915-04121,JBPHHRedHill356-011 ------------ < --- 04/15/2015 11:31

False

1,2-Xylene 524.2 0.5FS 0.5 ug/L 1.0 322184915-04121,JBPHHRedHill356-011 ------------ < --- 04/15/2015 11:31
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False

1,3 + 1,4-Xylene 524.2 0.5FS 0.5 ug/L 1.0 322184915-04121,JBPHHRedHill356-011 ------------ < --- 04/15/2015 11:31

False

Xylenes, Total 524.2 0.5FS 0.5 ug/L 1.0 322184915-04121,JBPHHRedHill356-011 ------------ < --- 04/15/2015 11:31

True

IS-1,4-Difluorobenzene 524.2 N/ACCC 687621 ug/L 1.0 3224014--- ------70 - 130100687621 --- 04/15/2015 17:07

True

SS-Bromofluorobenzene 524.2 N/ACCC 4.4430 ug/L 1.0 3224014--- ------70 - 130895.0 --- 04/15/2015 17:07

True

SS-1,2-Dichlorobenzene-d4 524.2 N/ACCC 8.5670 ug/L 1.0 3224014--- ------70 - 1308610.0 --- 04/15/2015 17:07

True

SS-1,2-Dichloroethane-d4 524.2 N/ACCC 10.4730 ug/L 1.0 3224014--- ------70 - 13010510.0 --- 04/15/2015 17:07

True

SS-Toluene-d8 524.2 N/ACCC 9.8130 ug/L 1.0 3224014--- ------70 - 1309810.0 --- 04/15/2015 17:07

True

Acrylonitrile 524.2 1.0CCC 10.3050 ug/L 1.0 3224014--- ------70 - 13010310.0 --- 04/15/2015 17:07

True

Allyl chloride 524.2 5.0CCC 9.4050 ug/L 1.0 3224014--- ------70 - 1309410.0 --- 04/15/2015 17:07

True

Benzene 524.2 0.5CCC 8.9220 ug/L 1.0 3224014--- ------70 - 1308910.0 --- 04/15/2015 17:07

True

Bromobenzene 524.2 0.5CCC 9.5310 ug/L 1.0 3224014--- ------70 - 1309510.0 --- 04/15/2015 17:07

True

Bromochloromethane 524.2 0.5CCC 9.3220 ug/L 1.0 3224014--- ------70 - 1309310.0 --- 04/15/2015 17:07

True

Bromodichloromethane 524.2 0.5CCC 9.3310 ug/L 1.0 3224014--- ------70 - 1309310.0 --- 04/15/2015 17:07

True

Bromoform 524.2 0.5CCC 8.9180 ug/L 1.0 3224014--- ------70 - 1308910.0 --- 04/15/2015 17:07

True

Bromomethane 524.2 0.5CCC 8.7150 ug/L 1.0 3224014--- ------70 - 1308710.0 --- 04/15/2015 17:07

True

2-Butanone (MEK) 524.2 5.0CCC 9.3040 ug/L 1.0 3224014--- ------70 - 1309310.0 --- 04/15/2015 17:07

True

n-Butylbenzene 524.2 0.5CCC 9.3300 ug/L 1.0 3224014--- ------70 - 1309310.0 --- 04/15/2015 17:07

True

sec-Butylbenzene 524.2 0.5CCC 9.2180 ug/L 1.0 3224014--- ------70 - 1309210.0 --- 04/15/2015 17:07

True

tert-Butylbenzene 524.2 0.5CCC 9.5750 ug/L 1.0 3224014--- ------70 - 1309610.0 --- 04/15/2015 17:07

True

Carbon disulfide 524.2 5.0CCC 9.7050 ug/L 1.0 3224014--- ------70 - 1309710.0 --- 04/15/2015 17:07

True

Carbon tetrachloride 524.2 0.5CCC 8.9770 ug/L 1.0 3224014--- ------70 - 1309010.0 --- 04/15/2015 17:07

True

Chloroacetonitrile 524.2 5.0CCC 8.2990 ug/L 1.0 3224014--- ------70 - 1308310.0 --- 04/15/2015 17:07

True

Chlorobenzene 524.2 0.5CCC 9.5810 ug/L 1.0 3224014--- ------70 - 1309610.0 --- 04/15/2015 17:07

True

1-Chlorobutane 524.2 5.0CCC 9.1090 ug/L 1.0 3224014--- ------70 - 1309110.0 --- 04/15/2015 17:07

True

Chloroethane 524.2 0.5CCC 8.6770 ug/L 1.0 3224014--- ------70 - 1308710.0 --- 04/15/2015 17:07

True

Chloroform 524.2 0.5CCC 9.1570 ug/L 1.0 3224014--- ------70 - 1309210.0 --- 04/15/2015 17:07

True

Chloromethane 524.2 0.5CCC 9.0980 ug/L 1.0 3224014--- ------70 - 1309110.0 --- 04/15/2015 17:07

True

2-Chlorotoluene 524.2 0.5CCC 9.4050 ug/L 1.0 3224014--- ------70 - 1309410.0 --- 04/15/2015 17:07

True

4-Chlorotoluene 524.2 0.5CCC 9.2630 ug/L 1.0 3224014--- ------70 - 1309310.0 --- 04/15/2015 17:07

True

Dibromochloromethane 524.2 0.5CCC 8.7290 ug/L 1.0 3224014--- ------70 - 1308710.0 --- 04/15/2015 17:07

True

1,2-Dibromo-3-chloropropane (DBCP) 524.2 0.2CCC 9.6790 ug/L 1.0 3224014--- ------70 - 1309710.0 --- 04/15/2015 17:07

True

1,2-Dibromoethane (EDB) 524.2 0.2CCC 9.4750 ug/L 1.0 3224014--- ------70 - 1309510.0 --- 04/15/2015 17:07

True

Dibromomethane 524.2 0.5CCC 9.5690 ug/L 1.0 3224014--- ------70 - 1309610.0 --- 04/15/2015 17:07

True

1,2-Dichlorobenzene 524.2 0.5CCC 9.7800 ug/L 1.0 3224014--- ------70 - 1309810.0 --- 04/15/2015 17:07

True

1,3-Dichlorobenzene 524.2 0.5CCC 9.5990 ug/L 1.0 3224014--- ------70 - 1309610.0 --- 04/15/2015 17:07

True

1,4-Dichlorobenzene 524.2 0.5CCC 9.7300 ug/L 1.0 3224014--- ------70 - 1309710.0 --- 04/15/2015 17:07

True

trans-1,4-Dichloro-2-butylene 524.2 5.0CCC 9.7790 ug/L 1.0 3224014--- ------70 - 1309810.0 --- 04/15/2015 17:07

True

Dichlorodifluoromethane 524.2 0.5CCC 10.5050 ug/L 1.0 3224014--- ------70 - 13010510.0 --- 04/15/2015 17:07

True

1,1-Dichloroethane 524.2 0.5CCC 8.9640 ug/L 1.0 3224014--- ------70 - 1309010.0 --- 04/15/2015 17:07

True

1,2-Dichloroethane 524.2 0.5CCC 9.6750 ug/L 1.0 3224014--- ------70 - 1309710.0 --- 04/15/2015 17:07

True

1,1-Dichloroethylene 524.2 0.5CCC 9.3810 ug/L 1.0 3224014--- ------70 - 1309410.0 --- 04/15/2015 17:07
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True

cis-1,2-Dichloroethylene 524.2 0.5CCC 9.4220 ug/L 1.0 3224014--- ------70 - 1309410.0 --- 04/15/2015 17:07

True

trans-1,2-Dichloroethylene 524.2 0.5CCC 9.3580 ug/L 1.0 3224014--- ------70 - 1309410.0 --- 04/15/2015 17:07

True

Dichloromethane 524.2 0.5CCC 9.1430 ug/L 1.0 3224014--- ------70 - 1309110.0 --- 04/15/2015 17:07

True

1,2-Dichloropropane 524.2 0.5CCC 9.0310 ug/L 1.0 3224014--- ------70 - 1309010.0 --- 04/15/2015 17:07

True

1,3-Dichloropropane 524.2 0.5CCC 9.7050 ug/L 1.0 3224014--- ------70 - 1309710.0 --- 04/15/2015 17:07

True

2,2-Dichloropropane 524.2 0.5CCC 9.5100 ug/L 1.0 3224014--- ------70 - 1309510.0 --- 04/15/2015 17:07

True

1,1-Dichloropropanone 524.2 5.0CCC 8.8420 ug/L 1.0 3224014--- ------70 - 1308810.0 --- 04/15/2015 17:07

True

1,1-Dichloropropylene 524.2 0.5CCC 9.3840 ug/L 1.0 3224014--- ------70 - 1309410.0 --- 04/15/2015 17:07

True

cis-1,3-Dichloropropylene 524.2 0.5CCC 9.1760 ug/L 1.0 3224014--- ------70 - 1309210.0 --- 04/15/2015 17:07

True

trans-1,3-Dichloropropylene 524.2 0.5CCC 9.4260 ug/L 1.0 3224014--- ------70 - 1309410.0 --- 04/15/2015 17:07

True

Ethyl Ether 524.2 2.0CCC 9.4830 ug/L 1.0 3224014--- ------70 - 1309510.0 --- 04/15/2015 17:07

True

Ethyl methacrylate 524.2 1.0CCC 9.8640 ug/L 1.0 3224014--- ------70 - 1309910.0 --- 04/15/2015 17:07

True

Ethylbenzene 524.2 0.5CCC 9.0950 ug/L 1.0 3224014--- ------70 - 1309110.0 --- 04/15/2015 17:07

True

Hexachlorobutadiene 524.2 0.5CCC 8.7630 ug/L 1.0 3224014--- ------70 - 1308810.0 --- 04/15/2015 17:07

True

Hexachloroethane 524.2 2.0CCC 9.2760 ug/L 1.0 3224014--- ------70 - 1309310.0 --- 04/15/2015 17:07

True

2-Hexanone 524.2 5.0CCC 9.6360 ug/L 1.0 3224014--- ------70 - 1309610.0 --- 04/15/2015 17:07

True

Isopropylbenzene 524.2 0.5CCC 9.4330 ug/L 1.0 3224014--- ------70 - 1309410.0 --- 04/15/2015 17:07

True

4-Isopropyltoluene 524.2 0.5CCC 9.2270 ug/L 1.0 3224014--- ------70 - 1309210.0 --- 04/15/2015 17:07

True

Methacrylonitrile 524.2 5.0CCC 9.7950 ug/L 1.0 3224014--- ------70 - 1309810.0 --- 04/15/2015 17:07

True

Methylacrylate 524.2 1.0CCC 9.3540 ug/L 1.0 3224014--- ------70 - 1309410.0 --- 04/15/2015 17:07

True

Methyl iodide 524.2 2.0CCC 10.7790 ug/L 1.0 3224014--- ------70 - 13010810.0 --- 04/15/2015 17:07

True

Methylmethacrylate 524.2 1.0CCC 9.6450 ug/L 1.0 3224014--- ------70 - 1309610.0 --- 04/15/2015 17:07

True

4-Methyl-2-pentanone (MIBK) 524.2 2.0CCC 9.7020 ug/L 1.0 3224014--- ------70 - 1309710.0 --- 04/15/2015 17:07

True

Methyl-t-butyl ether (MTBE) 524.2 0.5CCC 9.7440 ug/L 1.0 3224014--- ------70 - 1309710.0 --- 04/15/2015 17:07

True

Naphthalene 524.2 0.5CCC 9.4260 ug/L 1.0 3224014--- ------70 - 1309410.0 --- 04/15/2015 17:07

True

Nitrobenzene 524.2 5.0CCC 8.2430 ug/L 1.0 3224014--- ------70 - 1308210.0 --- 04/15/2015 17:07

True

2-Nitropropane 524.2 2.0CCC 9.5390 ug/L 1.0 3224014--- ------70 - 1309510.0 --- 04/15/2015 17:07

True

Pentachloroethane 524.2 2.0CCC 9.2050 ug/L 1.0 3224014--- ------70 - 1309210.0 --- 04/15/2015 17:07

True

Propionitrile 524.2 5.0CCC 9.6300 ug/L 1.0 3224014--- ------70 - 1309610.0 --- 04/15/2015 17:07

True

n-Propylbenzene 524.2 0.5CCC 9.2750 ug/L 1.0 3224014--- ------70 - 1309310.0 --- 04/15/2015 17:07

True

Styrene 524.2 0.5CCC 8.8620 ug/L 1.0 3224014--- ------70 - 1308910.0 --- 04/15/2015 17:07

True

1,1,1,2-Tetrachloroethane 524.2 0.5CCC 8.4790 ug/L 1.0 3224014--- ------70 - 1308510.0 --- 04/15/2015 17:07

True

1,1,2,2-Tetrachloroethane 524.2 0.5CCC 9.9820 ug/L 1.0 3224014--- ------70 - 13010010.0 --- 04/15/2015 17:07

True

Tetrachloroethylene 524.2 0.5CCC 9.3060 ug/L 1.0 3224014--- ------70 - 1309310.0 --- 04/15/2015 17:07

True

Tetrahydrofuran 524.2 5.0CCC 9.0860 ug/L 1.0 3224014--- ------70 - 1309110.0 --- 04/15/2015 17:07

True

Toluene 524.2 0.5CCC 9.3400 ug/L 1.0 3224014--- ------70 - 1309310.0 --- 04/15/2015 17:07

True

1,2,3-Trichlorobenzene 524.2 0.5CCC 9.3100 ug/L 1.0 3224014--- ------70 - 1309310.0 --- 04/15/2015 17:07

True

1,2,4-Trichlorobenzene 524.2 0.5CCC 8.8980 ug/L 1.0 3224014--- ------70 - 1308910.0 --- 04/15/2015 17:07

True

1,1,1-Trichloroethane 524.2 0.5CCC 9.7720 ug/L 1.0 3224014--- ------70 - 1309810.0 --- 04/15/2015 17:07

True

1,1,2-Trichloroethane 524.2 0.5CCC 9.9680 ug/L 1.0 3224014--- ------70 - 13010010.0 --- 04/15/2015 17:07

True

Trichloroethylene 524.2 0.5CCC 9.2400 ug/L 1.0 3224014--- ------70 - 1309210.0 --- 04/15/2015 17:07
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True

Trichlorofluoromethane 524.2 0.5CCC 9.8800 ug/L 1.0 3224014--- ------70 - 1309910.0 --- 04/15/2015 17:07

True

1,2,3-Trichloropropane 524.2 0.5CCC 9.6400 ug/L 1.0 3224014--- ------70 - 1309610.0 --- 04/15/2015 17:07

True

1,1,2-Trichloro-1,2,2-trifluoroethane 524.2 0.5CCC 9.7190 ug/L 1.0 3224014--- ------70 - 1309710.0 --- 04/15/2015 17:07

True

1,2,3-Trimethylbenzene 524.2 0.5CCC 9.3340 ug/L 1.0 3224014--- ------70 - 1309310.0 --- 04/15/2015 17:07

True

1,2,4-Trimethylbenzene 524.2 0.5CCC 8.8030 ug/L 1.0 3224014--- ------70 - 1308810.0 --- 04/15/2015 17:07

True

1,3,5-Trimethylbenzene 524.2 0.5CCC 9.1200 ug/L 1.0 3224014--- ------70 - 1309110.0 --- 04/15/2015 17:07

True

Vinyl chloride 524.2 0.2CCC 11.2420 ug/L 1.0 3224014--- ------70 - 13011210.0 --- 04/15/2015 17:07

True

1,2-Xylene 524.2 0.5CCC 8.8390 ug/L 1.0 3224014--- ------70 - 1308810.0 --- 04/15/2015 17:07

True

1,3 + 1,4-Xylene 524.2 0.5CCC 17.8780 ug/L 1.0 3224014--- ------70 - 1308920.0 --- 04/15/2015 17:07

False

IS-1,4-Difluorobenzene 524.2 N/ALMB 667925 ug/L 1.0 3224028--- ------70 - 13097687621 --- 04/15/2015 18:47

False

SS-Bromofluorobenzene 524.2 N/ALMB 4.3500 ug/L 1.0 3224028--- ------70 - 130875.0 --- 04/15/2015 18:47

False

SS-1,2-Dichlorobenzene-d4 524.2 N/ALMB 8.0290 ug/L 1.0 3224028--- ------70 - 1308010.0 --- 04/15/2015 18:47

False

SS-1,2-Dichloroethane-d4 524.2 N/ALMB 10.5750 ug/L 1.0 3224028--- ------70 - 13010610.0 --- 04/15/2015 18:47

False

SS-Toluene-d8 524.2 N/ALMB 9.8410 ug/L 1.0 3224028--- ------70 - 1309810.0 --- 04/15/2015 18:47

False

Bromodichloromethane 524.2 0.5LMB 0.5 ug/L 1.0 3224028--- ------------ < --- 04/15/2015 18:47

False

Bromoform 524.2 0.5LMB 0.5 ug/L 1.0 3224028--- ------------ < --- 04/15/2015 18:47

False

Chloroform 524.2 0.5LMB 0.5 ug/L 1.0 3224028--- ------------ < --- 04/15/2015 18:47

False

Dibromochloromethane 524.2 0.5LMB 0.5 ug/L 1.0 3224028--- ------------ < --- 04/15/2015 18:47
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Eurofins Eaton Analytical

Run Log
Run ID: 201808 Method: 525.2

Sample SiteSample IdType Instrument ID Calibration FileAnalysis DateMatrix

CCC 3223568 DO 525 2-DO-062012a-up2.mth04/14/2015 15:31OS

CCC 3223569 DO 525 2-DO-062012a-up2.mth04/14/2015 16:13OS

CCC 3223570 DO 525 2-DO-062012a-up2.mth04/14/2015 16:55OS

LFB 3223554 DO 525 2-DO-062012a-up2.mth04/14/2015 17:37RW

LFB 3223555 DO 525 2-DO-062012a-up2.mth04/14/2015 18:19RW

LFB 3223556 DO 525 2-DO-062012a-up2.mth04/14/2015 19:01RW

LMB 3223553 DO 525 2-DO-062012a-up2.mth04/14/2015 20:25RW

FS 3221850 15-04121,JBPHHRedHill356-011 DO 525 2-DO-062012a-up2.mth04/14/2015 21:07DW

FD 3223557 15-04121,JBPHHRedHill356-011 DO 525 2-DO-062012a-up2.mth04/14/2015 21:49DW
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False

IS-Chrysene-d12 525.2 N/ACCC 2051000 ug/L 1.0 3223568--- ------70 - 1301002051000 04/14/2015 07:48 04/14/2015 15:31

False

IS-Phenanthrene-d10 525.2 N/ACCC 2069000 ug/L 1.0 3223568--- ------70 - 1301002069000 04/14/2015 07:48 04/14/2015 15:31

False

IS-Pyrene-d10 525.2 N/ACCC 1767000 ug/L 1.0 3223568--- ------70 - 1301001767000 04/14/2015 07:48 04/14/2015 15:31

False

SS-4,4'-Dichlorobiphenyl 525.2 N/ACCC 5.1980 ug/L 1.0 3223568--- ------70 - 1301045.0 04/14/2015 07:48 04/14/2015 15:31

False

SS-2,4,5,6-Tetrachloro-m-xylene 525.2 N/ACCC 4.7780 ug/L 1.0 3223568--- ------70 - 130965.0 04/14/2015 07:48 04/14/2015 15:31

False

SS-Triphenylphosphate 525.2 N/ACCC 5.0820 ug/L 1.0 3223568--- ------70 - 1301025.0 04/14/2015 07:48 04/14/2015 15:31

False

Fluoranthene 525.2 0.1CCC 5.7290 ug/L 1.0 3223568--- ------73 - 1221155.0 04/14/2015 07:48 04/14/2015 15:31

True

IS-Chrysene-d12 525.2 N/ACCC 2029000 ug/L 1.0 3223569--- ------70 - 1301002029000 04/14/2015 07:48 04/14/2015 16:13

True

IS-Phenanthrene-d10 525.2 N/ACCC 2268000 ug/L 1.0 3223569--- ------70 - 1301002268000 04/14/2015 07:48 04/14/2015 16:13

True

IS-Pyrene-d10 525.2 N/ACCC 1828000 ug/L 1.0 3223569--- ------70 - 1301001828000 04/14/2015 07:48 04/14/2015 16:13

True

SS-4,4'-Dichlorobiphenyl 525.2 N/ACCC 5.1630 ug/L 1.0 3223569--- ------70 - 1301035.0 04/14/2015 07:48 04/14/2015 16:13

True

SS-2,4,5,6-Tetrachloro-m-xylene 525.2 N/ACCC 4.3280 ug/L 1.0 3223569--- ------70 - 130875.0 04/14/2015 07:48 04/14/2015 16:13

True

SS-Triphenylphosphate 525.2 N/ACCC 5.1940 ug/L 1.0 3223569--- ------70 - 1301045.0 04/14/2015 07:48 04/14/2015 16:13

True

Benzo(a)pyrene 525.2 0.02CCC 5.6910 ug/L 1.0 3223569--- ------70 - 1301145.0 04/14/2015 07:48 04/14/2015 16:13

True

Di(2-ethylhexyl)adipate 525.2 0.6CCC 6.0050 ug/L 1.0 3223569--- ------70 - 1301205.0 04/14/2015 07:48 04/14/2015 16:13

True

Di(2-ethylhexyl)phthalate 525.2 0.6CCC 5.3780 ug/L 1.0 3223569--- ------70 - 1301085.0 04/14/2015 07:48 04/14/2015 16:13

False

IS-Chrysene-d12 525.2 N/ACCC 2091000 ug/L 1.0 3223570--- ------70 - 1301002091000 04/14/2015 07:48 04/14/2015 16:55

False

IS-Phenanthrene-d10 525.2 N/ACCC 2262000 ug/L 1.0 3223570--- ------70 - 1301002262000 04/14/2015 07:48 04/14/2015 16:55

False

IS-Pyrene-d10 525.2 N/ACCC 1823000 ug/L 1.0 3223570--- ------70 - 1301001823000 04/14/2015 07:48 04/14/2015 16:55

False

SS-4,4'-Dichlorobiphenyl 525.2 N/ACCC 4.3890 ug/L 1.0 3223570--- ------70 - 130885.0 04/14/2015 07:48 04/14/2015 16:55

False

SS-2,4,5,6-Tetrachloro-m-xylene 525.2 N/ACCC 5.2000 ug/L 1.0 3223570--- ------70 - 1301045.0 04/14/2015 07:48 04/14/2015 16:55

False

SS-Triphenylphosphate 525.2 N/ACCC 5.0510 ug/L 1.0 3223570--- ------70 - 1301015.0 04/14/2015 07:48 04/14/2015 16:55

False

Acenaphthene 525.2 0.1CCC 5.2910 ug/L 1.0 3223570--- ------72 - 1221065.0 04/14/2015 07:48 04/14/2015 16:55

False

Acenaphthylene 525.2 0.1CCC 5.1700 ug/L 1.0 3223570--- ------70 - 1301035.0 04/14/2015 07:48 04/14/2015 16:55

False

Anthracene 525.2 0.1CCC 5.6960 ug/L 1.0 3223570--- ------70 - 1301145.0 04/14/2015 07:48 04/14/2015 16:55

False

Phenanthrene 525.2 0.1CCC 5.7740 ug/L 1.0 3223570--- ------70 - 1301155.0 04/14/2015 07:48 04/14/2015 16:55

False

Pyrene 525.2 0.1CCC 5.5870 ug/L 1.0 3223570--- ------70 - 1301125.0 04/14/2015 07:48 04/14/2015 16:55

True

IS-Chrysene-d12 525.2 N/ALFB 2001000 ug/L 1.0 3223554--- ------70 - 130962091000 04/14/2015 07:48 04/14/2015 17:37

True

IS-Phenanthrene-d10 525.2 N/ALFB 2386000 ug/L 1.0 3223554--- ------70 - 1301052262000 04/14/2015 07:48 04/14/2015 17:37

True

IS-Pyrene-d10 525.2 N/ALFB 2091000 ug/L 1.0 3223554--- ------70 - 1301151823000 04/14/2015 07:48 04/14/2015 17:37

True

SS-4,4'-Dichlorobiphenyl 525.2 N/ALFB 5.0480 ug/L 1.0 3223554--- ------70 - 1301015.0 04/14/2015 07:48 04/14/2015 17:37

True

SS-2,4,5,6-Tetrachloro-m-xylene 525.2 N/ALFB 4.3000 ug/L 1.0 3223554--- ------70 - 130865.0 04/14/2015 07:48 04/14/2015 17:37

True

SS-Triphenylphosphate 525.2 N/ALFB 5.5910 ug/L 1.0 3223554--- ------70 - 1301125.0 04/14/2015 07:48 04/14/2015 17:37

True

Fluoranthene 525.2 0.1LFB 5.4470 ug/L 1.0 3223554--- ------74 - 1251095.0 04/14/2015 07:48 04/14/2015 17:37

False

IS-Chrysene-d12 525.2 N/ALFB 1995000 ug/L 1.0 3223555--- ------70 - 130952091000 04/14/2015 07:48 04/14/2015 18:19

False

IS-Phenanthrene-d10 525.2 N/ALFB 2172000 ug/L 1.0 3223555--- ------70 - 130962262000 04/14/2015 07:48 04/14/2015 18:19

False

IS-Pyrene-d10 525.2 N/ALFB 1950000 ug/L 1.0 3223555--- ------70 - 1301071823000 04/14/2015 07:48 04/14/2015 18:19

False

SS-4,4'-Dichlorobiphenyl 525.2 N/ALFB 5.0590 ug/L 1.0 3223555--- ------70 - 1301015.0 04/14/2015 07:48 04/14/2015 18:19

False

SS-2,4,5,6-Tetrachloro-m-xylene 525.2 N/ALFB 3.6830 ug/L 1.0 3223555--- ------70 - 130745.0 04/14/2015 07:48 04/14/2015 18:19

False

SS-Triphenylphosphate 525.2 N/ALFB 5.4870 ug/L 1.0 3223555--- ------70 - 1301105.0 04/14/2015 07:48 04/14/2015 18:19
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False

Benzo(a)pyrene 525.2 0.02LFB 5.8370 ug/L 1.0 3223555--- ------70 - 1301175.0 04/14/2015 07:48 04/14/2015 18:19

False

Di(2-ethylhexyl)adipate 525.2 0.6LFB 5.4000 ug/L 1.0 3223555--- ------70 - 1301085.0 04/14/2015 07:48 04/14/2015 18:19

False

Di(2-ethylhexyl)phthalate 525.2 0.6LFB 4.7500 ug/L 1.0 3223555--- ------70 - 130955.0 04/14/2015 07:48 04/14/2015 18:19

True

IS-Chrysene-d12 525.2 N/ALFB 2129000 ug/L 1.0 3223556--- ------70 - 1301022091000 04/14/2015 07:48 04/14/2015 19:01

True

IS-Phenanthrene-d10 525.2 N/ALFB 2227000 ug/L 1.0 3223556--- ------70 - 130982262000 04/14/2015 07:48 04/14/2015 19:01

True

IS-Pyrene-d10 525.2 N/ALFB 2081000 ug/L 1.0 3223556--- ------70 - 1301141823000 04/14/2015 07:48 04/14/2015 19:01

True

SS-4,4'-Dichlorobiphenyl 525.2 N/ALFB 4.4610 ug/L 1.0 3223556--- ------70 - 130895.0 04/14/2015 07:48 04/14/2015 19:01

True

SS-2,4,5,6-Tetrachloro-m-xylene 525.2 N/ALFB 4.4420 ug/L 1.0 3223556--- ------70 - 130895.0 04/14/2015 07:48 04/14/2015 19:01

True

SS-Triphenylphosphate 525.2 N/ALFB 5.4990 ug/L 1.0 3223556--- ------70 - 1301105.0 04/14/2015 07:48 04/14/2015 19:01

True

Acenaphthene 525.2 0.1LFB 4.5510 ug/L 1.0 3223556--- ------58 - 116915.0 04/14/2015 07:48 04/14/2015 19:01

True

Acenaphthylene 525.2 0.1LFB 4.4610 ug/L 1.0 3223556--- ------70 - 130895.0 04/14/2015 07:48 04/14/2015 19:01

True

Anthracene 525.2 0.1LFB 5.4880 ug/L 1.0 3223556--- ------70 - 1301105.0 04/14/2015 07:48 04/14/2015 19:01

True

Phenanthrene 525.2 0.1LFB 5.7610 ug/L 1.0 3223556--- ------70 - 1301155.0 04/14/2015 07:48 04/14/2015 19:01

True

Pyrene 525.2 0.1LFB 5.9600 ug/L 1.0 3223556--- ------70 - 1301195.0 04/14/2015 07:48 04/14/2015 19:01

False

IS-Chrysene-d12 525.2 N/ALMB 1909000 ug/L 0.99 3223553--- ------70 - 130912091000 04/14/2015 07:48 04/14/2015 20:25

False

IS-Phenanthrene-d10 525.2 N/ALMB 2199000 ug/L 0.99 3223553--- ------70 - 130972262000 04/14/2015 07:48 04/14/2015 20:25

False

IS-Pyrene-d10 525.2 N/ALMB 2028000 ug/L 0.99 3223553--- ------70 - 1301111823000 04/14/2015 07:48 04/14/2015 20:25

False

SS-4,4'-Dichlorobiphenyl 525.2 N/ALMB 5.1670 ug/L 0.99 3223553--- ------70 - 1301045.0 04/14/2015 07:48 04/14/2015 20:25

False

SS-2,4,5,6-Tetrachloro-m-xylene 525.2 N/ALMB 4.6400 ug/L 0.99 3223553--- ------70 - 130945.0 04/14/2015 07:48 04/14/2015 20:25

False

SS-Triphenylphosphate 525.2 N/ALMB 5.6230 ug/L 0.99 3223553--- ------70 - 1301145.0 04/14/2015 07:48 04/14/2015 20:25

False

Acenaphthene 525.2 0.1LMB 0.1 ug/L 0.99 3223553--- ------------ < 04/14/2015 07:48 04/14/2015 20:25

False

Acenaphthylene 525.2 0.1LMB 0.1 ug/L 0.99 3223553--- ------------ < 04/14/2015 07:48 04/14/2015 20:25

False

Anthracene 525.2 0.1LMB 0.1 ug/L 0.99 3223553--- ------------ < 04/14/2015 07:48 04/14/2015 20:25

False

Benzo(a)pyrene 525.2 0.02LMB 0.02 ug/L 0.99 3223553--- ------------ < 04/14/2015 07:48 04/14/2015 20:25

False

Di(2-ethylhexyl)adipate 525.2 0.6LMB 0.6 ug/L 0.99 3223553--- ------------ < 04/14/2015 07:48 04/14/2015 20:25

False

Di(2-ethylhexyl)phthalate 525.2 0.6LMB 0.6 ug/L 0.99 3223553--- ------------ < 04/14/2015 07:48 04/14/2015 20:25

False

Fluoranthene 525.2 0.1LMB 0.1 ug/L 0.99 3223553--- ------------ < 04/14/2015 07:48 04/14/2015 20:25

False

Phenanthrene 525.2 0.1LMB 0.1 ug/L 0.99 3223553--- ------------ < 04/14/2015 07:48 04/14/2015 20:25

False

Pyrene 525.2 0.1LMB 0.1 ug/L 0.99 3223553--- ------------ < 04/14/2015 07:48 04/14/2015 20:25

True

IS-Chrysene-d12 525.2 N/AFS 2090000 ug/L 0.96 322185015-04121,JBPHHRedHill356-011 ------70 - 1301002091000 04/14/2015 07:48 04/14/2015 21:07

True

IS-Phenanthrene-d10 525.2 N/AFS 2578000 ug/L 0.96 322185015-04121,JBPHHRedHill356-011 ------70 - 1301142262000 04/14/2015 07:48 04/14/2015 21:07

True

IS-Pyrene-d10 525.2 N/AFS 2225000 ug/L 0.96 322185015-04121,JBPHHRedHill356-011 ------70 - 1301221823000 04/14/2015 07:48 04/14/2015 21:07

True

SS-4,4'-Dichlorobiphenyl 525.2 N/AFS 5.0990 ug/L 0.96 322185015-04121,JBPHHRedHill356-011 ------70 - 1301065.0 04/14/2015 07:48 04/14/2015 21:07

True

SS-2,4,5,6-Tetrachloro-m-xylene 525.2 N/AFS 4.9340 ug/L 0.96 322185015-04121,JBPHHRedHill356-011 ------70 - 1301035.0 04/14/2015 07:48 04/14/2015 21:07

True

SS-Triphenylphosphate 525.2 N/AFS 5.6890 ug/L 0.96 322185015-04121,JBPHHRedHill356-011 ------70 - 1301195.0 04/14/2015 07:48 04/14/2015 21:07

True

Acenaphthene 525.2 0.1FS 0.1 ug/L 0.96 322185015-04121,JBPHHRedHill356-011 ------------ < 04/14/2015 07:48 04/14/2015 21:07

True

Acenaphthylene 525.2 0.1FS 0.1 ug/L 0.96 322185015-04121,JBPHHRedHill356-011 ------------ < 04/14/2015 07:48 04/14/2015 21:07

True

Anthracene 525.2 0.1FS 0.1 ug/L 0.96 322185015-04121,JBPHHRedHill356-011 ------------ < 04/14/2015 07:48 04/14/2015 21:07

True

Benzo(a)pyrene 525.2 0.02FS 0.02 ug/L 0.96 322185015-04121,JBPHHRedHill356-011 ------------ < 04/14/2015 07:48 04/14/2015 21:07

True

Di(2-ethylhexyl)adipate 525.2 0.6FS 0.6 ug/L 0.96 322185015-04121,JBPHHRedHill356-011 ------------ < 04/14/2015 07:48 04/14/2015 21:07

True

Di(2-ethylhexyl)phthalate 525.2 0.6FS 0.6 ug/L 0.96 322185015-04121,JBPHHRedHill356-011 ------------ < 04/14/2015 07:48 04/14/2015 21:07
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True

Fluoranthene 525.2 0.1FS 0.1 ug/L 0.96 322185015-04121,JBPHHRedHill356-011 ------------ < 04/14/2015 07:48 04/14/2015 21:07

True

Phenanthrene 525.2 0.1FS 0.1 ug/L 0.96 322185015-04121,JBPHHRedHill356-011 ------------ < 04/14/2015 07:48 04/14/2015 21:07

True

Pyrene 525.2 0.1FS 0.1 ug/L 0.96 322185015-04121,JBPHHRedHill356-011 ------------ < 04/14/2015 07:48 04/14/2015 21:07

False

IS-Chrysene-d12 525.2 N/AFD 2086000 ug/L 0.96 322355715-04121,JBPHHRedHill356-011 ------70 - 1301002091000 04/14/2015 07:48 04/14/2015 21:49

False

IS-Phenanthrene-d10 525.2 N/AFD 2452000 ug/L 0.96 322355715-04121,JBPHHRedHill356-011 ------70 - 1301082262000 04/14/2015 07:48 04/14/2015 21:49

False

IS-Pyrene-d10 525.2 N/AFD 2188000 ug/L 0.96 322355715-04121,JBPHHRedHill356-011 ------70 - 1301201823000 04/14/2015 07:48 04/14/2015 21:49

False

SS-4,4'-Dichlorobiphenyl 525.2 N/AFD 5.1070 ug/L 0.96 322355715-04121,JBPHHRedHill356-011 ------70 - 1301065.0 04/14/2015 07:48 04/14/2015 21:49

False

SS-2,4,5,6-Tetrachloro-m-xylene 525.2 N/AFD 4.9830 ug/L 0.96 322355715-04121,JBPHHRedHill356-011 ------70 - 1301045.0 04/14/2015 07:48 04/14/2015 21:49

False

SS-Triphenylphosphate 525.2 N/AFD 5.4600 ug/L 0.96 322355715-04121,JBPHHRedHill356-011 ------70 - 1301145.0 04/14/2015 07:48 04/14/2015 21:49

False

Acenaphthene 525.2 0.1FD 0.1 ug/L 0.96 322355715-04121,JBPHHRedHill356-011 ------------ < 04/14/2015 07:48 04/14/2015 21:49

False

Acenaphthylene 525.2 0.1FD 0.1 ug/L 0.96 322355715-04121,JBPHHRedHill356-011 ------------ < 04/14/2015 07:48 04/14/2015 21:49

False

Anthracene 525.2 0.1FD 0.1 ug/L 0.96 322355715-04121,JBPHHRedHill356-011 ------------ < 04/14/2015 07:48 04/14/2015 21:49

False

Benzo(a)pyrene 525.2 0.02FD 0.02 ug/L 0.96 322355715-04121,JBPHHRedHill356-011 ------------ < 04/14/2015 07:48 04/14/2015 21:49

False

Di(2-ethylhexyl)adipate 525.2 0.6FD 0.6 ug/L 0.96 322355715-04121,JBPHHRedHill356-011 ------------ < 04/14/2015 07:48 04/14/2015 21:49

False

Di(2-ethylhexyl)phthalate 525.2 0.6FD 0.6 ug/L 0.96 322355715-04121,JBPHHRedHill356-011 ------------ < 04/14/2015 07:48 04/14/2015 21:49

False

Fluoranthene 525.2 0.1FD 0.1 ug/L 0.96 322355715-04121,JBPHHRedHill356-011 ------------ < 04/14/2015 07:48 04/14/2015 21:49

False

Phenanthrene 525.2 0.1FD 0.1 ug/L 0.96 322355715-04121,JBPHHRedHill356-011 ------------ < 04/14/2015 07:48 04/14/2015 21:49

False

Pyrene 525.2 0.1FD 0.1 ug/L 0.96 322355715-04121,JBPHHRedHill356-011 ------------ < 04/14/2015 07:48 04/14/2015 21:49
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Eurofins Eaton Analytical

Run Log
Run ID: 201801 Method: GCMS-001

Sample SiteSample IdType Instrument ID Calibration FileAnalysis DateMatrix

CCC 3223861 CF 524 2-031815CF-ext.mth04/15/2015 09:28RW

LMB 3223862 CF 524 2-031815CF-ext.mth04/15/2015 10:14RW

LTB 3221852 15-04122,LTB-4/1/15 CF 524 2-031815CF-ext.mth04/15/2015 11:02RW

MS 3223916 15-04121,JBPHHRedHill356-011 CF 524 2-031815CF-ext.mth04/15/2015 12:09DW

CCC 3223917 CF 524 2-031815CF-ext.mth04/15/2015 12:43RW
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False

tert-Amyl Methyl ether GCMS-001 3.0CCC 5.1210 ug/L 1.0 3223861--- ------81 - 1241025.0 --- 04/15/2015 09:28

False

Benzyl chloride 524.2 0.5CCC 4.9830 ug/L 1.0 3223861--- ------70 - 1301005.0 --- 04/15/2015 09:28

False

1,3-Butadiene 524.2 5.0CCC 4.8910 ug/L 1.0 3223861--- ------66 - 127985.0 --- 04/15/2015 09:28

False

n-Butyl acrylate 524.2 1.0CCC 4.7660 ug/L 1.0 3223861--- ------75 - 127955.0 --- 04/15/2015 09:28

False

Chloroprene 524.2 5.0CCC 5.0680 ug/L 1.0 3223861--- ------73 - 1151015.0 --- 04/15/2015 09:28

False

Cyclohexanone 524.2 5.0CCC 5.0070 ug/L 1.0 3223861--- ------31 - 1491005.0 --- 04/15/2015 09:28

False

Diisopropyl ether 524.2 0.5CCC 5.2790 ug/L 1.0 3223861--- ------70 - 1301065.0 --- 04/15/2015 09:28

False

1,4-Dioxane 524.2 5.0CCC 4.4420 ug/L 1.0 3223861--- ------20 - 194895.0 --- 04/15/2015 09:28

False

Epichlorohydrin 524.2 1.0CCC 4.8670 ug/L 1.0 3223861--- ------1 - 179975.0 --- 04/15/2015 09:28

False

Ethyl acrylate 524.2 1.0CCC 4.6080 ug/L 1.0 3223861--- ------78 - 120925.0 --- 04/15/2015 09:28

False

Ethyl tert-butyl ether GCMS-001 3.0CCC 5.1550 ug/L 1.0 3223861--- ------79 - 1251035.0 --- 04/15/2015 09:28

False

tert-Butyl alcohol GCMS-001 2.0CCC 4.5800 ug/L 1.0 3223861--- ------47 - 140925.0 --- 04/15/2015 09:28

False

Vinyl acetate 524.2 5.0CCC 4.2090 ug/L 1.0 3223861--- ------67 - 130845.0 --- 04/15/2015 09:28

True

tert-Amyl Methyl ether GCMS-001 3.0LMB 3.0 ug/L 1.0 3223862--- ------------ < --- 04/15/2015 10:14

True

Benzyl chloride 524.2 0.5LMB 0.5 ug/L 1.0 3223862--- ------------ < --- 04/15/2015 10:14

True

1,3-Butadiene 524.2 5.0LMB 5.0 ug/L 1.0 3223862--- ------------ < --- 04/15/2015 10:14

True

n-Butyl acrylate 524.2 1.0LMB 1.0 ug/L 1.0 3223862--- ------------ < --- 04/15/2015 10:14

True

Chloroprene 524.2 5.0LMB 5.0 ug/L 1.0 3223862--- ------------ < --- 04/15/2015 10:14

True

Cyclohexanone 524.2 5.0LMB 5.0 ug/L 1.0 3223862--- ------------ < --- 04/15/2015 10:14

True

Diisopropyl ether 524.2 0.5LMB 0.5 ug/L 1.0 3223862--- ------------ < --- 04/15/2015 10:14

True

1,4-Dioxane 524.2 5.0LMB 5.0 ug/L 1.0 3223862--- ------------ < --- 04/15/2015 10:14

True

Epichlorohydrin 524.2 1.0LMB 1.0 ug/L 1.0 3223862--- ------------ < --- 04/15/2015 10:14

True

Ethyl acrylate 524.2 1.0LMB 1.0 ug/L 1.0 3223862--- ------------ < --- 04/15/2015 10:14

True

Ethyl tert-butyl ether GCMS-001 3.0LMB 3.0 ug/L 1.0 3223862--- ------------ < --- 04/15/2015 10:14

True

tert-Butyl alcohol GCMS-001 2.0LMB 2.0 ug/L 1.0 3223862--- ------------ < --- 04/15/2015 10:14

True

Vinyl acetate 524.2 5.0LMB 5.0 ug/L 1.0 3223862--- ------------ < --- 04/15/2015 10:14

False

tert-Amyl Methyl ether 524.2 3.0LTB 3.0 ug/L 1.0 322185215-04122,LTB-4/1/15 ------------ < --- 04/15/2015 11:02

False

Benzyl chloride 524.2 0.5LTB 0.5 ug/L 1.0 322185215-04122,LTB-4/1/15 ------------ < --- 04/15/2015 11:02

False

1,3-Butadiene 524.2 5.0LTB 5.0 ug/L 1.0 322185215-04122,LTB-4/1/15 ------------ < --- 04/15/2015 11:02

False

n-Butyl acrylate 524.2 1.0LTB 1.0 ug/L 1.0 322185215-04122,LTB-4/1/15 ------------ < --- 04/15/2015 11:02

False

Chloroprene 524.2 5.0LTB 5.0 ug/L 1.0 322185215-04122,LTB-4/1/15 ------------ < --- 04/15/2015 11:02

False

Cyclohexanone 524.2 5.0LTB 5.0 ug/L 1.0 322185215-04122,LTB-4/1/15 ------------ < --- 04/15/2015 11:02

False

Diisopropyl ether 524.2 0.5LTB 0.5 ug/L 1.0 322185215-04122,LTB-4/1/15 ------------ < --- 04/15/2015 11:02

False

1,4-Dioxane 524.2 5.0LTB 5.0 ug/L 1.0 322185215-04122,LTB-4/1/15 ------------ < --- 04/15/2015 11:02

False

Epichlorohydrin 524.2 1.0LTB 1.0 ug/L 1.0 322185215-04122,LTB-4/1/15 ------------ < --- 04/15/2015 11:02

False

Ethyl acrylate 524.2 1.0LTB 1.0 ug/L 1.0 322185215-04122,LTB-4/1/15 ------------ < --- 04/15/2015 11:02

False

Ethyl tert-butyl ether 524.2 3.0LTB 3.0 ug/L 1.0 322185215-04122,LTB-4/1/15 ------------ < --- 04/15/2015 11:02

False

tert-Butyl alcohol 524.2 2.0LTB 2.0 ug/L 1.0 322185215-04122,LTB-4/1/15 ------------ < --- 04/15/2015 11:02

False

Vinyl acetate 524.2 5.0LTB 5.0 ug/L 1.0 322185215-04122,LTB-4/1/15 ------------ < --- 04/15/2015 11:02

True

tert-Amyl Methyl ether GCMS-001 3.0MS 10.7110 ug/L 1.0 322391615-04121,JBPHHRedHill356-011 ------81 - 12410710.0 --- 04/15/2015 12:09
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True

Benzyl chloride 524.2 0.5MS 10.7850 ug/L 1.0 322391615-04121,JBPHHRedHill356-011 ------70 - 13010810.0 --- 04/15/2015 12:09

True

1,3-Butadiene 524.2 5.0MS 10.6550 ug/L 1.0 322391615-04121,JBPHHRedHill356-011 ------66 - 12710710.0 --- 04/15/2015 12:09

True

n-Butyl acrylate 524.2 1.0MS 10.9320 ug/L 1.0 322391615-04121,JBPHHRedHill356-011 ------75 - 12710910.0 --- 04/15/2015 12:09

True

Chloroprene 524.2 5.0MS 10.8430 ug/L 1.0 322391615-04121,JBPHHRedHill356-011 ------73 - 11510810.0 --- 04/15/2015 12:09

True

Cyclohexanone 524.2 5.0MS 11.2320 ug/L 1.0 322391615-04121,JBPHHRedHill356-011 ------31 - 14911210.0 --- 04/15/2015 12:09

True

Diisopropyl ether 524.2 0.5MS 11.0030 ug/L 1.0 322391615-04121,JBPHHRedHill356-011 ------70 - 13011010.0 --- 04/15/2015 12:09

True

1,4-Dioxane 524.2 5.0MS 9.8160 ug/L 1.0 322391615-04121,JBPHHRedHill356-011 ------20 - 1949810.0 --- 04/15/2015 12:09

True

Epichlorohydrin 524.2 1.0MS 10.4270 ug/L 1.0 322391615-04121,JBPHHRedHill356-011 ------1 - 17910410.0 --- 04/15/2015 12:09

True

Ethyl acrylate 524.2 1.0MS 10.4750 ug/L 1.0 322391615-04121,JBPHHRedHill356-011 ------78 - 12010510.0 --- 04/15/2015 12:09

True

Ethyl tert-butyl ether GCMS-001 3.0MS 10.7970 ug/L 1.0 322391615-04121,JBPHHRedHill356-011 ------79 - 12510810.0 --- 04/15/2015 12:09

True

tert-Butyl alcohol GCMS-001 2.0MS 10.2970 ug/L 1.0 322391615-04121,JBPHHRedHill356-011 ------47 - 14010310.0 --- 04/15/2015 12:09

True

Vinyl acetate 524.2 5.0MS 9.0550 ug/L 1.0 322391615-04121,JBPHHRedHill356-011 ------67 - 1309110.0 --- 04/15/2015 12:09

False

tert-Amyl Methyl ether GCMS-001 3.0CCC 10.4240 ug/L 1.0 3223917--- ------81 - 12410410.0 --- 04/15/2015 12:43

False

Benzyl chloride 524.2 0.5CCC 10.3080 ug/L 1.0 3223917--- ------70 - 13010310.0 --- 04/15/2015 12:43

False

1,3-Butadiene 524.2 5.0CCC 9.5020 ug/L 1.0 3223917--- ------66 - 1279510.0 --- 04/15/2015 12:43

False

n-Butyl acrylate 524.2 1.0CCC 9.7890 ug/L 1.0 3223917--- ------75 - 1279810.0 --- 04/15/2015 12:43

False

Chloroprene 524.2 5.0CCC 9.9740 ug/L 1.0 3223917--- ------73 - 11510010.0 --- 04/15/2015 12:43

False

Cyclohexanone 524.2 5.0CCC 10.7180 ug/L 1.0 3223917--- ------31 - 14910710.0 --- 04/15/2015 12:43

False

Diisopropyl ether 524.2 0.5CCC 10.4010 ug/L 1.0 3223917--- ------70 - 13010410.0 --- 04/15/2015 12:43

False

1,4-Dioxane 524.2 5.0CCC 8.1640 ug/L 1.0 3223917--- ------20 - 1948210.0 --- 04/15/2015 12:43

False

Epichlorohydrin 524.2 1.0CCC 10.7840 ug/L 1.0 3223917--- ------1 - 17910810.0 --- 04/15/2015 12:43

False

Ethyl acrylate 524.2 1.0CCC 9.9170 ug/L 1.0 3223917--- ------78 - 1209910.0 --- 04/15/2015 12:43

False

Ethyl tert-butyl ether GCMS-001 3.0CCC 10.0550 ug/L 1.0 3223917--- ------79 - 12510110.0 --- 04/15/2015 12:43

False

tert-Butyl alcohol GCMS-001 2.0CCC 9.5320 ug/L 1.0 3223917--- ------47 - 1409510.0 --- 04/15/2015 12:43

False

Vinyl acetate 524.2 5.0CCC 7.9190 ug/L 1.0 3223917--- ------67 - 1307910.0 --- 04/15/2015 12:43
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Type (Abbr.) Sample Type Type (Abbr.) Sample Type

CCV Continuing Cali. Verification

CCB Continuing Calibration Blank

CCC Continuing Calibration Check

CCL Continuing Calibration Low

FD Field Duplicate

FS Field Sample

ICV Initial Cali. Verification

ICB Initial Calibration Blank

LFB Laboratory Fortified Blank

LMB Laboratory Method Blank

LRB Laboratory Reagent Blank

LTB Laboratory Trip Blank

MS Matrix Spike

MSD Matrix Spike Duplicate

QCS Quality Control Sample
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LABORATORY REPORT

This report may not be reproduced, except in full, without written approval from EEA.

If you have any questions concerning this report, please do not hesitate to call us at 
(800) 332-4345 or (574) 233-4777.
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STATE CERTIFICATION LIST 

State Certification State Certification 
Alabama 40700 Montana CERT0026 
Alaska IN00035 Nebraska E87775 
Arizona AZ0432 Nevada IN000352015-1 

Arkansas IN035 New Hampshire* 2124 
California 2920 New Mexico IN00035 
Colorado IN035 New Jersey* IN598 

Colorado Radiochemistry IN035 New York* 11398 
Connecticut PH-0132 North Carolina 18700 
Delaware IN035 North Dakota R-035 

Florida (Primary AB)* E87775 Ohio 87775 
Georgia 929 Oklahoma D9508 
Hawaii IN035 Oregon* IN200001 
Idaho IN00035/E87775 Pennsylvania* 68-00466 

Illinois* 200001 Puerto Rico IN00035 
Illinois Microbiology 200001 Rhode Island LAO00241 
Indiana Chemistry C-71-01 South Carolina 95005 

Indiana Microbiology M-76-07 South Dakota IN00035 
Iowa 098 Tennessee TN02973 

Kansas* E-10233 Texas* T104704187-14-7 
Kentucky 90056 Texas/TCEQ TX207 

Louisiana* LA150003 Utah* IN00035 
Maine IN00035 Vermont VT-8775 

Maryland 209 Virginia* 00127 
Massachusetts M-IN035 Washington C837 

Michigan 9926 West Virginia 9927 C 
Minnesota* 018-999-338 Wisconsin 999766900 
Mississippi IN035 Wyoming IN035 
Missouri 880   

*NELAP/TNI Recognized Accreditation Bodies 
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LABORATORY REPORT 
 

Client:  NAVFAC Hawaii Report:  339388 
   Duane Morita 
 Environmental Lab, Code PRJ411 Priority:  Rush Verbal 
 Building 1423, Central Avenue  
 JBPHH, HI  96860   Status:  Final 
   
 PWS #:  HI0000360 
 
Project/Site:  15-04121, JBPHH Red Hill 356-011 TP001  
 
Samples Submitted:  One drinking water sample  
 
Copies to:  None   
 
Collected:  04/07/15     By:  Client  Received:  04/10/15    
___________________________________________________________________________ 
 
REPORT SUMMARY 
 
One drinking water sample was submitted for RD100 analysis. 
 
Detailed quantitative results are presented on the following page. 
___________________________________________________________________________ 
 
We appreciate the opportunity to provide you with this analysis.  If you have any questions concerning this 
report, please do not hesitate to call at (574) 233-4777. 
 
Note:  The results presented relate only to the samples provided for analysis. 
 

Note:  This report may not be reproduced, except in full, without written approval from Eurofins Eaton 
Analytical, Inc.  Eurofins Eaton Analytical, Inc. is accredited by the National Environmental Laboratory 

Accreditation Program (NELAP).   
 
 
 
 
  
 
Reviewed By     Title                      Date 
 
 
      
Finalized By     Title             Date 
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