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Job Notes

This report is issued solely for the use of the person or company to whom it is addressed. Any use, copying or disclosure
other than by the intended recipient is unauthorized. If you have received this report in error, please notify the sender and

destroy this report immediately. This report shall not be reproduced except in full, without prior express written approval by
the laboratory.

The data in the report relate to the field sample(s) as received by the laboratory and associated QC. All results have been
reviewed and have been found to be compliant with laboratory and accreditation requirements, with the exception of the
noted deviation(s). For questions, please contact the Project Manager.

The test results in this report relate only to the samples as received by the laboratory and will meet all requirements of the
methodology, with any exceptions noted. This report shall not be reproduced except in full, without the express written

approval of the laboratory. All questions should be directed to the Eurofins Environment Testing Northwest, LLC Project
Manager.
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Revision 2

Authorized for release by

Tracy L Dutton, Client Relations Manager
Tracy.Dutton@et.eurofinsus.com
Designee for

Marie E Walker, Senior Project Manager
M.Elaine.Walker@et.eurofinsus.com
253 248-4972

Eurofins Seattle is a laboratory within Eurofins Environment Testing Northwest, LLC, a company within Eurofins Environment Testing Group of Companies
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o2si

([ACCREDITED)| smart solutionse

ISO/IEC 17025 Accredited
Chemical Testing Lab

E’MCCREDITEDE

180 17034 Accredited
Reference Material Producer
Cert. No. 3031.02

Cert. No. 3031,01
Rev 0 Certificate of Analysis Page 1 of 3
Catalog No. Lot No. Storage Solvent Date Received Exp. Date
G34-120070-04 450919 <-10°C P/T Methanol 2-May-2024
Description: Container:

ISO 17034 -Custom Volatiles Mix,105-12, 2000 & 4,000 mg/L, 1 mL

Certified Values:

I ml Ampule, Amber Glass

The certified value is based on gravimetric and volumetric preparation of this Certified Reference Material (CRM). This
CRM has been confirmed by GC/MS, GC, HPLC, UPLC/HRAM-MS, UV/VIS, Enzymatic, and/or wet chemistry techniques
using internally developed method(s) against independent source(s). The uncertainty value is calculated for a 95%
confidence interval with a k value of 2. The purity of neat materials not traceable to an ISO 17034:2016 accredited Reference
Material Provider is traceable to internal analysis by GC, GC/MS, HPLC, Enzymatic, or wet chemistry techniques and

compared to a National Metrological Institute such as NIST where feasible.

Compound . CAS No. Purity (%) Neat Material Lot No. Concentration
2-butoxyethanol ) 111-76-2 99.6 311.9.2p 1986 + 100 mg/L
diethylene glycol butyl ether , 112-34-5 99.8 2323.7.2P 2008 + 100 mg/L
propyl cellosolve 2807-30-9 99.9 1570.7.2P 1980 + 100 mg/L
dipropylene glycol monomethyl ether 34590-94-8 99.7 2333.7.2P 2014 + 100 mg/L
ethylene glycol 107-21-1 100 307.201.1P 1968 + 99 mg/L
diethylene glycol) 111-46-6 99.5 309.7.2p 1994 £ 100 mg/L
tri(ethylene glycol) 112-27-6 99.9 310.7.2.1.1p 1974 £ 110 mg/L
4-Hydroxy-4-methyl-2-pentanone 123-42-2 98 2334.286.1P 1991 £ 110 mg/L
1,2-propanediol 57-55-6 99.5 306.9.3P 1998 + 100 mg/L
tetraethylene glycol 112-60-7 98 3754.7.1P 3959 + 200 mg/L

Intended Uses:

This CRM is intended for use as a calibration standard or a quality control standard for chromatography equlpment such as GC,
GC/MS, HPLC, and HPLC/MS. It may also be used for various USEPA, NIOSH and ASTM methods.

Recommended storage container for ampuled products after opening is a 12 mm x 32 mm amber vial with screw cap Teflon
lined silicon septum. The modeled % change per day can be calculated using the following:
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Certificate of Analysis Page 2 of 3

Catalog No. G34-120070-04 Lot No. 480919 Expiration Date 2 -May-2024
2,578 -0.03
% Change = 116192x ~~ +40.383¢ "~

where x = boiling point of the most volatile analyte in the mix (in degrees K)
y = boiling point of the solvent (in degrees K)

This model assumes the container is stored at -10 °C and is unopened during storage. The user should determine what the
acceptable error for their process is and calculate the maximum number of days the opened ampule should be stored.

Method of Preparation:

This standard was prepared gravimetrically using balances calibrated with National Institute of Standards and Technology
(NIST) traceable weights (NIST Test Numbers 822/273070-06, 822/275141-07, 822/278993-10). Only calibrated Class A
volumetric glassware and/or calibrated syringes were used to prepare this standard. Raw materials may have been checked
for stoichiometry and purity prior to use. This standard has been analyzed against an independent source.

Packaging and Storage:
The solution should be stored according to the following storage requirements: <-10 °C
Once the product is opened, it should be transferred to a vial with minimum head space if the product was received in a sealed
ampule.

Glassware Calibration:

Only Class A glassware and/or calibrated syringes are used in the manufacture and quality control of standards. All
glassware is calibrated using NIST traceable weights.

Weights and Balance Calibration:

Weights used to perform daily checks on balances are calibrated annually by the State of South Carolina Department of
Agriculture Metrology Laboratory and are traceable to NIST. Balances are checked daily in accordance to procedure O2-
LB-G-002. Balances are calibrated annually by an ISO/IEC 17025:2017 accredited metrology service.
Homogeneity:
Homogeneity has been established in accordance with internal procedure 02-QS-011 and has a maximum uncertainty of
0.1%. This is consistent with the intended use of this CRM. The homogeneity of this product has been confirmed by
procedures consistent with ISO/IEC 17025:2017 and ISO 17034:2016. The homogeneity of this CRM is valid for sample
sub-sizes that the end user can quantitatively reproduce.

Hazardous Information:
Refer to MSDS.

Calculation of Uncertainty:

The following equations are used to calculate the value of the expanded uncertainty:
u=ku, u=Expanded Uncertainty, k = the coverage factor at the 95% confidence level, k =2, u, = the combined uncertainty

u,= (uch,,,2+u‘,t,,f—l'uho,,,(,24"uus2)”2 where u; are the individual uncertainty components for manufacturing, transportation,
homogeneity, and shelf life. While no significant uncertainty was detected in the replicates, a minimum contribution to

Manufactured By: Certified By: Released By:
Brian Stokes Tyler Sherman Susan Mathews
3 -May-2022 14 -Jun-2022 14 -Jun-2022
Production Chemist I Quality Control Chemist I Quality Control Team Lead

7290B Investment Drive » North Charleston, SC 29418
Phone: 866.272.0932 » Fax: 866.509.5146 www.02si.com
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Certificate of Analysis Page 3 of 3

Catalog No. G34-120070-04 Lot No. 480919 Expiration Date 2 -May-2024

uncertainty was added for homogeneity and long term stability as described in ISO Guide 35:2017.

Expiration Information:

The stability of this product is based upon rigorous short term and long term testing of the solution for the certified value.
These tests include the effect of temperature and packaging on the product. Studies on the short term instability have
determined no contribution to instability as observed on the concentration under controlled transportation conditions.
This standard is guaranteed until 2-May-2024

Quality Standard Documentation:

« ISO/IEC 17025:2017 “General Requirements for the Competence of Testing and Calibration” - Chemical Testing -
Accredited A2LLA Certificate Number 3031.01

+ ISO 17034:2016 “General Requirements for the Competence of Reference Material Producers” -
Reference Material Production - Accredited A2LA Certificate Number 3031.02

Manufactured By: Certified By: Released By:
Py 5001 e Sorton WA
Brian Stokes Tyler Sherman Susan Mathews
3 -May-2022 14 -Jun-2022 14 -Jun-2022
Production Chemist I Quality Control Chemist I Quality Control Team Lead

7290B Investment Drive « North Charleston, SC 29418
Phone: 866.272.0932 « Fax: 866.509.5146 www.o2si.com
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1SO 17034

Product Name: Custom Standard Lot Number: 0006670821
Product Number:  CUS-6046 Lot Issue Date: 14-Mar-2022
Storage Conditions: Store at Room Temperature {15° to 30°C). Expiration Date: 30-Apr-2024

CERTIFIED VALUES
Component Name Concentration Expanded Uncertainty CAS# Analyte Lot

Matrix: methanol (methyl alcohol)

Description:

This document is prepared in accordance with ISO 17034 and Guide 31. This analytical reference material standard was
manufactured and verified in accordance with an 1ISO 9001 registered quality system and analyte concentrations were verified by an
ISO 17025 accredited laboratory. The concentration and uncertainty value at the 95% confidence level for each analyte, determined
gravimetrically, is listed above.

Traceability:

The balances used for these measurements are calibrated with weights traceable to NIST in compliance with ANSI/NCSL 2540.3,
1ISO 9001, 1ISO 17025, and 1SO 17034. Calibrated Class A glassware is used for volumetric measurements. Thermometers are
calibrated against a NIST traceable thermometer in accordance with NIST Special Publication 1088,

Homogeneity:

This analytical reference standard was unitized according to an in-house procedure and is guaranteed to be homogeneous. There is
no minimum sub-sample size required.

Instructions for Use:

Sample aliquots for analysis should be withdrawn at 20°C to 25°C immediately after opening the container and should be processed
without delay for the certified values to be valid within the stated uncertainties.

Safety:
Refer to the Safety Data Sheet on www.agilent.com for information regarding this analytical reference material.

Intended Use:

This analytical reference standard is intended for the preparation of working reference samples for use in routine laboratory
analyses, calibration of instruments, validation of analytical methods, assessments of measurement methods, and continuing
calibration verification.

Expiration of Certification:
The certification of this analytical reference standard is valid until the expiration date specified above, provided the material is

handled and stored in accordance with the instructions given in this certificate. This certification is nullified if the material is
damaged, contaminated, or otherwise modified.

Page: 1of2
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Trusted Answers

Maintenance of Certification:
If substantive changes are noted that affect the certification before the expiration of this certificate, Agilent will notify the purchaser.

Sample lot approver:

(¢
Monica Bourgeois
QMS Representative
RM was produced in accordance with the TUV/SUD registered IS0 9001:2015
ACCREDITED Quality Management System. Cert# 951215321 FATura e
REFERENCE MATERIAL PBQEZ 20f 2
PRODUCER TESTING LABORATORY
www.agilent.com/quality/
IS0 17034 Cert CSD-0A-015.1 IS0 17025 Cert
No. AR-1936 No. AT-1937
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Maintenance of Certification:
if substantive changes are noted that affect the certification before the expiration of this certificate, Agilent will notify the purchaser.

Sample lot approver:

it

Monica Bourgeois
QMS Representative

RM was produced in accordance with the TUV/SUD registered 1SO 9001:2015

A or .. Quality Management System. Cert# 951215321 FATCrass
numr Page: 2of2
PRODUCER

www.agilent.com/quality/
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[ACCREDITED)| smart solutionse

ISO/IEC 17025 Accredited
Chemical Testing Lab
Cert. No. 3031.01

Certificate of Analysis

SR

[ACCREDITED)

1SO 17034 Accredited
Reference Material Producer
Cert, No. 3031.02

Rev 0 Page 1 of 3
Catalog No. Lot No. Storage Solvent Date Received Exp. Date
(34-120070-04-88 454407 <-10°C P/T Methanol 1-Jul-2023
Description: Container:
ISO 17034 -Custom Volatiles Mix,105-12, Second Source, 2000 & 4,000 mg/L, 1 mL 1 ml Ampule, Amber Glass

Certified Values:

The certified value is based on gravimetric and volumetric preparation of this Certified Reference Material (CRM). This
CRM has been confirmed by GC/MS, GC, HPLC, UPLC/HRAM-MS, UV/VIS, Enzymatic, and/or wet chemistry techniques
using internally developed method(s) against independent source(s). The uncertainty value is calculated for a 95%
confidence interval with a k value of 2. The purity of neat materials not traceable to an ISO 17034:2016 accredited Reference
Material Provider is traceable to internal analysis by GC, GC/MS, HPLC, Enzymatic, or wet chemistry techniques and

compared to a National Metrological Institute such as NIST where feasible.

Compound CAS No. Purity (%) Neat Material Lot No. Concentration
2-butoxyethanol 111-76-2 99.5 311.7.1.18 1994 + 100 mg/L
diethylene glycol butyl ether 112-34-5 99.8 2323.7.2.18 1992 + 100 mg/L
2-propoxyethanol : 2807-30-9 99.5 1570.7.1S 1998 £ 110 mg/L
dipropylene glycol monomethy! ether 34590-94-8 99.7 2333.7.2.18 1998+ 100  mg/lL
ethylene glycol 107-21-1 100 307.201.1.18 2016100  mg/L
diethylene glycol) 111-46-6 99.9 309.7.1.18 1998 + 100 mg/L
tri(ethylene glycol) 112-27-6 99.9 310.7.3.18 2010+ 100 mg/L
4-Hydroxy-4-methyl-2-pentanone 123-42-2 98 2334.286.1.18 2003+ 110 mg/L
1,2-propanediol 57-55-6 99.6 306.370.1.1S 2004+110  mgl
tetraethylene glycol 112-60-7 98 3754.7.1.18 4049 + 200 mg/L

Intended Uses:

This CRM is intended for use as a calibration standard or a quality control standard for chromatography equipment such as GC,
GC/MS, HPLC, and HPLC/MS, It may also be used for various USEPA, NIOSH and ASTM methods.

Recommended storage container for ampuled products after opening is a 12 mm x 32 mm amber vial with screw cap Teflon
lined silicon septum. The modeled % change per day can be calculated using the following:

Page 29 of 159
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Certificate of Analysis Page 2 of 3

Catalog No. G34-120070-04-SS Lot No. 454407 Expiration Date 1 -Jul-2023

-2.578 -0.03
% Change =116192x ~ +40.383¢ "~

where x = boiling point of the most volatile analyte in the mix (in degrees K)
y = boiling point of the solvent (in degrees K)

This model assumes the container is stored at -10 °C and is unopened during storage. The user should determine what the
acceptable error for their process is and calculate the maximum number of days the opened ampule should be stored.

Method of Preparation:

This standard was prepared gravimetrically using balances calibrated with National Institute of Standards and Technology
(NIST) traceable weights (NIST Test Numbers 822/273070-06, 822/275141-07, 822/278993-10). Only calibrated Class A
volumetric glassware and/or calibrated syringes were used to prepare this standard, Raw materials may have been checked
for stoichiometry and purity prior to use. This standard has been analyzed against an independent source.

Packaging and Storage:
The solution should be stored according to the following storage requirements: < -10°C
Once the product is opened, it should be transferred to a vial with minimum head space if the product was received in a sealed
ampule.

Glassware Calibration:

Only Class A glassware and/or calibrated syringes are used in the manufacture and quality control of standards. All
glassware is calibrated using NIST traceable weights.

Weights and Balance Calibration:

Weights used to perform daily checks on balances are calibrated annually by the State of South Carolina Department of
Agriculture Metrology Laboratory and are traceable to NIST. Balances are checked daily in accordance to procedure O2-
LB-G-002. Balances are calibrated annually by an ISO/IEC 17025:2017 accredited metrology service.
Homogeneity:
Homogeneity has been established in accordance with internal procedure 02-QS-011 and has a maximum uncertainty of
0.1%. This is consistent with the intended use of this CRM. The homogeneity of this product has been confirmed by
procedures consistent with ISO/IEC 17025:2017 and ISO 17034:2016. The homogeneity of this CRM is valid for sample
sub-sizes that the end user can quantitatively reproduce.

Hazardous Information:
Refer to MSDS.

Calculation of Uncertainty:

The following equations are used to calculate the value of the expanded uncertainty:

u=ku, u=Expanded Uncertainty, k = the coverage factor at the 95% confidence level, k =2, u, = the combined uncertainty
u,= (ucha,z+utm,,2+u,m,,mz+u,,SZ)”2 where u; are the individual uncertainty components for manufacturing, transportation,
homogeneity, and shelf life. While no significant uncertainty was detected in the replicates, a minimum contribution to

Manufactured By: Certified By: Released By:
Jared Ball Claire Desrochers Susan Mathews
1 -Jul-2021 7 -Jul-2021 8 -Jul-2021
Quality Control Chemist 1 Quality Control Chemist I Quality Control Team Lead

7290B Investment Drive » North Charleston, SC 29418
Phone: 866.272.0932 » Fax: 866.509.5146 www.02si.com

Page 30 of 159 1/23/2023 6:17
PM



Certificate of Analysis Page 3 of 3

Catalog No. G34-120070-04-SS Lot No. 454407 Expiration Date 1 -Jul-2023

uncertainty was added for homogeneity and long term stability as described in ISO Guide 35:2017.

Expiration Information:

The stability of this product is based upon rigorous short term and long term testing of the solution for the certified value.
These tests include the effect of temperature and packaging on the product. Studies on the short term instability have
determined no contribution to instability as observed on the concentration under controlled transportation conditions.
This standard is guaranteed until 1-Jul-2023

Quality Standard Documentation:

+ ISO/IEC 17025:2017 “General Requirements for the Competence of Testing and Calibration” - Chemical Testing -
Accredited A2LA Certificate Number 3031,01

+ ISO 17034:2016 “General Requirements for the Competence of Reference Material Producers” -
Reference Material Production - Accredited A2LA Certificate Number 3031.02

Manufactured By: Certified By: Released By:

Jo e A C Do b Sonan M —
Jared Ball Claire Desrochers Susan Mathews
1-Jul-2021 7 -Jul-2021 8 -Jul-2021

Quality Control Chemist I Quality Control Chemist 1 Ouality Control Team Lead

7290B Investment Drive * North Charleston, SC 29418
Phone; 866.272.0932 » Fax: 866.509.5146 www,02si.com
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Report Date: 18-Dec-2022 10:32:36

Data File:
Lims ID:
Client ID:

Sample Type:
Inject. Date:
Injection Vol:
Sample Info:
Operator ID:

Method:

Limit Group:
Last Update:

Integrator:

Quant Method:

Chrom Revision: 2.3 01-Dec-2022 08:01:02

Eurofins Savannah
Target Compound Quantitation Report

\\chromfs\Savannah\ChromData\CVGG2\20221217-82806.b\22GL17018.D
580-121247-C-1
AF-RHMW16-WGNO01B-2212W2

Client
17-Dec-2022 23:06:07 ALS Bottle#: 18 Worklist Smp#:
1.0ul Dil. Factor: 1.0000

680-0082806-018
Instrument ID: CVGG2

\\chromfs\Savannah\ChromData\CVGG2\20221217-82806.b\8015_GLY_VGG.m
8015C_DAI

18-Dec-2022 10:31:44 Calib Date: 15-Dec-2022 15:34:13
Falcon
Internal Standard Quant By: Initial Calibration

Last ICal File: \\chromfs\Savannah\ChromData\CVGG2\20221215-82752.b\22GL15012.D
Column1: J&W DB WAX ( 0.45 mm) Det: GC FID2B
Process Host: CTX1606
First Level Reviewer: SWK1 Date: 18-Dec-2022 10:32:04
RT Exp RT | DIt RT OnCol Amt
(min.) | (min.) [ (min.) | Response ug/ml Flags

* 4 n-Heptyl Alcohol

5.744

5.743

0.001 7668730 50.0

QC Flag Legend
Processing Flags

Reagents:
SG_GLY_ISTD_00099 Amount Added: 10.00 Units: uL Run Reagent
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Report Date: 18-Dec-2022 10:32:36

Data File:
Injection Date:

Lims ID:

Client ID:
Injection Vol:

Method:
Column: J&W DB WAX ( 0.45 mm)

Chrom Revision: 2.3 01-Dec-2022 08:01:02

Eurofins Savannah
\\chromfs\Savannah\ChromData\CVGG2\20221217-82806.b\22GL17018.D

17-Dec-2022 23:06:07 Instrument ID: CVGG2 Operator ID:

580-121247-C-1 Lab Sample ID: 680-121247-1 Worklist Smp#:

AF-RHMW16-WGNO01B-2212W?2
1.0 ul Dil. Factor: 1.0000 ALS Bottle#:
8015_GLY_VGG Limit Group: 8015C_DAI

18

18

Y ( X100000)

227

217

207

197

187

17

167

157

147

137

127

107

N W R g % N B9

[

P S O | W I B B ”

GC FID2B, 22GL17018.D

* n-Heptyl Alcohol( 5.744)

T
4.0 5.0 6.0 7.0 8.0 9.0 10.0 11.0 12.0 13.0

14.0

T 1
15.0 16.0

Min
Page 45 of 159

1/23/2023 6:1
PM




1 #$%

& SOHUS* 1+$1 &+, %" ($+, +— . (($/+0+$(1))0

-23$,2456 )BCS8DEFG$S(2H2FF21

783%$,896 :;<=>?7>7@A=>

(/8$,896

"JES5FK$(24LI5%%/6 + =""1#M<N=M&,<>0=7?>7?M>

#2KCEP6 M2K5C

-23% EJ5$%/6 ??&->N<>:9/

+F2JSGEGS#E5KIBR6 ;<>:"$&-.

-23$(24LJ5%$%/6

<=>?7>?0A=7?

/2K5%$"8JJ5QK5R6 >?T<;T?<??$$>:67:

)PKC2QKE8F$#5K 18R6

/2K5%$)PKC2QK5R6

(24LJ5%$ZKTH8J6 >W4-X

/2K5%3+F2JSY5R6 >?T>NT?<??$$?>6>N

"8F9%$)PKC2QK$*8J96 >W4-X

/EJBKE8F$ 2QK8C6 >

%FUSQKE8F$*8JB456 >WB-X

&"$"8IB4AF6 7\M$/0SM+]

[$#8EGKBC56 [$(8JERG6
" J52FBL$ 2QK8C6

%/6 <9@:W44X

&V $"J52FBL6W.T,X ,

+F2JSGEG$02KQI$,896 A:::/: “FEKG6 4_T-
"+($,19 TIHVIET /8, +#4) "(C-0 a -la -1/ /-
>>?="\@=: ‘ ?=W?=0BK8PS5K18PSX5KI12F8J ‘ A9<‘ “$H# t9< ‘ NO< ‘ >90>

HS%S ; <>: "$&-.

Page 46 of 159

1/23/2023 6:17
PM



Report Date: 17-Dec-2022 11:05:35

Data File:
Lims ID:
Client ID:

Sample Type:
Inject. Date:
Injection Vol:
Sample Info:
Operator ID:

Method:

Limit Group:
Last Update:

Integrator:

Quant Method:

Chrom Revision: 2.3 01-Dec-2022 08:01:02

Eurofins Savannah
Target Compound Quantitation Report

\\chromfs\Savannah\ChromData\CVGG2\20221216-82779.b\22GL16015.D
580-121247-C-2
AF-RHMWO06-WGNO01B-2212W1

Client
16-Dec-2022 21:16:20 ALS Bottle#: 15 Worklist Smp#:
1.0ul Dil. Factor: 1.0000

680-0082779-015
Instrument ID: CVGG2

\\chromfs\Savannah\ChromData\CVGG2\20221216-82779.b\8015_GLY_VGG.m
8015C_DAI

17-Dec-2022 10:58:31 Calib Date: 15-Dec-2022 15:34:13
Falcon
Internal Standard Quant By: Initial Calibration

Last ICal File: \\chromfs\Savannah\ChromData\CVGG2\20221215-82752.b\22GL15012.D
Column1: J&W DB WAX ( 0.45 mm) Det: GC FID2B
Process Host: CTX1633
First Level Reviewer: SWK1 Date: 17-Dec-2022 10:57:39
RT Exp RT | DIt RT OnCol Amt
(min.) | (min.) [ (min.) | Response ug/ml Flags

* 4 n-Heptyl Alcohol

5.744

5.738

0.006 7460271 50.0

QC Flag Legend
Processing Flags

Reagents:
SG_GLY_ISTD_00099 Amount Added: 10.00 Units: uL Run Reagent
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Report Date: 17-Dec-2022 11:05:35

Data File:
Injection Date:

Lims ID:

Client ID:
Injection Vol:

Method:
Column: J&W DB WAX ( 0.45 mm)

Chrom Revision: 2.3 01-Dec-2022 08:01:02

Eurofins Savannah
\\chromfs\Savannah\ChromData\CVGG2\20221216-82779.b\22GL16015.D

16-Dec-2022 21:16:20 Instrument ID: CVGG2 Operator ID:
580-121247-C-2 Lab Sample ID: 680-121247-2 Worklist Smp#:
AF-RHMWO06-WGNO01B-2212W1

1.0ul Dil. Factor: 1.0000 ALS Bottle#:
8015_GLY_VGG Limit Group: 8015C_DAI

15

15

Y ( X100000)

217

207

197

187

17

167

157

147

137

177

117

107

j A———%/T’F’TJ
LALL AL L1 Al N I I I I

GC FID2B, 22GL16015.D

* n-Heptyl Alcohol( 5.744)

3.0

4.0 5.0 6.0 7.0 8.0 9.0 10.0 11.0 12.0 13.0

14.0

T 1
15.0 16.0

Min
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Report Date: 17-Dec-2022 11:05:35

Data File:
Lims ID:
Client ID:

Sample Type:
Inject. Date:
Injection Vol:
Sample Info:
Operator ID:

Method:

Limit Group:
Last Update:

Integrator:

Quant Method:

Chrom Revision: 2.3 01-Dec-2022 08:01:02

Eurofins Savannah
Target Compound Quantitation Report

\\chromfs\Savannah\ChromData\CVGG2\20221216-82779.b\22GL16016.D
580-121247-C-3
AF-RHMWO06-WQEB01-2212W1

Client
16-Dec-2022 21:38:57 ALS Bottle#: 16 Worklist Smp#:
1.0ul Dil. Factor: 1.0000

680-0082779-016
Instrument ID: CVGG2

\\chromfs\Savannah\ChromData\CVGG2\20221216-82779.b\8015_GLY_VGG.m
8015C_DAI

17-Dec-2022 10:58:31 Calib Date: 15-Dec-2022 15:34:13
Falcon
Internal Standard Quant By: Initial Calibration

Last ICal File: \\chromfs\Savannah\ChromData\CVGG2\20221215-82752.b\22GL15012.D
Column1: J&W DB WAX ( 0.45 mm) Det: GC FID2B
Process Host: CTX1633
First Level Reviewer: SWK1 Date: 17-Dec-2022 10:57:45
RT Exp RT | DIt RT OnCol Amt
(min.) | (min.) [ (min.) | Response ug/ml Flags

* 4 n-Heptyl Alcohol

5.747

5.738

0.009 7106114 50.0

QC Flag Legend
Processing Flags

Reagents:
SG_GLY_ISTD_00099 Amount Added: 10.00 Units: uL Run Reagent
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Report Date: 17-Dec-2022 11:05:35

Data File:
Injection Date:

Lims ID:

Client ID:
Injection Vol:

Method:
Column: J&W DB WAX ( 0.45 mm)

Eurofins Savannah

Chrom Revision: 2.3 01-Dec-2022 08:01:02

\\chromfs\Savannah\ChromData\CVGG2\20221216-82779.b\22GL16016.D

16-Dec-2022 21:38:57 Instrument ID: CVGG2 Operator ID:
580-121247-C-3 Lab Sample ID: 680-121247-3 Worklist Smp#:
AF-RHMWO06-WQEBO01-2212W1

1.0ul Dil. Factor: 1.0000 ALS Bottle#:
8015_GLY_VGG Limit Group: 8015C_DAI

16

16

Y ( X100000)
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207

197
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17

167

157

147

137
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117

107

* n-Heptyl Alcohol( 5.747)

GC FID2B, 22GL16016.D
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Report Date: 18-Dec-2022 10:32:36

Data File:
Lims ID:
Client ID:

Sample Type:
Inject. Date:
Injection Vol:
Sample Info:
Operator ID:

Method:

Limit Group:
Last Update:

Integrator:

Quant Method:

Chrom Revision: 2.3 01-Dec-2022 08:01:02

Eurofins Savannah
Target Compound Quantitation Report

\\chromfs\Savannah\ChromData\CVGG2\20221217-82806.b\22GL17019.D
580-121247-C-4
AF-RHMW10-WGNO01B-2212W2

Client
17-Dec-2022 23:28:43 ALS Bottle#: 19 Worklist Smp#:
1.0ul Dil. Factor: 1.0000

680-0082806-019
Instrument ID: CVGG2

\\chromfs\Savannah\ChromData\CVGG2\20221217-82806.b\8015_GLY_VGG.m
8015C_DAI

18-Dec-2022 10:31:44 Calib Date: 15-Dec-2022 15:34:13
Falcon
Internal Standard Quant By: Initial Calibration

Last ICal File: \\chromfs\Savannah\ChromData\CVGG2\20221215-82752.b\22GL15012.D
Column1: J&W DB WAX ( 0.45 mm) Det: GC FID2B
Process Host: CTX1606
First Level Reviewer: SWK1 Date: 18-Dec-2022 10:32:06
RT Exp RT | DIt RT OnCol Amt
(min.) | (min.) [ (min.) | Response ug/ml Flags

* 4 n-Heptyl Alcohol

5.745

5.743

0.002 7551328 50.0

QC Flag Legend
Processing Flags

Reagents:
SG_GLY_ISTD_00099 Amount Added: 10.00 Units: uL Run Reagent
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Report Date: 18-Dec-2022 10:32:36

Data File:

Injection Date:

Lims ID:
Client ID:
Injection Vol:
Method:
Column: J&W DB WAX ( 0.45 mm)

Chrom Revision: 2.3 01-Dec-2022 08:01:02

Eurofins Savannah
\\chromfs\Savannah\ChromData\CVGG2\20221217-82806.b\22GL17019.D

17-Dec-2022 23:28:43 Instrument ID: CVGG2 Operator ID:

580-121247-C-4 Lab Sample ID: 680-121247-4 Worklist Smp#:

AF-RHMW10-WGNO01B-2212W?2
1.0 ul Dil. Factor: 1.0000 ALS Bottle#:
8015_GLY_VGG Limit Group: 8015C_DAI

19

19

Y ( X100000)

227

217

207

197

187

17

167

157

147

137

127

107

N W R g % N B9

[

.

GC FID2B, 22GL17019.D

* n-Heptyl Alcohol( 5.745)

G

3.0

4.0 5.0 6.0 7.0 8.0 9.0 10.0 11.0 12.0 13.0

14.0

T 1
15.0 16.0

Min
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Report Date: 18-Dec-2022 10:32:36

Data File:
Lims ID:
Client ID:

Sample Type:
Inject. Date:
Injection Vol:
Sample Info:
Operator ID:

Method:

Limit Group:
Last Update:

Integrator:

Quant Method:

Chrom Revision: 2.3 01-Dec-2022 08:01:02

Eurofins Savannah
Target Compound Quantitation Report

\\chromfs\Savannah\ChromData\CVGG2\20221217-82806.b\22GL17020.D
580-121247-C-5
AF-RHMW12A-WGNO01B-2212W?2

Client
17-Dec-2022 23:51:12 ALS Bottle#: 20 Worklist Smp#:
1.0ul Dil. Factor: 1.0000

680-0082806-020
Instrument ID: CVGG2

\\chromfs\Savannah\ChromData\CVGG2\20221217-82806.b\8015_GLY_VGG.m
8015C_DAI

18-Dec-2022 10:31:44 Calib Date: 15-Dec-2022 15:34:13
Falcon
Internal Standard Quant By: Initial Calibration

Last ICal File: \\chromfs\Savannah\ChromData\CVGG2\20221215-82752.b\22GL15012.D
Column1: J&W DB WAX ( 0.45 mm) Det: GC FID2B
Process Host: CTX1606
First Level Reviewer: SWK1 Date: 18-Dec-2022 10:32:08
RT Exp RT | DIt RT OnCol Amt
(min.) | (min.) [ (min.) | Response ug/ml Flags

* 4 n-Heptyl Alcohol

5.745

5.743

0.002 6812679 50.0

QC Flag Legend
Processing Flags

Reagents:
SG_GLY_ISTD_00099 Amount Added: 10.00 Units: uL Run Reagent
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Report Date: 18-Dec-2022 10:32:36

Data File:
Injection Date:

Lims ID:

Client ID:
Injection Vol:

Method:
Column: J&W DB WAX ( 0.45 mm)

Chrom Revision: 2.3 01-Dec-2022 08:01:02

Eurofins Savannah
\\chromfs\Savannah\ChromData\CVGG2\20221217-82806.b\22GL17020.D

17-Dec-2022 23:51:12 Instrument ID: CVGG2 Operator ID:

580-121247-C-5 Lab Sample ID: 680-121247-5 Worklist Smp#:

AF-RHMW12A-WGNO01B-2212W2
1.0 ul Dil. Factor: 1.0000 ALS Bottle#:
8015_GLY_VGG Limit Group: 8015C_DAI

20

20

Y ( X100000)
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* n-Heptyl Alcohol( 5.745)

o Ll L] — 11 O |l

4.0 5.0 6.0 7.0 8.0 9.0 10.0 11.0 12.0 13.0

14.0

T 1
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Min
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Report Date: 15-Dec-2022 18:35:03

Chrom Revision: 2.3 01-Dec-2022 08:01:02

Eurofins Savannah
Target Compound Quantitation Report

Data File: \\chromfs\Savannah\ChromData\CVGG2\20221215-82752.b\22GL15007.D
Lims ID: ic g6
Client ID:
Sample Type: IC Calib Level: 6
Inject. Date: 15-Dec-2022 13:40:52 ALS Bottle#: 7 Worklist Smp#:
Injection Vol: 1.0ul Dil. Factor: 1.0000
Sample Info: 680-0082752-007
Operator ID: Instrument ID: CVGG2
Sublist: chrom-8015_GLY_VGG*sub2
Method: \\chromfs\Savannah\ChromData\CVGG2\20221215-82752.b\8015_GLY_VGG.m
Limit Group: 8015C_DAI
Last Update: 15-Dec-2022 18:35:03 Calib Date: 15-Dec-2022 15:34:13
Integrator: Falcon
Quant Method: Internal Standard Quant By: Initial Calibration
Last ICal File: \\chromfs\Savannah\ChromData\CVGG2\20221215-82752.b\22GL15012.D
Column 1: J&W DB WAX (0.45 mm) Det: GC FID2B
Process Host: CTX1659
First Level Reviewer: SKOU Date: 15-Dec-2022 17:24:57
RT Exp RT | DIt RT Cal Amt | OnCol Amt
(min.) (min.) (min.) | Response ug/ml ug/ml Flags

1 Ethanol, 2-propoxy

3.984  3.983 0.001 7053688 100.0 91.3
2 4-Hydroxy-4-methyl-2-pentanone
4806  4.806 0.000 7423255 100.0 91.8
3 2-Butoxyethanol
5.175 5.175 0.000 7626714 100.0 914
* 4 n-Heptyl Alcohol
5.708 5.708 0.000 7445839 50.0 50.0
5 Dipropylene Glycol Methyl Ether
6.827 6.831 -0.004 546715 100.0 91.9
6 Propylene glycol M
7.822 7.827 -0.005 3624516 100.0 715 M
7 Ethylene glycol M
8.217 8.218 -0.001 3043727 100.0 617 M
8 2-(2-Butoxyethoxy)ethanol
9.493 9.491 0.002 6649122 100.0 90.0
9 2,2'-Oxybisethanol
10.178 10.176 0.002 4436367 100.0 93.6
10 Triethylene Glycol M
11.159 11.159 0.000 4464024 100.0 99.2 M

11 Tetraethylene Glycol

12.824

12.821

0.003 8988059 200.0 205.0

QC Flag Legend
Processing Flags
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Report Date: 15-Dec-2022 18:35:03 Chrom Revision: 2.3 01-Dec-2022 08:01:02
Review Flags
M - Manually Integrated

Reagents:
SG_Gly _CAL_00047 Amount Added: 50.00 Units: uL
SG_GLY_ISTD_00099 Amount Added: 10.00 Units: uL Run Reagent
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Report Date: 15-Dec-2022 18:35:03 Chrom Revision: 2.3 01-Dec-2022 08:01:02
Eurofins Savannah

Data File: \\chromfs\Savannah\ChromData\CVGG2\20221215-82752.b\22GL15007.D

Injection Date: 15-Dec-2022 13:40:52 Instrument ID: CVGG2 Operator ID:

Lims ID: ic g6 Worklist Smp#: 7
Client ID:

Injection Vol: 1.0ul Dil. Factor: 1.0000 ALS Bottle#: 7
Method: 8015 _GLY_VGG Limit Group: 8015C_DAI

Column: J&W DB WAX ( 0.45 mm)

GC FID2B, 22GL15007.

O

5
521
507
48
467
a4
42
407
387
367
34
327
307
281
267
241
22
207
187
167
14

2-(2-Butoxyethoxy)ethanol( 9.493
2,2'-Oxybisethanol( 10.178)
Triethylene Glycol( 11.159)

Tetraethylene Glycol( 12.824)

Y ( X100000)
2-Butoxyethanol( 5.175)
* n-Heptyl Alcohol( 5.708)

Ethanol, 2-propoxy( 3.984)
4-Hydroxy-4-methyl-2-pentanone( 4.806)

127
107

Ethylene glycol( 8.217)

Propylene glycol( 7.822)

Dipropylene Glycol Methyl Ether( 6.827)

N B R P

A Uk N _

T T T T T T T T 1
3.0 4.0 5.0 6.0 7.0 8.0 9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0

Min
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Report Date: 15-Dec-2022 18:35:03 Chrom Revision: 2.3 01-Dec-2022 08:01:02
Manual Integration/User Assign Peak Report

Eurofins Savannah

Data File: \\chromfs\Savannah\ChromData\CVGG2\20221215-82752.b\22GL15007.D
Injection Date: 15-Dec-2022 13:40:52 Instrument ID: CVGG2
Lims ID: ic g6
Client ID:
Operator ID: ALS Bottle#: 7 Worklist Smp#: 7
Injection Vol: 1.0ul Dil. Factor: 1.0000
Method: 8015 GLY_ VGG Limit Group: 8015C_DAI
Column: J&W DB WAX ( 0.45 mm) Detector GC FID2B
6 Propylene glycol, CAS: 57-55-6
Signal: 1
Processing Integration Results
RT: 7.82 GC FID2B, 22GL15007.D
Area: 3607792 48
Amount: 74.721268 457
Amount Units: ug/ml 427
397
__ 367
o
S 337
S
307
S 2F
24
217
187
157
127
9]
6]
o 1 1 [ 1 1 1 - 1 1 1 1
7.3 7.5 7.7 7.9 8.1 8.3
Min
Manual Integration Results
RT: 7.82 GC FID2B, 22GL15007.D
Area: 3624516 4T
Amount: 71.455054 4
Amount Units: ug/ml
397
357
o
S 317
3
X 27
” 23
197
157
117
T
3 T T L E— T T T T T T
7.3 7.5 7.7 7.9 8.1 8.3
Min
RT
Reviewer: SWK1, 15-Dec-2022 18:33:27
Audit Action: Assigned New Baseline Audit Reason: Baseline Smoothing
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Report Date: 15-Dec-2022 18:35:03

Data File:

Injection Date: 15-Dec-2022 13:40:52 Instrument ID:
Lims ID: ic g6

Client ID:

Operator ID: ALS Bottle#:
Injection Vol: 1.0ul Dil. Factor:
Method: 8015 GLY_ VGG Limit Group:
Column: J&W DB WAX ( 0.45 mm) Detector

Manual Integration/User Assign Peak Report

Eurofins Savannah

\\chromfs\Savannah\ChromData\CVGG2\20221215-82752.b\22GL15007.D

7 Ethylene glycol, CAS: 107-21-1

CVGG2

7 Worklist Smp#:

1.0000
8015C_DAI
GC FID2B

Signal: 1

RT:

Area:
Amount:
Amount Units:

RT:

Area:
Amount:
Amount Units:

Processing Integration Results

Chrom Revision: 2.3 01-Dec-2022 08:01:02

8.22
3026716

65.536617
ug/ml

Y (X10000)

487
457
427
397
367
337
307
2
247
217
187
157
177

GC FID2B, 22GL15007.D
~A

545::

S

7.

8

9.0

Manual Integration Results

8.22
3043727

61.655254
ug/ml

Y ( X10000)

a4
43
39
357

317

GC FID2B, 22GL15007.D
N~

Al

i

8.8

9.0

RT

Reviewer: SWK1, 15-Dec-2022 18:33:27

Audit Action: Assigned New Baseline

Audit Reason: Baseline Smoothing
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Report Date: 15-Dec-2022 18:35:03

Manual Integration/User Assign Peak Report

Eurofins Savannah

Chrom Revision: 2.3 01-Dec-2022 08:01:02

Data File: \\chromfs\Savannah\ChromData\CVGG2\20221215-82752.b\22GL15007.D
Injection Date: 15-Dec-2022 13:40:52 Instrument ID: CVGG2
Lims ID: ic g6
Client ID:
Operator ID: ALS Bottle#: 7 Worklist Smp#: 7
Injection Vol: 1.0ul Dil. Factor: 1.0000
Method: 8015 GLY_ VGG Limit Group: 8015C_DAI
Column: J&W DB WAX ( 0.45 mm) Detector GC FID2B
10 Triethylene Glycol, CAS: 112-27-6
Signal: 1
Processing Integration Results
RT: 11.16 GC FID2B, 22GL15007.D
427 o
Area: 4844633 ”H’,[.
Amount: 101.9642 e :\
Amount Units: ug/ml 367 E‘
33 \
g 307 (
o K
8 27 i
X B
— 24
>
217
187
157
127
9
6]
o 1 1 1 1 1 1
10.8 11.0 11.4 11.6
Manual Integration Results
RT: 11.16 GC FID2I(3», 22GL15007.D
Area: 4464024 401 <
Amount; 99.163918 - a
Amount Units: ug/ml [\
34 \:\
31 i
) :
8 281 W
S 1
£ 25 L
= 2 1
197
167
137
107
T-
& 1 1 1 ‘ 1 1 1
10.8 11.0 11.4 11.6
RT

Reviewer: SWK1, 15-Dec-2022 18:27:49
Audit Action: Manually Integrated

Audit Reason: Baseline Smoothing
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Report Date: 15-Dec-2022 18:35:03

Chrom Revision: 2.3 01-Dec-2022 08:01:02

Eurofins Savannah
Target Compound Quantitation Report

Data File: \\chromfs\Savannah\ChromData\CVGG2\20221215-82752.b\22GL15008.D
Lims ID: ic g5
Client ID:
Sample Type: IC Calib Level: 5
Inject. Date: 15-Dec-2022 14:03:30 ALS Bottle#: 8 Worklist Smp#:
Injection Vol: 1.0ul Dil. Factor: 1.0000
Sample Info: 680-0082752-008
Operator ID: Instrument ID: CVGG2
Sublist: chrom-8015_GLY_VGG*sub2
Method: \\chromfs\Savannah\ChromData\CVGG2\20221215-82752.b\8015_GLY_VGG.m
Limit Group: 8015C_DAI
Last Update: 15-Dec-2022 18:35:03 Calib Date: 15-Dec-2022 15:34:13
Integrator: Falcon
Quant Method: Internal Standard Quant By: Initial Calibration
Last ICal File: \\chromfs\Savannah\ChromData\CVGG2\20221215-82752.b\22GL15012.D
Column 1: J&W DB WAX (0.45 mm) Det: GC FID2B
Process Host: CTX1659
First Level Reviewer: SWK1 Date: 15-Dec-2022 18:28:03
RT Exp RT | DIt RT Cal Amt | OnCol Amt
(min.) (min.) (min.) | Response ug/ml ug/ml Flags

1 Ethanol, 2-propoxy

3.981 3.983 -0.002 6285698 80.0 80.3
2 4-Hydroxy-4-methyl-2-pentanone
4806 4.806 0.000 6609451 80.0 80.7
3 2-Butoxyethanol
5.176 5.175 0.001 6774865 80.0 80.1
* 4 n-Heptyl Alcohol
5.710 5.708  0.002 7544066 50.0 50.0
5 Dipropylene Glycol Methyl Ether
6.831 6.831  0.000 502049 80.0 83.3
6 Propylene glycol
7.826  7.827 -0.001 4183063 80.0 81.4
7 Ethylene glycol
8.218 8.218  0.000 3811895 80.0 76.2
8 2-(2-Butoxyethoxy)ethanol
9.493 9491  0.002 6163303 80.0 82.3
9 2,2'-Oxybisethanol
10.178 10.176 0.002 3866081 80.0 80.5
10 Triethylene Glycol M
11.159 11.159 0.000 3867921 80.0 845 M

11 Tetraethylene Glycol

12.822

12.821

0.001 7703370 160.0 172.9

QC Flag Legend
Processing Flags
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Report Date: 15-Dec-2022 18:35:03 Chrom Revision: 2.3 01-Dec-2022 08:01:02
Review Flags
M - Manually Integrated

Reagents:
SG_Gly _CAL_00047 Amount Added: 40.00 Units: uL
SG_GLY_ISTD_00099 Amount Added: 10.00 Units: uL Run Reagent
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Report Date: 15-Dec-2022 18:35:03 Chrom Revision: 2.3 01-Dec-2022 08:01:02

Eurofins Savannah
\\chromfs\Savannah\ChromData\CVGG2\20221215-82752.b\22GL15008.D

15-Dec-2022 14:03:30 Instrument ID: CVGG2
ic g5

Data File:
Injection Date:
Lims ID:
Client ID:
Injection Vol: 1.0ul

Method: 8015 GLY_VGG
Column: J&W DB WAX ( 0.45 mm)

1.0000
8015C_DAI

Dil. Factor:
Limit Group:

Operator ID:
Worklist Smp#:

ALS Bottle#:

8

8

GC FID2B, 22GL15008.

O

507
48
467
44
42
407

2,2'-Oxybisethanol( 10.178)

387
367

2-(2-Butoxyethoxy)ethanol( 9.493

347
327
307
287

Y ( X100000)

267
247

* n-Heptyl Alcohol( 5.710)

2-Butoxyethanol( 5.176)

227
207
187

Ethanol, 2-propoxy( 3.981)

167

4-Hydroxy-4-methyl-2-pentanone( 4.806)

147
177
107

Ethylene glycol( 8.218)

Propylene glycol( 7.826)

Y K B

? Dipropylene Glycol Methyl Ether( 6.831)

| .|

A

Triethylene Glycol( 11.159)

Tetraethylene Glycol( 12.822)

G

T
3.0 4.0 5.0 6.0

N
o

8.0 9.0 10.0 11.0

14.0

T 1
15.0 16.0

Min
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Report Date: 15-Dec-2022 18:35:03

Chrom Revision: 2.3 01-Dec-2022 08:01:02

Manual Integration/User Assign Peak Report

Eurofins Savannah

Data File: \\chromfs\Savannah\ChromData\CVGG2\20221215-82752.b\22GL15008.D
Injection Date: 15-Dec-2022 14:03:30 Instrument ID: CVGG2
Lims ID: ic g5
Client ID:
Operator ID: ALS Bottle#: 8 Worklist Smp#: 8
Injection Vol: 1.0ul Dil. Factor: 1.0000
Method: 8015 GLY_ VGG Limit Group: 8015C_DAI
Column: J&W DB WAX ( 0.45 mm) Detector GC FID2B
10 Triethylene Glycol, CAS: 112-27-6
Signal: 1
Processing Integration Results
RT: 11.16 36+ GC FID2B, 22GL15008.D
Area: 4076952
Amount: 85.617419 337
Amount Units: ug/ml
307
—~ 2™
S
§ 247
X
= 211
>
187
157
127
9]
6]
o 1 1 1 1 1 1
10.8 11.0 11.4 11.6
Manual Integration Results
RT: 11.16 36
Area: 3867921
Amount: 84.513452 33
Amount Units:  ug/ml 301
27
)
S 24
S
9 21
> 187
157
127
9]
61
o 1 1 1 1 1 1
10.8 11.0 11.4 11.6
RT

Reviewer: SWK1, 15-Dec-2022 18:28:02

Audit Action: Manually Integrated

Audit Reason: Baseline Smoothing
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Report Date: 15-Dec-2022 18:35:04 Chrom Revision: 2.3 01-Dec-2022 08:01:02

Eurofins Savannah
Target Compound Quantitation Report

Data File: \\chromfs\Savannah\ChromData\CVGG2\20221215-82752.b\22GL15009.D
Lims ID: ic g4
Client ID:
Sample Type: IC Calib Level: 4
Inject. Date: 15-Dec-2022 14:26:10 ALS Bottle#: 9 Worklist Smp#:
Injection Vol: 1.0ul Dil. Factor: 1.0000
Sample Info: 680-0082752-009
Operator ID: Instrument ID: CVGG2
Sublist: chrom-8015_GLY_VGG*sub2
Method: \\chromfs\Savannah\ChromData\CVGG2\20221215-82752.b\8015_GLY_VGG.m
Limit Group: 8015C_DAI
Last Update: 15-Dec-2022 18:35:04 Calib Date: 15-Dec-2022 15:34:13
Integrator: Falcon
Quant Method: Internal Standard Quant By: Initial Calibration
Last ICal File: \\chromfs\Savannah\ChromData\CVGG2\20221215-82752.b\22GL15012.D
Column 1: J&W DB WAX (0.45 mm) Det: GC FID2B
Process Host: CTX1659
First Level Reviewer: SWK1 Date: 15-Dec-2022 18:28:15
RT Exp RT | DIt RT Cal Amt | OnCol Amt
(min.) (min.) (min.) | Response ug/ml ug/ml Flags

1 Ethanol, 2-propoxy

3.981 3981 0.000 2587988 50.0 44.5
2 4-Hydroxy-4-methyl-2-pentanone

4806 4.806  0.000 2688287 50.0 44.1
3 2-Butoxyethanol

5.175 5.175 0.000 2757997 50.0 43.9

* 4 n-Heptyl Alcohol

5.709 5709  0.000 5607434 50.0 50.0
5 Dipropylene Glycol Methyl Ether

6.829 6.829  0.000 196877 50.0 44.0
6 Propylene glycol

7.829 7.829  0.000 1725397 50.0 45.2
7 Ethylene glycol

8.218 8.218 0.000 1642095 50.0 44.2
8 2-(2-Butoxyethoxy)ethanol

9.492 9.492  0.000 2462169 50.0 44.2
9 2,2'-Oxybisethanol

10.177 10.177 0.000 1561212 50.0 43.7
10 Triethylene Glycol M
11.159 11.159 0.000 1560681 50.0 450 M
11 Tetraethylene Glycol

12.823 12.823 0.000 2937100 100.0 87.0

QC Flag Legend
Processing Flags
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Report Date: 15-Dec-2022 18:35:04 Chrom Revision: 2.3 01-Dec-2022 08:01:02
Review Flags
M - Manually Integrated

Reagents:
SG_Gly _CAL_00047 Amount Added: 25.00 Units: uL
SG_GLY_ISTD_00099 Amount Added: 10.00 Units: uL Run Reagent
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Report Date: 15-Dec-2022 18:35:04 Chrom Revision: 2.3 01-Dec-2022 08:01:02
Eurofins Savannah

Data File: \\chromfs\Savannah\ChromData\CVGG2\20221215-82752.b\22GL15009.D

Injection Date: 15-Dec-2022 14:26:10 Instrument ID: CVGG2 Operator ID:

Lims ID: ic g4 Worklist Smp#: 9
Client ID:

Injection Vol: 1.0ul Dil. Factor: 1.0000 ALS Bottle#: 9
Method: 8015 _GLY_VGG Limit Group: 8015C_DAI

Column: J&W DB WAX ( 0.45 mm)

GC FID2B, 22GL150009.
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Report Date: 15-Dec-2022 18:35:04

Chrom Revision: 2.3 01-Dec-2022 08:01:02

Manual Integration/User Assign Peak Report

Eurofins Savannah

Data File: \\chromfs\Savannah\ChromData\CVGG2\20221215-82752.b\22GL15009.D
Injection Date: 15-Dec-2022 14:26:10 Instrument ID: CVGG2
Lims ID: ic g4
Client ID:
Operator ID: ALS Bottle#: 9 Worklist Smp#: 9
Injection Vol: 1.0ul Dil. Factor: 1.0000
Method: 8015 GLY_ VGG Limit Group: 8015C_DAI
Column: J&W DB WAX ( 0.45 mm) Detector GC FID2B
10 Triethylene Glycol, CAS: 112-27-6
Signal: 1
Processing Integration Results
RT: 11.16 GC FID2B, 22GL15009.D
177 oh
Area: 1737472 U,_.’_(;‘
Amount: 46.932084 167 =
Amount Units: ug/ml 157 :
141
5 13
o "
S 127
3
X 11
> 107
o
8
?
6]
51
A
o 1 1 1
10.8 11.0 11.6
Manual Integration Results
RT: 11.16 17 GC FIDZ% 22GL15009.D
Area: 1560681 . 3t
Amount: 44.962836 | |
Amount Units: ug/ml 15
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S 17
Z 10
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o 1 1 1 1 1 1 1 1 1
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RT

Reviewer: SWK1, 15-Dec-2022 18:28:13

Audit Action: Manually Integrated

Audit Reason:
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Baseline Smoothing

1/23/2023 6:17
PM



Report Date: 15-Dec-2022 18:35:05 Chrom Revision: 2.3 01-Dec-2022 08:01:02

Eurofins Savannah
Target Compound Quantitation Report

Data File: \\chromfs\Savannah\ChromData\CVGG2\20221215-82752.b\22GL15010.D
Lims ID: icis g3
Client ID:
Sample Type: ICIS Calib Level: 3
Inject. Date: 15-Dec-2022 14:48:56 ALS Bottle#: 10 Worklist Smp#:
Injection Vol: 1.0ul Dil. Factor: 1.0000
Sample Info: 680-0082752-010
Operator ID: Instrument ID: CVGG2
Sublist: chrom-8015_GLY_VGG*sub2
Method: \\chromfs\Savannah\ChromData\CVGG2\20221215-82752.b\8015_GLY_VGG.m
Limit Group: 8015C_DAI
Last Update: 15-Dec-2022 18:35:05 Calib Date: 15-Dec-2022 15:34:13
Integrator: Falcon
Quant Method: Internal Standard Quant By: Initial Calibration
Last ICal File: \\chromfs\Savannah\ChromData\CVGG2\20221215-82752.b\22GL15012.D
Column 1: J&W DB WAX (0.45 mm) Det: GC FID2B
Process Host: CTX1659
First Level Reviewer: SWK1 Date: 15-Dec-2022 18:28:35
RT Exp RT | DIt RT Cal Amt | OnCol Amt
(min.) (min.) (min.) | Response ug/ml ug/ml Flags

1 Ethanol, 2-propoxy

3.983 3.983 0.000 1332867 20.0 19.9
2 4-Hydroxy-4-methyl-2-pentanone
4806  4.806 0.000 1399741 20.0 20.0
3 2-Butoxyethanol
5.175 5.175 0.000 1432260 20.0 19.8
* 4 n-Heptyl Alcohol
5.708 5.708 0.000 6443842 50.0 50.0
5 Dipropylene Glycol Methyl Ether
6.831 6.831 0.000 112172 20.0 21.8
6 Propylene glycol M
7.827 7.827 0.000 943990 20.0 215 M
7 Ethylene glycol M
8.218 8.218 0.000 879839 20.0 206 M
8 2-(2-Butoxyethoxy)ethanol M
9.491 9.491 0.000 1256158 20.0 196 M
9 2,2'-Oxybisethanol
10.176 10.176 0.000 824970 20.0 20.1
10 Triethylene Glycol M
11.159 11.159 0.000 858022 20.0 205 M
11 Tetraethylene Glycol
12.821 12.821 0.000 1633146 40.0 40.3

QC Flag Legend
Processing Flags
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Report Date: 15-Dec-2022 18:35:05 Chrom Revision: 2.3 01-Dec-2022 08:01:02
Review Flags
M - Manually Integrated

Reagents:
SG_Gly _CAL_00047 Amount Added: 10.00 Units: uL
SG_GLY_ISTD_00099 Amount Added: 10.00 Units: uL Run Reagent
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Report Date: 15-Dec-2022 18:35:05

Data File:
Injection Date:
Lims ID:
Client ID:
Injection Vol:
Method:

Chrom Revision: 2.3 01-Dec-2022 08:01:02

Eurofins Savannah
\\chromfs\Savannah\ChromData\CVGG2\20221215-82752.b\22GL15010.D

15-Dec-2022 14:48:56 Instrument ID: CVGG2
icis g3

1.0ul Dil. Factor: 1.0000
8015_GLY_VGG Limit Group: 8015C_DAI

Column: J&W DB WAX ( 0.45 mm)

Operator ID:

Worklist Smp#:

ALS Bottle#:

10

10
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GC FID2B, 22GL15010.D
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Report Date: 15-Dec-2022 18:35:05 Chrom Revision: 2.3 01-Dec-2022 08:01:02
Manual Integration/User Assign Peak Report

Eurofins Savannah

Data File: \\chromfs\Savannah\ChromData\CVGG2\20221215-82752.b\22GL15010.D
Injection Date: 15-Dec-2022 14:48:56 Instrument ID: CVGG2
Lims ID: icis g3
Client ID:
Operator ID: ALS Bottle#: 10 Worklist Smp#: 10
Injection Vol: 1.0ul Dil. Factor: 1.0000
Method: 8015 GLY_ VGG Limit Group: 8015C_DAI
Column: J&W DB WAX ( 0.45 mm) Detector GC FID2B
6 Propylene glycol, CAS: 57-55-6
Signal: 1
Processing Integration Results
RT: 7.83 161 GC FID2B, 22GL15010.D
Area: 829696
Amount: 20.319088 15]
Amount Units: ug/ml 147
137
S 177
3
S 1
X
T 107
9]
8
ls
6]
5]
A
3 T T T 1
7.2 7.4 8.4
Manual Integration Results
RT: 7.83 16- GC FID2B, 22GL15010.D
Area: 943990 ]
Amount: 21.503992 15
Amount Units: ug/ml 14
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o
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o
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> 9
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A
o 1 1
7.2 8.2 8.4
RT

Reviewer: SWK1, 15-Dec-2022 18:31:33
Audit Action: Assigned New Baseline Audit Reason: Baseline Smoothing
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Report Date: 15-Dec-2022 18:35:05

Data File:
Injection Date:
Lims ID:
Client ID:
Operator ID:
Injection Vol:
Method:
Column:

Chrom Revision: 2.3 01-Dec-2022 08:01:02

Manual Integration/User Assign Peak Report

Eurofins Savannah

\\chromfs\Savannah\ChromData\CVGG2\20221215-82752.b\22GL15010.D

15-Dec-2022 14:48:56

icis g3

1.0 ul

8015_GLY_VGG
J&W DB WAX ( 0.45 mm)

ALS Bottle#:

Dil. Factor:

Detector

7 Ethylene glycol, CAS: 107-21-1

Signal: 1

RT:

Area:
Amount:
Amount Units:

RT:

Area:
Amount:
Amount Units:

8.22
793578

20.218674
ug/ml

8.22
879839

20.593794
ug/ml

Processing Integration Results

Instrument ID:

Limit Group:

CVGG2

10
1.0000

8015C_DAI
GC FID2B

Worklist Smp#:

10

167
157
141
137
127
117
107

Y (X10000)

B G R N %9 9

GC FID2B, 22GL15010.D
0/,

3
7.8 8.0 8.2

8.8

Manual Integration Results

167
157

Y ( X10000)

GC FID2B, 22GL15010.D
O

3
7.8

RT

Reviewer: SWK1, 15-Dec-2022 18:31:33

Audit Action: Assigned New Baseline
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Audit Reason: Baseline Smoothing

1/23/2023 6:17
PM



Report Date: 15-Dec-2022 18:35:05

Chrom Revision: 2.3 01-Dec-2022 08:01:02
Manual Integration/User Assign Peak Report

Eurofins Savannah

Data File: \\chromfs\Savannah\ChromData\CVGG2\20221215-82752.b\22GL15010.D
Injection Date: 15-Dec-2022 14:48:56 Instrument ID: CVGG2
Lims ID: icis g3
Client ID:
Operator ID: ALS Bottle#: 10 Worklist Smp#: 10
Injection Vol: 1.0ul Dil. Factor: 1.0000
Method: 8015 GLY_ VGG Limit Group: 8015C_DAI
Column: J&W DB WAX ( 0.45 mm) Detector GC FID2B
8 2-(2-Butoxyethoxy)ethanol, CAS: 112-34-5
Signal: 1
Processing Integration Results
RT: 9.49 11 GC FID2B, 22GL15010.D
Area: 1255008 “
Amount: 19.623557 107
Amount Units: ug/ml o
~ 8
g
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X
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>
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3
2]
H
U 1 T 1
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Manual Integration Results
RT: 9.49 11 GC FID2B, 22GL15010.D
—
Area: 1256158 2 \!
Amount: 19.638596 107 .
Amount Units:  ug/ml o \
8] :
; |
8 |
X 9 S
S 4 K8
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3
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H
U 1 ; 1
9.1 9.3 9.7
RT

Reviewer: SWK1, 15-Dec-2022 18:31:41

Audit Action: Split an Integrated Peak

Audit Reason: Baseline Smoothing

Page 80 of 159

1/23/2023 6:17
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Report Date: 15-Dec-2022 18:35:05

Chrom Revision: 2.3 01-Dec-2022 08:01:02

Manual Integration/User Assign Peak Report

Eurofins Savannah

Data File: \\chromfs\Savannah\ChromData\CVGG2\20221215-82752.b\22GL15010.D
Injection Date: 15-Dec-2022 14:48:56 Instrument ID: CVGG2
Lims ID: icis g3
Client ID:
Operator ID: ALS Bottle#: 10 Worklist Smp#: 10
Injection Vol: 1.0ul Dil. Factor: 1.0000
Method: 8015 GLY_ VGG Limit Group: 8015C_DAI
Column: J&W DB WAX ( 0.45 mm) Detector GC FID2B
10 Triethylene Glycol, CAS: 112-27-6
Signal: 1
Processing Integration Results
RT: 11.16 GC FID2B, 22GL15010.D
Area: 1034865 104
Amount: 21.453305 99-
Amount Units: ug/ml
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Manual Integration Results
RT: 11.16 GC FlDzBézzeLlsolo.D
Area: 858022 1057 |
Amount: 20.466776 1007
Amount Units: ug/ml 957
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S 807
o
g 75
X
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35 1
10.8 11.6
RT

Reviewer: SWK1, 15-Dec-2022 18:28:33

Audit Action: Manually Integrated

Audit Reason: Baseline Smoothing
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Report Date: 15-Dec-2022 18:35:05

Chrom Revision: 2.3 01-Dec-2022 08:01:02

Eurofins Savannah
Target Compound Quantitation Report

Data File: \\chromfs\Savannah\ChromData\CVGG2\20221215-82752.b\22GL15011.D

Lims ID: ic g2

Client ID:

Sample Type: IC Calib Level: 2

Inject. Date: 15-Dec-2022 15:11:35 ALS Bottle#: 11 Worklist Smp#: 11
Injection Vol: 1.0ul Dil. Factor: 1.0000

Sample Info: 680-0082752-011

Operator ID: Instrument ID: CVGG2

Sublist: chrom-8015_GLY_VGG*sub2

Method: \\chromfs\Savannah\ChromData\CVGG2\20221215-82752.b\8015_GLY_VGG.m
Limit Group: 8015C_DAI

Last Update: 15-Dec-2022 18:35:05 Calib Date: 15-Dec-2022 15:34:13
Integrator: Falcon

Quant Method: Internal Standard Quant By: Initial Calibration

Last ICal File: \\chromfs\Savannah\ChromData\CVGG2\20221215-82752.b\22GL15012.D

Column 1: J&W DB WAX (10.45 mm)

Process Host: CTX1659
First Level Reviewer: SWK1

Date:

RT Exp RT | DIt RT

Cal Amt |OnCol Amt

(min.) (min.) (min.) | Response ug/ml ug/ml Flags
1 Ethanol, 2-propoxy
3.983 3.983 0.000 791260 10.0 10.7
2 4-Hydroxy-4-methyl-2-pentanone
4806  4.806 0.000 827949 10.0 10.7
3 2-Butoxyethanol
5.175 5.175 0.000 858121 10.0 10.8
* 4 n-Heptyl Alcohol
5.708 5.708 0.000 7105611 50.0 50.0
5 Dipropylene Glycol Methyl Ether
6.830 6.831 -0.001 56303 10.0 9.92
6 Propylene glycol M
7.837 7.827 0.010 434131 10.0 897 M
7 Ethylene glycol M
8.220 8.218 0.002 450038 10.0 955 M
8 2-(2-Butoxyethoxy)ethanol
9.492 9.491 0.001 750029 10.0 10.6
9 2,2'-Oxybisethanol
10.177 10.176 0.001 475084 10.0 10.5
10 Triethylene Glycol M
11.159 11.159 0.000 529150 10.0 106 M
11 Tetraethylene Glycol
12.822 12.821 0.001 989281 20.0 20.5

QC Flag Legend
Processing Flags

Page 82 of 159

Det: GC FID2B

15-Dec-2022 18:29:00
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Report Date: 15-Dec-2022 18:35:05 Chrom Revision: 2.3 01-Dec-2022 08:01:02
Review Flags
M - Manually Integrated

Reagents:
SG_Gly_CAL_00047 Amount Added: 5.00 Units: uL
SG_GLY_ISTD_00099 Amount Added: 10.00 Units: uL Run Reagent

Page 83 of 159 1/23/2023 6:17
PM



Report Date: 15-Dec-2022 18:35:05 Chrom Revision: 2.3 01-Dec-2022 08:01:02

Data File:
Injection Date:

Lims ID:

Client ID:
Injection Vol:

Method:
Column: J&W DB WAX ( 0.45 mm)

Eurofins Savannah
\\chromfs\Savannah\ChromData\CVGG2\20221215-82752.b\22GL15011.D

15-Dec-2022 15:11:35 Instrument ID: CVGG2

ic g2

1.0ul Dil. Factor: 1.0000
8015_GLY_VGG Limit Group: 8015C_DAI

Operator ID:
Worklist Smp#: 11

ALS Bottle#: 11
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Report Date: 15-Dec-2022 18:35:06 Chrom Revision: 2.3 01-Dec-2022 08:01:02
Manual Integration/User Assign Peak Report

Eurofins Savannah

Data File: \\chromfs\Savannah\ChromData\CVGG2\20221215-82752.b\22GL15011.D
Injection Date: 15-Dec-2022 15:11:35 Instrument ID: CVGG2
Lims ID: ic g2
Client ID:
Operator ID: ALS Bottle#: 11 Worklist Smp#: 11
Injection Vol: 1.0ul Dil. Factor: 1.0000
Method: 8015 GLY_ VGG Limit Group: 8015C_DAI
Column: J&W DB WAX ( 0.45 mm) Detector GC FID2B
6 Propylene glycol, CAS: 57-55-6
Signal: 1
Processing Integration Results
RT: 7.84 GC FID2B, 22GL15011.D
Area: 368185 o
Amount: 8.381609
Amount Units: ug/ml 897
847
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S)
8 74
<
— 697 ~
> 2
641 ~
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34 T T
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Min
Manual Integration Results
RT: 7.84 GC FID2B, 22GL15011.D
Area: 434131 9
Amount: 8.968420
Amount Units: ug/ml 89
8471
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S 74
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7.3
RT
Reviewer: SWK1, 15-Dec-2022 18:31:12
Audit Action: Assigned New Baseline Audit Reason: Baseline Smoothing
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Report Date: 15-Dec-2022 18:35:06 Chrom Revision: 2.3 01-Dec-2022 08:01:02
Manual Integration/User Assign Peak Report

Eurofins Savannah

Data File: \\chromfs\Savannah\ChromData\CVGG2\20221215-82752.b\22GL15011.D
Injection Date: 15-Dec-2022 15:11:35 Instrument ID: CVGG2
Lims ID: ic g2
Client ID:
Operator ID: ALS Bottle#: 11 Worklist Smp#: 11
Injection Vol: 1.0ul Dil. Factor: 1.0000
Method: 8015 GLY_ VGG Limit Group: 8015C_DAI
Column: J&W DB WAX ( 0.45 mm) Detector GC FID2B
7 Ethylene glycol, CAS: 107-21-1
Signal: 1
Processing Integration Results
RT: 8.22 GC FID2B, 22GL15011.D
Area: 392105 o5 8
Amount: 9.266320 o
Amount Units: ug/ml .
837
79
8 751
X 71
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35 T T T
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Manual Integration Results

RT: 8.22
Area: 450038 95
Amount: 9.552692
Amount Units: ug/ml

907
857
807
757
707

Y ( X1000)

657
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557
50
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407

35
7.8

RT

Reviewer: SWK1, 15-Dec-2022 18:31:12
Audit Action: Assigned New Baseline Audit Reason: Baseline Smoothing
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Report Date: 15-Dec-2022 18:35:06 Chrom Revision: 2.3 01-Dec-2022 08:01:02
Manual Integration/User Assign Peak Report

Eurofins Savannah

Data File: \\chromfs\Savannah\ChromData\CVGG2\20221215-82752.b\22GL15011.D
Injection Date: 15-Dec-2022 15:11:35 Instrument ID: CVGG2
Lims ID: ic g2
Client ID:
Operator ID: ALS Bottle#: 11 Worklist Smp#: 11
Injection Vol: 1.0ul Dil. Factor: 1.0000
Method: 8015 GLY_ VGG Limit Group: 8015C_DAI
Column: J&W DB WAX ( 0.45 mm) Detector GC FID2B
10 Triethylene Glycol, CAS: 112-27-6
Signal: 1
Processing Integration Results
RT: 11.16 GC FID2B, 22GL15011.D
Area: 706873 . ik
Amount: 10.907512 7 e
Amount Units: ug/ml 71
68" /l
s 69
S o \
2 507 ::
> 56
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47
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32 T T T T T T 1
10.8 11.0 11.2 11.4 11.6
Min
Manual Integration Results
RT: 11.16 GC FID2B, 22GL15011.D
Area: 529150 78] a2l
Amount: 10.564312 74 arl
Amount Units: ug/ml
707
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o
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34 1
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Min
RT

Reviewer: SWK1, 15-Dec-2022 18:28:58
Audit Action: Manually Integrated Audit Reason: Baseline Smoothing
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Report Date: 15-Dec-2022 18:35:06 Chrom Revision: 2.3 01-Dec-2022 08:01:02

Eurofins Savannah
Target Compound Quantitation Report

Data File: \\chromfs\Savannah\ChromData\CVGG2\20221215-82752.b\22GL15012.D
Lims ID: icgl
Client ID:
Sample Type: IC Calib Level: 1
Inject. Date: 15-Dec-2022 15:34:13 ALS Bottle#: 12 Worklist Smp#:
Injection Vol: 1.0ul Dil. Factor: 1.0000
Sample Info: 680-0082752-012
Operator ID: Instrument ID: CVGG2
Sublist: chrom-8015_GLY_VGG*sub2
Method: \\chromfs\Savannah\ChromData\CVGG2\20221215-82752.b\8015_GLY_VGG.m
Limit Group: 8015C_DAI
Last Update: 15-Dec-2022 18:35:06 Calib Date: 15-Dec-2022 15:34:13
Integrator: Falcon
Quant Method: Internal Standard Quant By: Initial Calibration
Last ICal File: \\chromfs\Savannah\ChromData\CVGG2\20221215-82752.b\22GL15012.D
Column 1: J&W DB WAX (0.45 mm) Det: GC FID2B
Process Host: CTX1659
First Level Reviewer: SWK1 Date: 15-Dec-2022 18:29:27
RT Exp RT | DIt RT Cal Amt | OnCol Amt
(min.) (min.) (min.) | Response ug/ml ug/ml Flags

1 Ethanol, 2-propoxy

3.982 3.983 -0.001 416727 5.00 5.61
2 4-Hydroxy-4-methyl-2-pentanone
4808  4.806 0.002 434849 5.00 5.59
3 2-Butoxyethanol
5.175 5.175 0.000 456743 5.00 5.69
* 4 n-Heptyl Alcohol
5.708 5.708 0.000 7165368 50.0 50.0
5 Dipropylene Glycol Methyl Ether
6.830 6.831 -0.001 30872 5.00 5.39
6 Propylene glycol M
7.822 7.827  -0.005 270235 5.00 554 M
7 Ethylene glycol M
8.221 8.218 0.003 280066 5.00 590 M
8 2-(2-Butoxyethoxy)ethanol
9.492 9.491 0.001 405977 5.00 5.71
9 2,2'-Oxybisethanol
10.177 10.176 0.001 256938 5.00 5.63
10 Triethylene Glycol M
11.157 11.159 -0.002 291568 5.00 486 M
11 Tetraethylene Glycol
12.819 12.821 -0.002 557362 10.0 9.92

QC Flag Legend
Processing Flags
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Report Date: 15-Dec-2022 18:35:06 Chrom Revision: 2.3 01-Dec-2022 08:01:02
Review Flags
M - Manually Integrated

Reagents:
SG_Gly_CAL_00047 Amount Added: 2.50 Units: uL
SG_GLY_ISTD_00099 Amount Added: 10.00 Units: uL Run Reagent
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Report Date: 15-Dec-2022 18:35:06

Data File:
Injection Date:
Lims ID:
Client ID:
Injection Vol:
Method:

Chrom Revision: 2.3 01-Dec-2022 08:01:02

Eurofins Savannah
\\chromfs\Savannah\ChromData\CVGG2\20221215-82752.b\22GL15012.D

15-Dec-2022 15:34:13 Instrument ID: CVGG2
icgl

1.0ul Dil. Factor: 1.0000
8015_GLY_VGG Limit Group: 8015C_DAI

Column: J&W DB WAX ( 0.45 mm)

Operator ID:

Worklist Smp#:

ALS Bottle#:

12

12

217

207

197

187

17

167

157

147

137

177

117

Y ( X100000)

107

L

b > Ethanol, 2-propoxy( 3.982)

F

GC FID2B, 22GL15012.D

* n-Heptyl Alcohol( 5.708)

2-(2-Butoxyethoxy)ethanol( 9.492)

2,2'-Oxybisethanol( 10.177)

-Hydroxy-4-methyl-2-pentanone( 4.808)
2-Butoxyethanol( 5.175)

Dipropylene Glycol Methyl Ether( 6.830)

Propylene glycol( 7.822)
Ethylene glycol( 8.221)

L1 | L\J_/\NH |

Triethylene Glycol( 11.157)

Tetraethylene Glycol( 12.819)

3.0

»
o

5.0 6.0 7.0 8.0 9.0 10.0 11.0

12.0

13.0

14.0

T 1
15.0 16.0

Min
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Report Date: 15-Dec-2022 18:35:06

Chrom Revision: 2.3 01-Dec-2022 08:01:02

Manual Integration/User Assign Peak Report

Eurofins Savannah

Data File: \\chromfs\Savannah\ChromData\CVGG2\20221215-82752.b\22GL15012.D
Injection Date: 15-Dec-2022 15:34:13 Instrument ID: CVGG2
Lims ID: icgl
Client ID:
Operator ID: ALS Bottle#: 12 Worklist Smp#: 12
Injection Vol: 1.0ul Dil. Factor: 1.0000
Method: 8015 GLY_ VGG Limit Group: 8015C_DAI
Column: J&W DB WAX ( 0.45 mm) Detector GC FID2B
6 Propylene glycol, CAS: 57-55-6
Signal: 1
Processing Integration Results
RT: 7.82 73 GC FID2B, 22GL15012.D
Area: 7878
Amount: 0.221591 707
Amount Units: ug/ml 67
647
617
o
8 58
>< T
T 55
527
497
467
437
407
37
34
7.3 7.5 7.7 7.9 8.1 8.3
Min
Manual Integration Results
RT: 7.82 7 GC FID2B, 22GL15012.D
Area: 270235
Amount: 5.536046 0
Amount Units:  ug/ml 67
6471
617
g 58]
o N
X 557 &
~ N
>_
1 1
8.3

Reviewer: SWK1, 15-Dec-2022 18:29:24

Audit Action: Assigned New Baseline
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Audit Reason: Baseline Smoothing
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Report Date: 15-Dec-2022 18:35:06

Chrom Revision: 2.3 01-Dec-2022 08:01:02

Manual Integration/User Assign Peak Report

Eurofins Savannah

Data File:

Injection Date: 15-Dec-2022 15:34:13
Lims ID: icgl

Client ID:

Operator ID:

Injection Vol: 1.0ul

Method: 8015_GLY_VGG
Column: J&W DB WAX ( 0.45 mm)

7 Ethylene glycol, CAS: 107-21-1
Signal: 1

\\chromfs\Savannah\ChromData\CVGG2\20221215-82752.b\22GL15012.D

Instrument ID: CVGG2

ALS Bottle#: 12 Worklist Smp#: 12
Dil. Factor: 1.0000

Limit Group: 8015C_DAI

Detector GC FID2B

Processing Integration Results

RT: 8.22
Area: 230185
Amount: 5.613141
Amount Units: ug/ml

717
687
657
627
597
567

Y (X1000)

53
507
a4
a4
41

387

GC FID2B, 22GL15012.D

35 T

7.8 8.0 8.2

Manual Integration Results

RT:

Area:
Amount:
Amount Units:

8.22
280066 o
5.895219

687
ug/ml

GC FID2B, 22GL15012.D

657
627
597
567
53
50
4
4
41
38"

Y ( X1000)

MO -
Aty .-rw—-;rq,_w——"""""
T

35
7.8

Min

RT

Reviewer: SWK1, 15-Dec-2022 18:29:24
Audit Action: Assigned New Baseline

Audit Reason: Baseline Smoothing
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Report Date: 15-Dec-2022 18:35:06 Chrom Revision: 2.3 01-Dec-2022 08:01:02
Manual Integration/User Assign Peak Report

Eurofins Savannah

Data File: \\chromfs\Savannah\ChromData\CVGG2\20221215-82752.b\22GL15012.D
Injection Date: 15-Dec-2022 15:34:13 Instrument ID: CVGG2
Lims ID: icgl
Client ID:
Operator ID: ALS Bottle#: 12 Worklist Smp#: 12
Injection Vol: 1.0ul Dil. Factor: 1.0000
Method: 8015 GLY_ VGG Limit Group: 8015C_DAI
Column: J&W DB WAX ( 0.45 mm) Detector GC FID2B
10 Triethylene Glycol, CAS: 112-27-6
Signal: 1
Processing Integration Results
RT: 11.16 o1 GC FID2B, 22GL15012.D
N~
Area: 486550 a_&
Amount: 5.773755 29 i
Amount Units: ug/ml 57 5
557
= f\
o "
8 517 ::1
3 [
2 49 8
> 4T
457
437
417
397
37
357
33 T T T T T T 1
10.8 11.0 11.2 11.4 11.6
Min
Manual Integration Results
RT: 11.16 61 GC FID2B, 22GL15012.D
N~
Area: 291568 “_.’_[
Amount: 4.864580 59 =
Amount Units:  ug/ml 57 :
557 :
53 H
o :
8 517 b
S :
2497 g
> 47
457
437
417
397
37
35 1
10.8 11.6
RT

Reviewer: SWK1, 15-Dec-2022 18:29:18
Audit Action: Manually Integrated Audit Reason: Baseline Smoothing
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Report Date: 15-Dec-2022 18:45:54

Chrom Revision: 2.3 01-Dec-2022 08:01:02

Eurofins Savannah
Target Compound Quantitation Report

Data File: \\chromfs\Savannah\ChromData\CVGG2\20221215-82752.b\22GL15013.D
Lims ID: icv gly
Client ID:
Sample Type: Cccv
Inject. Date: 15-Dec-2022 15:56:59 ALS Bottle#: 13 Worklist Smp#:
Injection Vol: 1.0ul Dil. Factor: 1.0000
Sample Info: 680-0082752-013
Operator ID: Instrument ID: CVGG2
Sublist: chrom-8015_GLY_VGG*sub2
Method: \\chromfs\Savannah\ChromData\CVGG2\20221215-82752.b\8015_GLY_VGG.m
Limit Group: 8015C_DAI
Last Update: 15-Dec-2022 18:45:54 Calib Date: 15-Dec-2022 15:34:13
Integrator: Falcon
Quant Method: Internal Standard Quant By: Initial Calibration
Last ICal File: \\chromfs\Savannah\ChromData\CVGG2\20221215-82752.b\22GL15012.D
Column 1: J&W DB WAX (0.45 mm) Det: GC FID2B
Process Host: CTX1659
First Level Reviewer: SWK1 Date: 15-Dec-2022 18:29:52
RT Exp RT | DIt RT Cal Amt | OnCol Amt
(min.) (min.) (min.) | Response ug/ml ug/ml Flags
1 Ethanol, 2-propoxy
3.981 3.983 -0.002 1804032 20.0 22.2
2 4-Hydroxy-4-methyl-2-pentanone
4808  4.806 0.002 1902097 20.0 22.4
3 2-Butoxyethanol
5.175 5.175 0.000 2041849 20.0 23.3
* 4 n-Heptyl Alcohol
5.709 5.708 0.001 7820966 50.0 50.0
5 Dipropylene Glycol Methyl Ether
6.831 6.831 0.000 159083 20.0 25.5
6 Propylene glycol
7.820 7.827 -0.007 1165778 20.0 21.9
7 Ethylene glycol
8.214 8218 -0.004 1157642 20.0 22.3
8 2-(2-Butoxyethoxy)ethanol
9.492 9.491 0.001 1746317 20.0 22.5
9 2,2'-Oxybisethanol
10.176 10.176 0.000 1061785 20.0 21.3
10 Triethylene Glycol M
11.158 11.159 -0.001 1163679 20.0 231 M
11 Tetraethylene Glycol
12.819 12.821 -0.002 2170110 40.0 44.4

QC Flag Legend
Processing Flags
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Report Date: 15-Dec-2022 18:45:54 Chrom Revision: 2.3 01-Dec-2022 08:01:02
Review Flags
M - Manually Integrated

Reagents:
SG_GlylCV_00056 Amount Added: 10.00 Units: uL
SG_GLY_ISTD_00099 Amount Added: 10.00 Units: uL Run Reagent
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Report Date: 15-Dec-2022 18:45:55

Chrom Revision: 2.3 01-Dec-2022 08:01:02

Eurofins Savannah

Data File: \\chromfs\Savannah\ChromData\CVGG2\20221215-82752.b\22GL15013.D
Injection Date: 15-Dec-2022 15:56:59 Instrument ID: CVGG2 Operator ID:
Lims ID: icv gly Worklist Smp#: 13
Client ID:
Injection Vol: 1.0ul Dil. Factor: 1.0000 ALS Bottle#: 13
Method: 8015 _GLY_VGG Limit Group: 8015C_DAI
Column: J&W DB WAX ( 0.45 mm)
. - GC FID2B, 22GL15013.D
4
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Report Date: 15-Dec-2022 18:45:55

Chrom Revision: 2.3 01-Dec-2022 08:01:02
Manual Integration/User Assign Peak Report

Eurofins Savannah

Data File: \\chromfs\Savannah\ChromData\CVGG2\20221215-82752.b\22GL15013.D
Injection Date: 15-Dec-2022 15:56:59 Instrument ID: CVGG2
Lims ID: icv gly
Client ID:
Operator ID: ALS Bottle#: 13 Worklist Smp#: 13
Injection Vol: 1.0ul Dil. Factor: 1.0000
Method: 8015 GLY_ VGG Limit Group: 8015C_DAI
Column: J&W DB WAX ( 0.45 mm) Detector GC FID2B
10 Triethylene Glycol, CAS: 112-27-6
Signal: 1
Processing Integration Results
RT: 11.16 GC FID28B, 22GL15013.D
Area: 1308485 129 ik
Amount: 26.229441 122 :.'f\
Amount Units:  ug/ml 1157 :
1081
~ 1017
3
S 94
—
X 87
” 80
737
667
597
527
457
387 )
—
3 T T 1
10.8 11.0 11.6
Manual Integration Results
RT: 11.16 . GC FlDzBobzzeLlsola.D
Area: 1163679 130 ar
Amount: 23.105187 1237 5
Amount Units:  ug/ml 1167
1097
1021
g 95
o
S 88
X
— 817
>_
747
671
607
537
467
397
32 T — T 1
10.8 11.0 11.4 11.6
RT

Reviewer: SWK1, 15-Dec-2022 18:29:42

Audit Action: Manually Integrated

Audit Reason: Baseline Smoothing

Page 99 of 159

1/23/2023 6:17
PM



I H#E%8&&
39P1=#&PN 1 2SI *@&*A&*3$9? " &B" ?2@& 1 *$2?7@7

"O%$*(+,- =87/S;45%$1(T(44(U ./)$*/0- EHCIJKJKDLIJ

123$*/0-

"O$1(+<:,$&2- 99%$SNHC I LEEEOEME 9(::;)7(6;/4%2(6,- IKMINMKCKKS$SIL-KC

&45678+,46$&2- 9%33K 9(::;)$16(76$2(6,- JKMIEMKCKK$$IO-DC

39$9/:8+4- .PQ$2B$Q?R &2- CODEF++G 9(::;)$=4>$2(6,- IJKMIEMKCKK$$SIE-OD

"O% ;:,$&2- KK3"JINCCEO2 9/4V0$A4;65- +WM"

%27 X@= A= | PY=$" e He*$ 9?79 | 1Y&z= [2 #7R
@xXY= PHIA*Q | 2#IA*Q [2

=6U(4/ :\$KI<7/</]" ?T, COEJHN CONCNJ KOOD KCOC JNO_ KCOC
DI"~>7/]MIDI+,6UN - IKI<,46(4/ ?T, COEDOC CONO_H KOON KCOC JLOH KCOC
4,
KIB86/]",6U(4/: ?T, COENCD CONHOK KDOD KCOC KJO_a| KCOC
2:;<7/<":,4,%83: N/ -$#,6UN % ?T, COCO___ COCEOD KNOL KCOC OOONa KCOC
=6U,7
Y7/<™: ,4,$W-"V/: ?T, COODCN CODCKC KOON KCOC JHOC KCOC
=6U":,4,$W:"V/: ?T, COO0JE COOHHH KOOE KCOC JLOO KCOC
KIFKIB86/]",6U/]"G,6U(4/: ?T, COD_NO COEHNJ KOON KCOC JHOJ KCOC
K\KbI1]"™);5,6U(4/: ?T, COO0JHO COOELL KKOE KCOC JKOD KCOC
@7;,6U":,4,%3:7V/: ";4K COOHCD KOOL KCOC JHOD KCOC
@,67(,6U":,4,%$3:"V/: ";4K COONDO DNOH DCOC JLOC KCOC

1" #$%&&$SHCIE9S$3 " X

Page 100 of 159 1/23/2023 6:17
PM



I H#E%8&&
39P1=#E&PN 1 2SI *@&*A&L*3$9? " &B " ?@& 1 *$"'=@="0& | *$O&H=F1A##?"'C

"O$*(+,- =87/T;45%1(U(44(V ./)$*/0- FIDJIKLKLEMIK
123$*/0-

"O$1(+<:,$&2- 99%$0 1 DIMFFFPFNF 9(:;)7(6;/4%$2(6,- KLNKONLDLL$SKM-LD
&45678+,46$82- 9%33L 9(:;)$16(76$2(6,- KLNKFNLDLL$$SKP-ED
39$9/:8+4- .QR$2B$R?S &2- DOEFG++H 9(:;)$=4>$2(6,- KLNKFNLDLL$$KF-PE

"% ;:,%$&2- LL3"KODDFO2

- " "@SRE&*21IR
?4(-W6, @ T ar

=6V (4/ - X$LI<T7/</YW EODK POZP EODZ
EJ[W>7/YWJIEJ+,6VW:JLJI<,46(4/4, EOIE EOME EOZE
LJB86/YW,6V(4/: FOLK FOKD FOPK
2:<7/<W:,4,$3:W\/:$#,6VW:%$=6V,7 [o]0] [0 OOMP MODD
17/<W:,4,$":-W\/: MOIE MOOI MOZZ
=6VW: ,4,$":W\/: 10LE 10DI1 10EK
LJGLJIB86/YW,6V/YWH,6V(4/: ZOFD Z0OPK Z00Z
LXL_JTYW);5,6V(4/: KDOKZ Z0Z1 KDOPZ
@7;,6VW:,4,%$3:W\/: KKOKM KDOZE KKOPZ
@,67(,6VW:,4,$3:W\/: KLOIE KLOFI KPODZ
/7+$%&&$1DKF9$3"C

Page 101 of 159 1/23/2023 6:17

PM



Report Date: 17-Dec-2022 11:05:40 Chrom Revision: 2.3 01-Dec-2022 08:01:02

Eurofins Savannah
Target Compound Quantitation Report

Data File: \\chromfs\Savannah\ChromData\CVGG2\20221216-82779.b\22GL16005.D
Lims ID: ccv g3
Client ID:
Sample Type: Cccv
Inject. Date: 16-Dec-2022 17:20:21 ALS Bottle#: 5 Worklist Smp#:
Injection Vol: 1.0ul Dil. Factor: 1.0000
Sample Info: 680-0082779-005
Operator ID: Instrument ID: CVGG2
Sublist: chrom-8015_GLY_VGG*sub2
Method: \\chromfs\Savannah\ChromData\CVGG2\20221216-82779.b\8015_GLY_VGG.m
Limit Group: 8015C_DAI
Last Update: 17-Dec-2022 11:05:40 Calib Date: 15-Dec-2022 15:34:13
Integrator: Falcon
Quant Method: Internal Standard Quant By: Initial Calibration
Last ICal File: \\chromfs\Savannah\ChromData\CVGG2\20221215-82752.b\22GL15012.D
Column 1: J&W DB WAX (0.45 mm) Det: GC FID2B
Process Host: CTX1633
First Level Reviewer: SWK1 Date: 17-Dec-2022 10:56:16
RT Exp RT | DIt RT Cal Amt | OnCol Amt
(min.) (min.) (min.) Response ug/ml ug/ml Flags

1 Ethanol, 2-propoxy

4011 4.011 0.000 1396651 20.0 23.4
2 4-Hydroxy-4-methyl-2-pentanone

4839 4839 0.000 1474343 20.0 23.6
3 2-Butoxyethanol

5.206 5.206  0.000 1574313 20.0 24.4

* 4 n-Heptyl Alcohol

5738 5.738  0.000 5760737 50.0 50.0
5 Dipropylene Glycol Methyl Ether

6.863 6.863  0.000 122995 20.0 26.7
6 Propylene glycol

7.837 7.837  0.000 926262 20.0 23.6
7 Ethylene glycol

8.243  8.243  0.000 895863 20.0 23.5
8 2-(2-Butoxyethoxy)ethanol

9.504 9.504  0.000 1350594 20.0 23.6
9 2,2'-Oxybisethanol

10.185 10.185 0.000 824349 20.0 22.5
10 Triethylene Glycol

11.167 11.167 0.000 876573 20.0 23.7
11 Tetraethylene Glycol

12.835 12.835 0.000 1678714 40.0 46.8

QC Flag Legend
Processing Flags

Page 102 of 159

1/23/2023 6:17
PM



Report Date: 17-Dec-2022 11:05:40 Chrom Revision: 2.3 01-Dec-2022 08:01:02

Reagents:
SG_Gly_CAL_00047 Amount Added: 10.00 Units: uL
SG_GLY_ISTD_00099 Amount Added: 10.00 Units: uL Run Reagent
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Report Date: 17-Dec-2022 11:05:40

Eurofins Savannah

Chrom Revision: 2.3 01-Dec-2022 08:01:02

Data File: \\chromfs\Savannah\ChromData\CVGG2\20221216-82779.b\22GL16005.D
Injection Date: 16-Dec-2022 17:20:21 Instrument ID: CVGG2 Operator ID:
Lims ID: ccv g3 Worklist Smp#: 5
Client ID:
Injection Vol: 1.0ul Dil. Factor: 1.0000 ALS Bottle#: 5
Method: 8015 _GLY_VGG Limit Group: 8015C_DAI
Column: J&W DB WAX ( 0.45 mm)
GC FID2B, 22GL16005.D
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Report Date: 17-Dec-2022 11:05:41 Chrom Revision: 2.3 01-Dec-2022 08:01:02

Eurofins Savannah
Target Compound Quantitation Report

Data File: \\chromfs\Savannah\ChromData\CVGG2\20221216-82779.b\22GL16028.D
Lims ID: ccv g3
Client ID:
Sample Type: Cccv
Inject. Date: 17-Dec-2022 02:09:10 ALS Bottle#: 28 Worklist Smp#:
Injection Vol: 1.0ul Dil. Factor: 1.0000
Sample Info: 680-0082779-028
Operator ID: Instrument ID: CVGG2
Sublist: chrom-8015_GLY_VGG*sub2
Method: \\chromfs\Savannah\ChromData\CVGG2\20221216-82779.b\8015_GLY_VGG.m
Limit Group: 8015C_DAI
Last Update: 17-Dec-2022 11:05:41 Calib Date: 15-Dec-2022 15:34:13
Integrator: Falcon
Quant Method: Internal Standard Quant By: Initial Calibration
Last ICal File: \\chromfs\Savannah\ChromData\CVGG2\20221215-82752.b\22GL15012.D
Column 1: J&W DB WAX (0.45 mm) Det: GC FID2B
Process Host: CTX1633
RT Exp RT | DIt RT Cal Amt [ OnCol Amt
(min.) | (min.) | (min.) | Response ug/ml ug/ml Flags

1 Ethanol, 2-propoxy

4.017 4.017 0.000 1789713 20.0 22.3
2 4-Hydroxy-4-methyl-2-pentanone
4844 4844  0.000 1823903 20.0 21.7
3 2-Butoxyethanol
5.210 5.210 0.000 2041077 20.0 235
* 4 n-Heptyl Alcohol
5.742 5742  0.000 7739063 50.0 50.0
5 Dipropylene Glycol Methyl Ether
6.867 6.867  0.000 158952 20.0 25.7
6 Propylene glycol
7.828 7.828  0.000 1166330 20.0 22.1
7 Ethylene glycol
8.239 8239 0.000 1088342 20.0 21.2
8 2-(2-Butoxyethoxy)ethanol
9.505 9.505  0.000 1757164 20.0 22.9
9 2,2'-Oxybisethanol
10.186 10.186 0.000 940250 20.0 19.1
10 Triethylene Glycol
11.167 11.167 0.000 872098 20.0 17.0
11 Tetraethylene Glycol
12.835 12.835 0.000 1336993 40.0 26.3
Reagents:
SG_Gly _CAL_00047 Amount Added: 10.00 Units: uL
SG_GLY_ISTD_00099 Amount Added: 10.00 Units: uL Run Reagent
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Report Date: 17-Dec-2022 11:05:41 Chrom Revision: 2.3 01-Dec-2022 08:01:02
Eurofins Savannah

Data File: \\chromfs\Savannah\ChromData\CVGG2\20221216-82779.b\22GL16028.D

Injection Date: 17-Dec-2022 02:09:10 Instrument ID: CVGG2 Operator ID:

Lims ID: ccv g3 Worklist Smp#: 28
Client ID:

Injection Vol: 1.0ul Dil. Factor: 1.0000 ALS Bottle#: 28
Method: 8015 _GLY_VGG Limit Group: 8015C_DAI

Column: J&W DB WAX ( 0.45 mm)

GC FID2B, 22GL16028.D
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Report Date: 18-Dec-2022 10:32:37 Chrom Revision: 2.3 01-Dec-2022 08:01:02

Eurofins Savannah
Target Compound Quantitation Report

Data File: \\chromfs\Savannah\ChromData\CVGG2\20221217-82806.b\22GL17006.D
Lims ID: cevis g3
Client ID:
Sample Type: CCVIS
Inject. Date: 17-Dec-2022 18:28:59 ALS Bottle#: 6 Worklist Smp#:
Injection Vol: 1.0ul Dil. Factor: 1.0000
Sample Info: 680-0082806-006
Operator ID: Instrument ID: CVGG2
Sublist: chrom-8015_GLY_VGG*sub2
Method: \\chromfs\Savannah\ChromData\CVGG2\20221217-82806.b\8015_GLY_VGG.m
Limit Group: 8015C_DAI
Last Update: 18-Dec-2022 10:32:37 Calib Date: 15-Dec-2022 15:34:13
Integrator: Falcon
Quant Method: Internal Standard Quant By: Initial Calibration
Last ICal File: \\chromfs\Savannah\ChromData\CVGG2\20221215-82752.b\22GL15012.D
Column 1: J&W DB WAX (0.45 mm) Det: GC FID2B
Process Host: CTX1606
First Level Reviewer: SKOU Date: 17-Dec-2022 19:57:50
RT Exp RT | DIt RT Cal Amt | OnCol Amt
(min.) (min.) (min.) | Response ug/ml ug/ml Flags

1 Ethanol, 2-propoxy

4.018 4.018 0.000 1387563 20.0 22.0
2 4-Hydroxy-4-methyl-2-pentanone

4839 4839 0.000 1467608 20.0 22.2
3 2-Butoxyethanol

5.208 5.208 0.000 1492941 20.0 21.9

* 4 n-Heptyl Alcohol

5738 5.738  0.000 6078535 50.0 50.0
5 Dipropylene Glycol Methyl Ether

6.863 6.863  0.000 123838 20.0 25.5
6 Propylene glycol

7.809 7.809 0.000 1022964 20.0 24.7
7 Ethylene glycol

8.235 8235 0.000 910478 20.0 22.6
8 2-(2-Butoxyethoxy)ethanol

9.503 9.503 0.000 1373894 20.0 22.8
9 2,2'-Oxybisethanol

10.186 10.186 0.000 871421 20.0 22.5
10 Triethylene Glycol

11.167 11.167 0.000 821769 20.0 20.8
11 Tetraethylene Glycol

12.835 12.835 0.000 1619024 40.0 425

QC Flag Legend
Processing Flags
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Report Date: 18-Dec-2022 10:32:37 Chrom Revision: 2.3 01-Dec-2022 08:01:02

Reagents:
SG_GlylCV_00056 Amount Added: 10.00 Units: uL
SG_GLY_ISTD_00099 Amount Added: 10.00 Units: uL Run Reagent
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Report Date: 18-Dec-2022 10:32:37

Chrom Revision: 2.3 01-Dec-2022 08:01:02

Eurofins Savannah

Data File: \\chromfs\Savannah\ChromData\CVGG2\20221217-82806.b\22GL17006.D
Injection Date: 17-Dec-2022 18:28:59 Instrument ID: CVGG2 Operator ID:
Lims ID: cevis g3 Worklist Smp#: 6
Client ID:
Injection Vol: 1.0ul Dil. Factor: 1.0000 ALS Bottle#: 6
Method: 8015 _GLY_VGG Limit Group: 8015C_DAI
Column: J&W DB WAX ( 0.45 mm)
GC FID2B, 22GL17006.D
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Report Date: 18-Dec-2022 10:32:39 Chrom Revision: 2.3 01-Dec-2022 08:01:02

Eurofins Savannah
Target Compound Quantitation Report

Data File: \\chromfs\Savannah\ChromData\CVGG2\20221217-82806.b\22GL17024.D
Lims ID: ccv g3
Client ID:
Sample Type: Cccv
Inject. Date: 18-Dec-2022 01:21:24 ALS Bottle#: 24 Worklist Smp#:
Injection Vol: 1.0ul Dil. Factor: 1.0000
Sample Info: 680-0082806-024
Operator ID: Instrument ID: CVGG2
Sublist: chrom-8015_GLY_VGG*sub2
Method: \\chromfs\Savannah\ChromData\CVGG2\20221217-82806.b\8015_GLY_VGG.m
Limit Group: 8015C_DAI
Last Update: 18-Dec-2022 10:32:39 Calib Date: 15-Dec-2022 15:34:13
Integrator: Falcon
Quant Method: Internal Standard Quant By: Initial Calibration
Last ICal File: \\chromfs\Savannah\ChromData\CVGG2\20221215-82752.b\22GL15012.D
Column 1: J&W DB WAX ( 0.45 mm) Det: GC FID2B
Process Host: CTX1606
RT Exp RT | DIt RT Cal Amt | OnCol Amt
(min.) | (min.) | (min.) | Response ug/ml ug/ml Flags

1 Ethanol, 2-propoxy

4.020 4.020 0.000 1500917 20.0 21.5
2 4-Hydroxy-4-methyl-2-pentanone

4.847 4.847  0.000 1542294 20.0 21.1
3 2-Butoxyethanol

5.213 5.213  0.000 1607037 20.0 21.3
* 4 n-Heptyl Alcohol

5.743 5743  0.000 6728487 50.0 50.0
5 Dipropylene Glycol Methyl Ether

6.870 6.870  0.000 123784 20.0 23.0
6 Propylene glycol

7.810 7.810 0.000 935588 20.0 20.4
7 Ethylene glycol

8.245 8.245 0.000 865717 20.0 19.4
8 2-(2-Butoxyethoxy)ethanol

9.505 9.505  0.000 1407368 20.0 21.1
9 2,2'-Oxybisethanol

10.187 10.187 0.000 888220 20.0 20.7
10 Triethylene Glycol

11.169 11.169 0.000 803911 20.0 18.2
11 Tetraethylene Glycol

12.839 12.839 0.000 1214374 40.0 27.7
Reagents:
SG_Gly _CAL_00047 Amount Added: 10.00 Units: uL
SG_GLY_ISTD_00099 Amount Added: 10.00 Units: uL Run Reagent
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Report Date: 18-Dec-2022 10:32:39 Chrom Revision: 2.3 01-Dec-2022 08:01:02
Eurofins Savannah

Data File: \\chromfs\Savannah\ChromData\CVGG2\20221217-82806.b\22GL17024.D

Injection Date: 18-Dec-2022 01:21:24 Instrument ID: CVGG2 Operator ID:

Lims ID: ccv g3 Worklist Smp#: 24
Client ID:

Injection Vol: 1.0ul Dil. Factor: 1.0000 ALS Bottle#: 24
Method: 8015 _GLY_VGG Limit Group: 8015C_DAI

Column: J&W DB WAX ( 0.45 mm)
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Report Date: 17-Dec-2022 11:05:34

Data File:
Lims ID:
Client ID:

Sample Type:
Inject. Date:
Injection Vol:
Sample Info:
Operator ID:

Method:

Limit Group:
Last Update:

Integrator:

Quant Method:
Last ICal File:

Column1:

Process Host:

Chrom Revision: 2.3 01-Dec-2022 08:01:02

Eurofins Savannah
Target Compound Quantitation Report

\\chromfs\Savannah\ChromData\CVGG2\20221216-82779.b\22GL16013.D
mb

MB
16-Dec-2022 20:31:18 ALS Bottle#: 13 Worklist Smp#:
1.0ul Dil. Factor: 1.0000
680-0082779-013

Instrument ID: CVGG2
\\chromfs\Savannah\ChromData\CVGG2\20221216-82779.b\8015_GLY_VGG.m
8015C_DAI
17-Dec-2022 10:58:31 Calib Date: 15-Dec-2022 15:34:13
Falcon
Internal Standard Quant By: Initial Calibration

\\chromfs\Savannah\ChromData\CVGG2\20221215-82752.b\22GL15012.D

J&W DB WAX ( 0.45 mm) Det: GC FID2B
CTX1633

First Level Reviewer: SWK1 Date: 17-Dec-2022 10:57:16

RT
(min.)

Exp RT
(min.)

DIt RT Cal Amt [ OnCol Amt
(min.) | Response ug/ml ug/ml Flags

3 2-Butoxyethanol 7

5.206
LOD =

5.206
0.5000

0.000 10024 0.1184

~

* 4 n-Heptyl Alcohol

5.745

7 Ethylene glycol

8.236
LOD =

5.738

8.243
0.6600

0.007 7554663 50.0 50.0

-0.007 2088 0.0417

~

QC Flag Legend
Processing Flags

7 - Failed Limit of Detection
Reagents:
SG_GLY_ISTD_00099 Amount Added: 10.00 Units: uL Run Reagent
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Report Date: 17-Dec-2022 11:05:34 Chrom Revision: 2.3 01-Dec-2022 08:01:02

Data File:
Injection Date:
Lims ID:
Client ID:
Injection Vol:
Method:

Eurofins Savannah
\\chromfs\Savannah\ChromData\CVGG2\20221216-82779.b\22GL16013.D

16-Dec-2022 20:31:18 Instrument ID: CVGG2 Operator ID:

mb Worklist Smp#:

1.0 ul Dil. Factor: 1.0000 ALS Bottle#:
8015_GLY_VGG Limit Group: 8015C_DAI

Column: J&W DB WAX ( 0.45 mm)

13

13

237

227

217

207

197

187

17

167

157

14

137

Y ( X100000)

127

107

BN @9 B G O N R 9

GC FID2B, 22GL16013.D

* n-Heptyl Alcohol( 5.745)

D | | Ll ||

T
4.0 5.0 6.0 7.0 8.0 9.0 10.0 11.0 12.0 13.0

14.0

T 1
15.0 16.0
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Report Date: 18-Dec-2022 10:32:39

Data File:
Lims ID:
Client ID:

Sample Type:
Inject. Date:
Injection Vol:
Sample Info:
Operator ID:

Method:

Limit Group:
Last Update:

Integrator:

Quant Method:

Chrom Revision: 2.3 01-Dec-2022 08:01:02

Eurofins Savannah
Target Compound Quantitation Report

\\chromfs\Savannah\ChromData\CVGG2\20221217-82806.b\22GL17010.D
mb

MB
17-Dec-2022 19:59:17 ALS Bottle#: 10 Worklist Smp#:
1.0ul Dil. Factor: 1.0000
680-0082806-010

Instrument ID: CVGG2
\\chromfs\Savannah\ChromData\CVGG2\20221217-82806.b\8015_GLY_VGG.m
8015C_DAI
18-Dec-2022 10:32:37 Calib Date: 15-Dec-2022 15:34:13
Falcon
Internal Standard Quant By: Initial Calibration

Last ICal File: \\chromfs\Savannah\ChromData\CVGG2\20221215-82752.b\22GL15012.D
Column1: J&W DB WAX ( 0.45 mm) Det: GC FID2B
Process Host: CTX1606
First Level Reviewer: SWK1 Date: 18-Dec-2022 10:31:30
RT Exp RT | DIt RT Cal Amt [ OnCol Amt
(min.) | (min.) | (min.) | Response ug/ml ug/ml Flags
3 2-Butoxyethanol 7
5.202 5.208 -0.006 9306 0.1102 7
LOD= 0.5000

* 4 n-Heptyl Alcohol

5.741

5.738

0.003 7536137 50.0 50.0

QC Flag Legend
Processing Flags

7 - Failed Limit of Detection
Reagents:
SG_GLY_ISTD_00099 Amount Added: 10.00 Units: uL Run Reagent
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Report Date: 18-Dec-2022 10:32:39 Chrom Revision: 2.3 01-Dec-2022 08:01:02

Eurofins Savannah
Data File: \\chromfs\Savannah\ChromData\CVGG2\20221217-82806.b\22GL17010.D

Injection Date: 17-Dec-2022 19:59:17 Instrument ID: CVGG2 Operator ID:

Lims ID: mb Worklist Smp#: 10
Client ID:

Injection Vol: 1.0ul Dil. Factor: 1.0000 ALS Bottle#: 10
Method: 8015 _GLY_VGG Limit Group: 8015C_DAI

Column: J&W DB WAX ( 0.45 mm)

237

GC FID2B, 22GL17010.D

227
217
207

197

* n-Heptyl Alcohol( 5.741)

187

17

167

157

14

137

Y ( X100000)

127

107

BN @9 B G O N R 9

[ | L || || D || L.l | | 11 |
U 1 1 1 1 1 1 1 1 1 1 1 1 1
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Report Date: 17-Dec-2022 11:05:40 Chrom Revision: 2.3 01-Dec-2022 08:01:02

Eurofins Savannah
Target Compound Quantitation Report

Data File: \\chromfs\Savannah\ChromData\CVGG2\20221216-82779.b\22GL16006.D
Lims ID: Ics
Client ID:
Sample Type: LCS
Inject. Date: 16-Dec-2022 17:42:55 ALS Bottle#: 6 Worklist Smp#:
Injection Vol: 1.0ul Dil. Factor: 1.0000
Sample Info: 680-0082779-006
Operator ID: Instrument ID: CVGG2
Method: \\chromfs\Savannah\ChromData\CVGG2\20221216-82779.b\8015_GLY_VGG.m
Limit Group: 8015C_DAI
Last Update: 17-Dec-2022 11:05:40 Calib Date: 15-Dec-2022 15:34:13
Integrator: Falcon
Quant Method: Internal Standard Quant By: Initial Calibration
Last ICal File: \\chromfs\Savannah\ChromData\CVGG2\20221215-82752.b\22GL15012.D
Column 1: J&W DB WAX (10.45 mm) Det: GC FID2B
Process Host: CTX1633
RT Exp RT | DIt RT Cal Amt | OnCol Amt
(min.) (min.) (min.) Response ug/mi ug/mi Flags

1 Ethanol, 2-propoxy

4010 4.011 -0.001 1352650 20.0 22.3
2 4-Hydroxy-4-methyl-2-pentanone

4836 4.839 -0.003 1424145 20.0 22.4
3 2-Butoxyethanol

5.205 5.206 -0.001 1519344 20.0 23.2
* 4 n-Heptyl Alcohol

5.736 5.738 -0.002 5848652 50.0 50.0
5 Dipropylene Glycol Methyl Ether

6.862 6.863 -0.001 117782 20.0 25.2
6 Propylene glycol

7.831 7.837 -0.006 904233 20.0 22.7
7 Ethylene glycol

8.240 8.243 -0.003 877278 20.0 22.6
8 2-(2-Butoxyethoxy)ethanol

9.503 9.504 -0.001 1295464 20.0 22.3
9 2,2'-Oxybisethanol

10.185 10.185 0.000 799798 20.0 21.5
10 Triethylene Glycol

11.166 11.167 -0.001 832092 20.0 22.0
11 Tetraethylene Glycol

12.835 12.835 0.000 1562198 40.0 42.6
Reagents:
SG_GlylCV_00056 Amount Added: 10.00 Units: uL
SG_GLY_ISTD_00099 Amount Added: 10.00 Units: uL Run Reagent
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Report Date: 17-Dec-2022 11:05:40 Chrom Revision: 2.3 01-Dec-2022 08:01:02
Eurofins Savannah

Data File: \\chromfs\Savannah\ChromData\CVGG2\20221216-82779.b\22GL16006.D

Injection Date: 16-Dec-2022 17:42:55 Instrument ID: CVGG2 Operator ID:

Lims ID: Ics Worklist Smp#: 6
Client ID:

Injection Vol: 1.0ul Dil. Factor: 1.0000 ALS Bottle#: 6
Method: 8015 _GLY_VGG Limit Group: 8015C_DAI

Column: J&W DB WAX ( 0.45 mm)

GC FID2B, 22GL16006.D
187

17

167

157

* n-Heptyl Alcohol( 5.736)

147

137

127

2-(2-Butoxyethoxy)ethanol( 9.503)

117

107

Y (X100000)
2,2'-Oxybisethanol( 10.185)
Triethylene Glycol( 11.166)

Tetraethylene Glycol( 12.835)

2-Butoxyethanol( 5.205)

Ethanol, 2-propoxy( 4.010)
4-Hydroxy-4-methyl-2-pentanone( 4.836)

Ethylene glycol( 8.240)

ropylene glycol( 7.831)

P

oA

T T T T T T T T 1
.0 8.0 9.0 10.0 11.0 12.0 13.0 14.0 15.0 16.0

Min
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Report Date: 18-Dec-2022 10:32:38 Chrom Revision: 2.3 01-Dec-2022 08:01:02

Eurofins Environment Testing America
Target Compound Quantitation Report

Data File: \\chromfs\Savannah\ChromData\CVGG2\20221217-82806.b\-22GL17006-LCS.d
Lims ID: LCS
Client ID:
Sample Type: LCS
Inject. Date: 17-Dec-2022 18:28:59 ALS Bottle#: 6 Worklist Smp#:
Injection Vol: 1.0ul Dil. Factor: 1.0000
Sample Info: 680-0082806-006
Operator ID: Instrument ID: CVGG2
Method: \\chromfs\Savannah\ChromData\CVGG2\20221217-82806.b\8015_GLY_VGG.m
Limit Group: 8015C_DAI
Last Update: 18-Dec-2022 10:32:37 Calib Date: 15-Dec-2022 15:34:13
Integrator: Falcon
Quant Method: Internal Standard Quant By: Initial Calibration
Last ICal File: \\chromfs\Savannah\ChromData\CVGG2\20221215-82752.b\22GL15012.D
Column 1: J&W DB WAX (10.45 mm) Det: GC FID2B
Process Host: CTX1606
First Level Reviewer: SKOU Date: 17-Dec-2022 19:57:50
RT Exp RT | DIt RT Cal Amt [ OnCol Amt
(min.) (min.) (min.) | Response ug/mli ug/ml Flags

1 Ethanol, 2-propoxy

4.018 4.018 0.000 1387563 20.0 22.0
2 4-Hydroxy-4-methyl-2-pentanone

4839 4.839 0.000 1467608 20.0 22.2
3 2-Butoxyethanol

5.208 5.208 0.000 1492941 20.0 21.9

* 4 n-Heptyl Alcohol

5.738 5.738 0.000 6078535 50.0 50.0
5 Dipropylene Glycol Methyl Ether

6.863 6.863 0.000 123838 20.0 25.5
6 Propylene glycol

7.809 7.809 0.000 1022964 20.0 24.7
7 Ethylene glycol

8.235 8.235 0.000 910478 20.0 22.6
8 2-(2-Butoxyethoxy)ethanol

9.503 9.503 0.000 1373894 20.0 22.8
9 2,2'-Oxybisethanol

10.186 10.186 0.000 871421 20.0 22.5
10 Triethylene Glycol

11.167 11.167 0.000 821769 20.0 20.8
11 Tetraethylene Glycol

12.835 12.835 0.000 1619024 40.0 42.5

QC Flag Legend
Processing Flags

Page 128 of 159

1006

1/23/2023 6:17
PM



Report Date: 18-Dec-2022 10:32:38 Chrom Revision: 2.3 01-Dec-2022 08:01:02

Reagents:
SG_GlylCV_00056 Amount Added: 10.00 Units: uL
SG_GLY_ISTD_00099 Amount Added: 10.00 Units: uL Run Reagent
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Report Date: 18-Dec-2022 10:32:38

Chrom Revision: 2.3 01-Dec-2022 08:01:02
Eurofins Environment Testing America

Data File: \\chromfs\Savannah\ChromData\CVGG2\20221217-82806.b\-22GL17006-LCS.d
Injection Date: 17-Dec-2022 18:28:59 Instrument ID: CVGG2 Operator ID:
Lims ID: LCS Worklist Smp#: 1006
Client ID:
Injection Vol: 1.0ul Dil. Factor: 1.0000 ALS Bottle#: 6
Method: 8015 _GLY_VGG Limit Group: 8015C_DAI
Column: J&W DB WAX ( 0.45 mm)
GC FID2B, -22GL17006-LCS.d
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Report Date: 17-Dec-2022 11:05:41 Chrom Revision: 2.3 01-Dec-2022 08:01:02

Eurofins Savannah
Target Compound Quantitation Report

Data File: \\chromfs\Savannah\ChromData\CVGG2\20221216-82779.b\22GL16007.D
Lims ID: lcsd
Client ID:
Sample Type: LCSD
Inject. Date: 16-Dec-2022 18:05:34 ALS Bottle#: 7 Worklist Smp#:
Injection Vol: 1.0ul Dil. Factor: 1.0000
Sample Info: 680-0082779-007
Operator ID: Instrument ID: CVGG2
Method: \\chromfs\Savannah\ChromData\CVGG2\20221216-82779.b\8015_GLY_VGG.m
Limit Group: 8015C_DAI
Last Update: 17-Dec-2022 11:05:40 Calib Date: 15-Dec-2022 15:34:13
Integrator: Falcon
Quant Method: Internal Standard Quant By: Initial Calibration
Last ICal File: \\chromfs\Savannah\ChromData\CVGG2\20221215-82752.b\22GL15012.D
Column 1: J&W DB WAX (10.45 mm) Det: GC FID2B
Process Host: CTX1633
RT Exp RT | DIt RT Cal Amt | OnCol Amt
(min.) (min.) (min.) Response ug/mi ug/mi Flags

1 Ethanol, 2-propoxy

4011 4.011 0.000 1374963 20.0 23.4
2 4-Hydroxy-4-methyl-2-pentanone

4841  4.839 0.002 1447187 20.0 235
3 2-Butoxyethanol

5.206 5.206 0.000 1546495 20.0 24.4
* 4 n-Heptyl Alcohol

5.736 5.738 -0.002 5666050 50.0 50.0
5 Dipropylene Glycol Methyl Ether

6.863 6.863 0.000 120229 20.0 26.6
6 Propylene glycol

7.843 7.837 0.006 932107 20.0 24.1
7 Ethylene glycol

8.241 8.243 -0.002 911884 20.0 24.3
8 2-(2-Butoxyethoxy)ethanol

9.503 9.504 -0.001 1340429 20.0 23.8
9 2,2'-Oxybisethanol

10.186 10.185 0.001 843275 20.0 23.4
10 Triethylene Glycol

11.166 11.167 -0.001 882763 20.0 24.3
11 Tetraethylene Glycol

12.836 12.835 0.001 1630575 40.0 46.2
Reagents:
SG_GlylCV_00056 Amount Added: 10.00 Units: uL
SG_GLY_ISTD_00099 Amount Added: 10.00 Units: uL Run Reagent
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Report Date: 17-Dec-2022 11:05:41

Eurofins Savannah

Chrom Revision: 2.3 01-Dec-2022 08:01:02

Data File: \\chromfs\Savannah\ChromData\CVGG2\20221216-82779.b\22GL16007.D
Injection Date: 16-Dec-2022 18:05:34 Instrument ID: CVGG2 Operator ID:
Lims ID: Icsd Worklist Smp#: 7
Client ID:
Injection Vol: 1.0ul Dil. Factor: 1.0000 ALS Bottle#: 7
Method: 8015 _GLY_VGG Limit Group: 8015C_DAI
Column: J&W DB WAX ( 0.45 mm)
GC FID2B, 22GL16007.D
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Report Date: 18-Dec-2022 10:32:38

Eurofins Savannah
Target Compound Quantitation Report

\\chromfs\Savannah\ChromData\CVGG2\20221217-82806.b\22GL17007.D

Data File:

Lims ID: Icsd

Client ID:

Sample Type: LCSD

Inject. Date: 17-Dec-2022 18:51:36
Injection Vol: 1.0ul

Sample Info: 680-0082806-007
Operator ID:

Method:

Limit Group: 8015C_DAI

Last Update: 18-Dec-2022 10:32:37
Integrator: Falcon

Quant Method: Internal Standard

Last ICal File:

Column 1: J&W DB WAX ( 0.45 mm)

Process Host: CTX1606

Chrom Revision: 2.3 01-Dec-2022 08:01:02

ALS Bottle#:

Dil. Factor:

Instrument ID:

Calib Date:

Quant By:

First Level Reviewer: SWK1 Date:

RT Exp RT | DIt RT Cal Amt [ OnCol Amt
(min.) | (min.) | (min.) | Response ug/ml ug/ml Flags
1 Ethanol, 2-propoxy
4.022 4.018 0.004 1200021 20.0 20.9
2 4-Hydroxy-4-methyl-2-pentanone
4844  4.839 0.005 1265816 20.0 21.1
3 2-Butoxyethanol
5.212 5.208 0.004 1276762 20.0 20.6

* 4 n-Heptyl Alcohol
5.739 5.738 0.001 5536898 50.0 50.0
5 Dipropylene Glycol Methyl Ether

6.865 6.863 0.002 102884 20.0 23.3
6 Propylene glycol M
7.802 7.809 -0.007 914828 20.0 243 M
7 Ethylene glycol M
8.241 8.235 0.006 837779 20.0 228 M
8 2-(2-Butoxyethoxy)ethanol
9.504  9.503 0.001 1137004 20.0 20.7
9 2,2'-Oxybisethanol
10.187 10.186 0.001 757095 20.0 215
10 Triethylene Glycol
11.167 11.167 0.000 685730 20.0 18.9
11 Tetraethylene Glycol
12.835 12.835 0.000 1317757 40.0 37.6

QC Flag Legend
Processing Flags
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7 Worklist Smp#:

1.0000

CVGG2

\\chromfs\Savannah\ChromData\CVGG2\20221217-82806.b\8015_GLY_VGG.m

15-Dec-2022 15:34:13

Initial Calibration

\\chromfs\Savannah\ChromData\CVGG2\20221215-82752.b\22GL15012.D

Det: GC FID2B

18-Dec-2022 10:31:02

1/23/2023 6:17
PM



Report Date: 18-Dec-2022 10:32:38 Chrom Revision: 2.3 01-Dec-2022 08:01:02
Review Flags
M - Manually Integrated

Reagents:
SG_GlylCV_00056 Amount Added: 10.00 Units: uL
SG_GLY_ISTD_00099 Amount Added: 10.00 Units: uL Run Reagent
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Report Date: 18-Dec-2022 10:32:38

Eurofins Savannah

Chrom Revision: 2.3 01-Dec-2022 08:01:02

Data File: \\chromfs\Savannah\ChromData\CVGG2\20221217-82806.b\22GL17007.D
Injection Date: 17-Dec-2022 18:51:36 Instrument ID: CVGG2 Operator ID:
Lims ID: Icsd Worklist Smp#: 7
Client ID:
Injection Vol: 1.0ul Dil. Factor: 1.0000 ALS Bottle#: 7
Method: 8015 _GLY_VGG Limit Group: 8015C_DAI
Column: J&W DB WAX ( 0.45 mm)
GC FID2B, 22GL17007.D
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Report Date: 17-Dec-2022 11:05:35

Chrom Revision: 2.3 01-Dec-2022 08:01:02

Eurofins Savannah
Target Compound Quantitation Report

Data File:

Lims ID: 580-121247-C-2 MS
Client ID:

Sample Type: MS

Inject. Date: 16-Dec-2022 22:01:28
Injection Vol: 1.0ul

Sample Info: 680-0082779-017
Operator ID:

Method:

Limit Group: 8015C_DAI

Last Update: 17-Dec-2022 10:58:31
Integrator: Falcon

Quant Method: Internal Standard

Last ICal File:

Column 1: J&W DB WAX ( 0.45 mm)

Process Host: CTX1633

\\chromfs\Savannah\ChromData\CVGG2\20221216-82779.b\22GL16017.D

ALS Bottle#: 17
Dil. Factor: 1.0000

Instrument ID: CVGG2

\\chromfs\Savannah\ChromData\CVGG2\20221216-82779.b\8015_GLY_VGG.m

Calib Date: 15-Dec-2022 15:34:13

Quant By: Initial Calibration

\\chromfs\Savannah\ChromData\CVGG2\20221215-82752.b\22GL15012.D

Det: GC FID2B

First Level Reviewer: SWK1 Date: 17-Dec-2022 10:57:49
RT Exp RT | DIt RT Cal Amt | OnCol Amt
(min.) | (min.) | (min.) | Response ug/ml ug/ml Flags
* 4 n-Heptyl Alcohol
5.747 5.738  0.009 7007937 50.0 50.0
QC Flag Legend
Processing Flags
Reagents:
SG_GLY_ISTD_00099 Amount Added: 10.00 Units: uL Run Reagent
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Worklist Smp#:

17
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Report Date: 17-Dec-2022 11:05:35 Chrom Revision: 2.3 01-Dec-2022 08:01:02

Data File:
Injection Date:
Lims ID:
Client ID:
Injection Vol:
Method:

Eurofins Savannah
\\chromfs\Savannah\ChromData\CVGG2\20221216-82779.b\22GL16017.D

16-Dec-2022 22:01:28 Instrument ID: CVGG2 Operator ID:

580-121247-C-2 MS Worklist Smp#:

1.0 ul Dil. Factor: 1.0000 ALS Bottle#:
8015_GLY_VGG Limit Group: 8015C_DAI

Column: J&W DB WAX ( 0.45 mm)
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Report Date: 17-Dec-2022 11:05:36

Chrom Revision: 2.3 01-Dec-2022 08:01:02

Eurofins Savannah
Target Compound Quantitation Report

Data File:

Lims ID: 580-121247-C-2 MSD
Client ID:

Sample Type: MSD

Inject. Date: 16-Dec-2022 22:23:56
Injection Vol: 1.0ul

Sample Info: 680-0082779-018
Operator ID:

Method:

Limit Group: 8015C_DAI

Last Update: 17-Dec-2022 10:58:31
Integrator: Falcon

Quant Method: Internal Standard

Last ICal File:

Column 1: J&W DB WAX (10.45 mm)

Process Host: CTX1633

\\chromfs\Savannah\ChromData\CVGG2\20221216-82779.b\22GL16018.D

ALS Bottle#: 18
Dil. Factor: 1.0000

Instrument ID: CVGG2

\\chromfs\Savannah\ChromData\CVGG2\20221216-82779.b\8015_GLY_VGG.m

Calib Date: 15-Dec-2022 15:34:13

Quant By: Initial Calibration

\\chromfs\Savannah\ChromData\CVGG2\20221215-82752.b\22GL15012.D

Det: GC FID2B

First Level Reviewer: SWK1 Date: 17-Dec-2022 10:57:54
RT Exp RT | DIt RT Cal Amt | OnCol Amt
(min.) | (min.) | (min.) | Response ug/ml ug/ml Flags
* 4 n-Heptyl Alcohol
5.747 5.738  0.009 7588243 50.0 50.0
QC Flag Legend
Processing Flags
Reagents:
SG_GLY_ISTD_00099 Amount Added: 10.00 Units: uL Run Reagent
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Report Date: 17-Dec-2022 11:05:36 Chrom Revision: 2.3 01-Dec-2022 08:01:02

Data File:
Injection Date:
Lims ID:
Client ID:
Injection Vol:
Method:

Eurofins Savannah
\\chromfs\Savannah\ChromData\CVGG2\20221216-82779.b\22GL16018.D

16-Dec-2022 22:23:56 Instrument ID: CVGG2 Operator ID:

580-121247-C-2 MSD Worklist Smp#:

1.0 ul Dil. Factor: 1.0000 ALS Bottle#:
8015_GLY_VGG Limit Group: 8015C_DAI

Column: J&W DB WAX ( 0.45 mm)
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