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Job Notes

This report is issued solely for the use of the person or company to whom it is addressed. Any use, copying or disclosure
other than by the intended recipient is unauthorized. If you have received this report in error, please notify the sender and
destroy this report immediately. This report shall not be reproduced except in full, without prior express written approval by
the laboratory.

The data in the report relate to the field sample(s) as received by the laboratory and associated QC. All results have been
reviewed and have been found to be compliant with laboratory and accreditation requirements, with the exception of the
noted deviation(s). For questions, please contact the Project Manager.

The test results in this report relate only to the samples as received by the laboratory and will meet all requirements of the
methodology, with any exceptions noted. This report shall not be reproduced except in full, without the express written
approval of the laboratory. All questions should be directed to the Eurofins Environment Testing Northwest, LLC Project
Manager.

Authorization

m 9‘“}' W Generated

3/27/2023 4:24 PM

Authorized for release by

Marie E Walker, Senior Project Manager
M.Elaine.Walker@et.eurofinsus.com
253 248-4972

Eurofins Seattle is a laboratory within Eurofins Environment Testing Northwest, LLC, a company within Eurofins Environment Testing Group of Companies
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Definitions/Glossary

Client: AECOM Job ID: 580-125072-1
Project/Site: Red Hill - AFFF Assessment Sampling

Qualifiers

GC Semi VOA

Qualifier Qualifier Description

M Manual integrated compound.

Q One or more quality control criteria failed.

u Undetected at the Limit of Detection.

Glossary

Abbreviation

These commonly used abbreviations may or may not be present in this report.

o

%R
CFL
CFU
CNF
DER
Dil Fac
DL
DL, RA, RE, IN
DLC
EDL
LOD
LOQ
MCL
MDA
MDC
MDL
ML
MPN
MQL
NC
ND
NEG
POS
PQL
PRES
QC
RER
RL
RPD
TEF
TEQ
TNTC

Listed under the "D" column to designate that the result is reported on a dry weight basis
Percent Recovery

Contains Free Liquid

Colony Forming Unit

Contains No Free Liquid

Duplicate Error Ratio (normalized absolute difference)
Dilution Factor

Detection Limit (DoD/DOE)

Indicates a Dilution, Re-analysis, Re-extraction, or additional Initial metals/anion analysis of the sample
Decision Level Concentration (Radiochemistry)

Estimated Detection Limit (Dioxin)

Limit of Detection (DoD/DOE)

Limit of Quantitation (DoD/DOE)

EPA recommended "Maximum Contaminant Level"
Minimum Detectable Activity (Radiochemistry)

Minimum Detectable Concentration (Radiochemistry)
Method Detection Limit

Minimum Level (Dioxin)

Most Probable Number

Method Quantitation Limit

Not Calculated

Not Detected at the reporting limit (or MDL or EDL if shown)
Negative / Absent

Positive / Present

Practical Quantitation Limit

Presumptive

Quality Control

Relative Error Ratio (Radiochemistry)

Reporting Limit or Requested Limit (Radiochemistry)
Relative Percent Difference, a measure of the relative difference between two points
Toxicity Equivalent Factor (Dioxin)

Toxicity Equivalent Quotient (Dioxin)

Too Numerous To Count
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CASE NARRATIVE
Client: AECOM
Project: Red Hill - AFFF Assessment Sampling
Report Number: 580-125072-1

This case narrative is in the form of an exception report, where only the anomalies related to this report, method specific performance
and/or QA/QC issues are discussed. If there are no issues to report, this narrative will include a statement that documents that there are
no relevant data issues.

It should be noted that samples with elevated Reporting Limits (RLs) resulting from a dilution may not be able to satisfy customer
reporting limits in some cases. Such increases in the RLs are an unavoidable but acceptable consequence of sample dilution that
enables quantification of target analytes within the calibration range of the instrument or that reduces the interferences thereby enabling
the quantification of target analytes.

Calculations are performed before rounding to avoid round-off errors in calculated results.

All holding times were met and proper preservation noted for the methods performed on these samples, unless otherwise detailed in the
individual sections below.

RECEIPT
Five samples were received on 3/22/2023 10:30 AM. Unless otherwise noted below, the samples arrived in good condition, and where
required, properly preserved and on ice. The temperature of the cooler at receipt was 4.5° C.

Note: All samples which require thermal preservation are considered acceptable if the arrival temperature is within 2C of the required
temperature or method specified range. For samples with a specified temperature of 4C, samples with a temperature ranging from just
above freezing temperature of water to 6C shall be acceptable. Samples that are hand delivered immediately following collection may not
meet these criteria, however they will be deemed acceptable according to NELAC standards, if there is evidence that the chilling process
has begun, such as arrival on ice, etc.

GLYCOLS

Samples AF-RHMW04-WGNO01LF-2303W3 (580-125072-1), AF-RHMW06-WGNO1LF-2303W3 (580-125072-2),
AF-RHMW16-WGNO1LF-2303W3 (580-125072-3), AF-RHMW12A-WGNO1LF-2303W3 (580-125072-4) and
AF-RHMW12A-WGFDO01LF-2303W3 (580-125072-5) were analyzed for glycols in accordance with EPA SW-846 Method 8015B -
DAI. The samples were analyzed on 03/26/2023.

The closing continuing calibration verification (CCV) associated with batch 680-769675 recovered above the upper control limit for 2-
(2-Butoxyethoxy)ethanol. The samples associated with this CCV were non-detects for the affected analytes; therefore, the data have
been reported. The associated sample is impacted: (CCV 680-769675/26).

No additional analytical or quality issues were noted, other than those described above or in the Definitions/Glossary page.
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Detection Summary

Client: AECOM Job ID: 580-125072-1
Project/Site: Red Hill - AFFF Assessment Sampling

Client Sample ID: AF-RHMWO04-WGNO01LF-2303W3 Lab Sample ID: 580-125072-1
| No Detections.

Client Sample ID: AF-RHMWO06-WGNO01LF-2303W3 Lab Sample ID: 580-125072-2
| No Detections.

Client Sample ID: AF-RHMW16-WGNO1LF-2303W3 Lab Sample ID: 580-125072-3
| No Detections.

Client Sample ID: AF-RHMW12A-WGNO1LF-2303W3 Lab Sample ID: 580-125072-4
| No Detections.

Client Sample ID: AF-RHMW12A-WGFDO1LF-2303W3 Lab Sample ID: 580-125072-5

[ No Detections.

This Detection Summary does not include radiochemical test results.
Eurofins Seattle
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Client Sample Results

Client: AECOM
Project/Site: Red Hill - AFFF Assessment Sampling

Job ID: 580-125072-1

Client Sample ID: AF-RHMW04-WGNO1LF-2303W3
Date Collected: 03/20/23 10:20
Date Received: 03/22/23 10:30

Lab Sample ID: 580-125072-1
Matrix: Water

Method: SW846 8015C GLY - Glycols- Direct Injection (GC/FID)

Analyte Result Qualifier LOQ DL Unit D Prepared Analyzed Dil Fac

2-(2-Butoxyethoxy)ethanol 30 UMQ 5.0 1.1 mglL B 03/26/23 17:20 1
Client Sample ID: AF-RHMWO06-WGNO1LF-2303W3 Lab Sample ID: 580-125072-2
Date Collected: 03/20/23 12:10 Matrix: Water
Date Received: 03/22/23 10:30
7Method: SW846 8015C GLY - Glycols- Direct Injection (GC/FID)

Analyte Result Qualifier LoOQ DL Unit D Prepared Analyzed Dil Fac

2-(2-Butoxyethoxy)ethanol 3.0 UMQ 5.0 1.1 mg/L N 03/26/23 17:44 1
Client Sample ID: AF-RHMW16-WGNO01LF-2303W3 Lab Sample ID: 580-125072-3
Date Collected: 03/20/23 12:00 Matrix: Water
Date Received: 03/22/23 10:30

Method: SW846 8015C GLY - Glycols- Direct Injection (GC/FID)

Analyte Result Qualifier LoQ DL Unit D Prepared Analyzed Dil Fac

2-(2-Butoxyethoxy)ethanol 3.0 UMQ 5.0 1.1 mg/L B 03/26/23 18:54 1
Client Sample ID: AF-RHMW12A-WGNO01LF-2303W3 Lab Sample ID: 580-125072-4
Date Collected: 03/20/23 09:30 Matrix: Water
Date Received: 03/22/23 10:30

Method: SW846 8015C GLY - Glycols- Direct Injection (GC/FID)

Analyte Result Qualifier LOQ DL Unit D Prepared Analyzed Dil Fac

2-(2-Butoxyethoxy)ethanol 30 UQ 5.0 1.1 mg/L N 03/26/23 19:17 1
Client Sample ID: AF-RHMW12A-WGFDO1LF-2303W3 Lab Sample ID: 580-125072-5
Date Collected: 03/20/23 09:30 Matrix: Water
Date Received: 03/22/23 10:30

Method: SW846 8015C GLY - Glycols- Direct Injection (GC/FID)

Analyte Result Qualifier LoQ DL Unit D Prepared Analyzed Dil Fac

2-(2-Butoxyethoxy)ethanol 3.0 UMQ 5.0 1.1 mg/L N 03/26/23 19:41 1
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Default Detection Limits
Client: AECOM

Project/Site: Red Hill - AFFF Assessment Sampling
Method: 8015C GLY - Glycols- Direct Injection (GC/FID)

Analyte LoQ DL  Units
2-(2-Butoxyethoxy)ethanol 5.0 1.1 mg/lL

Job ID: 580-125072-1

Eurofins Seattle
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QC Sample Results
Client: AECOM
Project/Site: Red Hill - AFFF Assessment Sampling

Job ID: 580-125072-1

Method: 8015C GLY - Glycols- Direct Injection (GC/FID)

Matrix: Water
Analysis Batch: 769675

Lab Sample ID: MB 680-769675/10 Client Sample ID: Method Blank

Prep Type: Total/NA

MB MB
Analyte Result Qualifier LOQ DL Unit D Prepared Analyzed Dil Fac
2-(2-Butoxyethoxy)ethanol 30 UM 5.0 1.1 mg/L B 03/26/23 14:36 1
Lab Sample ID: LCS 680-769675/6 Client Sample ID: Lab Control Sample
Matrix: Water Prep Type: Total/NA
Analysis Batch: 769675
Spike LCS LCS %Rec
Analyte Added Result Qualifier Unit D %Rec Limits
2-(2-Butoxyethoxy)ethanol 20.0 19.8 mg/L B 99 50-150
Lab Sample ID: LCSD 680-769675/7 Client Sample ID: Lab Control Sample Dup
Matrix: Water Prep Type: Total/NA
Analysis Batch: 769675
Spike LCSD LCSD %Rec RPD

Analyte Added Result Qualifier Unit D %Rec Limits RPD Limit
2-(2-Butoxyethoxy)ethanol 20.0 19.5 mg/L B 97 50-150 2 50
Lab Sample ID: 580-125072-2 MS Client Sample ID: AF-RHMW06-WGNO1LF-2303W3
Matrix: Water Prep Type: Total/NA
Analysis Batch: 769675

Sample Sample Spike MS MS %Rec
Analyte Result Qualifier Added Result Qualifier Unit D %Rec Limits
2-(2-Butoxyethoxy)ethanol 3.0 UMQ 20.0 21.3 mg/L 107  50-150
Lab Sample ID: 580-125072-2 MSD Client Sample ID: AF-RHMW06-WGNO1LF-2303W3
Matrix: Water Prep Type: Total/NA
Analysis Batch: 769675

Sample Sample Spike MSD MSD %Rec RPD
Analyte Result Qualifier Added Result Qualifier Unit D %Rec Limits RPD Limit
2-(2-Butoxyethoxy)ethanol 3.0 UMQ 20.0 20.4 mg/L 102 50-150 4 50
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QC Association Summary

Client: AECOM
Project/Site: Red Hill - AFFF Assessment Sampling

Job ID: 580-125072-1

GC Semi VOA

Analysis Batch: 769675

Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch
580-125072-1 AF-RHMWO04-WGNO1LF-2303W3 Total/NA Water 8015C GLY
580-125072-2 AF-RHMWO06-WGNO1LF-2303W3 Total/NA Water 8015C GLY
580-125072-3 AF-RHMW16-WGNO1LF-2303W3 Total/NA Water 8015C GLY
580-125072-4 AF-RHMW12A-WGNO1LF-2303W3 Total/NA Water 8015C GLY
580-125072-5 AF-RHMW12A-WGFDO1LF-2303W3 Total/NA Water 8015C GLY
MB 680-769675/10 Method Blank Total/NA Water 8015C GLY
LCS 680-769675/6 Lab Control Sample Total/NA Water 8015C GLY
LCSD 680-769675/7 Lab Control Sample Dup Total/NA Water 8015C GLY
580-125072-2 MS AF-RHMWO06-WGNO1LF-2303W3 Total/NA Water 8015C GLY
580-125072-2 MSD AF-RHMWO06-WGNO1LF-2303W3 Total/NA Water 8015C GLY
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Lab Chronicle

Client: AECOM
Project/Site: Red Hill - AFFF Assessment Sampling

Job ID: 580-125072-1

Client Sample ID: AF-RHMW04-WGNO1LF-2303W3
Date Collected: 03/20/23 10:20
Date Received: 03/22/23 10:30

Lab Sample ID: 580-125072-1
Matrix: Water

Batch Batch Dilution Batch Prepared
Prep Type Type Method Run Factor Number Analyst Lab or Analyzed
Total/NA Analysis 8015C GLY 1 769675 JCK EET SAV  03/26/23 17:20
Client Sample ID: AF-RHMWO06-WGNO1LF-2303W3 Lab Sample ID: 580-125072-2
Date Collected: 03/20/23 12:10 Matrix: Water
Date Received: 03/22/23 10:30
B Batch Batch Dilution Batch Prepared
Prep Type Type Method Run Factor Number Analyst Lab or Analyzed
Total/NA Analysis 8015C GLY 1 769675 JCK EET SAV  03/26/23 17:44
Client Sample ID: AF-RHMW16-WGNO01LF-2303W3 Lab Sample ID: 580-125072-3
Date Collected: 03/20/23 12:00 Matrix: Water
Date Received: 03/22/23 10:30
Batch Batch Dilution Batch Prepared
Prep Type Type Method Run Factor Number Analyst Lab or Analyzed
Total/NA Analysis 8015C GLY 1 769675 JCK EET SAV  03/26/23 18:54
Client Sample ID: AF-RHMW12A-WGNO01LF-2303W3 Lab Sample ID: 580-125072-4
Date Collected: 03/20/23 09:30 Matrix: Water
Date Received: 03/22/23 10:30
Batch Batch Dilution Batch Prepared
Prep Type Type Method Run Factor Number Analyst Lab or Analyzed
Total/NA Analysis 8015C GLY 1 769675 JCK EET SAV  03/26/23 19:17
Client Sample ID: AF-RHMW12A-WGFDO01LF-2303W3 Lab Sample ID: 580-125072-5
Date Collected: 03/20/23 09:30 Matrix: Water
Date Received: 03/22/23 10:30
Batch Batch Dilution Batch Prepared
Prep Type Type Method Run Factor Number Analyst Lab or Analyzed
Total/NA Analysis 8015C GLY 1 769675 JCK EET SAV  03/26/23 19:41

Laboratory References:

EET SAV = Eurofins Savannah, 5102 LaRoche Avenue, Savannah, GA 31404, TEL (912)354-7858
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ISO/IEC 17025 Accredited
Chemical Testing Lab

E’MCCREDITEDE

180 17034 Accredited
Reference Material Producer
Cert. No. 3031.02

Cert. No. 3031,01
Rev 0 Certificate of Analysis Page 1 of 3
Catalog No. Lot No. Storage Solvent Date Received Exp. Date
G34-120070-04 450919 <-10°C P/T Methanol 2-May-2024
Description: Container:

ISO 17034 -Custom Volatiles Mix,105-12, 2000 & 4,000 mg/L, 1 mL

Certified Values:

I ml Ampule, Amber Glass

The certified value is based on gravimetric and volumetric preparation of this Certified Reference Material (CRM). This
CRM has been confirmed by GC/MS, GC, HPLC, UPLC/HRAM-MS, UV/VIS, Enzymatic, and/or wet chemistry techniques
using internally developed method(s) against independent source(s). The uncertainty value is calculated for a 95%
confidence interval with a k value of 2. The purity of neat materials not traceable to an ISO 17034:2016 accredited Reference
Material Provider is traceable to internal analysis by GC, GC/MS, HPLC, Enzymatic, or wet chemistry techniques and

compared to a National Metrological Institute such as NIST where feasible.

Compound . CAS No. Purity (%) Neat Material Lot No. Concentration
2-butoxyethanol ) 111-76-2 99.6 311.9.2p 1986 + 100 mg/L
diethylene glycol butyl ether , 112-34-5 99.8 2323.7.2P 2008 + 100 mg/L
propyl cellosolve 2807-30-9 99.9 1570.7.2P 1980 + 100 mg/L
dipropylene glycol monomethyl ether 34590-94-8 99.7 2333.7.2P 2014 + 100 mg/L
ethylene glycol 107-21-1 100 307.201.1P 1968 + 99 mg/L
diethylene glycol) 111-46-6 99.5 309.7.2p 1994 £ 100 mg/L
tri(ethylene glycol) 112-27-6 99.9 310.7.2.1.1p 1974 £ 110 mg/L
4-Hydroxy-4-methyl-2-pentanone 123-42-2 98 2334.286.1P 1991 £ 110 mg/L
1,2-propanediol 57-55-6 99.5 306.9.3P 1998 + 100 mg/L
tetraethylene glycol 112-60-7 98 3754.7.1P 3959 + 200 mg/L

Intended Uses:

This CRM is intended for use as a calibration standard or a quality control standard for chromatography equlpment such as GC,
GC/MS, HPLC, and HPLC/MS. It may also be used for various USEPA, NIOSH and ASTM methods.

Recommended storage container for ampuled products after opening is a 12 mm x 32 mm amber vial with screw cap Teflon
lined silicon septum. The modeled % change per day can be calculated using the following:
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Certificate of Analysis Page 2 of 3

Catalog No. G34-120070-04 Lot No. 480919 Expiration Date 2 -May-2024
2,578 -0.03
% Change = 116192x ~~ +40.383¢ "~

where x = boiling point of the most volatile analyte in the mix (in degrees K)
y = boiling point of the solvent (in degrees K)

This model assumes the container is stored at -10 °C and is unopened during storage. The user should determine what the
acceptable error for their process is and calculate the maximum number of days the opened ampule should be stored.

Method of Preparation:

This standard was prepared gravimetrically using balances calibrated with National Institute of Standards and Technology
(NIST) traceable weights (NIST Test Numbers 822/273070-06, 822/275141-07, 822/278993-10). Only calibrated Class A
volumetric glassware and/or calibrated syringes were used to prepare this standard. Raw materials may have been checked
for stoichiometry and purity prior to use. This standard has been analyzed against an independent source.

Packaging and Storage:
The solution should be stored according to the following storage requirements: <-10 °C
Once the product is opened, it should be transferred to a vial with minimum head space if the product was received in a sealed
ampule.

Glassware Calibration:

Only Class A glassware and/or calibrated syringes are used in the manufacture and quality control of standards. All
glassware is calibrated using NIST traceable weights.

Weights and Balance Calibration:

Weights used to perform daily checks on balances are calibrated annually by the State of South Carolina Department of
Agriculture Metrology Laboratory and are traceable to NIST. Balances are checked daily in accordance to procedure O2-
LB-G-002. Balances are calibrated annually by an ISO/IEC 17025:2017 accredited metrology service.
Homogeneity:
Homogeneity has been established in accordance with internal procedure 02-QS-011 and has a maximum uncertainty of
0.1%. This is consistent with the intended use of this CRM. The homogeneity of this product has been confirmed by
procedures consistent with ISO/IEC 17025:2017 and ISO 17034:2016. The homogeneity of this CRM is valid for sample
sub-sizes that the end user can quantitatively reproduce.

Hazardous Information:
Refer to MSDS.

Calculation of Uncertainty:

The following equations are used to calculate the value of the expanded uncertainty:
u=ku, u=Expanded Uncertainty, k = the coverage factor at the 95% confidence level, k =2, u, = the combined uncertainty

u,= (uch,,,2+u‘,t,,f—l'uho,,,(,24"uus2)”2 where u; are the individual uncertainty components for manufacturing, transportation,
homogeneity, and shelf life. While no significant uncertainty was detected in the replicates, a minimum contribution to

Manufactured By: Certified By: Released By:
Brian Stokes Tyler Sherman Susan Mathews
3 -May-2022 14 -Jun-2022 14 -Jun-2022
Production Chemist I Quality Control Chemist I Quality Control Team Lead

7290B Investment Drive » North Charleston, SC 29418
Phone: 866.272.0932 » Fax: 866.509.5146 www.02si.com
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Certificate of Analysis Page 3 of 3

Catalog No. G34-120070-04 Lot No. 480919 Expiration Date 2 -May-2024

uncertainty was added for homogeneity and long term stability as described in ISO Guide 35:2017.

Expiration Information:

The stability of this product is based upon rigorous short term and long term testing of the solution for the certified value.
These tests include the effect of temperature and packaging on the product. Studies on the short term instability have
determined no contribution to instability as observed on the concentration under controlled transportation conditions.
This standard is guaranteed until 2-May-2024

Quality Standard Documentation:

« ISO/IEC 17025:2017 “General Requirements for the Competence of Testing and Calibration” - Chemical Testing -
Accredited A2LLA Certificate Number 3031.01

+ ISO 17034:2016 “General Requirements for the Competence of Reference Material Producers” -
Reference Material Production - Accredited A2LA Certificate Number 3031.02

Manufactured By: Certified By: Released By:
Py 5001 e Sorton WA
Brian Stokes Tyler Sherman Susan Mathews
3 -May-2022 14 -Jun-2022 14 -Jun-2022
Production Chemist I Quality Control Chemist I Quality Control Team Lead

7290B Investment Drive « North Charleston, SC 29418
Phone: 866.272.0932 « Fax: 866.509.5146 www.o2si.com
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Irusted Answers ISO 17034
Reference Material Certificate
Product Information Sheet
Product Name: Custom Standard Lot Number: 0006720623
Product Number:  CUS-6046 Lot Issue Date:  15-Dec-2022
Storage Conditions: Store at Room Temperature (15° to 30°C). Expiration Date: 31-Jan-2025

n-heptanol 5001

*

25 pg/mb. 000111-70-6 RM04540

Matrix: methanol (methyl alcohol)

Y

0 e D e e e L Ll

Description:

This document is prepared in accordance with ISO 17034 and Guide 31. This analytical reference material standard was
manufactured and verified in accordance with an ISO 9001 registered quality system and analyte concentrations were verified by an
ISO 17025 accredited laboratory. The concentration and uncertainty value at the 95% confidence level for each analyte, determined
gravimetrically, is listed above.

Traceability:

The balances used for these measurements are calibrated with weights traceable to NIST in compliance with ANSI/NCSL Z540.3,
ISO 9001, ISO 17025, and ISO 17034. Calibrated Class A glassware is used for volumetric measurements. Thermometers are
calibrated against a NIST traceable thermometer in accordance with NIST Special Publication 1088.

Homogeneity:
This analytical reference standard was unitized according to an in-house procedure and is guaranteed to be homogeneous. There is
no minimum sub-sample size required.

Instructions for Use:

Sample aliquots for analysis should be withdrawn at 20°C to 25°C immediately after opening the container and should be processed
without delay for the certified vaiues to be valid within the stated uncertainties.

Safety:
Refer to the Safety Data Sheet on www.agilent.com for information regarding this analytical reference material.

Intended Use:

This analytical reference standard is intended for the preparation of working reference samples for use in routine laboratory
analyses, calibration of instruments, validation of analytical methods, assessments of measurement methods, and continuing
calibration verification. :

Expiration of Certification:

The certification of this analytical reference standard is valid until the expiration date specified above, provided the material is
handled and stored in accordance with the instructions given in this certificate. This certification is nullified if the material is
damaged, contaminated, or otherwise modified.

Page: 10f 2
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If substantive changes are noted that affect the certification before the expiration of this certificate, Agilent will notify the purchaser.

ANSI Hatioaal
Acca

NEFERENCE MATERIAL
PRODUCER

ISO 17034 Cert
No. AR-1936

Monica Bourgeois
QMS Representative

RM was produced in accordance with the TUV/SUD registered ISO
9001:2015 Quality Management System. Cert# 951215321

Page: 2 of 2

www.agilent.com/quality/
CSD-QA-015.1
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18O 17034 Accredited

ISO/IEC 17025 Accredited Reference Material Producer
Chemical Testing Lab Cert. No. 3031.02
Cert. No.3031.01

Certificate of Analysis

Rev 0 Page 1 of 3
Catalog No. Lot No. Storage Solvent Date Received Exp. Date
G34-120070-04-88 454407 <-10°C P/T Methanol 1-Tul-2023
Description: Container:
ISO 17034 -Custom Volatiles Mix,105-12, Second Source, 2000 & 4,000 mg/L, 1 mL 1 ml Ampule, Amber Glass

Certified Values:

The certified value is based on gravimetric and volumetric preparation of this Certified Reference Material (CRM). This
CRM has been confirmed by GC/MS, GC, HPLC, UPLC/HRAM-MS, UV/VIS, Enzymatic, and/or wet chemistry techniques
using internally developed method(s) against independent source(s). The uncertainty value is calculated for a 95%
confidence interval with a & value of 2. The purity of neat materials not traceable to an ISO 17034:2016 accredited Reference
Material Provider is traceable to internal analysis by GC, GC/MS, HPLC, Enzymatic, or wet chemistry techniques and
compared to a National Metrological Institute such as NIST where feasible.

Compound CAS No. Purity (%) Neat Material Lot No. Concentration
2-butoxyethanol 111-76-2 99.5 311.7.1.18 1994 + 100 mg/L
diethylene glycol butyl ether 112-34-5 99.8 2323.72.18 1992+100 mglL
2-propoxyethanol 2807-30-9 99.5 1570.7.18 1998 £ 110 mg/L
dipropylene glycol monomethyl ether 34590-94-8 99.7 2333.7.2.18 1998 + 100 mg/L
ethylene glycol 107-21-1 100 307.201.1.1S 2016 + 100 mg/L
diethylene glycol) 11146-6 99.9 309.7.1.18 1998 + 100 mg/L
tri(ethylene glycol) 112-27-6 99.9 310.7.3.1S 2010+ 100 mg/L
4-Hydroxy-4-methyl-2-pentanone 123-42-2 98 2334.286.1.18 2003 £ 110 mg/L
1,2-propanediol 57-55-6 99.6 306.370.1.18 2004 £ 110 mg/L
tetracthylene glycol 112-60-7 98 3754.7.1.18 4049 £+ 200 mg/L

Intended Uses:

This CRM is intended for use as a calibration standard or a quality control standard for chromatography equipment such as GC,
GC/MS, HPLC, and HPLC/MS. It may also be used for various USEPA, NIOSH and ASTM methods.

Recommended storage container for ampuled products after opening is a 12 mm x 32 mm amber vial with screw cap Teflon
lined silicon septum. The modeled % change per day can be calculated using the following:
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Certificate of Analysis Page s v,

Catalog No. G34-120070-04-SS Lot No. 454407 Expiration Date 1 -Jul-2023

-2.578 -0.03
% Change = 116192x ~~ +40.383¢"

where x = boiling point of the most volatile analyte in the mix (in degrees K)
y = boiling point of the solvent (in degrees K)

This model assumes the container is stored at -10 °C and is unopened during storage. The user should determine what the
acceptable error for their process is and calculate the maximum number of days the opened ampule should be stored.

Method of Preparation:

This standard was prepared gravimetrically using balances calibrated with National Institute of Standards and Technology
(NIST) traceable weights (NIST Test Numbers 822/273070-06, 822/275141-07, 822/278993-10). Only calibrated Class A
volumetric glassware and/or calibrated syringes were used to prepare this standard. Raw materials may have been checked
for stoichiometry and purity prior to use. This standard has been analyzed against an independent source.

Packaging and Storage:
The solution should be stored according to the following storage requirements: <-10°C
Once the product is opened, it should be transferred to a vial with minimum head space if the product was received in a sealed
ampule.

Glassware Calibration:

Only Class A glassware and/or calibrated syringes are used in the manufacture and quality control of standards. All
glassware is calibrated using NIST traceable weights.

Weights and Balance Calibration:

Weights used to perform daily checks on balances are calibrated annually by the State of South Carolina Department of
Agriculture Metrology Laboratory and are traceable to NIST. Balances are checked daily in accordance to procedure O2-
LB-G-002. Balances are calibrated annually by an ISO/IEC 17025:2017 accredited metrology service.

Homogeneity:
Homogeneity has been established in accordance with internal procedure 02-Q8-011 and has a maximum uncertainty of
0.1%. This is consistent with the intended use of this CRM. The homogeneity of this product has been confirmed by
procedures consistent with ISO/IEC 17025:2017 and ISO 17034:2016. The homogeneity of this CRM is valid for sample
sub-sizes that the end user can quantitatively reproduce.

Hazardous Information:
Refer to MSDS.

Calculation of Uncertainty:

The following equations are used to calculate the value of the expanded uncertainty:

u=ku, u=Expanded Uncertainty, k = the coverage factor at the 95% confidence level, k = 2, u_ = the combined uncertainty
u,= (ucharz+ut,m2+uhom°2+umz)” 2 where u, are the individual uncertainty components for manufacturing, transportation,
homogeneity, and shelf life. While no significant uncertainty was detected in the replicates, a minimum contribution to

Manufactured By: Certified By: Released By:
PP
5/../6 7/ C W S}QM., F s
Jared Ball Claire Desrochers Susan Mathews
1 -Jul-2021 7 -Jul-2021 8 -Jul-2021
Production Chemist 1 Quality Control Chemist I Quality Control Team Lead

7290B Investment Drive * North Charleston, SC 29418
Phone: 866.272.0932 » Fax: 866.509.5146 www.o2si.com
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Certificate of Analysis Page3 of 3
Catalog No. G34-120070-04-SS Lot No. 454407 Expiration Date 1 -Jul-2023

uncertainty was added for homogeneity and long term stability as described in ISO Guide 35:2017.

Expiration Information:

The stability of this product is based upon rigorous short term and long term testing of the solution for the certified value.
These tests include the effect of temperature and packaging on the product. Studies on the short term instability have
determined no contribution to instability as observed on the concentration under controlled transportation conditions.
This standard is guaranteed until 1-Jul-2023

Quality Standard Documentation:

+ ISO/IEC 17025:2017 “General Requirements for the Competence of Testing and Calibration” - Chemical Testing -
Accredited A2LA Certificate Number 3031.01

= ISO 17034:2016 “General Requirements for the Competence of Reference Material Producers” -
Reference Material Production - Accredited A2LA Certificate Number 3031.02

Manufactured By: Certified By: Released By:
W G Seasan, M —
Jared Ball Claire Desrochers Susan Mathews
1-Jul-2021 7 -Jul-2021 8 -Jul-2021
Production Chemist I Quality Control Chemist I Quality Control Team Lead

7290B Investment Drive » North Charleston, SC 29418
Phone: 866.272.0932 « Fax: 866.509.5146 www.o2si.com
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Report Date: 27-Mar-2023 11:57:31

Chrom Revision: 2.3 16-Mar-2023 15:40:40

Eurofins Savannah
Target Compound Quantitation Report

Data File: \\chromfs\Savannah\ChromData\CVGG2\20230326-84685.b\GC26017.D
Lims ID: 580-125072-C-1
Client ID: AF-RHMWO04-WGNO1LF-2303W3
Sample Type: Client
Inject. Date: 26-Mar-2023 17:20:41 ALS Bottle#: 0 Worklist Smp#:
Injection Vol: 1.0ul Dil. Factor: 1.0000
Sample Info: 680-0084685-017
Operator ID: Instrument ID: CVGG2
Method: \\chromfs\Savannah\ChromData\CVGG2\20230326-84685.b\8015_GLY_VGG.m
Limit Group: 8015C_DAI
Last Update: 27-Mar-2023 11:57:16 Calib Date: 23-Mar-2023 14:31:34
Integrator: Falcon
Quant Method: Internal Standard Quant By: Initial Calibration
Last ICal File: \\chromfs\Savannah\ChromData\CVGG2\20230323-84624.b\GC23011.D
Column 1: J&W DB WAX (10.45 mm) Det: GC FID2B
Process Host: CTX1671
First Level Reviewer: SKOU Date: 26-Mar-2023 19:17:08
RT Exp RT | DIt RT OnCol Amt
(min.) | (min.) | (min.) | Response ug/ml Flags

* 4 n-Heptyl Alcohol

4.184

4.178

0.006 5758068 50.0

QC Flag Legend
Processing Flags

Reagents:
SG_GLY_ISTD_00106 Amount Added: 10.00 Units: uL Run Reagent
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Report Date: 27-Mar-2023 11:57:31

Chrom Revision: 2.3 16-Mar-2023 15:40:40
Eurofins Savannah

Data File: \\chromfs\Savannah\ChromData\CVGG2\20230326-84685.b\GC26017.D
Injection Date: 26-Mar-2023 17:20:41 Instrument ID: CVGG2 Operator ID:
Lims ID: 580-125072-C-1 Lab Sample ID: 680-125072-1 Worklist Smp#: 17
Client ID: AF-RHMWO04-WGNO1LF-2303W3
Injection Vol: 1.0ul Dil. Factor: 1.0000 ALS Bottle#: 0
Method: 8015 _GLY_VGG Limit Group: 8015C_DAI
Column: J&W DB WAX ( 0.45 mm)
GC FID2B, GC26017.D
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Report Date: 27-Mar-2023 11:57:31

Chrom Revision: 2.3 16-Mar-2023 15:40:40

Eurofins Savannah
Target Compound Quantitation Report

Data File: \\chromfs\Savannah\ChromData\CVGG2\20230326-84685.b\GC26018.D
Lims ID: 580-125072-C-2
Client ID: AF-RHMWO06-WGNO1LF-2303W3
Sample Type: Client
Inject. Date: 26-Mar-2023 17:44:06 ALS Bottle#: 0 Worklist Smp#:
Injection Vol: 1.0ul Dil. Factor: 1.0000
Sample Info: 680-0084685-018
Operator ID: Instrument ID: CVGG2
Method: \\chromfs\Savannah\ChromData\CVGG2\20230326-84685.b\8015_GLY_VGG.m
Limit Group: 8015C_DAI
Last Update: 27-Mar-2023 11:57:16 Calib Date: 23-Mar-2023 14:31:34
Integrator: Falcon
Quant Method: Internal Standard Quant By: Initial Calibration
Last ICal File: \\chromfs\Savannah\ChromData\CVGG2\20230323-84624.b\GC23011.D
Column 1: J&W DB WAX (10.45 mm) Det: GC FID2B
Process Host: CTX1671
First Level Reviewer: SWK1 Date: 27-Mar-2023 11:56:11
RT Exp RT | DIt RT OnCol Amt
(min.) | (min.) | (min.) | Response ug/ml Flags

* 4 n-Heptyl Alcohol

4.182

4.178

0.004 5876414 50.0

QC Flag Legend
Processing Flags

Reagents:
SG_GLY_ISTD_00106 Amount Added: 10.00 Units: uL Run Reagent
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Report Date: 27-Mar-2023 11:57:31

Chrom Revision: 2.3 16-Mar-2023 15:40:40
Eurofins Savannah

Data File: \\chromfs\Savannah\ChromData\CVGG2\20230326-84685.b\GC26018.D
Injection Date: 26-Mar-2023 17:44:06 Instrument ID: CVGG2 Operator ID:
Lims ID: 580-125072-C-2 Lab Sample ID: 680-125072-2 Worklist Smp#: 18
Client ID: AF-RHMWO06-WGNO1LF-2303W3
Injection Vol: 1.0ul Dil. Factor: 1.0000 ALS Bottle#: 0
Method: 8015 _GLY_VGG Limit Group: 8015C_DAI
Column: J&W DB WAX ( 0.45 mm)
GC FID2B, GC26018.D
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Report Date: 27-Mar-2023 11:57:33

Chrom Revision: 2.3 16-Mar-2023 15:40:40

Eurofins Savannah
Target Compound Quantitation Report

Data File: \\chromfs\Savannah\ChromData\CVGG2\20230326-84685.b\GC26021.D
Lims ID: 580-125072-C-3
Client ID: AF-RHMW16-WGNO1LF-2303W3
Sample Type: Client
Inject. Date: 26-Mar-2023 18:54:21 ALS Bottle#: 0 Worklist Smp#:
Injection Vol: 1.0ul Dil. Factor: 1.0000
Sample Info: 680-0084685-021
Operator ID: Instrument ID: CVGG2
Method: \\chromfs\Savannah\ChromData\CVGG2\20230326-84685.b\8015_GLY_VGG.m
Limit Group: 8015C_DAI
Last Update: 27-Mar-2023 11:57:16 Calib Date: 23-Mar-2023 14:31:34
Integrator: Falcon
Quant Method: Internal Standard Quant By: Initial Calibration
Last ICal File: \\chromfs\Savannah\ChromData\CVGG2\20230323-84624.b\GC23011.D
Column 1: J&W DB WAX (10.45 mm) Det: GC FID2B
Process Host: CTX1671
First Level Reviewer: SWK1 Date: 27-Mar-2023 11:56:46
RT Exp RT | DIt RT OnCol Amt
(min.) | (min.) | (min.) | Response ug/ml Flags

* 4 n-Heptyl Alcohol

4.179

4.178

0.001 5940763 50.0

QC Flag Legend
Processing Flags

Reagents:
SG_GLY_ISTD_00106 Amount Added: 10.00 Units: uL Run Reagent
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Report Date: 27-Mar-2023 11:57:33

Data File:
Injection Date:
Lims ID:
Client ID:
Injection Vol:
Method:
Column: J&W DB WAX ( 0.45 mm)

Chrom Revision: 2.3 16-Mar-2023 15:40:40

Eurofins Savannah
\\chromfs\Savannah\ChromData\CVGG2\20230326-84685.b\GC26021.D

26-Mar-2023 18:54:21 Instrument ID: CVGG2 Operator ID:
580-125072-C-3 Lab Sample ID: 680-125072-3 Worklist Smp#:
AF-RHMW16-WGNO1LF-2303W3

1.0ul Dil. Factor: 1.0000 ALS Bottle#:
8015_GLY_VGG Limit Group: 8015C_DAI
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Report Date: 27-Mar-2023 11:57:33

Chrom Revision: 2.3 16-Mar-2023 15:40:40

Eurofins Savannah
Target Compound Quantitation Report

Data File: \\chromfs\Savannah\ChromData\CVGG2\20230326-84685.b\GC26022.D
Lims ID: 580-125072-C-4
Client ID: AF-RHMW12A-WGNO1LF-2303W3
Sample Type: Client
Inject. Date: 26-Mar-2023 19:17:50 ALS Bottle#: 0 Worklist Smp#:
Injection Vol: 1.0ul Dil. Factor: 1.0000
Sample Info: 680-0084685-022
Operator ID: Instrument ID: CVGG2
Method: \\chromfs\Savannah\ChromData\CVGG2\20230326-84685.b\8015_GLY_VGG.m
Limit Group: 8015C_DAI
Last Update: 27-Mar-2023 11:57:16 Calib Date: 23-Mar-2023 14:31:34
Integrator: Falcon
Quant Method: Internal Standard Quant By: Initial Calibration
Last ICal File: \\chromfs\Savannah\ChromData\CVGG2\20230323-84624.b\GC23011.D
Column 1: J&W DB WAX (10.45 mm) Det: GC FID2B
Process Host: CTX1671
First Level Reviewer: SWK1 Date: 27-Mar-2023 11:56:49
RT Exp RT | DIt RT OnCol Amt
(min.) (min.) (min.) | Response ug/ml Flags

* 4 n-Heptyl Alcohol

4.184

4.178

0.006 5369288 50.0

QC Flag Legend
Processing Flags

Reagents:
SG_GLY_ISTD_00106 Amount Added: 10.00 Units: uL Run Reagent
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Report Date: 27-Mar-2023 11:57:33

Chrom Revision: 2.3 16-Mar-2023 15:40:40
Eurofins Savannah

Data File: \\chromfs\Savannah\ChromData\CVGG2\20230326-84685.b\GC26022.D
Injection Date: 26-Mar-2023 19:17:50 Instrument ID: CVGG2 Operator ID:
Lims ID: 580-125072-C-4 Lab Sample ID: 680-125072-4 Worklist Smp#: 22
Client ID: AF-RHMW12A-WGNO1LF-2303W3
Injection Vol: 1.0ul Dil. Factor: 1.0000 ALS Bottle#: 0
Method: 8015 _GLY_VGG Limit Group: 8015C_DAI
Column: J&W DB WAX ( 0.45 mm)
GC FID2B, GC26022.D
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Report Date: 27-Mar-2023 11:57:34

Chrom Revision: 2.3 16-Mar-2023 15:40:40

Eurofins Savannah
Target Compound Quantitation Report

Data File: \\chromfs\Savannah\ChromData\CVGG2\20230326-84685.b\GC26023.D
Lims ID: 580-125072-C-5
Client ID: AF-RHMW12A-WGFDO1LF-2303W3
Sample Type: Client
Inject. Date: 26-Mar-2023 19:41:11 ALS Bottle#: 0 Worklist Smp#:
Injection Vol: 1.0ul Dil. Factor: 1.0000
Sample Info: 680-0084685-023
Operator ID: Instrument ID: CVGG2
Method: \\chromfs\Savannah\ChromData\CVGG2\20230326-84685.b\8015_GLY_VGG.m
Limit Group: 8015C_DAI
Last Update: 27-Mar-2023 11:57:16 Calib Date: 23-Mar-2023 14:31:34
Integrator: Falcon
Quant Method: Internal Standard Quant By: Initial Calibration
Last ICal File: \\chromfs\Savannah\ChromData\CVGG2\20230323-84624.b\GC23011.D
Column 1: J&W DB WAX (10.45 mm) Det: GC FID2B
Process Host: CTX1671
First Level Reviewer: SWK1 Date: 27-Mar-2023 11:56:56
RT Exp RT | DIt RT OnCol Amt
(min.) | (min.) | (min.) | Response ug/ml Flags

* 4 n-Heptyl Alcohol

4.181

4.178

0.003 5768034 50.0

QC Flag Legend
Processing Flags

Reagents:
SG_GLY_ISTD_00106 Amount Added: 10.00 Units: uL Run Reagent
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Report Date: 27-Mar-2023 11:57:34

Chrom Revision: 2.3 16-Mar-2023 15:40:40
Eurofins Savannah

Data File: \\chromfs\Savannah\ChromData\CVGG2\20230326-84685.b\GC26023.D
Injection Date: 26-Mar-2023 19:41:11 Instrument ID: CVGG2 Operator ID:
Lims ID: 580-125072-C-5 Lab Sample ID: 680-125072-5 Worklist Smp#: 23
Client ID: AF-RHMW12A-WGFDO1LF-2303W3
Injection Vol: 1.0ul Dil. Factor: 1.0000 ALS Bottle#: 0
Method: 8015 _GLY_VGG Limit Group: 8015C_DAI
Column: J&W DB WAX ( 0.45 mm)
GC FID2B, GC26023.D
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Report Date: 24-Mar-2023 13:02:05

Data File:
Lims ID:
Client ID:

Sample Type:
Inject. Date:
Injection Vol:
Sample Info:
Operator ID:

Sublist:
Method:

Limit Group:
Last Update:

Integrator:

Quant Method:

Chrom Revision: 2.3 16-Mar-2023 15:40:40

Eurofins Savannah
Target Compound Quantitation Report

\\chromfs\Savannah\ChromData\CVGG2\20230323-84624.b\GC23005.D
ic g7

IC Calib Level: 7
23-Mar-2023 12:11:26 ALS Bottle#: 0 Worklist Smp#:
1.0ul Dil. Factor: 1.0000

680-0084624-005
Instrument ID: CVGG2
chrom-8015_GLY_VGG*sub2

\\chromfs\Savannah\ChromData\CVGG2\20230323-84624.b\8015_GLY_VGG.m

8015C_DAI

24-Mar-2023 13:02:05 Calib Date: 23-Mar-2023 14:31:34
Falcon

Internal Standard Quant By: Initial Calibration

Last ICal File: \\chromfs\Savannah\ChromData\CVGG2\20230323-84624.b\GC23011.D
Column1: J&W DB WAX (0.45 mm) Det: GC FID2B
Process Host: CTX1629
First Level Reviewer: SWK1 Date: 24-Mar-2023 13:00:43
RT Exp RT | DIt RT Cal Amt | OnCol Amt
(min.) (min.) (min.) | Response ug/ml ug/ml Flags

1 Ethanol, 2-propoxy

2912

2.908

2 4-Hydroxy-4-methyl-2-pentanone

3.464

3.463

3 2-Butoxyethanol

3.751

3.748

* 4 n-Heptyl Alcohol

4.196

4.192

5 Dipropylene Glycol Methyl Ether

5.126

6 Propylene glycol

6.330

7 Ethylene glycol

6.551

5.125

6.334

6.562

0.004 6177543 100.0 95.8
0.001 6167935 100.0 96.0
0.003 6752774 100.0 96.8
0.004 5210584 50.0 50.0
0.001 514384 100.0 103.0

a
-0.004 978720 100.0 104.7 a

a
-0.011 4452120 100.0 1009 a

8 2-(2-Butoxyethoxy)ethanol

8.392

8.390

0.002 5484194 100.0 101.6

9 2,2'-Oxybisethanol

9.597

9.598

-0.001 2394692 100.0 101.0

10 Triethylene Glycol

10.625

10.626

-0.001 2324563 100.0 1011

11 Tetraethylene Glycol

11.756

11.758

-0.002 4884486 200.0 202.8

QC Flag Legend
Processing Flags
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Report Date: 24-Mar-2023 13:02:05 Chrom Revision: 2.3 16-Mar-2023 15:40:40
Review Flags
a - User Assigned ID

Reagents:
SG_Gly_CAL_00048 Amount Added: 50.00 Units: uL
SG_GLY_ISTD_00106 Amount Added: 10.00 Units: uL Run Reagent
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Report Date: 24-Mar-2023 13:02:05

Chrom Revision: 2.3 16-Mar-2023 15:40:40
Eurofins Savannah

Data File: \\chromfs\Savannah\ChromData\CVGG2\20230323-84624.b\GC23005.D
Injection Date: 23-Mar-2023 12:11:26 Instrument ID: CVGG2 Operator ID:
Lims ID: ic g7 Worklist Smp#:
Client ID:
Injection Vol: 1.0ul Dil. Factor: 1.0000 ALS Bottle#:
Method: 8015 _GLY_VGG Limit Group: 8015C_DAI
Column: J&W DB WAX ( 0.45 mm)
GC FID2B, GC23005.D
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Report Date: 24-Mar-2023 13:02:05 Chrom Revision: 2.3 16-Mar-2023 15:40:40
Manual Integration/User Assign Peak Report

Eurofins Savannah

Data File: \\chromfs\Savannah\ChromData\CVGG2\20230323-84624.b\GC23005.D
Injection Date: 23-Mar-2023 12:11:26 Instrument ID: CVGG2
Lims ID: ic g7
Client ID:
Operator ID: ALS Bottle#: 0 Worklist Smp#: 5
Injection Vol: 1.0ul Dil. Factor: 1.0000
Method: 8015 GLY_ VGG Limit Group: 8015C_DAI
Column: J&W DB WAX ( 0.45 mm) Detector GC FID2B
6 Propylene glycol, CAS: 57-55-6
Signal: 1
Processing Integration Results
RT: 6.55 GC FID2B, GC23005.D
Area: 4452120 o i
Amount: 100.8861
Amount Units: ug/ml 217
197
S 17
o
S
X 157
>
137
117
9
T
5]
o 1 1 1
5.6 6.0
Min
Manual Integration Results
RT: 6.33 GC FID2B, GC23005.D
Area: 978720 23
Amount: 104.6783 )
Amount Units: ug/ml 2t
197

1A

Y ( X10000)
=
9

137

6-2320.
i oo

117

Min

RT —

Reviewer: SWK1, 24-Mar-2023 13:00:42
Audit Action: Assigned Compound ID Audit Reason: Baseline Smoothing
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Report Date: 24-Mar-2023 13:02:05 Chrom Revision: 2.3 16-Mar-2023 15:40:40
Manual Integration/User Assign Peak Report

Eurofins Savannah

Data File: \\chromfs\Savannah\ChromData\CVGG2\20230323-84624.b\GC23005.D
Injection Date: 23-Mar-2023 12:11:26 Instrument ID: CVGG2
Lims ID: ic g7
Client ID:
Operator ID: ALS Bottle#: 0 Worklist Smp#: 5
Injection Vol: 1.0ul Dil. Factor: 1.0000
Method: 8015 GLY_ VGG Limit Group: 8015C_DAI
Column: J&W DB WAX ( 0.45 mm) Detector GC FID2B
7 Ethylene glycol, CAS: 107-21-1

Signal: 1

Processing Integration Results
RT: 6.33 GC FID2B, GC23005.D
Area: 978720 23
Amount: 104.6783
Amount Units: ug/ml 217

197

S 17

8

X157

g

6.8 7.2 7.6
Min
Manual Integration Results

RT: 6.55 GC FID2B, GC23005.D
Area: 4452120 - 1
Amount: 100.8861
Amount Units: ug/ml 21

197

1A

Y ( X10000)
=
9

137

117

5.6 6.0

Min

RT —_

Reviewer: SWK1, 24-Mar-2023 13:00:39
Audit Action: Assigned Compound ID Audit Reason: Baseline Smoothing
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Report Date: 24-Mar-2023 13:02:07 Chrom Revision: 2.3 16-Mar-2023 15:40:40

Eurofins Savannah
Target Compound Quantitation Report

Data File: \\chromfs\Savannah\ChromData\CVGG2\20230323-84624.b\GC23006.D
Lims ID: ic g6
Client ID:
Sample Type: IC Calib Level: 6
Inject. Date: 23-Mar-2023 12:34:43 ALS Bottle#: 0 Worklist Smp#:
Injection Vol: 1.0ul Dil. Factor: 1.0000
Sample Info: 680-0084624-006
Operator ID: Instrument ID: CVGG2
Sublist: chrom-8015_GLY_VGG*sub2
Method: \\chromfs\Savannah\ChromData\CVGG2\20230323-84624.b\8015_GLY_VGG.m
Limit Group: 8015C_DAI
Last Update: 24-Mar-2023 13:02:07 Calib Date: 23-Mar-2023 14:31:34
Integrator: Falcon
Quant Method: Internal Standard Quant By: Initial Calibration
Last ICal File: \\chromfs\Savannah\ChromData\CVGG2\20230323-84624.b\GC23011.D
Column 1: J&W DB WAX (0.45 mm) Det: GC FID2B
Process Host: CTX1629
First Level Reviewer: SWK1 Date: 24-Mar-2023 12:46:00
RT Exp RT | DIt RT Cal Amt | OnCol Amt
(min.) (min.) (min.) | Response ug/ml ug/ml Flags

1 Ethanol, 2-propoxy

2.909 2.908 0.001 3910764 80.0 70.1
2 4-Hydroxy-4-methyl-2-pentanone
3.462 3.463 -0.001 3868549 80.0 69.6
3 2-Butoxyethanol
3.748 3.748 0.000 4205911 80.0 69.6
* 4 n-Heptyl Alcohol
4.194  4.192 0.002 4480966 50.0 50.0
5 Dipropylene Glycol Methyl Ether
5.125 5.125 0.000 314859 80.0 72.8
6 Propylene glycol a
6.334 6.334  0.000 617526 80.0 755 a
7 Ethylene glycol a
6.562 6.562 0.000 2906758 80.0 775 a
8 2-(2-Butoxyethoxy)ethanol
8.390 8.390 0.000 3310320 80.0 70.7
9 2,2'-Oxybisethanol
9.597 9.598 -0.001 1525367 80.0 77.2
10 Triethylene Glycol
10.624 10.626 -0.002 1450823 80.0 76.8
11 Tetraethylene Glycol
11.756 11.758 -0.002 2992679 160.0 152.4

QC Flag Legend
Processing Flags
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PM



Report Date: 24-Mar-2023 13:02:07 Chrom Revision: 2.3 16-Mar-2023 15:40:40
Review Flags
a - User Assigned ID

Reagents:
SG_Gly_CAL_00048 Amount Added: 40.00 Units: uL
SG_GLY_ISTD_00106 Amount Added: 10.00 Units: uL Run Reagent

Page 64 of 149 3/27/12023 4:24
PM



Report Date: 24-Mar-2023 13:02:07

Chrom Revision: 2.3 16-Mar-2023 15:40:40
Eurofins Savannah

Data File: \\chromfs\Savannah\ChromData\CVGG2\20230323-84624.b\GC23006.D
Injection Date: 23-Mar-2023 12:34:43 Instrument ID: CVGG2 Operator ID:
Lims ID: ic g6 Worklist Smp#:
Client ID:
Injection Vol: 1.0ul Dil. Factor: 1.0000 ALS Bottle#:
Method: 8015 _GLY_VGG Limit Group: 8015C_DAI
Column: J&W DB WAX ( 0.45 mm)
GC FID2B, GC23006.D
167 3 8 & I 3
5 § N 3 2
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15+ N (92 a0 g g 8 :
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ol 2 = — 2 S S|
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S
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Report Date: 24-Mar-2023 13:02:07

Chrom Revision: 2.3 16-Mar-2023 15:40:40

Manual Integration/User Assign Peak Report

Eurofins Savannah

Data File:

Injection Date: 23-Mar-2023 12:34:43 Instrument ID:
Lims ID: ic g6

Client ID:

Operator ID: ALS Bottle#:
Injection Vol: 1.0ul Dil. Factor:
Method: 8015 GLY_ VGG Limit Group:
Column: J&W DB WAX ( 0.45 mm) Detector

6 Propylene glycol, CAS: 57-55-6
Signal: 1

Processing Integration Results

\\chromfs\Savannah\ChromData\CVGG2\20230323-84624.b\GC23006.D

CVGG2

0 Worklist Smp#:

1.0000
8015C_DAI
GC FID2B

6.56
2906758

65.596667
ug/ml

RT:

Area:
Amount:
Amount Units:

17
167
157
147
137
177
117
107

Y (X10000)

S - N -

GC FID2B, GC23006.D
h\

3
5.7

Min

Manual Integration Results

RT:

Area:
Amount:
Amount Units:

6.33
617526

75.544474
ug/ml

1A
167
157
147
137
127
117

Y ( X10000)

GC FID2B, GC23006.D

Min

RT

Reviewer: SWK1, 24-Mar-2023 13:00:46
Audit Action: Assigned Compound ID
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Audit Reason: Baseline Smoothing
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PM



Report Date: 24-Mar-2023 13:02:07

Chrom Revision: 2.3 16-Mar-2023 15:40:40

Manual Integration/User Assign Peak Report

Eurofins Savannah

Data File: \\chromfs\Savannah\ChromData\CVGG2\20230323-84624.b\GC23006.D
Injection Date: 23-Mar-2023 12:34:43 Instrument ID: CVGG2
Lims ID: ic g6
Client ID:
Operator ID: ALS Bottle#: 0 Worklist Smp#: 6
Injection Vol: 1.0ul Dil. Factor: 1.0000
Method: 8015 GLY_ VGG Limit Group: 8015C_DAI
Column: J&W DB WAX ( 0.45 mm) Detector GC FID2B
7 Ethylene glycol, CAS: 107-21-1
Signal: 1
Processing Integration Results
RT: 6.33 1 GC FID2B, GC23006.D
Area: 617526
Amount: 37.222418 161
Amount Units: ug/ml 157
147
137
o
S 127
S
X 11
> 107
o
8
?
6]
51
A
o 1 1 1 1 1 1 1
5.7 6.1 6.5 6.9 7.3 7.7
Min
Manual Integration Results
RT: 6.56 17 GC FID2B, GC23006.D
Area: 2906758 o i)
Amount: 77.542036 N
Amount Units: ug/ml 15
147
137
g 12
o
S 17
Z 10
>_
9]
8
ls
6]
5]
A
o 1 1 1 1 ‘ 1 1
5.7 6.1 7.7
Min
RT —_

Reviewer: SWK1, 24-Mar-2023 13:00:49
Audit Action: Assigned Compound ID
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Audit Reason: Baseline Smoothing
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PM



Report Date: 24-Mar-2023 13:02:08

Chrom Revision: 2.3 16-Mar-2023 15:40:40

Eurofins Savannah
Target Compound Quantitation Report

Data File: \\chromfs\Savannah\ChromData\CVGG2\20230323-84624.b\GC23007.D
Lims ID: ic g5
Client ID:
Sample Type: IC Calib Level: 5
Inject. Date: 23-Mar-2023 12:58:07 ALS Bottle#: 0 Worklist Smp#:
Injection Vol: 1.0ul Dil. Factor: 1.0000
Sample Info: 680-0084624-007
Operator ID: Instrument ID: CVGG2
Sublist: chrom-8015_GLY_VGG*sub2
Method: \\chromfs\Savannah\ChromData\CVGG2\20230323-84624.b\8015_GLY_VGG.m
Limit Group: 8015C_DAI
Last Update: 24-Mar-2023 13:02:08 Calib Date: 23-Mar-2023 14:31:34
Integrator: Falcon
Quant Method: Internal Standard Quant By: Initial Calibration
Last ICal File: \\chromfs\Savannah\ChromData\CVGG2\20230323-84624.b\GC23011.D
Column 1: J&W DB WAX (0.45 mm) Det: GC FID2B
Process Host: CTX1629
First Level Reviewer: SWK1 Date: 24-Mar-2023 13:01:00
RT Exp RT | DIt RT Cal Amt | OnCol Amt
(min.) (min.) (min.) | Response ug/ml ug/ml Flags

1 Ethanol, 2-propoxy

2.908

2.908

2 4-Hydroxy-4-methyl-2-pentanone

3.462

3.463

3 2-Butoxyethanol

3.747

3.748

* 4 n-Heptyl Alcohol

4.191

4.192

5 Dipropylene Glycol Methyl Ether

5.127

6 Propylene glycol

6.337

7 Ethylene glycol

6.560

5.125

6.334

6.562

0.000 2657978 50.0 49.8
-0.001 2612448 50.0 49.1
-0.001 2869510 50.0 49.6
-0.001 4243838 50.0 50.0
0.002 201986 50.0 48.7

a
0.003 417925 50.0 526 a

a
-0.002 1880898 50.0 533 a

8 2-(2-Butoxyethoxy)ethanol

8.389

8.390

-0.001 2203272 50.0 49.0

9 2,2'-Oxybisethanol

9.596

9.598

-0.002 981626 50.0 53.6

10 Triethylene Glycol

10.624

10.626

-0.002 938017 50.0 54.2

11 Tetraethylene Glycol

11.754

11.758

-0.004 1948447 100.0 109.0

QC Flag Legend
Processing Flags
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Report Date: 24-Mar-2023 13:02:08 Chrom Revision: 2.3 16-Mar-2023 15:40:40
Review Flags
a - User Assigned ID

Reagents:
SG_Gly_CAL_00048 Amount Added: 25.00 Units: uL
SG_GLY_ISTD_00106 Amount Added: 10.00 Units: uL Run Reagent

Page 69 of 149 3/27/12023 4:24
PM



Report Date: 24-Mar-2023 13:02:08 Chrom Revision: 2.3 16-Mar-2023 15:40:40
Eurofins Savannah

Data File: \\chromfs\Savannah\ChromData\CVGG2\20230323-84624.b\GC23007.D

Injection Date: 23-Mar-2023 12:58:07 Instrument ID: CVGG2 Operator ID:

Lims ID: ic g5 Worklist Smp#: 7
Client ID:

Injection Vol: 1.0ul Dil. Factor: 1.0000 ALS Bottle#: 0
Method: 8015 _GLY_VGG Limit Group: 8015C_DAI

Column: J&W DB WAX ( 0.45 mm)

GC FID2B, GC23007.D
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Report Date: 24-Mar-2023 13:02:08

Data File:
Injection Date:
Lims ID:
Client ID:
Operator ID:
Injection Vol:
Method:
Column:

Chrom Revision: 2.3 16-Mar-2023 15:40:40

Manual Integration/User Assign Peak Report

Eurofins Savannah

\\chromfs\Savannah\ChromData\CVGG2\20230323-84624.b\GC23007.D

23-Mar-2023 12:58:07

ic g5

1.0 ul

8015_GLY_VGG
J&W DB WAX ( 0.45 mm)

ALS Bottle#:

Dil. Factor:
Limit Group:
Detector

6 Propylene glycol, CAS: 57-55-6

Signal: 1

RT:

Area:
Amount:
Amount Units:

RT:

Area:
Amount:
Amount Units:

6.56
1880898

49.372553
ug/ml

6.34
417925

52.636303
ug/ml

Processing Integration Results

Instrument ID:

CVGG2

0 Worklist Smp#:

1.0000
8015C_DAI
GC FID2B

118
112
106
100
o4
881
821
767
707
64
581
521
467
407

Y (X1000)

GC FID2B, GC23007.D

34 T T T
5.7 6.1

Manual Integration Results

118
1117
104
97
907
837

Y ( X1000)

767
697
627
557

GC FID2B, GC23007.D

Reviewer: SWK1, 24-Mar-2023 13:00:59

Audit Action: Assigned Compound ID

Page 71 of 149

Audit Reason: Baseline Smoothing

3/27/2023 4:24
PM



Report Date: 24-Mar-2023 13:02:08 Chrom Revision: 2.3 16-Mar-2023 15:40:40
Manual Integration/User Assign Peak Report

Eurofins Savannah

Data File: \\chromfs\Savannah\ChromData\CVGG2\20230323-84624.b\GC23007.D
Injection Date: 23-Mar-2023 12:58:07 Instrument ID: CVGG2
Lims ID: ic g5
Client ID:
Operator ID: ALS Bottle#: 0 Worklist Smp#: 7
Injection Vol: 1.0ul Dil. Factor: 1.0000
Method: 8015 GLY_ VGG Limit Group: 8015C_DAI
Column: J&W DB WAX ( 0.45 mm) Detector GC FID2B
7 Ethylene glycol, CAS: 107-21-1
Signal: 1
Processing Integration Results
RT: 6.34 GC FID2B, GC23007.D
Area: 417925 1187
Amount: 21.340325 112
Amount Units: ug/ml 106
100
. 94
o
8 88
—
X 82
>
767 @
707 ©
647
587
527
46
407
34 T T T T T T T 1
5.7 6.1 6.5 6.9 7.3 7.7
Min
Manual Integration Results

RT: 6.56 GC FID2B, GC23007.D
Area: 1880898 1187 .

Amount: 53.259337 111
Amount Units: ug/ml

104
97
907
837

Y ( X1000)

767
697
627
557

Min

Reviewer: SWK1, 24-Mar-2023 13:00:52
Audit Action: Assigned Compound ID Audit Reason: Baseline Smoothing
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PM



Report Date: 24-Mar-2023 13:02:09 Chrom Revision: 2.3 16-Mar-2023 15:40:40

Eurofins Savannah
Target Compound Quantitation Report

Data File: \\chromfs\Savannah\ChromData\CVGG2\20230323-84624.b\GC23008.D
Lims ID: icis g4
Client ID:
Sample Type: ICIS Calib Level: 4
Inject. Date: 23-Mar-2023 13:21:27 ALS Bottle#: 0 Worklist Smp#:
Injection Vol: 1.0ul Dil. Factor: 1.0000
Sample Info: 680-0084624-008
Operator ID: Instrument ID: CVGG2
Sublist: chrom-8015_GLY_VGG*sub2
Method: \\chromfs\Savannah\ChromData\CVGG2\20230323-84624.b\8015_GLY_VGG.m
Limit Group: 8015C_DAI
Last Update: 24-Mar-2023 13:02:09 Calib Date: 23-Mar-2023 14:31:34
Integrator: Falcon
Quant Method: Internal Standard Quant By: Initial Calibration
Last ICal File: \\chromfs\Savannah\ChromData\CVGG2\20230323-84624.b\GC23011.D
Column 1: J&W DB WAX (0.45 mm) Det: GC FID2B
Process Host: CTX1629
First Level Reviewer: SWK1 Date: 24-Mar-2023 13:01:08
RT Exp RT | DIt RT Cal Amt | OnCol Amt
(min.) (min.) (min.) | Response ug/ml ug/ml Flags

1 Ethanol, 2-propoxy

2.908 2908 0.000 1369566 20.0 23.0
2 4-Hydroxy-4-methyl-2-pentanone
3.463  3.463  0.000 1358676 20.0 22.9
3 2-Butoxyethanol
3.748 3.748  0.000 1487936 20.0 23.0
* 4 n-Heptyl Alcohol
4192 4192  0.000 4560010 50.0 50.0
5 Dipropylene Glycol Methyl Ether
5.125 5125  0.000 101506 20.0 21.8
6 Propylene glycol a
6.334 6.334  0.000 164124 20.0 16.2 a
7 Ethylene glycol a
6.562 6.562  0.000 655893 20.0 159 a
8 2-(2-Butoxyethoxy)ethanol
8.390 8.390 0.000 1095359 20.0 21.5
9 2,2'-Oxybisethanol
9.598 9.598  0.000 346970 20.0 16.1
10 Triethylene Glycol
10.626 10.626  0.000 304342 20.0 15.3
11 Tetraethylene Glycol
11.758 11.758 0.000 642479 40.0 311

QC Flag Legend
Processing Flags
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Report Date: 24-Mar-2023 13:02:09 Chrom Revision: 2.3 16-Mar-2023 15:40:40
Review Flags
a - User Assigned ID

Reagents:
SG_Gly_CAL_00048 Amount Added: 10.00 Units: uL
SG_GLY_ISTD_00106 Amount Added: 10.00 Units: uL Run Reagent

Page 74 of 149 3/27/12023 4:24
PM



Report Date: 24-Mar-2023 13:02:09

Data File:
Injection Date:
Lims ID:
Client ID:
Injection Vol:
Method:

Chrom Revision: 2.3 16-Mar-2023 15:40:40

Eurofins Savannah
\\chromfs\Savannah\ChromData\CVGG2\20230323-84624.b\GC23008.D

23-Mar-2023 13:21:27 Instrument ID: CVGG2
icis g4

1.0ul Dil. Factor: 1.0000
8015_GLY_VGG Limit Group: 8015C_DAI

Column: J&W DB WAX ( 0.45 mm)

Operator ID:
Worklist Smp#:

ALS Bottle#:

8

0

GC FID2B, GC23008.D
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Report Date: 24-Mar-2023 13:02:09

Data File:
Injection Date:
Lims ID:
Client ID:
Operator ID:
Injection Vol:
Method:
Column:

Chrom Revision: 2.3 16-Mar-2023 15:40:40

Manual Integration/User Assign Peak Report

Eurofins Savannah

\\chromfs\Savannah\ChromData\CVGG2\20230323-84624.b\GC23008.D

23-Mar-2023 13:21:27

icis g4

1.0 ul

8015_GLY_VGG
J&W DB WAX ( 0.45 mm)

ALS Bottle#:
Dil. Factor:
Limit Group:
Detector

6 Propylene glycol, CAS: 57-55-6

Signal: 1

RT:

Area:
Amount:
Amount Units:

RT:

Area:
Amount:
Amount Units:

6.56
655893

17.997827
ug/ml

6.33
164124

16.243269
ug/ml

Processing Integration Results

Instrument ID:

CVGG2

0 Worklist Smp#:

1.0000
8015C_DAI
GC FID2B

67

647

617

587

557

527

Y (X1000)

497

467

43

407

37

GC FID2B, GC23008.D

34 T T T

5.7 6.1 6.5 6.9 7.3

Min

Manual Integration Results

677
647
617
587
557

527

Y ( X1000)

497

e~ g
OO

467

GC FID2B, GC23008.D

6.5 6.9 7.3
Min

7.7

RT —_

Reviewer: SWK1, 24-Mar-2023 13:01:03

Audit Action: Assigned Compound ID
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Audit Reason: Baseline Smoothing
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PM



Report Date: 24-Mar-2023 13:02:09 Chrom Revision: 2.3 16-Mar-2023 15:40:40
Manual Integration/User Assign Peak Report

Eurofins Savannah

Data File: \\chromfs\Savannah\ChromData\CVGG2\20230323-84624.b\GC23008.D
Injection Date: 23-Mar-2023 13:21:27 Instrument ID: CVGG2
Lims ID: icis g4
Client ID:
Operator ID: ALS Bottle#: 0 Worklist Smp#: 8
Injection Vol: 1.0ul Dil. Factor: 1.0000
Method: 8015 GLY_ VGG Limit Group: 8015C_DAI
Column: J&W DB WAX ( 0.45 mm) Detector GC FID2B
7 Ethylene glycol, CAS: 107-21-1
Signal: 1
Processing Integration Results
RT: 6.33 67 GC FID2B, GC23008.D
Area: 164124
Amount: 6.427622 647
Amount Units: ug/ml
617
587
g
§ 55
X
— 52
>
497
467
43
407
37
34 T T T T T 1
5.7 6.1 6.5 6.9 7.3 7.7
Min
Manual Integration Results
RT: 6.56 GC FID2B, GC23008.D
67 Uy
Area: 655893 )
Amount: 15.870125 647
Amount Units:  ug/ml 61
587
S 557
S
2 52
> 497
467
437
407
37
34 T T T
5.7 6.1
RT

Reviewer: SWK1, 24-Mar-2023 13:01:06
Audit Action: Assigned Compound ID Audit Reason: Baseline Smoothing
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Report Date: 24-Mar-2023 13:02:10 Chrom Revision: 2.3 16-Mar-2023 15:40:40

Eurofins Savannah
Target Compound Quantitation Report

Data File: \\chromfs\Savannah\ChromData\CVGG2\20230323-84624.b\GC23009.D
Lims ID: ic g3
Client ID:
Sample Type: IC Calib Level: 3
Inject. Date: 23-Mar-2023 13:44:47 ALS Bottle#: 0 Worklist Smp#:
Injection Vol: 1.0ul Dil. Factor: 1.0000
Sample Info: 680-0084624-009
Operator ID: Instrument ID: CVGG2
Sublist: chrom-8015_GLY_VGG*sub2
Method: \\chromfs\Savannah\ChromData\CVGG2\20230323-84624.b\8015_GLY_VGG.m
Limit Group: 8015C_DAI
Last Update: 24-Mar-2023 13:02:10 Calib Date: 23-Mar-2023 14:31:34
Integrator: Falcon
Quant Method: Internal Standard Quant By: Initial Calibration
Last ICal File: \\chromfs\Savannah\ChromData\CVGG2\20230323-84624.b\GC23011.D
Column 1: J&W DB WAX (0.45 mm) Det: GC FID2B
Process Host: CTX1629
First Level Reviewer: SWK1 Date: 24-Mar-2023 13:01:17
RT Exp RT | DIt RT Cal Amt | OnCol Amt
(min.) (min.) (min.) | Response ug/ml ug/ml Flags

1 Ethanol, 2-propoxy

2.904 2.908 -0.004 684138 10.0 10.6
2 4-Hydroxy-4-methyl-2-pentanone
3.458 3.463 -0.005 676183 10.0 10.6
3 2-Butoxyethanol
3.744 3748 -0.004 749886 10.0 10.7
* 4 n-Heptyl Alcohol
4190 4.192 -0.002 4553723 50.0 50.0
5 Dipropylene Glycol Methyl Ether
5.123 5.125 -0.002 53030 10.0 10.6
6 Propylene glycol a
6.341 6.334  0.007 123267 10.0 11.0 a
7 Ethylene glycol a
6.561 6.562 -0.001 557188 10.0 131 a
8 2-(2-Butoxyethoxy)ethanol
8.390 8.390 0.000 592831 10.0 10.6
9 2,2'-Oxybisethanol
9.598 9.598  0.000 279809 10.0 12.2
10 Triethylene Glycol
10.626 10.626  0.000 258184 10.0 12.4
11 Tetraethylene Glycol
11.756 11.758 -0.002 539508 20.0 24.9

QC Flag Legend
Processing Flags
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Report Date: 24-Mar-2023 13:02:10 Chrom Revision: 2.3 16-Mar-2023 15:40:40
Review Flags
a - User Assigned ID

Reagents:
SG_Gly_CAL_00048 Amount Added: 5.00 Units: uL
SG_GLY_ISTD_00106 Amount Added: 10.00 Units: uL Run Reagent

Page 79 of 149 3/27/12023 4:24
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Report Date: 24-Mar-2023 13:02:10 Chrom Revision: 2.3 16-Mar-2023 15:40:40
Eurofins Savannah

Data File: \\chromfs\Savannah\ChromData\CVGG2\20230323-84624.b\GC23009.D

Injection Date: 23-Mar-2023 13:44:47 Instrument ID: CVGG2 Operator ID:

Lims ID: ic g3 Worklist Smp#: 9
Client ID:

Injection Vol: 1.0ul Dil. Factor: 1.0000 ALS Bottle#: 0
Method: 8015 _GLY_VGG Limit Group: 8015C_DAI

Column: J&W DB WAX ( 0.45 mm)

GC FID2B, GC23009.D
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Report Date: 24-Mar-2023 13:02:10

Chrom Revision: 2.3 16-Mar-2023 15:40:40

Manual Integration/User Assign Peak Report

Eurofins Savannah

Data File: \\chromfs\Savannah\ChromData\CVGG2\20230323-84624.b\GC23009.D
Injection Date: 23-Mar-2023 13:44:47 Instrument ID: CVGG2
Lims ID: ic g3
Client ID:
Operator ID: ALS Bottle#: 0 Worklist Smp#: 9
Injection Vol: 1.0ul Dil. Factor: 1.0000
Method: 8015 GLY_ VGG Limit Group: 8015C_DAI
Column: J&W DB WAX ( 0.45 mm) Detector GC FID2B
6 Propylene glycol, CAS: 57-55-6
Signal: 1
Processing Integration Results
RT: 6.56 GC FID2B, GC23009.D
Area: 557188 5g
Amount: 16.943601 o
Amount Units: ug/ml
547
521
S 50
S
X 48]
>
467
44
427
407
387
367
34 T T T 1
5.7 6.1
Min
Manual Integration Results
RT: 6.34 GC FID2B, GC23009.D
Area: 123267 587
Amount: 11.046624 56
Amount Units: ug/ml
547
527
fg 507
g 48
X
S 467
A4
427
407
387
367 :
. I S
&l 1 1 1 1 1 1 1 1 1
5.7 6.5 6.9 7.3 7.7
Min
RT —_

Reviewer: SWK1, 24-Mar-2023 13:01:15

Audit Action: Assigned Compound ID
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Audit Reason: Baseline Smoothing
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Report Date: 24-Mar-2023 13:02:10

Chrom Revision: 2.3 16-Mar-2023 15:40:40

Manual Integration/User Assign Peak Report

Eurofins Savannah

Data File: \\chromfs\Savannah\ChromData\CVGG2\20230323-84624.b\GC23009.D
Injection Date: 23-Mar-2023 13:44:47 Instrument ID: CVGG2
Lims ID: ic g3
Client ID:
Operator ID: ALS Bottle#: 0 Worklist Smp#: 9
Injection Vol: 1.0ul Dil. Factor: 1.0000
Method: 8015 GLY_ VGG Limit Group: 8015C_DAI
Column: J&W DB WAX ( 0.45 mm) Detector GC FID2B
7 Ethylene glycol, CAS: 107-21-1
Signal: 1
Processing Integration Results
RT: 6.34 GC FID2B, GC23009.D
Area: 123267 58
Amount: 6.333369 o
Amount Units: ug/ml
547
521
S 50
S
X 48
>
467
44
427
407
387
367
34 T T T T T T 1
5.7 6.1 6.5 6.9 7.3 7.7
Min
Manual Integration Results
RT: 6.56 GC FID2B, GC23009.D
Area: 557188 587 8
Amount: 13.084627 56
Amount Units: ug/ml
547
527
fg 507
g 48
X
S 467
A4
427
407
387
367
34 1
5.7 6.1 6.5 6.9 7.3 7.7
Min
RT —_

Reviewer: SWK1, 24-Mar-2023 13:01:13
Audit Action: Assigned Compound ID
Page 82 of 149

Audit Reason: Baseline Smoothing
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Report Date: 24-Mar-2023 13:02:11 Chrom Revision: 2.3 16-Mar-2023 15:40:40

Eurofins Savannah
Target Compound Quantitation Report

Data File: \\chromfs\Savannah\ChromData\CVGG2\20230323-84624.b\GC23010.D
Lims ID: ic g2
Client ID:
Sample Type: IC Calib Level: 2
Inject. Date: 23-Mar-2023 14:08:14 ALS Bottle#: 0 Worklist Smp#:
Injection Vol: 1.0ul Dil. Factor: 1.0000
Sample Info: 680-0084624-010
Operator ID: Instrument ID: CVGG2
Sublist: chrom-8015_GLY_VGG*sub2
Method: \\chromfs\Savannah\ChromData\CVGG2\20230323-84624.b\8015_GLY_VGG.m
Limit Group: 8015C_DAI
Last Update: 24-Mar-2023 13:02:11 Calib Date: 23-Mar-2023 14:31:34
Integrator: Falcon
Quant Method: Internal Standard Quant By: Initial Calibration
Last ICal File: \\chromfs\Savannah\ChromData\CVGG2\20230323-84624.b\GC23011.D
Column 1: J&W DB WAX (0.45 mm) Det: GC FID2B
Process Host: CTX1629
First Level Reviewer: SWK1 Date: 24-Mar-2023 12:47:15
RT Exp RT | DIt RT Cal Amt | OnCol Amt
(min.) (min.) (min.) | Response ug/ml ug/ml Flags

1 Ethanol, 2-propoxy

2906 2908 -0.002 423678 5.00 4.85
2 4-Hydroxy-4-methyl-2-pentanone
3.461  3.463 -0.002 426241 5.00 5.00
3 2-Butoxyethanol
3.746  3.748 -0.002 466844 5.00 4.83
* 4 n-Heptyl Alcohol
4.187 4.192 -0.005 5303320 50.0 50.0
5 Dipropylene Glycol Methyl Ether
5.125 5125  0.000 32168 5.00 4.63
6 Propylene glycol Ma
6.341 6.334  0.007 85044 5.00 462 Ma
7 Ethylene glycol Ma
6.555 6.562 -0.007 279517 5.00 395 Ma
8 2-(2-Butoxyethoxy)ethanol
8.389 8.390 -0.001 388128 5.00 5.00
9 2,2'-Oxybisethanol
9.598 9.598  0.000 163602 5.00 3.93
10 Triethylene Glycol
10.626 10.626  0.000 144986 5.00 3.89
11 Tetraethylene Glycol
11.759 11.758 0.001 312596 10.0 7.69

QC Flag Legend
Processing Flags

Page 83 of 149
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Report Date: 24-Mar-2023 13:02:11 Chrom Revision: 2.3 16-Mar-2023 15:40:40
Review Flags

M - Manually Integrated

a - User Assigned ID

Reagents:
SG_Gly_CAL_00048 Amount Added: 2.50 Units: uL
SG_GLY_ISTD_00106 Amount Added: 10.00 Units: uL Run Reagent
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Report Date: 24-Mar-2023 13:02:11 Chrom Revision: 2.3 16-Mar-2023 15:40:40
Eurofins Savannah

Data File: \\chromfs\Savannah\ChromData\CVGG2\20230323-84624.b\GC23010.D

Injection Date: 23-Mar-2023 14:08:14 Instrument ID: CVGG2 Operator ID:

Lims ID: ic g2 Worklist Smp#: 10
Client ID:

Injection Vol: 1.0ul Dil. Factor: 1.0000 ALS Bottle#: 0
Method: 8015 _GLY_VGG Limit Group: 8015C_DAI

Column: J&W DB WAX ( 0.45 mm)

GC FID2B, GC23010.D
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Report Date: 24-Mar-2023 13:02:12 Chrom Revision: 2.3 16-Mar-2023 15:40:40
Manual Integration/User Assign Peak Report

Eurofins Savannah

10

Data File: \\chromfs\Savannah\ChromData\CVGG2\20230323-84624.b\GC23010.D
Injection Date: 23-Mar-2023 14:08:14 Instrument ID: CVGG2
Lims ID: ic g2
Client ID:
Operator ID: ALS Bottle#: 0 Worklist Smp#:
Injection Vol: 1.0ul Dil. Factor: 1.0000
Method: 8015 GLY_ VGG Limit Group: 8015C_DAI
Column: J&W DB WAX ( 0.45 mm) Detector GC FID2B

6 Propylene glycol, CAS: 57-55-6
Signal: 1

Processing Integration Results

RT: 6.56 50n GC FID2B, GC23010.D
Area: 213942
Amount: 3.508669

Amount Units: ug/ml 48]

467

a4

Y (X1000)

427

407

387

367

34 1 1 1 1 1 1 1 1 1 1 1 1 1

5.7 5.9 6.1 6.3 6.5 6.7 6.9
Min

Manual Integration Results

RT: 6.34 50- GC FID2B, GC23010.D
Area: 85044

Amount: 4.620505
Amount Units: ug/ml

487

467

447

427

Y ( X1000)
PO 05341

407

387

367

34
5.7

Reviewer: SWK1, 24-Mar-2023 13:01:19
Audit Action: Manually Integrated/Assigned Compound IDAudit Reason: Baseline Smoothing
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Report Date: 24-Mar-2023 13:02:12 Chrom Revision: 2.3 16-Mar-2023 15:40:40
Manual Integration/User Assign Peak Report

Eurofins Savannah

Data File: \\chromfs\Savannah\ChromData\CVGG2\20230323-84624.b\GC23010.D
Injection Date: 23-Mar-2023 14:08:14 Instrument ID: CVGG2
Lims ID: ic g2
Client ID:
Operator ID: ALS Bottle#: 0 Worklist Smp#: 10
Injection Vol: 1.0ul Dil. Factor: 1.0000
Method: 8015 GLY_ VGG Limit Group: 8015C_DAI
Column: J&W DB WAX ( 0.45 mm) Detector GC FID2B
7 Ethylene glycol, CAS: 107-21-1
Signal: 1
Processing Integration Results
RT: 6.34 50n GC FID2B, GC23010.D
Area: 26032
Amount; 1.906585 49
Amount Units:  ug/ml 48]
AT
467
& 457
o
S 4
X
T 43
427
417
407
397
387
37
367 ::
35 T T T T T T T T T T 1
6.0 6.2 6.4 6.6 6.8 7.0 7.2
Min
Manual Integration Results
RT: 6.55 50n GC FID2B, GC23010.D
Area: 279517 -
Amount: 3.946615 e
Amount Units: ug/ml
467
S 44
S
X 4
>_
407
387
367
34 T T T 1
6.0 6.2 7.2
RT

Reviewer: SWK1, 24-Mar-2023 13:01:21
Audit Action: Manually Integrated/Assigned Compound IDAudit Reason: Baseline Smoothing
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Report Date: 24-Mar-2023 13:02:12 Chrom Revision: 2.3 16-Mar-2023 15:40:40

Eurofins Savannah
Target Compound Quantitation Report

Data File: \\chromfs\Savannah\ChromData\CVGG2\20230323-84624.b\GC23011.D
Lims ID: icgl
Client ID:
Sample Type: IC Calib Level: 1
Inject. Date: 23-Mar-2023 14:31:34 ALS Bottle#: 0 Worklist Smp#:
Injection Vol: 1.0ul Dil. Factor: 1.0000
Sample Info: 680-0084624-011
Operator ID: Instrument ID: CVGG2
Sublist: chrom-8015_GLY_VGG*sub2
Method: \\chromfs\Savannah\ChromData\CVGG2\20230323-84624.b\8015_GLY_VGG.m
Limit Group: 8015C_DAI
Last Update: 24-Mar-2023 13:02:12 Calib Date: 23-Mar-2023 14:31:34
Integrator: Falcon
Quant Method: Internal Standard Quant By: Initial Calibration
Last ICal File: \\chromfs\Savannah\ChromData\CVGG2\20230323-84624.b\GC23011.D
Column 1: J&W DB WAX (0.45 mm) Det: GC FID2B
Process Host: CTX1629
First Level Reviewer: SKOU Date: 23-Mar-2023 18:29:15
RT Exp RT | DIt RT Cal Amt | OnCol Amt
(min.) (min.) (min.) | Response ug/ml ug/ml Flags

1 Ethanol, 2-propoxy

2.899 2.908 -0.009 222606 2.00 1.98
2 4-Hydroxy-4-methyl-2-pentanone
3.448 3.463 -0.015 214846 2.00 1.95
3 2-Butoxyethanol
3.743 3.748 -0.005 249990 2.00 1.98
* 4 n-Heptyl Alcohol
4195 4.192 0.003 4950960 50.0 50.0
5 Dipropylene Glycol Methyl Ether
5.118 5.125 -0.007 17889 2.00 2.02
6 Propylene glycol Ma
6.331 6.334 -0.003 59077 2.00 223 Ma
7 Ethylene glycol Ma
6.547 6.562 -0.015 202034 2.00 237 Ma
8 2-(2-Butoxyethoxy)ethanol
8.387 8.390 -0.003 210143 2.00 1.97
9 2,2'-Oxybisethanol
9.598 9.598 0.000 134591 2.00 2.92
10 Triethylene Glycol
10.626 10.626  0.000 122005 2.00 3.09
11 Tetraethylene Glycol
11.759 11.758 0.001 258240 4.00 5.66

QC Flag Legend
Processing Flags

Page 88 of 149
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Report Date: 24-Mar-2023 13:02:12 Chrom Revision: 2.3 16-Mar-2023 15:40:40
Review Flags

M - Manually Integrated

a - User Assigned ID

Reagents:
SG_Gly_CAL_00048 Amount Added: 1.00 Units: uL
SG_GLY_ISTD_00106 Amount Added: 10.00 Units: uL Run Reagent
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Report Date: 24-Mar-2023 13:02:12 Chrom Revision: 2.3 16-Mar-2023 15:40:40
Eurofins Savannah

Data File: \\chromfs\Savannah\ChromData\CVGG2\20230323-84624.b\GC23011.D

Injection Date: 23-Mar-2023 14:31:34 Instrument ID: CVGG2 Operator ID:

Lims ID: icgl Worklist Smp#: 11
Client ID:

Injection Vol: 1.0ul Dil. Factor: 1.0000 ALS Bottle#: 0
Method: 8015 _GLY_VGG Limit Group: 8015C_DAI

Column: J&W DB WAX ( 0.45 mm)

GC FID2B, GC23011.D
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Report Date: 24-Mar-2023 13:02:12

Chrom Revision: 2.3 16-Mar-2023 15:40:40

Manual Integration/User Assign Peak Report

Eurofins Savannah

Data File: \\chromfs\Savannah\ChromData\CVGG2\20230323-84624.b\GC23011.D
Injection Date: 23-Mar-2023 14:31:34 Instrument ID: CVGG2
Lims ID: icgl
Client ID:
Operator ID: ALS Bottle#: 0 Worklist Smp#: 11
Injection Vol: 1.0ul Dil. Factor: 1.0000
Method: 8015 GLY_ VGG Limit Group: 8015C_DAI
Column: J&W DB WAX ( 0.45 mm) Detector GC FID2B
6 Propylene glycol, CAS: 57-55-6
Signal: 1
Processing Integration Results
RT: 6.55 GC FID2B, GC23011.D
467 ™~ iy
Area: 136953 S
Amount: 1.351640 457 :
Amount Units: ug/ml pye
437
S 42
8
2 Al
> 407
397
387
37
367
357
34 1 1 1 1 1 1 1 1 1 1 1 1 1 1
5.7 5.9 6.1 6.3 6.5 6.7 6.9 7.1
Min
Manual Integration Results
RT: 6.33 6 GC FID2B, GC23011.D
Area: 59077
Amount: 2.230516 45]
Amount Units: ug/ml 44
43
47
s .
g ar %
Z a0
>_
397
387
37
367
357
34 T T T T T T 1
5.7 6.7 6.9 7.1

Reviewer: SWK1, 24-Mar-2023 13:01:28
Audit Action: Manually Integrated/Assigned Compound IDAudit Reason: Baseline Smoothing
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Report Date: 24-Mar-2023 13:02:12

Chrom Revision: 2.3 16-Mar-2023 15:40:40
Manual Integration/User Assign Peak Report

Eurofins Savannah

Data File: \\chromfs\Savannah\ChromData\CVGG2\20230323-84624.b\GC23011.D
Injection Date: 23-Mar-2023 14:31:34 Instrument ID: CVGG2
Lims ID: icgl
Client ID:
Operator ID: ALS Bottle#: 0 Worklist Smp#: 11
Injection Vol: 1.0ul Dil. Factor: 1.0000
Method: 8015 GLY_ VGG Limit Group: 8015C_DAI
Column: J&W DB WAX ( 0.45 mm) Detector GC FID2B
7 Ethylene glycol, CAS: 107-21-1
Signal: 1
Processing Integration Results
RT: 6.33 6 GC FID2B, GC23011.D
Area: 22106
Amount: 2.422400 457
Amount Units: ug/ml
A4
437
S)
427
;/ 417 2
407 f\
397 :
387
37
367
35 T T T T T T T T T 1
6.0 6.2 6.4 6.6 6.8 7.0 7.2
Min

RT: 6.55
Area: 202034
Amount: 2.369169

Amount Units: ug/ml

Manual Integration Results

Y ( X1000)

467
457
a4
43
42
417
407
397
387
37
367
357

GC FID2B, GC23011.D
™~ ik,

-

34
6.0

7.2

RT

Reviewer: SWK1, 24-Mar-2023 13:01:25
Audit Action: Manually Integrated/Assigned Compound IDAudit Reason: Baseline Smoothing
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Calibration / Ethanol, 2-propoxy
Curve Type: Linear Curve Coefficients
W‘?'ght'"g: Cone_Sq Intercept: 1.046
Origin: None
Slope: 0.608
Dependency: Response
Calib Mode: ISTD
Response Base: AREA Error Coefficients
RF Rounding: 0
Standard Error: 3550000
Relative Standard Error: 9.4
Correlation Coefficient: 0.974
Coefficient of Determination (Adjusted): 0.990
ID Level Concentration Rel. Resp. IS Amount IS Response RRF Used
1 1C680-769242/11 2.0 2.248109 50.0 4950960.0 1.124055 Y
2 1C 680-769242/10 5.0 3.99446 50.0 5303320.0 0.798892 Y
3 IC 680-769242/9 10.0 7.511853 50.0 4553723.0 0.751185 Y
4 ICIS 680-769242/8 20.0 15.017138 50.0 4560010.0 0.750857 Y
5 IC 680-769242/7 50.0 31.315734 50.0 4243838.0 0.626315 Y
6 IC 680-769242/6 80.0 43.63751 50.0 4480966.0 0.545469 Y
7 1C 680-769242/5 100.0 59.278797 50.0 5210584.0 0.592788 Y

RelResp = [1.046] + [0.608]x

——IC 680-769242/9
——ICIS 680-769242/8

IC 680-769242/10
IC 680-769242/11

—IC 680-769242/7

6.0+
5.04
4.0+

) i

@

& 4

= 4

S 4

X 3.04

@ -

(2]}

e -

o

S 4

[}

@ 4
2.04
1.0+
0.0

0

Intercept = -1.72

10 20 30 40 50 60

Concentration

70 80 90 100
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Calibration / 4-Hydroxy-4-methyl-2-pentanone
Curve Type: Linear Curve Coefficients
Weighting: Conc_S
) g g —>4 Intercept: 0.9847
Origin: None
Slope: 0.6063
Dependency: Response
Calib Mode: ISTD
Response Base: AREA Error Coefficients
RF Rounding: 0
Standard Error: 3530000
Relative Standard Error: 9.5
Correlation Coefficient: 0.972
Coefficient of Determination (Adjusted): 0.990
ID Level Concentration Rel. Resp. IS Amount IS Response RRF Used
1 1C680-769242/11 2.0 2.169741 50.0 4950960.0 1.08487 Y
2 1C 680-769242/10 5.0 4.018624 50.0 5303320.0 0.803725 Y
3 IC 680-769242/9 10.0 7.424507 50.0 4553723.0 0.742451 Y
4 ICIS 680-769242/8 20.0 14.89773 50.0 4560010.0 0.744887 Y
5 IC 680-769242/7 50.0 30.779309 50.0 4243838.0 0.615586 Y
6 IC 680-769242/6 80.0 43.166462 50.0 4480966.0 0.539581 Y
7 1C 680-769242/5 100.0 59.1866 50.0 5210584.0 0.591866 Y
RelResp =[0.9847] + [0.6063]x
6.0+ +
E ——IC 680-769242/10
] ——IC 680-769242/9
5.0 ——ICIS 680-769242/8
4.0
) E
@
5 i
5 -
Py 3.0+ —IC 680-769242/7
g —
© —
o
S i
[%]
@ i
2.0+
1.0+
. IC 680-769242/11
00 1 1 1 1 1 1 1 1 1 1
0 10 20 30 40 50 60 70 80 90 100
Concentration
Intercept = -1.62
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Calibration / 2-Butoxyethanol
Curve Type: Linear Curve Coefficients
W‘?'ght'"g: Cone_Sq Intercept: 1.225
Origin: None
Slope: 0.6571
Dependency: Response
Calib Mode: ISTD
Response Base: AREA Error Coefficients
RF Rounding: 0
Standard Error: 3860000
Relative Standard Error: 9.6
Correlation Coefficient: 0.971
Coefficient of Determination (Adjusted): 0.990
ID Level Concentration Rel. Resp. IS Amount IS Response RRF Used
1 1C680-769242/11 2.0 2.524662 50.0 4950960.0 1.262331 Y
2 1C 680-769242/10 5.0 4.401432 50.0 5303320.0 0.880286 Y
3 IC 680-769242/9 10.0 8.233768 50.0 4553723.0 0.823377 Y
4 ICIS 680-769242/8 20.0 16.315052 50.0 4560010.0 0.815753 Y
5 IC 680-769242/7 50.0 33.807959 50.0 4243838.0 0.676159 Y
6 IC 680-769242/6 80.0 46.930852 50.0 4480966.0 0.586636 Y
7 1C 680-769242/5 100.0 64.798629 50.0 5210584.0 0.647986 Y

RelResp = [1.225] + [0.6571]x

——IC 680-769242/9
——ICIS 680-769242/8

IC 680-769242/10
IC 680-769242/11
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Calibration / Dipropylene Glycol Methyl Ether

Curve Type: Linear Curve Coefficients
Weighting: Conc_Sq
o Intercept: 0.08537
Origin: None
Slope: 0.04708
Dependency: Response
Calib Mode: ISTD
Response Base: AREA Error Coefficients
RF Rounding: 0
Standard Error: 289000
Relative Standard Error: 7.3
Correlation Coefficient: 0.966
Coefficient of Determination (Adjusted): 0.994
ID Level Concentration Rel. Resp. IS Amount IS Response RRF Used
1 IC 680-769242/11 2.0 0.180662 50.0 4950960.0 0.090331 Y
2 IC 680-769242/10 5.0 0.303282 50.0 5303320.0 0.060656 Y
3 IC 680-769242/9 10.0 0.582271 50.0 4553723.0 0.058227 Y
4 ICIS 680-769242/8 20.0 1.113002 50.0 4560010.0 0.05565 Y
5 IC 680-769242/7 50.0 2.379756 50.0 4243838.0 0.047595 Y
6 IC 680-769242/6 80.0 3.513294 50.0 4480966.0 0.043916 Y
7 IC 680-769242/5 100.0 4.935953 50.0 5210584.0 0.04936 Y
RelResp = [0.08537] + [0.04708]x
5. IC 680-769242/5—
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Calibration

/ Propylene glycol

Curve Type: Linear Curve Coefficients
Weighting: Conc
o Intercept: 0.4051
Origin: None
Slope: 0.08585
Dependency: Response
Calib Mode: ISTD
Response Base: AREA Error Coefficients
RF Rounding: 0
Standard Error: 560000
Relative Standard Error: 12.1
Correlation Coefficient: 0.971
Coefficient of Determination (Adjusted): 0.993
ID Level Concentration Rel. Resp. IS Amount IS Response RRF Used
1 1C680-769242/11 2.0 0.596622 50.0 4950960.0 0.298311 Y
2 1C 680-769242/10 5.0 0.8018 50.0 5303320.0 0.16036 Y
3 IC 680-769242/9 10.0 1.353475 50.0 4553723.0 0.135347 Y
4 ICIS 680-769242/8 20.0 1.799601 50.0 4560010.0 0.08998 Y
5 IC 680-769242/7 50.0 4.923904 50.0 4243838.0 0.098478 Y
6 IC 680-769242/6 80.0 6.890545 50.0 4480966.0 0.086132 Y
7 1C 680-769242/5 100.0 9.391654 50.0 5210584.0 0.093917 Y
RelResp = [0.4051] + [0.08585]x
IC 680-769242/5— —+—
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Calibration / Ethylene glycol
Curve Type: Quadratic Curve Coefficients
Weighting: None
o Intercept: 1.15
Origin: None
Slope: 0.3748
Dependency: Response
. Second Order: 0.0003691
Calib Mode: ISTD
Response Base: AREA
RF Rounding: 0 Error Coefficients
Standard Error: 2860000
Relative Standard Error: 23.5
Correlation Coefficient: 0.982
Coefficient of Determination (Adjusted): 0.995
ID Level Concentration Rel. Resp. IS Amount IS Response RRF Used
1 1C680-769242/11 2.0 2.040352 50.0 4950960.0 1.020176 Y
2 1C 680-769242/10 5.0 2.635302 50.0 5303320.0 0.52706 Y
3 IC 680-769242/9 10.0 6.117939 50.0 4553723.0 0.611794 Y
4 ICIS 680-769242/8 20.0 7.191793 50.0 4560010.0 0.35959 Y
5 IC 680-769242/7 50.0 22.160342 50.0 4243838.0 0.443207 Y
6 IC 680-769242/6 80.0 32.434502 50.0 4480966.0 0.405431 Y
7 1C 680-769242/5 100.0 42.721891 50.0 5210584.0 0.427219 Y
RelResp = [1.15] + [0.3748]x + [0.0003691]x"2
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Calibration / 2-(2-Butoxyethoxy)ethanol
Curve Type: Linear Curve Coefficients
Weighting: Conc_S
) g g —>4 Intercept: 1.126
Origin: None
Slope: 0.5067
Dependency: Response
Calib Mode: ISTD
Response Base: AREA Error Coefficients
RF Rounding: 0
Standard Error: 3090000
Relative Standard Error: 6.9
Correlation Coefficient: 0.963
Coefficient of Determination (Adjusted): 0.995
ID Level Concentration Rel. Resp. IS Amount IS Response RRF Used
1 IC 680-769242/11 2.0 2.122245 50.0 4950960.0 1.061122 Y
2 IC 680-769242/10 5.0 3.659293 50.0 5303320.0 0.731859 Y
3 IC 680-769242/9 10.0 6.5093 50.0 4553723.0 0.65093 Y
4 ICIS 680-769242/8 20.0 12.010489 50.0 4560010.0 0.600524 Y
5 IC 680-769242/7 50.0 25.958484 50.0 4243838.0 0.51917 Y
6 IC 680-769242/6 80.0 36.937571 50.0 4480966.0 0.46172 Y
7 IC 680-769242/5 100.0 52.625521 50.0 5210584.0 0.526255 Y
RelResp = [1.126] + [0.5067]x
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Calibration / 2,2'-Oxybisethanol
Curve Type: Quadratic Curve Coefficients
Weighting: None
o Intercept: 0.8353
Origin: None
Slope: 0.1785
Dependency: Response
. Second Order: 0.0004033
Calib Mode: ISTD
Response Base: AREA
RF Rounding: 0 Error Coefficients
Standard Error: 1520000
Relative Standard Error: 29.6
Correlation Coefficient: 0.981
Coefficient of Determination (Adjusted): 0.996
ID Level Concentration Rel. Resp. IS Amount IS Response RRF Used
1 IC 680-769242/11 2.0 1.359241 50.0 4950960.0 0.679621 Y
2 IC 680-769242/10 5.0 1.542449 50.0 5303320.0 0.30849 Y
3 IC 680-769242/9 10.0 3.07231 50.0 4553723.0 0.307231 Y
4 ICIS 680-769242/8 20.0 3.804487 50.0 4560010.0 0.190224 Y
5 IC 680-769242/7 50.0 11.56531 50.0 4243838.0 0.231306 Y
6 IC 680-769242/6 80.0 17.020515 50.0 4480966.0 0.212756 Y
7 IC 680-769242/5 100.0 22.979113 50.0 5210584.0 0.229791 Y
RelResp =[0.8353] + [0.1785]x + [0.0004033]x"2
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Calibration |/ Triethylene Glycol
Curve Type: Quadratic Curve Coefficients
Weighting: None
o Intercept: 0.7215
Origin: None
Slope: 0.1638
Dependency: Response
. Second Order: 0.0004904
Calib Mode: ISTD
Response Base: AREA
RF Rounding: 0 Error Coefficients
Standard Error: 1460000
Relative Standard Error: 34.3
Correlation Coefficient: 0.980
Coefficient of Determination (Adjusted): 0.994
ID Level Concentration Rel. Resp. IS Amount IS Response RRF Used
1 IC 680-769242/11 2.0 1.232135 50.0 4950960.0 0.616067 Y
2 IC 680-769242/10 5.0 1.366936 50.0 5303320.0 0.273387 Y
3 IC 680-769242/9 10.0 2.834867 50.0 4553723.0 0.283487 Y
4 ICIS 680-769242/8 20.0 3.337076 50.0 4560010.0 0.166854 Y
5 IC 680-769242/7 50.0 11.051518 50.0 4243838.0 0.22103 Y
6 IC 680-769242/6 80.0 16.18873 50.0 4480966.0 0.202359 Y
7 IC 680-769242/5 100.0 22.306166 50.0 5210584.0 0.223062 Y
RelResp =[0.7215] + [0.1638]x + [0.0004904]x"2
] IC 680-769242/5—
| —IC 680-769242/11
2 ——IC 680-769242/9
- 1.5+
o} -
2
= -
] —
g - IC 680-769242/7—
k) 1.0+
> —
[%]
o -
0.5+
: —ICIS 680-769242/8
] ~——I|C 680-769242/10
00 1 1 1 1 1 1 1 1 1 1
0 10 20 30 50 60 70 80 90 100
Concentration

Intercept = -4.46

Page 101 of 149

3/27/2023 4:24
PM



Calibration / Tetraethylene Glycol
Curve Type: Quadratic Curve Coefficients
Weighting: None
o Intercept: 1.674
Origin: None
Slope: 0.1632
Dependency: Response
. Second Order: 0.000294
Calib Mode: ISTD
Response Base: AREA
RF Rounding: 0 Error Coefficients
Standard Error: 3060000
Relative Standard Error: 29.4
Correlation Coefficient: 0.979
Coefficient of Determination (Adjusted): 0.993
ID Level Concentration Rel. Resp. IS Amount IS Response RRF Used
1 1C680-769242/11 4.0 2.607979 50.0 4950960.0 0.651995 Y
2 1C 680-769242/10 10.0 2.947173 50.0 5303320.0 0.294717 Y
3 IC 680-769242/9 20.0 5.923812 50.0 4553723.0 0.296191 Y
4 ICIS 680-769242/8 40.0 7.04471 50.0 4560010.0 0.176118 Y
5 IC 680-769242/7 100.0 22.95619 50.0 4243838.0 0.229562 Y
6 IC 680-769242/6 160.0 33.393235 50.0 4480966.0 0.208708 Y
7 1C 680-769242/5 200.0 46.870811 50.0 5210584.0 0.234354 Y
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Report Date: 24-Mar-2023 13:11:05 Chrom Revision: 2.3 16-Mar-2023 15:40:40

Eurofins Savannah
Target Compound Quantitation Report

Data File: \\chromfs\Savannah\ChromData\CVGG2\20230323-84624.b\GC23012.D
Lims ID: icv gly
Client ID:
Sample Type: Cccv
Inject. Date: 23-Mar-2023 14:54:53 ALS Bottle#: 0 Worklist Smp#:
Injection Vol: 1.0ul Dil. Factor: 1.0000
Sample Info: 680-0084624-012
Operator ID: Instrument ID: CVGG2
Sublist: chrom-8015_GLY_VGG*sub2
Method: \\chromfs\Savannah\ChromData\CVGG2\20230323-84624.b\8015_GLY_VGG.m
Limit Group: 8015C_DAI
Last Update: 24-Mar-2023 13:11:05 Calib Date: 23-Mar-2023 14:31:34
Integrator: Falcon
Quant Method: Internal Standard Quant By: Initial Calibration
Last ICal File: \\chromfs\Savannah\ChromData\CVGG2\20230323-84624.b\GC23011.D
Column 1: J&W DB WAX (0.45 mm) Det: GC FID2B
Process Host: CTX1629
First Level Reviewer: SWK1 Date: 24-Mar-2023 13:00:21
RT Exp RT | DIt RT Cal Amt | OnCol Amt
(min.) (min.) (min.) | Response ug/ml ug/ml Flags

1 Ethanol, 2-propoxy

2903 2911 -0.008 1430063 20.0 22.8
2 4-Hydroxy-4-methyl-2-pentanone

3.460 3.476 -0.016 1395231 20.0 22.4
3 2-Butoxyethanol

3.744 3746 -0.002 1616427 20.0 23.8

* 4 n-Heptyl Alcohol

4188 4.179  0.009 4792859 50.0 50.0
5 Dipropylene Glycol Methyl Ether

5.124 5128 -0.004 95881 20.0 19.4
6 Propylene glycol

6.336 6.346 -0.010 180904 20.0 17.3
7 Ethylene glycol

6.555 6.593 -0.038 772982 20.0 18.1
8 2-(2-Butoxyethoxy)ethanol

8.390 8.385 0.005 1097295 20.0 20.4
9 2,2'-Oxybisethanol

9.597 9.598 -0.001 357644 20.0 15.7
10 Triethylene Glycol

10.625 10.631 -0.006 364290 20.0 17.8
11 Tetraethylene Glycol

11.756 11.784 -0.028 742162 40.0 35.0
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Report Date: 24-Mar-2023 13:11:05 Chrom Revision: 2.3 16-Mar-2023 15:40:40

Reagents:
SG_GlylCV_00055 Amount Added: 10.00 Units: uL
SG_GLY_ISTD_00106 Amount Added: 10.00 Units: uL Run Reagent
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Report Date: 24-Mar-2023 13:11:05

Chrom Revision: 2.3 16-Mar-2023 15:40:40
Eurofins Savannah

Data File: \\chromfs\Savannah\ChromData\CVGG2\20230323-84624.b\GC23012.D
Injection Date: 23-Mar-2023 14:54:53 Instrument ID: CVGG2 Operator ID:
Lims ID: icv gly Worklist Smp#: 12
Client ID:
Injection Vol: 1.0ul Dil. Factor: 1.0000 ALS Bottle#: 0
Method: 8015 _GLY_VGG Limit Group: 8015C_DAI
Column: J&W DB WAX ( 0.45 mm)
GC FID2B, GC23012.D
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Report Date: 27-Mar-2023 11:57:35 Chrom Revision: 2.3 16-Mar-2023 15:40:40

Eurofins Savannah
Target Compound Quantitation Report

Data File: \\chromfs\Savannah\ChromData\CVGG2\20230326-84685.b\GC26005.D
Lims ID: cevis g4
Client ID:
Sample Type: CCVIS
Inject. Date: 26-Mar-2023 12:39:26 ALS Bottle#: 0 Worklist Smp#:
Injection Vol: 1.0ul Dil. Factor: 1.0000
Sample Info: 680-0084685-005
Operator ID: Instrument ID: CVGG2
Sublist: chrom-8015_GLY_VGG*sub2
Method: \\chromfs\Savannah\ChromData\CVGG2\20230326-84685.b\8015_GLY_VGG.m
Limit Group: 8015C_DAI
Last Update: 27-Mar-2023 11:57:35 Calib Date: 23-Mar-2023 14:31:34
Integrator: Falcon
Quant Method: Internal Standard Quant By: Initial Calibration
Last ICal File: \\chromfs\Savannah\ChromData\CVGG2\20230323-84624.b\GC23011.D
Column 1: J&W DB WAX (0.45 mm) Det: GC FID2B
Process Host: CTX1671
RT Exp RT | DIt RT Cal Amt [ OnCol Amt
(min.) | (min.) | (min.) | Response ug/ml ug/ml Flags

1 Ethanol, 2-propoxy

2.899 2.899  0.000 1004451 20.0 16.1
2 4-Hydroxy-4-methyl-2-pentanone

3.443  3.443  0.000 971149 20.0 15.7
3 2-Butoxyethanol

3.744 3744  0.000 1143466 20.0 16.9
* 4 n-Heptyl Alcohol

4200 4.200 0.000 4630053 50.0 50.0
5 Dipropylene Glycol Methyl Ether

5.112 5112  0.000 77445 20.0 16.0
6 Propylene glycol

6.333 6.333  0.000 140949 20.0 13.0
7 Ethylene glycol

6.588 6.588  0.000 798172 20.0 19.6
8 2-(2-Butoxyethoxy)ethanol

8.386 8.386  0.000 925755 20.0 17.5
9 2,2'-Oxybisethanol

9.595 9,595  0.000 534393 20.0 26.1
10 Triethylene Glycol

10.624 10.624 0.000 523607 20.0 27.8
11 Tetraethylene Glycol

11.755 11.755 0.000 1100154 40.0 56.7
Reagents:
SG_Gly_CAL_00048 Amount Added: 10.00 Units: uL
SG_GLY_ISTD_00106 Amount Added: 10.00 Units: uL Run Reagent

Page 110 of 149

3/27/2023 4:24
PM



Report Date: 27-Mar-2023 11:57:35

Data File:
Injection Date:
Lims ID:
Client ID:
Injection Vol:
Method:

Chrom Revision: 2.3 16-Mar-2023 15:40:40

Eurofins Savannah
\\chromfs\Savannah\ChromData\CVGG2\20230326-84685.b\GC26005.D

26-Mar-2023 12:39:26 Instrument ID: CVGG2
cevis g4

1.0ul Dil. Factor: 1.0000
8015_GLY_VGG Limit Group: 8015C_DAI

Column: J&W DB WAX ( 0.45 mm)

Operator ID:
Worklist Smp#:

ALS Bottle#:
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Report Date: 27-Mar-2023 11:57:37 Chrom Revision: 2.3 16-Mar-2023 15:40:40

Eurofins Savannah
Target Compound Quantitation Report

Data File: \\chromfs\Savannah\ChromData\CVGG2\20230326-84685.b\GC26026.D
Lims ID: ccv g4
Client ID:
Sample Type: Cccv
Inject. Date: 26-Mar-2023 20:51:28 ALS Bottle#: 0 Worklist Smp#:
Injection Vol: 1.0ul Dil. Factor: 1.0000
Sample Info: 680-0084685-026
Operator ID: Instrument ID: CVGG2
Sublist: chrom-8015_GLY_VGG*sub2
Method: \\chromfs\Savannah\ChromData\CVGG2\20230326-84685.b\8015_GLY_VGG.m
Limit Group: 8015C_DAI
Last Update: 27-Mar-2023 11:57:37 Calib Date: 23-Mar-2023 14:31:34
Integrator: Falcon
Quant Method: Internal Standard Quant By: Initial Calibration
Last ICal File: \\chromfs\Savannah\ChromData\CVGG2\20230323-84624.b\GC23011.D
Column 1: J&W DB WAX (0.45 mm) Det: GC FID2B
Process Host: CTX1671
First Level Reviewer: SWK1 Date: 27-Mar-2023 11:57:16
RT Exp RT | DIt RT Cal Amt | OnCol Amt
(min.) (min.) (min.) | Response ug/ml ug/ml Flags

1 Ethanol, 2-propoxy

2901 2901  0.000 1693987 20.0 24.2
2 4-Hydroxy-4-methyl-2-pentanone

3.453 3.453  0.000 1681744 20.0 24.2
3 2-Butoxyethanol

3.738 3.738 0.000 1923190 20.0 25.4

* 4 n-Heptyl Alcohol

4.178 4.178  0.000 5376576 50.0 50.0
5 Dipropylene Glycol Methyl Ether

5.121 5121  0.000 133447 20.0 24.5
6 Propylene glycol

6.330 6.330 0.000 219585 20.0 19.1
7 Ethylene glycol

6.560 6.560  0.000 952375 20.0 20.2
8 2-(2-Butoxyethoxy)ethanol

8.382 8382 0.000 1455500 20.0 24.5
9 2,2'-Oxybisethanol

9.602 9.602  0.000 286531 20.0 10.0
10 Triethylene Glycol

10.676 10.676  0.000 136459 20.0 3.31

QC Flag Legend
Processing Flags
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Report Date: 27-Mar-2023 11:57:37 Chrom Revision: 2.3 16-Mar-2023 15:40:40

Reagents:
SG_Gly_CAL_00048 Amount Added: 10.00 Units: uL
SG_GLY_ISTD_00106 Amount Added: 10.00 Units: uL Run Reagent
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Report Date: 27-Mar-2023 11:57:37

Chrom Revision: 2.3 16-Mar-2023 15:40:40
Eurofins Savannah

Data File: \\chromfs\Savannah\ChromData\CVGG2\20230326-84685.b\GC26026.D
Injection Date: 26-Mar-2023 20:51:28 Instrument ID: CVGG2 Operator ID:
Lims ID: ccv g4 Worklist Smp#: 26
Client ID:
Injection Vol: 1.0ul Dil. Factor: 1.0000 ALS Bottle#: 0
Method: 8015 _GLY_VGG Limit Group: 8015C_DAI
Column: J&W DB WAX ( 0.45 mm)
GC FID2B, GC26026.D
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Report Date: 27-Mar-2023 11:57:28 Chrom Revision: 2.3 16-Mar-2023 15:40:40

Eurofins Savannah
Target Compound Quantitation Report

Data File: \\chromfs\Savannah\ChromData\CVGG2\20230326-84685.b\GC26010.D
Lims ID: mb
Client ID:
Sample Type: MB
Inject. Date: 26-Mar-2023 14:36:41 ALS Bottle#: 0 Worklist Smp#:
Injection Vol: 1.0ul Dil. Factor: 1.0000
Sample Info: 680-0084685-010
Operator ID: Instrument ID: CVGG2
Method: \\chromfs\Savannah\ChromData\CVGG2\20230326-84685.b\8015_GLY_VGG.m
Limit Group: 8015C_DAI
Last Update: 27-Mar-2023 11:57:16 Calib Date: 23-Mar-2023 14:31:34
Integrator: Falcon
Quant Method: Internal Standard Quant By: Initial Calibration
Last ICal File: \\chromfs\Savannah\ChromData\CVGG2\20230323-84624.b\GC23011.D
Column 1: J&W DB WAX (10.45 mm) Det: GC FID2B
Process Host: CTX1671
First Level Reviewer: SWK1 Date: 27-Mar-2023 11:55:27
RT Exp RT | DIt RT Cal Amt [ OnCol Amt
(min.) (min.) (min.) | Response ug/mli ug/ml Flags

* 4 n-Heptyl Alcohol

4193 4178 0.015 4854591 50.0 50.0
Reagents:
SG_GLY_ISTD_00106 Amount Added: 10.00 Units: uL Run Reagent
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Report Date: 27-Mar-2023 11:57:28

Data File:

Injection Date:

Lims ID:
Client ID:
Injection Vol:
Method:
Column: J&W DB WAX ( 0.45 mm)

Chrom Revision: 2.3 16-Mar-2023 15:40:40

Eurofins Savannah
\\chromfs\Savannah\ChromData\CVGG2\20230326-84685.b\GC26010.D

26-Mar-2023 14:36:41 Instrument ID: CVGG2 Operator ID:
mb Worklist Smp#:

1.0 ul Dil. Factor: 1.0000 ALS Bottle#:
8015_GLY_VGG Limit Group: 8015C_DAI

10
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Y ( X100000)
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Report Date: 27-Mar-2023 11:57:35 Chrom Revision: 2.3 16-Mar-2023 15:40:40

Eurofins Savannah
Target Compound Quantitation Report

Data File: \\chromfs\Savannah\ChromData\CVGG2\20230326-84685.b\GC26006.D
Lims ID: Ics
Client ID:
Sample Type: LCS
Inject. Date: 26-Mar-2023 13:02:49 ALS Bottle#: 0 Worklist Smp#:
Injection Vol: 1.0ul Dil. Factor: 1.0000
Sample Info: 680-0084685-006
Operator ID: Instrument ID: CVGG2
Method: \\chromfs\Savannah\ChromData\CVGG2\20230326-84685.b\8015_GLY_VGG.m
Limit Group: 8015C_DAI
Last Update: 27-Mar-2023 11:57:35 Calib Date: 23-Mar-2023 14:31:34
Integrator: Falcon
Quant Method: Internal Standard Quant By: Initial Calibration
Last ICal File: \\chromfs\Savannah\ChromData\CVGG2\20230323-84624.b\GC23011.D
Column 1: J&W DB WAX (10.45 mm) Det: GC FID2B
Process Host: CTX1671
First Level Reviewer: SWK1 Date: 27-Mar-2023 11:55:16
RT Exp RT | DIt RT Cal Amt [ OnCol Amt
(min.) (min.) (min.) | Response ug/mli ug/ml Flags

1 Ethanol, 2-propoxy

2.898 2.899 -0.001 1232715 20.0 17.2
2 4-Hydroxy-4-methyl-2-pentanone

3.441 3.443  -0.002 1217392 20.0 17.2
3 2-Butoxyethanol

3.743 3.744 -0.001 1392089 20.0 17.9

* 4 n-Heptyl Alcohol

4200 4.200 0.000 5346556 50.0 50.0
5 Dipropylene Glycol Methyl Ether

5.112 5.112 0.000 104985 20.0 19.0
6 Propylene glycol

6.333 6.333 0.000 211385 20.0 18.3
7 Ethylene glycol M
6.587 6.588 -0.001 1272535 20.0 279 M
8 2-(2-Butoxyethoxy)ethanol

8.385 8.386 -0.001 1192339 20.0 19.8
9 2,2'-Oxybisethanol

9.595 9.595 0.000 688892 20.0 29.5
10 Triethylene Glycol

10.624 10.624 0.000 685075 20.0 31.7
11 Tetraethylene Glycol

11.753 11.755 -0.002 1432298 40.0 64.3

QC Flag Legend
Processing Flags
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Report Date: 27-Mar-2023 11:57:35 Chrom Revision: 2.3 16-Mar-2023 15:40:40
Review Flags
M - Manually Integrated

Reagents:
SG_GlylCV_00055 Amount Added: 10.00 Units: uL
SG_GLY_ISTD_00106 Amount Added: 10.00 Units: uL Run Reagent
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Report Date: 27-Mar-2023 11:57:35

Data File:
Injection Date:
Lims ID:
Client ID:
Injection Vol:
Method:

Chrom Revision: 2.3 16-Mar-2023 15:40:40

Eurofins Savannah
\\chromfs\Savannah\ChromData\CVGG2\20230326-84685.b\GC26006.D

26-Mar-2023 13:02:49 Instrument ID: CVGG2

Ics

1.0 ul Dil. Factor: 1.0000
8015_GLY_VGG Limit Group: 8015C_DAI

Column: J&W DB WAX ( 0.45 mm)

Operator ID:
Worklist Smp#:

ALS Bottle#:
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GC FID2B, GC26006.D

* n-Heptyl Alcohol( 4.200)

4-Hydroxy-4-methyl-2-pentanone( 3.441)
2,2'-Oxybisethanol( 9.595)

2-Butoxyethanol( 3.743)

2-(2-Butoxyethoxy)ethanol( 8.385)

Triethylene Glycol( 10.624)
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ropylene glycol( 6.333)
Ethylene glycol( 6.587)

Tetraethylene Glycol( 11.753)
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Report Date: 27-Mar-2023 11:57:36 Chrom Revision: 2.3 16-Mar-2023 15:40:40

Eurofins Savannah
Target Compound Quantitation Report

Data File: \\chromfs\Savannah\ChromData\CVGG2\20230326-84685.b\GC26007.D
Lims ID: lcsd
Client ID:
Sample Type: LCSD
Inject. Date: 26-Mar-2023 13:26:20 ALS Bottle#: 0 Worklist Smp#:
Injection Vol: 1.0ul Dil. Factor: 1.0000
Sample Info: 680-0084685-007
Operator ID: Instrument ID: CVGG2
Method: \\chromfs\Savannah\ChromData\CVGG2\20230326-84685.b\8015_GLY_VGG.m
Limit Group: 8015C_DAI
Last Update: 27-Mar-2023 11:57:35 Calib Date: 23-Mar-2023 14:31:34
Integrator: Falcon
Quant Method: Internal Standard Quant By: Initial Calibration
Last ICal File: \\chromfs\Savannah\ChromData\CVGG2\20230323-84624.b\GC23011.D
Column 1: J&W DB WAX (10.45 mm) Det: GC FID2B
Process Host: CTX1671
RT Exp RT | DIt RT Cal Amt | OnCol Amt
(min.) (min.) (min.) Response ug/mi ug/mi Flags

1 Ethanol, 2-propoxy

2.896 2.899 -0.003 1187278 20.0 16.8
2 4-Hydroxy-4-methyl-2-pentanone
3.439 3.443 -0.004 1172704 20.0 16.7
3 2-Butoxyethanol
3.741 3.744 -0.003 1343459 20.0 17.5
* 4 n-Heptyl Alcohol
4198 4.200 -0.002 5273924 50.0 50.0
5 Dipropylene Glycol Methyl Ether
5.112 5.112 0.000 99757 20.0 18.3
6 Propylene glycol
6.329 6.333 -0.004 204161 20.0 17.8
7 Ethylene glycol
6.581 6.588 -0.007 1283920 20.0 28.6
8 2-(2-Butoxyethoxy)ethanol
8.383 8.386  -0.003 1158515 20.0 19.5
9 2,2'-Oxybisethanol
9.595 9.595 0.000 689967 20.0 29.9
10 Triethylene Glycol
10.622 10.624 -0.002 680280 20.0 31.9
11 Tetraethylene Glycol
11.752 11.755 -0.003 1420356 40.0 64.7
Reagents:
SG_GlylCV_00055 Amount Added: 10.00 Units: uL
SG_GLY_ISTD_00106 Amount Added: 10.00 Units: uL Run Reagent
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Report Date: 27-Mar-2023 11:57:36

Data File:
Injection Date:
Lims ID:
Client ID:
Injection Vol:
Method:
Column: J&W DB WAX ( 0.45 mm)

Chrom Revision: 2.3 16-Mar-2023 15:40:40

Eurofins Savannah
\\chromfs\Savannah\ChromData\CVGG2\20230326-84685.b\GC26007.D

26-Mar-2023 13:26:20 Instrument ID: CVGG2
Icsd

1.0 ul Dil. Factor: 1.0000
8015_GLY_VGG Limit Group: 8015C_DAI

Operator ID:
Worklist Smp#:

ALS Bottle#:

7

0

Y ( X100000)

147

137
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107

-
Ethanol, 2-propoxy( 2.896)

GC FID2B, GC26007.D

* n-Heptyl Alcohol( 4.198)

Triethylene Glycol( 10.622)

4-Hydroxy-4-methyl-2-pentanone( 3.439)
2,2'-Oxybisethanol( 9.595)

2-Butoxyethanol( 3.741)

2-(2-Butoxyethoxy)ethanol( 8.383)

Dipropylene Glycol Methyl Ether( 5.112)

%

ropylene glycol( 6.329)
Ethylene glycol( 6.581)

L

Tetraethylene Glycol( 11.752)

T
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Report Date: 27-Mar-2023 11:57:32 Chrom Revision: 2.3 16-Mar-2023 15:40:40

Eurofins Savannah
Target Compound Quantitation Report

Data File: \\chromfs\Savannah\ChromData\CVGG2\20230326-84685.b\GC26019.D
Lims ID: 580-125072-C-2 MS
Client ID:
Sample Type: MS
Inject. Date: 26-Mar-2023 18:07:35 ALS Bottle#: 0 Worklist Smp#:
Injection Vol: 1.0ul Dil. Factor: 1.0000
Sample Info: 680-0084685-019
Operator ID: Instrument ID: CVGG2
Method: \\chromfs\Savannah\ChromData\CVGG2\20230326-84685.b\8015_GLY_VGG.m
Limit Group: 8015C_DAI
Last Update: 27-Mar-2023 11:57:16 Calib Date: 23-Mar-2023 14:31:34
Integrator: Falcon
Quant Method: Internal Standard Quant By: Initial Calibration
Last ICal File: \\chromfs\Savannah\ChromData\CVGG2\20230323-84624.b\GC23011.D
Column 1: J&W DB WAX (10.45 mm) Det: GC FID2B
Process Host: CTX1671
First Level Reviewer: SWK1 Date: 27-Mar-2023 11:56:27
RT Exp RT | DIt RT Cal Amt [ OnCol Amt
(min.) (min.) (min.) | Response ug/mli ug/ml Flags

1 Ethanol, 2-propoxy

2.900 2,901 -0.001 1583967 20.0 22.1
2 4-Hydroxy-4-methyl-2-pentanone
3.452 3.453 -0.001 1535310 20.0 21.5
3 2-Butoxyethanol
3.739 3.738 0.001 1801367 20.0 23.2
* 4 n-Heptyl Alcohol
4182  4.178 0.004 5473823 50.0 50.0
5 Dipropylene Glycol Methyl Ether
5.120 5.121 -0.001 115566 20.0 20.6
6 Propylene glycol M
6.270 6.330 -0.060 230255 20.0 198 M
7 Ethylene glycol
6.550 6.560 -0.010 822857 20.0 16.7
8 2-(2-Butoxyethoxy)ethanol
8.382 8.382 0.000 1306071 20.0 21.3
9 2,2'-Oxybisethanol
9.601 9.602 -0.001 247304 20.0 7.84
10 Triethylene Glycol
10.652 10.676 -0.024 162932 20.0 4.62

QC Flag Legend

Processing Flags
Review Flags
M - Manually Integrated
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Report Date: 27-Mar-2023 11:57:32 Chrom Revision: 2.3 16-Mar-2023 15:40:40

Reagents:
SG_Gly_CAL_00048 Amount Added: 10.00 Units: uL
SG_GLY_ISTD_00106 Amount Added: 10.00 Units: uL Run Reagent
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Report Date: 27-Mar-2023 11:57:32

Data File:
Injection Date:
Lims ID:
Client ID:
Injection Vol:
Method:

Chrom Revision: 2.3 16-Mar-2023 15:40:40

Eurofins Savannah
\\chromfs\Savannah\ChromData\CVGG2\20230326-84685.b\GC26019.D

26-Mar-2023 18:07:35 Instrument ID: CVGG2 Operator ID:
580-125072-C-2 MS Worklist Smp#:
1.0ul Dil. Factor: 1.0000 ALS Bottle#:
8015 GLY_VGG Limit Group: 8015C_DAI

Column: J&W DB WAX ( 0.45 mm)
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Report Date: 27-Mar-2023 11:57:32 Chrom Revision: 2.3 16-Mar-2023 15:40:40

Eurofins Savannah
Target Compound Quantitation Report

Data File: \\chromfs\Savannah\ChromData\CVGG2\20230326-84685.b\GC26020.D
Lims ID: 580-125072-C-2 MSD
Client ID:
Sample Type: MSD
Inject. Date: 26-Mar-2023 18:31:00 ALS Bottle#: 0 Worklist Smp#:
Injection Vol: 1.0ul Dil. Factor: 1.0000
Sample Info: 680-0084685-020
Operator ID: Instrument ID: CVGG2
Method: \\chromfs\Savannah\ChromData\CVGG2\20230326-84685.b\8015_GLY_VGG.m
Limit Group: 8015C_DAI
Last Update: 27-Mar-2023 11:57:16 Calib Date: 23-Mar-2023 14:31:34
Integrator: Falcon
Quant Method: Internal Standard Quant By: Initial Calibration
Last ICal File: \\chromfs\Savannah\ChromData\CVGG2\20230323-84624.b\GC23011.D
Column 1: J&W DB WAX (10.45 mm) Det: GC FID2B
Process Host: CTX1671
First Level Reviewer: SWK1 Date: 27-Mar-2023 11:56:40
RT Exp RT | DIt RT Cal Amt [ OnCol Amt
(min.) (min.) (min.) | Response ug/mli ug/ml Flags

1 Ethanol, 2-propoxy

2.898 2,901 -0.003 1685306 20.0 22.0
2 4-Hydroxy-4-methyl-2-pentanone
3.451 3.453 -0.002 1618228 20.0 21.2
3 2-Butoxyethanol
3.737 3.738 -0.001 1930278 20.0 23.3
* 4 n-Heptyl Alcohol
4181  4.178 0.003 5843381 50.0 50.0
5 Dipropylene Glycol Methyl Ether
5.119 5.121 -0.002 119913 20.0 20.0
6 Propylene glycol M
6.273 6.330 -0.057 227355 20.0 179 M
7 Ethylene glycol
6.566 6.560 0.006 865612 20.0 16.4
8 2-(2-Butoxyethoxy)ethanol
8.384  8.382 0.002 1341677 20.0 20.4
9 2,2'-Oxybisethanol
9.601 9.602 -0.001 261605 20.0 7.73
10 Triethylene Glycol
10.655 10.676 -0.021 177715 20.0 4.81

QC Flag Legend

Processing Flags
Review Flags
M - Manually Integrated
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Report Date: 27-Mar-2023 11:57:32 Chrom Revision: 2.3 16-Mar-2023 15:40:40

Reagents:
SG_Gly_CAL_00048 Amount Added: 10.00 Units: uL
SG_GLY_ISTD_00106 Amount Added: 10.00 Units: uL Run Reagent
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Report Date: 27-Mar-2023 11:57:33

Chrom Revision: 2.3 16-Mar-2023 15:40:40
Eurofins Savannah

Data File: \\chromfs\Savannah\ChromData\CVGG2\20230326-84685.b\GC26020.D
Injection Date: 26-Mar-2023 18:31:00 Instrument ID: CVGG2 Operator ID:
Lims ID: 580-125072-C-2 MSD Worklist Smp#: 20
Client ID:
Injection Vol: 1.0ul Dil. Factor: 1.0000 ALS Bottle#: 0
Method: 8015 _GLY_VGG Limit Group: 8015C_DAI
Column: J&W DB WAX ( 0.45 mm)
GC FID2B, GC26020.D
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V>@M=M8M
;<=>70;=A@>.>0# | 4V>9708=0>8-%$=? [<=?;.#- T 6 ?#% ?=#HE ?=HE
0+ V>@M=M8M
;<=>70;=A@0>.>0# | 4V>9708=0>8-%$=? [<=?;.#- T 6 ?#% ?=#HE ?=HE
0+, V>@M=M8M
;<=>?0;=A@>.>M |4V>9708?0>8-$=? |[<=?;.#- T 6 ?#% ?=#HE
V>@M=M8M
;<=>?0;=A@>.>X |4V>9708?@4>8-$=7 |<=?;.#- T 6 2H#% ?=#E
V>@M=M8M
;<=>?20;=A@>.>; |4V>9708?@4>8-V,=|<=?;.#- T 6 ?#% ?=#E
? V>@M=M8M
_.2# <=?; . # T ?#% ?=#HE ?=HE
0<=>A0PO0OA;N@0
S1BCD#$)B&J
5!JRJ‘ 51JRJ#,&JICFRUBR)G
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Eurofins FGS, Seattle

<& eurofins

§755 8th Street East hain . - Emargnrment Testing
A Saand Chain of Custody Record | Eean
[Sampier. Tab PM: [Carier Tracking No(s ¥ COC Ne:
Client information VEsSE ™MvEedy Elaine Walker FedEx I._‘Z303W3AFEAGB
Client Contact: Phong: p E-Mall: State of Onigin: Page:
035~ %§7-S1e? lM.Eiaine.Walke@EuraﬁnsET.com Hawaii Page 1 of 1
FCompany: PWSHD: [Fohb #:
AECOM Analysis Requested
Address: Due Date Requested: / !Pmervaﬁon Codes;
1001 Bishop 5t Suite 1600 see subconact A-HCL M- Hexane
City: TAT Requested {days}): / B - MNaOH N = None
Horolulu Rush - ASAP - C-2n Acetate 0 - AsNa02
State, Zip: £ / D Nitric Acid P - Naz045
’ E- NahS04 0 -Na2503
Hawa,“ S6R13 r(-:mm.-,uiance Project A Yes A Mo i / F e booH R - Nawaa0
Phone: PO #: ] T G « Amohior §- H2504
808-954-4512 / 770-331-0794 2 2 / H-AscorbicAdd T - TSP Dedecahydrate
£mail: WO A sl 5 q1-tce U - Acetone
Watson Tanji fwatson.twanjig@aecom.com)l Mark Kromis {mark kromisg@aecom.com}) gl H 3 y b J - DI Water V- MCAA
Praject Name: Froject #: = F }’.;), = K-EDTA W pH a5
CTO NE274223F0104 60697810 efef > . L -E0A Z- omer (spectly)
Site: ESOWH: EIE 3 V ‘S0ther;
RHSF _ Ha B 5/(‘
Sampl 4
ample | matrix (8 [#F] 3 /
Type SR o, /
Sample §(Cwcomp,| S=i. [BlE} 3
Sample Identification Sample Date | Time | G=grab) BT=Texnue, Aci - | 2 /
e e 2E P s ‘Preseryation Code: Acfr
AF-RHMWO4-WGNOTLF-2303W3 2j1ej2l |02 € G w NN X
MM’"
/
/“/
"1 "]

1

C\‘f/} I

P——

e TR

/ 0-125072 Chain of Custody
/ —

= — 1 =
Fossible Hazard Identhcation Sample Disposal ( A fee may be assessed if samples are retained longer than 1 month)

Non-Hazard o Fiammable '™ Skin fmitant ™ Poison8  orknown  Geabiotogicar - Return To Client BB ) isposalByLab ) Archive For Months
Deliverable Requested: [, il. IIl. IV, Other (specify) Predim data (Level Tor2)=see TAT above, Dol Stage [Speciai Instructions/QC Requirements: DOD QSM project.

4 e
Ernpty Kit Relinguished by: Date: Time: lMemod of Shipment:
JRelnquished by: BaTime: = Company Received by. DatalTime: . [Comgany
/\’eq/"":\r\-—-\/ TESSR M vE-TolY T1za2d B AECOM C.A Magra By RS A
Retinquished by: t r DatefTime: Ve e ompany Received b Pat Company
Jetn o Da 0 N R g /W ,2423 1520

Refinquished by Date/Time: Company Recelved b Dal Company
{ Custody Seals Mact | JCustody Seal No.: [Cooter Temperature(s) °c and Dttser Remarks: \{ 6

A Yes A No \{ i

Ver: 01/1672019
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Eurofins FGS, Seattle

Chain of Custody Record

ot eurofins -

| Ensirprmant Testag

5755 8th Street East
Tacoma, WA 98424 Arperice
[Sampler. 2t PAL. Carmer Tracking Mo{s): COC N
Client Information Min, Ny, T Elaine Walker FedEx 2303WIAFEACS
Client Contact Phore: - . 2 - E-Mait; tate of Origin: [Page:
72w §0H ATOL M, Elging Walker@EurofingET tom Hawaii Page 10f1
Cinpany: PWSID:
AECOM Analysis Requested
FAddress: Dus Date Requested: jPresetvation Codes:
1001 Bishop St Suite 1600 see subcantract : M~ Hexane
City: [TAT Hequested (days): N -MNone
Honoluks Rush - ASAP 5 0-AsNaO2
Sine, Zig: E ,.// S- ::222653
Project A Yes A No -
Hawa'n 96813 - role e ] %9 R Nezea0n
: 3 : 5.
808-954-4512 / 770-331-0794 2l s e : Joham Dodecahydrate
o 1 h ] . U~ Acetone
Watsan Tang fwatson. tanji@aecom com ) Mark Kromis (mark kremis@ancm £omm) 2 H §: V- MCAA
[Project Name: Tiect ¥ > ¥ ¥§ .g W-pha-s
CTO N6274223F0104 60697510 2121 S f / P £1L-Es 2 - uther (specify)
e W E’ = i~ \ o
RHSF il & / “
B
Sample | yeatric 5 I
Type | e JEPE] S /
Sample |{C=comp, n::_‘:ﬂ‘ i’ b :-é
Sample Identification Sample Date | Time G—grah) sr=taao, s L LBl 2 Special Instructions/Note:
AF-RHMWOS-WGNGILF-2303W3 o5 0.8z G W ONIN X
———
- m“_u_"—‘*‘—«-——._._‘
1 T I ]
R e - B
e T BN S e s S SO SR M
,__—-—*'"_/f Wdm 3% 2o 1R
Mm—_m-‘-"—“-“——u s N
M‘_—"-'_‘“‘-huw_._'-—-.._
Possible Hazard Identification Sample Disposal { A fee may be if samples are d longer than 1 month)
ER Non-Hazard Flarnmabie - Skin Irritant - Poison B g;}nown @io!ogica! Return To Client Disposal By Lab - Archive For Months
Deliverable Requested: 1, II, 111, B, Other {specify) Preim data (Level 1or2)=see TAT above. Dob Stage [Speciat instructions/QC Requirements: DOD GSM project.
TAT _AECOMEOUISEDD
Empty Kit Ralinquished by: Date: ]ﬁme- IMmd of §hipmene
[Redngquished by: ~ . DaleTima: e Company Received by i Bt PN DatarTi v Comparry
Mao ald (nes e 0% 2023 530 |eoow At o2 O] Lmeea
Relinquished by: . i Date/Time: = Comga;ny Raceived by, / Date/Ty Company
Relinquished &y aterTime: Company Recelvoskty Date/Tinde: Company
Custody Seals intact  }Custady Seat No.: [Coater Temperature(gy“C and Other Remarks: [z[ /
A Yes A No 5 Yf
T Ver 011672019
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Eurofins FGS, Seattle

Chain of Custody Record

<& eurofins

Enwronment Testing

5755 8th Street East
Tacoma, WA 98424 Arnezice
[Sarepter: 135 P M. Cartier Tracing NOE). COC No:
Client Information : Elaine Walker FedEx Z303W3AFEADS
[Client Contact: Phone: - E-Mall: State of Origln: Page:
e \{ ar “;'J“/ M.Elgine Walken@EurofinsET com Hawail Page 1of 1
[Company. PWSO: ot #:
AECOM Analysis Requested ji
{Radress: Due Dats Requesied: T §Preservation Codes:
1001 Bishop St Suite 1500 see subcontract M - Hexane
City: TAT Requested {days): N - None
Honoluly Rush - ASAP 5 ] 0 - AsNa02
g1 : P - Na2045
Compliance Project; A Yes 4 No £ i g-:azsosa
GHEZ Nt HE . \ .y S-H2504
= F-0 I B e N \ Yot ™ [ T- TSP Dodecahydrate
WO # B} [ \'-:q;-'_'.;.‘:?..h A o] i |2 -ee U - Acelone
b4 Bl \:\"*‘-—-* I 1510 oiwaer V - MCAA
3 Broject - iz, 21! \\fﬂ;, l E1k-E0A WopH4s
CTO N6274223F0104 60657810 H i BRIl N T I [8]-= 2-otrer ispecily)
[Se: SSOWH. E i e [ e I \\:f" N L[S fomen
RHSF szl o TSR VB
HEE s | i3
Sample ; ] B N e | '§
Matrix | 21%3 3 | | N e { :
Type | peun. fEIE] S "~ | E
Sampte | (C=com, Mm_m =le] ¢ D N HE
Sample Identification $ ._‘ Date Time G—grab} BTw  AnAldh E; 2 : Special Instructions/Note:
AF-RHMW 16-WGND1LF-2303W3 I ;ﬁ@f L3 Q{O G wo NN x
. [ I _ - I I e T T T =
Possible H;zard Tdentihication Sam?le Disposal { A fee may be 7 samples are refained longer than 1 month)
= Non-Hazard Flammable = Skin lritant = Poison 8 g‘l}nom E.z}iolagical Return To Client Disposal By Lab Archive For Months
Delnverable Reguested: 1. 11, [H, IV, Other (specify) Prehm data {Level 1or2)=see TAT sbove. Dol Stage |Special nstruction/QC Requiretnents: DOD Q5M project.
ISECD -
Empty Kit Ralinquisned by: Date: ﬁme; Jreoacf Stipment
REpaaseasy oo Lo 7 o2 by w0 ] DaelTame. CEmpany
oo R il ""Z/’«{ K’/B o laecom AieA ’z“[fr’nvf"“fi Sl TA 120 TR O
Refraus — N dpTmes 4 7 77 R"“’*"""V a‘d?‘ Company
Aler Eamiv A ey 1220 [RECen 7 . A% IHZ0
Refinquished by: v ) — Date/Time: Company Receivad by / Da!e"l;i‘ne: T pany
Custody Seals Intact  |Custady Seal No.: Cootes Tem, 7"‘(: and Other Remarks: v &"/ y
4 Yes A No - M
N {  Ver 01/1672019

3/27/2023 4:24
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rofins FGS, Seattle .
Eu ) Geurofins .
rvironment Testing

5755 8th Street East H Envirane
e WA 58426 Chain of Custody Record P

Tsampier . - ; Tab PIL Carie Tracking NO(ST. COE No:
Client Information é{'ﬁbﬁ( & f?‘bﬁfﬂ/ Elaine Walker FedEx I_ZSG:!WSAFEADS
Client Contact Phone: : > E-Mait: State of Qrigin: Page:
?62 b é.;"‘? '3‘/)7 f IM,E|aine.Walkef EurcfinsET.com Hawaiil Page 1 of 1
[Company: PWSID: . Job &
AECOM : Analysis Requested
Agdress: Due Date Regiiested: Pt - {Praservation Cades:
1001 Bishop St. Suite 1600 see subcontract \ A-HOL M- Hexare
City: TAT Requasted [days): i B -NaOH N -Nane
Honolulu Rush - ASAP - C -2n Acetate O+ ASNaD2
State, Zip § D - Nitric Acid P - Na2Q45
o [ TH i it e ¥ ZH E - NaHSO4 Q- Na2S03
:f:z'k 96813 P;": iance Project o Yes 4 No % % \ \ | g - MeOH R - Na25203
y - . L } G~ Amchior $-H2S04
B08-954-4512 / 770-231-0794 gl 2 T *\i:_-_% H-AstobicAdd T -TSP Dodecatydrate
{Emai: WO ¥ 5 ? | \5 B N {118 U« Acetone
Watsan Tanji {watscn.tanji@aecom.com) Mark Kromis {mark.kromisg@ascom.com) 3 E H ] I oo = E J- 3 Water V. NMOAA
Project Name: Project #: > z \“*-_\\ Q::\"':’ EK-EDTA W pH 4.5
CTO N6274223F0104 60697810 sleq AN b e -2 R 7 othes {speciy}
St SSGWA: Elal 5 ] \\\'b\ A g Other:
RHSE iz K X
= S NP §
Sample HES Bl N £
Type =i EAl q \\ =
Sample {{C=¢comp, 2 8 i g N \\ 5
Sample identification Sample Date Time G=grab) ] 8 Special Instructions/Note:
AR RHMW12A-WGENOTLE-2303W3 J}Qp”?/f 30 G w o | n| x
AF-RHMW12A-WGFDO1LF-2303W3 j Z},’-;‘ }J G W NIN| X
-~ . - -
i : s T £ A,Jf/ ]
s - s
L}f% &
i .
e
// 7 7 LAl oy
b I iiaas e ¥ N
——T,—
Possible Hazard identification Sample Disposal ( A fee may be assessed if samples are retained longer than 1 month)
Non-Hazard Flammable Skin frritant Poison B Untkriowan adiclogical Return To Client Disposai By Lab Archive For Months
Deliverable Requested: |, !, HE. iV, Other (specify} Prelim data (Level 1or2)=see TAT above. Dol Stage |Special Instructions/QC Requirements: DOD QSM project.
4 report standard TAT. AECOM EQuIS EDD.
I.Emnm.lﬂtﬂﬁhmmﬁhﬁ‘i R le:+ {¥ethod of §..*“E.’L..L
Refinquished by: éﬁﬁ ng f-’;gafz, h ,@ﬁ' 947 Date/Time:~ ¥, / _20 / g_, ‘? /, Ijp [AECOM Received by: ) __y I &’.r P ,/( DateTime: 5 / G E TS
Rermqusshed By o ] R Cate/Thpe: ﬁ 3 R Company Recehved by: Damm Company
RITxy s=awinds 3/1«-:3"f L= ’{J‘- o 2 ,‘2”2 2; !'07"
Rellnquished by: ~ Date/Time: Company Received byr // DaterTimg- Company

Cusiody Seals Intact, [Custod! Seat No.: Cooier Temperal ¢ and Other Remarks: / N
ﬁ k/ z /(f VO T6i2019
72175
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