
Prep Batch 162519

Prep Start Date: 12/28/2021 9:04:49 APrep Code: PRP-8011-W

Sample ID pH
Final 

Vol (mL) 

Initial 

 Samp Amt Factor

PREP BATCH REPORT
Technician: Carry L Tran

Prep End Date: 12/28/2021 12:53:00 P

Page:1 of 2

Sol 

Added 

Sol 

Recovered Matrix
Prep 

Start Date 

Prep 

End Date 

Batch Units: ML

Balance

Prep Temp: NA °C

12/28/202112/28/20210.057

CLT spiked and surrogated. SRC witnessed and assisted.

MB-162519 35 2.06 0 0

12/28/202112/28/20210.057

Unlocked to add comments, masses- CLT 12/29/21

LCS-162519 35 2.06 0 0

12/28/202112/28/20210.057

5mL_19K50667 calibrated/passed on 12/28/2021 prior to the extraction.

LCS1-162519 35 2.06 0 0 Bal #25

12/28/202112/28/20210.057

All samples poured to 35mL using a gravimetrically determined standard made by CLT on 12/28/21.

CAL1-162519 35 2.06 0 0 Bal #25

12/28/202112/28/20210.057

Batch unlocked 01/05/2022 by SRC to correct the sample Matrix from "Aqueous" to "Trip Blank".

CAL7-162519 35 2.06 0 0 Bal #25

12/28/202112/28/20210.057CAL2-162519 35 2.06 0 0 Bal #25

12/28/202112/28/20210.057CAL3-162519 35 2.06 0 0 Bal #25

12/28/202112/28/20210.057CAL4-162519 35 2.06 0 0 Bal #25

12/28/202112/28/20210.057CAL5-162519 35 2.06 0 0 Bal #25

12/28/202112/28/20210.057CAL6-162519 35 2.06 0 0 Bal #25

12/28/202112/28/20210.057

Vial 1/3. Combined vial and sample weight of 61.49g with cap on. Empty vial weight with cap on 26.13g=35.36g.Entire sample consumed in extraction

B21121957-001E 35 2.02 0 0Aqueous Bal #25

12/28/202112/28/20210.056

Vial 2/3. Combined vial and sample weight of 61.51g with cap on. Empty vial weight with cap on 26.08g=35.43g.Entire sample consumed in extraction

B21121957-001EMS 35 2.02 0 0Aqueous Bal #25

12/28/202112/28/20210.058

Vial 3/3. Combined vial and sample weight of 60.93g with cap on. Empty vial weight with cap on 26.16g=34.77g. Entire Sample consumed in extraction.

B21121957-001EMSD 35 2.02 0 0Aqueous Bal #25

12/28/202112/28/20210.059

Vial 1/2. Combined vial and sample weight of 62.80g with cap on. Empty vial weight with cap on 28.89g=33.91g. Matrix changed from "Aqueous" to "Trip Blank"-SRC 
01/05/2022.

B21121957-004A 34 2.06 0 0Trip Blank Bal #25

12/28/202112/28/20210.057

Vial 1/3. Combined vial and sample weight of 61.00g with cap on. Empty vial weight with cap on 25.91g=35.09g.

B21121959-001H 35 2.02 0 0Aqueous Bal #25

Spk ID Spike Name SampType AmtAdd Exp Date

NaCl(13054) 11/6/ Baked Sodium Chloride ALL 7g 9/10/2025

PH122821504Su 504.1 Surrogate (0.1ug/mL)MeOH ALL except CAL1- 35µL 3/20/2023

PH092621504C1 504.1 Cal Stock 1(0.007ug/mL) MeO CAL1,CAL7 50µL,100 2/12/2023

PH092621504C2 504.1 Cal Stock 2(0.07ug/mL) MeOH CAL2,CAL3,CAL4 25µL,50µ 2/12/2023

PH092621504C3 504.1 Cal Stock 3(0.7ug/mL) MeOH CAL5,CAL6 20µL,50µ 2/12/2023

PH071421LFB LaboratoryFortifiedBlank0.25ug/mL(MLCS1,LCS,MS,M 14µL, 35µ 2/6/2023

Number Reagent Name Exp Date AmtAdd

11Carbon Filter Water 1/1/202335mL

14206pH-indicator Strips 0-14 HC160347 8/26/2026

14249Hexane EB352 4/13/20232mL

1450040 mL Clear VOA Lot 00081369 11/9/2026

146344ML, Amber Vial, 20211215 12/15/2022
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Prep Batch 162519

Prep Start Date: 12/28/2021 9:04:49 APrep Code: PRP-8011-W

Sample ID pH
Final 

Vol (mL) 

Initial 

 Samp Amt Factor

PREP BATCH REPORT
Technician: Carry L Tran

Prep End Date: 12/28/2021 12:53:00 P

Page:2 of 2

Sol 

Added 

Sol 

Recovered Matrix
Prep 

Start Date 

Prep 

End Date 

Batch Units: ML

Balance

Prep Temp: NA °C

12/28/202112/28/20210.059

Vial 1/2. Combined vial and sample weight of 63.18g with cap on. Empty vial weight with cap on 29.15g=34.03g. Matrix changed from "Aqueous" to "Trip Blank"-SRC 
01/05/2022.

B21121959-004A 34 2.06 0 0Trip Blank Bal #25

12/28/202112/28/20210.057

Vial 1/3. Combined vial and sample weight of 60.99g with cap on. Empty vial weight with cap on 25.84g=35.15g.

B21121961-001H 35 2.06 0 0Aqueous Bal #25

12/28/202112/28/20210.058

Vial 1/2. Combined vial and sample weight of 63.57g with cap on. Empty vial weight with cap on 29.24g=34.33g. Matrix changed from "Aqueous" to "Trip Blank" -SRC 
01/05/2022.

B21121961-004A 34 2.06 0 0Trip Blank Bal #25

12/28/202112/28/20210.057

Vial 1/3. Combined vial and sample weight of 60.94g with cap on. Empty vial weight with cap on 25.68g=35.26g.

B21121965-001H 35 2.02 0 0Aqueous Bal #25

12/28/202112/28/20210.059

Vial 1/3. Combined vial and sample weight of 62.82g with cap on. Empty vial weight with cap on 28.89g=33.93g. Matrix changed from "Aqueous" to "Trip Blank" -SRC 
01/05/2022.

B21121965-005A 34 2.06 0 0Trip Blank Bal #25

12/28/202112/28/20210.057

Vial 1/3. Combined vial and sample weight of 61.13g with cap on. Empty vial weight with cap on 26.00g=35.13g.Sample emulsed after shaking, had to use centrifuge to 
separate it.

B21121967-001H 35 2.02 0 0Aqueous Bal #25

12/28/202112/28/20210.059

Vial 1/3. Combined vial and sample weight of 62.72g with cap on. Empty vial weight with cap on 28.90g=33.82g. Matrix changed from "Aqueous" to "Trip Blank" -SRC 
01/05/2022.

B21121967-005A 34 2.06 0 0Trip Blank Bal #25

12/28/202112/28/20210.057

Vial 1/3. Combined vial and sample weight of 60.63g with cap on. Empty vial weight with cap on 25.62g=35.01g.

B21121968-001H 35 2.02 0 0Ground Water Bal #25

12/28/202112/28/20210.059

Vial 1/3. Combined vial and sample weight of 63.22g with cap on. Empty vial weight with cap on 29.20g=34.02g. Matrix changed from "Aqueous" to "Trip Blank" -SRC 
01/05/2022.

B21121968-005A 34 2.02 0 0Trip Blank Bal #25

Spk ID Spike Name SampType AmtAdd Exp Date

NaCl(13054) 11/6/ Baked Sodium Chloride ALL 7g 9/10/2025

PH122821504Su 504.1 Surrogate (0.1ug/mL)MeOH ALL except CAL1- 35µL 3/20/2023

PH092621504C1 504.1 Cal Stock 1(0.007ug/mL) MeO CAL1,CAL7 50µL,100 2/12/2023

PH092621504C2 504.1 Cal Stock 2(0.07ug/mL) MeOH CAL2,CAL3,CAL4 25µL,50µ 2/12/2023

PH092621504C3 504.1 Cal Stock 3(0.7ug/mL) MeOH CAL5,CAL6 20µL,50µ 2/12/2023

PH071421LFB LaboratoryFortifiedBlank0.25ug/mL(MLCS1,LCS,MS,M 14µL, 35µ 2/6/2023

Number Reagent Name Exp Date AmtAdd

11Carbon Filter Water 1/1/202335mL

14206pH-indicator Strips 0-14 HC160347 8/26/2026

14249Hexane EB352 4/13/20232mL

1450040 mL Clear VOA Lot 00081369 11/9/2026

146344ML, Amber Vial, 20211215 12/15/2022
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Prep Batch 162607

Prep Start Date: 12/30/2021 9:33:42 APrep Code: PRP-8011-W

Sample ID pH
Final 

Vol (mL) 

Initial 

 Samp Amt Factor

PREP BATCH REPORT
Technician: Carry L Tran

Prep End Date: 12/30/2021 1:50:00 P

Page:1 of 2

Sol 

Added 

Sol 

Recovered Matrix
Prep 

Start Date 

Prep 

End Date 

Batch Units: ML

Balance

Prep Temp: NA °C

12/30/202112/30/20210.057

CLT spiked and surrogated. SRC witnessed and assisted. Unlocked the prep record to put in sample amounts. 1/3/2021JEM

MB-162607 35 2.06 0 0

12/30/202112/30/20210.057

5mL_19K50667 calibrated/passed on 12/30/2021 prior to the extraction.

LCS-162607 35 2.06 0 0

12/30/202112/30/20210.057

All samples poured to 35mL using a gravimetrically determined standard made by CLT on 12/30/21.

LCS1-162607 35 2.06 0 0 Bal #25

12/30/202112/30/20210.057

Batch unlocked 01/05/2022 by SRC to correct the sample Matrix from "Aqueous" to "Trip Blank".

CK3-162607 35 2.06 0 0 Bal #25

12/30/202112/30/20210.057CK5-162607 35 2.06 0 0 Bal #25

12/30/202112/30/20210.057

Vial 1/3. Combined vial and sample weight of 64.70g with cap on. Empty vial weight with cap on 29.33g= 35.37g.

B21010847-033A 35 2.06 0 0Aqueous Bal #25

12/30/202112/30/20210.056

Vial 1/3. Combined vial and sample weight of 63.13g with cap on. Empty vial weight with cap on 27.45 g= 35.68g.

B21122077-001H 36 2.01 0 0Ground Water Bal #25

12/30/202112/30/20210.057

Vial 1/2. Custody seal intact prior to extraction. Combined vial and sample weight of 62.75g with cap on. Empty vial weight with cap on 27.38g=35.37g. Sample Matrix 
changed from "Aqueous" to "Trip Blank"-SRC 01/05/22.

B21122077-004A 35 2.01 0 0Trip Blank Bal #25

12/30/202112/30/20210.056

Vial 1/3. Combined vial and sample weight of 61.52g with cap on. Empty vial weight with cap on 25.80g= 35.72g.Entire sample consumed in extraction

B21122088-001H 36 2.01 0 0Ground Water Bal #25

12/30/202112/30/20210.055

Vial 2/3. Combined vial and sample weight of 61.72g with cap on. Empty vial weight with cap on 25.49 g= 36.23g.Small amount of dark sediment in sample.Entire sample 
consumed in extraction

B21122088-001HMS 36 2.01 0 0Ground Water Bal #25

12/30/202112/30/20210.055

Vial 3/3. Combined vial and sample weight of 62.03g with cap on. Empty vial weight with cap on 25.72 g= 36.31g.Small amount of sediment present in sample. Entire 
sample consumed in extraction

B21122088-001HMSD 36 2.01 0 0Ground Water Bal #25

12/30/202112/30/20210.055

Vial 1/3. Combined vial and sample weight of 61.99g with cap on. Empty vial weight with cap on 25.80g= 36.19g.

B21122090-001H 36 2.01 0 0Ground Water Bal #25

12/30/202112/30/20210.057

Vial 2/2. Combined vial and sample weight of 64.53g with cap on. Empty vial weight with cap on 29.39g= 35.14g. Sample Matrix changed from "Aqueous" to "Trip Blank”-
SRC 01/05/22.

B21122090-004A 35 2.06 0 0Trip Blank Bal #25

Spk ID Spike Name SampType AmtAdd Exp Date

NaCl(13054) 11/6/ Baked Sodium Chloride ALL 7g 9/10/2025

PH122821504Su 504.1 Surrogate (0.1ug/mL)MeOH ALL except CK3/5 35µL 3/20/2023

PH092621504C2 504.1 Cal Stock 2(0.07ug/mL) MeOH CK3 50µL 2/12/2023

PH092621504C3 504.1 Cal Stock 3(0.7ug/mL) MeOH CK5 20µL 2/12/2023

PH071421LFB LaboratoryFortifiedBlank0.25ug/mL(MLCS1,LCS,MS,M 14µL, 35µ 2/6/2023

Number Reagent Name Exp Date AmtAdd

11Carbon Filter Water 1/1/202335mL

14206pH-indicator Strips 0-14 HC160347 8/26/2026

14249Hexane EB352 4/13/20232mL

1450040 mL Clear VOA Lot 00081369 11/9/2026

145544ML, Amber Vial, 0430380915 11/29/2022
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Prep Batch 162607

Prep Start Date: 12/30/2021 9:33:42 APrep Code: PRP-8011-W

Sample ID pH
Final 

Vol (mL) 

Initial 

 Samp Amt Factor

PREP BATCH REPORT
Technician: Carry L Tran

Prep End Date: 12/30/2021 1:50:00 P

Page:2 of 2

Sol 

Added 

Sol 

Recovered Matrix
Prep 

Start Date 

Prep 

End Date 

Batch Units: ML

Balance

Prep Temp: NA °C

12/30/202112/30/20210.056

Vial 1/3. Combined vial and sample weight of 61.62g with cap on. Empty vial weight with cap on 25.91g= 35.71g.Light colored sediment present in sample

B21122105-001H 36 2.01 0 0Ground Water Bal #25

12/30/202112/30/20210.057

Vial 1/2. Custody seal intact prior to extraction.Combined vial and sample weight of 63.91g with cap on. Empty vial weight with cap on 29.00  g= 34.91g.

B21122105-004A 35 2.06 0 0Trip Blank Bal #25

12/30/202112/30/20210.056

Vial 1/3. Combined vial and sample weight of 61.37g with cap on. Empty vial weight with cap on 25.77g= 35.6g. Sample Matrix changed from "Aqueous" to "Trip Blank”-
SRC 01/05/22.

B21122088-004A 36 2.01 0 0Trip Blank Bal #25

Spk ID Spike Name SampType AmtAdd Exp Date

NaCl(13054) 11/6/ Baked Sodium Chloride ALL 7g 9/10/2025

PH122821504Su 504.1 Surrogate (0.1ug/mL)MeOH ALL except CK3/5 35µL 3/20/2023

PH092621504C2 504.1 Cal Stock 2(0.07ug/mL) MeOH CK3 50µL 2/12/2023

PH092621504C3 504.1 Cal Stock 3(0.7ug/mL) MeOH CK5 20µL 2/12/2023

PH071421LFB LaboratoryFortifiedBlank0.25ug/mL(MLCS1,LCS,MS,M 14µL, 35µ 2/6/2023

Number Reagent Name Exp Date AmtAdd

11Carbon Filter Water 1/1/202335mL

14206pH-indicator Strips 0-14 HC160347 8/26/2026

14249Hexane EB352 4/13/20232mL

1450040 mL Clear VOA Lot 00081369 11/9/2026

145544ML, Amber Vial, 0430380915 11/29/2022

Page 4 of 126



ANALYTICAL RUN Summary
05-Jan-22

Run ID GECD.I_211230A

Energy Laboratories Inc

Std ID Std Name Std Amount Std Units Samp Amount Samp Units SampType Expiration Date

SeePrepRecord Standards Tracked in Prep Batch 2/4/2050

Run Start Date: 12/30/2021

Comments:

Column ID: RTX-CLP_0.53

Ical:

Analyst: Selina R. Cox

14959080 CAL1-162519 PST-8011-W CAL1D:\Org\Data\GECD.I\G123021\aiaexport\G1230_009.0009.D12/30/2021 1:40: 1 12/28/2021 0 0162519

Seq No Lab ID Test Code Sample Typ File ID Analysis Date DF Prep Date SPKref RPDrefBatch ID pmoist

Analyte T Units SpikeRAW Final SPKref RPDref PQLMDL UQL %REC LOW HIGH %RPD QText

1,2-Dibromoethane A ug/L 0.010.00944 0.0094164 0 0 0.010.0025835 0 94% 0%60 140

1,1,1,2-Tetrachloroethane S ug/L 0.010.01209 0.012059775 0 0 0.020.0056259 0 121% 0%60 140

14959081 CAL7-162519 PST-8011-W CAL7\\MASSHUNTER\Org\Data\GECD.I\G123021\aiaexport\G1230_010.0010.D12/30/2021 2:00: 1 12/28/2021 0 0162519

Seq No Lab ID Test Code Sample Typ File ID Analysis Date DF Prep Date SPKref RPDrefBatch ID pmoist

Analyte T Units SpikeRAW Final SPKref RPDref PQLMDL UQL %REC LOW HIGH %RPD QText

1,2-Dibromoethane A ug/L 0.020.02029 0.020239275 0 0 0.010.0025835 0 101% 0%70 130

1,1,1,2-Tetrachloroethane S ug/L 0.020.01803 0.017984925 0 0 0.020.0056259 0 90% 0%70 130

14959082 CAL2-162519 PST-8011-W CAL2\\MASSHUNTER\Org\Data\GECD.I\G123021\aiaexport\G1230_011.0011.D12/30/2021 2:20: 1 12/28/2021 0 0162519

Seq No Lab ID Test Code Sample Typ File ID Analysis Date DF Prep Date SPKref RPDrefBatch ID pmoist

Analyte T Units SpikeRAW Final SPKref RPDref PQLMDL UQL %REC LOW HIGH %RPD QText

1,2-Dibromoethane A ug/L 0.050.05163 0.051500925 0 0 0.010.0025835 0 103% 0%70 130

1,1,1,2-Tetrachloroethane S ug/L 0.050.04579 0.045675525 0 0 0.020.0056259 0 91% 0%70 130

1
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14959083 CAL3-162519 PST-8011-W CAL3\\MASSHUNTER\Org\Data\GECD.I\G123021\aiaexport\G1230_012.0012.D12/30/2021 2:40: 1 12/28/2021 0 0162519

Seq No Lab ID Test Code Sample Typ File ID Analysis Date DF Prep Date SPKref RPDrefBatch ID pmoist

Analyte T Units SpikeRAW Final SPKref RPDref PQLMDL UQL %REC LOW HIGH %RPD QText

1,2-Dibromoethane A ug/L 0.10.1022 0.1019445 0 0 0.010.0025835 0 102% 0%70 130

1,1,1,2-Tetrachloroethane S ug/L 0.10.09542 0.09518145 0 0 0.020.0056259 0 95% 0%70 130

14959084 CAL4-162519 PST-8011-W CAL4\\MASSHUNTER\Org\Data\GECD.I\G123021\aiaexport\G1230_013.0013.D12/30/2021 3:00: 1 12/28/2021 0 0162519

Seq No Lab ID Test Code Sample Typ File ID Analysis Date DF Prep Date SPKref RPDrefBatch ID pmoist

Analyte T Units SpikeRAW Final SPKref RPDref PQLMDL UQL %REC LOW HIGH %RPD QText

1,2-Dibromoethane A ug/L 0.20.19995 0.199450125 0 0 0.010.0025835 0 100% 0%70 130

1,1,1,2-Tetrachloroethane S ug/L 0.20.19714 0.19664715 0 0 0.020.0056259 0 98% 0%70 130

14959085 CAL5-162519 PST-8011-W CAL5\\MASSHUNTER\Org\Data\GECD.I\G123021\aiaexport\G1230_014.0014.D12/30/2021 3:19: 1 12/28/2021 0 0162519

Seq No Lab ID Test Code Sample Typ File ID Analysis Date DF Prep Date SPKref RPDrefBatch ID pmoist

Analyte T Units SpikeRAW Final SPKref RPDref PQLMDL UQL %REC LOW HIGH %RPD QText

1,2-Dibromoethane A ug/L 0.40.39414 0.39315465 0 0 0.010.0025835 0 98% 0%70 130

1,1,1,2-Tetrachloroethane S ug/L 0.40.41487 0.413832825 0 0 0.020.0056259 0 103% 0%70 130

14959086 CAL6-162519 PST-8011-W CAL6\\MASSHUNTER\Org\Data\GECD.I\G123021\aiaexport\G1230_015.0015.D12/30/2021 3:39: 1 12/28/2021 0 0162519

Seq No Lab ID Test Code Sample Typ File ID Analysis Date DF Prep Date SPKref RPDrefBatch ID pmoist

Analyte T Units SpikeRAW Final SPKref RPDref PQLMDL UQL %REC LOW HIGH %RPD QText

1,2-Dibromoethane A ug/L 11.00249 0.999983775 0 0 0.010.0025835 0 100% 0%70 130

1,1,1,2-Tetrachloroethane S ug/L 10.99614 0.99364965 0 0 0.020.0056259 0 99% 0%70 130

14959087 LCS-162519 PST-8011-W ICV\\MASSHUNTER\Org\Data\GECD.I\G123021\aiaexport\G1230_017.0017.D12/30/2021 4:19: 1 12/28/2021 0 0162519

Seq No Lab ID Test Code Sample Typ File ID Analysis Date DF Prep Date SPKref RPDrefBatch ID pmoist

Analyte T Units SpikeRAW Final SPKref RPDref PQLMDL UQL %REC LOW HIGH %RPD QText

1,2-Dibromoethane A ug/L 0.250.23491 0.234322725 0 0 0.010.0025835 0 94% 0%80 120

1,1,1,2-Tetrachloroethane S ug/L 0.10.08194 0.08173515 0 0 0.020.0056259 0 82% 0%80 120

2
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14959088 CK3-162607 PST-8011-W CCV3\\MASSHUNTER\Org\Data\GECD.I\G123021\aiaexport\G1230_018.0018.D12/30/2021 4:39: 1 12/30/2021 0 0162607

Seq No Lab ID Test Code Sample Typ File ID Analysis Date DF Prep Date SPKref RPDrefBatch ID pmoist

Analyte T Units SpikeRAW Final SPKref RPDref PQLMDL UQL %REC LOW HIGH %RPD QText

1,2-Dibromoethane A ug/L 0.10.10144 0.1011864 0 0 0.010.0025835 0 101% 0%80 120

1,1,1,2-Tetrachloroethane S ug/L 0.10.09249 0.092258775 0 0 0.020.0056259 0 92% 0%80 120

14959089 MB-162607 PST-8011-W MBLK\\MASSHUNTER\Org\Data\GECD.I\G123021\aiaexport\G1230_019.0019.D12/30/2021 4:58: 1 12/30/2021 0 0162607

Seq No Lab ID Test Code Sample Typ File ID Analysis Date DF Prep Date SPKref RPDrefBatch ID pmoist

Analyte T Units SpikeRAW Final SPKref RPDref PQLMDL UQL %REC LOW HIGH %RPD QText

1,2-Dibromoethane A ug/L 00 0 0 0 0.0050.0025835 0 0% 0%0 0

1,1,1,2-Tetrachloroethane S ug/L 0.10.0812 0.080997 0 0 0.020.0056259 0 81% 0%70 130

14959090 LCS-162607 PST-8011-W LCS-DOD\\MASSHUNTER\Org\Data\GECD.I\G123021\aiaexport\G1230_020.0020.D12/30/2021 5:18: 1 12/30/2021 0 0162607

Seq No Lab ID Test Code Sample Typ File ID Analysis Date DF Prep Date SPKref RPDrefBatch ID pmoist

Analyte T Units SpikeRAW Final SPKref RPDref PQLMDL UQL %REC LOW HIGH %RPD QText

1,2-Dibromoethane A ug/L 0.250.22563 0.225065925 0 0 0.010.0025835 0 90% 0%60 140

1,1,1,2-Tetrachloroethane S ug/L 0.10.07978 0.07958055 0 0 0.020.0056259 0 80% 0%70 130

14959091 LCS1-162607 PST-8011-W LCS1\\MASSHUNTER\Org\Data\GECD.I\G123021\aiaexport\G1230_021.0021.D12/30/2021 5:38: 1 12/30/2021 0 0162607

Seq No Lab ID Test Code Sample Typ File ID Analysis Date DF Prep Date SPKref RPDrefBatch ID pmoist

Analyte T Units SpikeRAW Final SPKref RPDref PQLMDL UQL %REC LOW HIGH %RPD QText

1,2-Dibromoethane A ug/L 0.10.09704 0.0967974 0 0 0.010.0025835 0 97% 0%60 140

1,1,1,2-Tetrachloroethane S ug/L 0.10.08046 0.08025885 0 0 0.020.0056259 0 80% 0%70 130

14959092 B21010847-033 PST-8011-W SAMP\\MASSHUNTER\Org\Data\GECD.I\G123021\aiaexport\G1230_023.0023.D12/30/2021 6:18: 1 12/30/2021 0 0162607

Seq No Lab ID Test Code Sample Typ File ID Analysis Date DF Prep Date SPKref RPDrefBatch ID pmoist

Analyte T Units SpikeRAW Final SPKref RPDref PQLMDL UQL %REC LOW HIGH %RPD QText

1,2-Dibromoethane A ug/L 00 0 0 0 0.010.0025835 0 0% 0%0 0

1,1,1,2-Tetrachloroethane S ug/L 0.0990.07921 0.079011975 0 0 0.020.0056259 0 80% 0%70 130

3
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14959093 B21122077-001 PST-8011-W SAMP\\MASSHUNTER\Org\Data\GECD.I\G123021\aiaexport\G1230_024.0024.D12/30/2021 6:38: 1 12/30/2021 0 0162607

Seq No Lab ID Test Code Sample Typ File ID Analysis Date DF Prep Date SPKref RPDrefBatch ID pmoist

Analyte T Units SpikeRAW Final SPKref RPDref PQLMDL UQL %REC LOW HIGH %RPD QText

1,2-Dibromoethane A ug/L 00 0 0 0 0.010.0025382 0 0% 0%0 0 U

1,1,1,2-Tetrachloroethane S ug/L 0.0980.08051 0.0788998 0 0 0.020.0055272 0 81% 0%70 130

14959094 B21122077-004 PST-8011-W SAMP\\MASSHUNTER\Org\Data\GECD.I\G123021\aiaexport\G1230_025.0025.D12/30/2021 6:58: 1 12/30/2021 0 0162607

Seq No Lab ID Test Code Sample Typ File ID Analysis Date DF Prep Date SPKref RPDrefBatch ID pmoist

Analyte T Units SpikeRAW Final SPKref RPDref PQLMDL UQL %REC LOW HIGH %RPD QText

1,2-Dibromoethane A ug/L 00 0 0 0 0.010.0025835 0 0% 0%0 0 U

1,1,1,2-Tetrachloroethane S ug/L 0.0990.08065 0.080448375 0 0 0.020.0056259 0 81% 0%70 130

14959095 B21122088-004 PST-8011-W SAMP\\MASSHUNTER\Org\Data\GECD.I\G123021\aiaexport\G1230_026.0026.D12/30/2021 7:18: 1 12/30/2021 0 0162607

Seq No Lab ID Test Code Sample Typ File ID Analysis Date DF Prep Date SPKref RPDrefBatch ID pmoist

Analyte T Units SpikeRAW Final SPKref RPDref PQLMDL UQL %REC LOW HIGH %RPD QText

1,2-Dibromoethane A ug/L 00 0 0 0 0.010.0025382 0 0% 0%0 0 U

1,1,1,2-Tetrachloroethane S ug/L 0.0980.08298 0.0813204 0 0 0.020.0055272 0 83% 0%70 130

14959096 B21122090-001 PST-8011-W SAMP\\MASSHUNTER\Org\Data\GECD.I\G123021\aiaexport\G1230_027.0027.D12/30/2021 7:38: 1 12/30/2021 0 0162607

Seq No Lab ID Test Code Sample Typ File ID Analysis Date DF Prep Date SPKref RPDrefBatch ID pmoist

Analyte T Units SpikeRAW Final SPKref RPDref PQLMDL UQL %REC LOW HIGH %RPD QText

1,2-Dibromoethane A ug/L 00 0 0 0 0.010.0024929 0 0% 0%0 0 U

1,1,1,2-Tetrachloroethane S ug/L 0.0970.07763 0.074718875 0 0 0.020.0054285 0 77% 0%70 130

14959097 B21122090-004 PST-8011-W SAMP\\MASSHUNTER\Org\Data\GECD.I\G123021\aiaexport\G1230_028.0028.D12/30/2021 7:58: 1 12/30/2021 0 0162607

Seq No Lab ID Test Code Sample Typ File ID Analysis Date DF Prep Date SPKref RPDrefBatch ID pmoist

Analyte T Units SpikeRAW Final SPKref RPDref PQLMDL UQL %REC LOW HIGH %RPD QText

1,2-Dibromoethane A ug/L 00 0 0 0 0.010.0025835 0 0% 0%0 0 U

1,1,1,2-Tetrachloroethane S ug/L 0.10.08003 0.079829925 0 0 0.020.0056259 0 80% 0%70 130

4
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14959098 B21122105-001 PST-8011-W SAMP\\MASSHUNTER\Org\Data\GECD.I\G123021\aiaexport\G1230_029.0029.D12/30/2021 8:18: 1 12/30/2021 0 0162607

Seq No Lab ID Test Code Sample Typ File ID Analysis Date DF Prep Date SPKref RPDrefBatch ID pmoist

Analyte T Units SpikeRAW Final SPKref RPDref PQLMDL UQL %REC LOW HIGH %RPD QText

1,2-Dibromoethane A ug/L 00 0 0 0 0.010.0025382 0 0% 0%0 0 U

1,1,1,2-Tetrachloroethane S ug/L 0.0980.08095 0.079331 0 0 0.020.0055272 0 81% 0%70 130

14959099 B21122105-004 PST-8011-W SAMP\\MASSHUNTER\Org\Data\GECD.I\G123021\aiaexport\G1230_030.0030.D12/30/2021 8:38: 1 12/30/2021 0 0162607

Seq No Lab ID Test Code Sample Typ File ID Analysis Date DF Prep Date SPKref RPDrefBatch ID pmoist

Analyte T Units SpikeRAW Final SPKref RPDref PQLMDL UQL %REC LOW HIGH %RPD QText

1,2-Dibromoethane A ug/L 00 0 0 0 0.010.0025835 0 0% 0%0 0 U

1,1,1,2-Tetrachloroethane S ug/L 0.10.07962 0.07942095 0 0 0.020.0056259 0 79% 0%70 130

14959100 B21122088-001 PST-8011-W SAMP\\MASSHUNTER\Org\Data\GECD.I\G123021\aiaexport\G1230_031.0031.D12/30/2021 8:58: 1 12/30/2021 0 0162607

Seq No Lab ID Test Code Sample Typ File ID Analysis Date DF Prep Date SPKref RPDrefBatch ID pmoist

Analyte T Units SpikeRAW Final SPKref RPDref PQLMDL UQL %REC LOW HIGH %RPD QText

1,2-Dibromoethane A ug/L 00 0 0 0 0.010.0025382 0 0% 0%0 0 U

1,1,1,2-Tetrachloroethane S ug/L 0.0980.08382 0.0821436 0 0 0.020.0055272 0 84% 0%70 130

14959101 B21122088-001 PST-8011-W MS-DOD\\MASSHUNTER\Org\Data\GECD.I\G123021\aiaexport\G1230_032.0032.D12/30/2021 9:18: 1 12/30/2021 1E+07 0162607

Seq No Lab ID Test Code Sample Typ File ID Analysis Date DF Prep Date SPKref RPDrefBatch ID pmoist

Analyte T Units SpikeRAW Final SPKref RPDref PQLMDL UQL %REC LOW HIGH %RPD QText

1,2-Dibromoethane A ug/L 0.24250.22726 0.21873775 0 0 0.010.0024929 0 90% 0%60 140

1,1,1,2-Tetrachloroethane S ug/L 0.0970.08535 0.082149375 0 0 0.020.0054285 0 85% 0%70 130

14959102 B21122088-001 PST-8011-W MSD-DOD\\MASSHUNTER\Org\Data\GECD.I\G123021\aiaexport\G1230_033.0033.D12/30/2021 9:38: 1 12/30/2021 1E+07 1E+07162607

Seq No Lab ID Test Code Sample Typ File ID Analysis Date DF Prep Date SPKref RPDrefBatch ID pmoist

Analyte T Units SpikeRAW Final SPKref RPDref PQLMDL UQL %REC LOW HIGH %RPD QText

1,2-Dibromoethane A ug/L 0.240.2635 0.25361875 0 0.2187378 0.010.0024929 0 106% 15%60 140

1,1,1,2-Tetrachloroethane S ug/L 0.0960.10204 0.0982135 0 0 0.020.0054285 0 102% 0%70 130

5
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14959103 CK5-162607 PST-8011-W CCV4\\MASSHUNTER\Org\Data\GECD.I\G123021\aiaexport\G1230_035.0035.D12/30/2021 10:1 1 12/30/2021 0 0162607

Seq No Lab ID Test Code Sample Typ File ID Analysis Date DF Prep Date SPKref RPDrefBatch ID pmoist

Analyte T Units SpikeRAW Final SPKref RPDref PQLMDL UQL %REC LOW HIGH %RPD QText

1,2-Dibromoethane A ug/L 0.40.40757 0.406551075 0 0 0.010.0025835 0 102% 0%80 120

1,1,1,2-Tetrachloroethane S ug/L 0.40.43251 0.431428725 0 0 0.020.0056259 0 108% 0%80 120

6
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Data File Sample Name

G:\org\GECD.i\G123021.b\G1230_001 8011Primer ;0.1ug/L$PST-8011-W,C3
G:\org\GECD.i\G123021.b\G1230_002 8011Primer ;0.1ug/L$PST-8011-W,C3
G:\org\GECD.i\G123021.b\G1230_003 8011Primer ;0.2ug/L$PST-8011-W,C4
G:\org\GECD.i\G123021.b\G1230_004 8011Primer ;0.2ug/L$PST-8011-W,C4
G:\org\GECD.i\G123021.b\G1230_005 8011Primer ;0.1ug/L$PST-8011-W,C3
G:\org\GECD.i\G123021.b\G1230_006 8011Primer ;0.1ug/L$PST-8011-W,C3
G:\org\GECD.i\G123021.b\G1230_007 8011Primer ;0.2ug/L$PST-8011-W,C4
G:\org\GECD.i\G123021.b\G1230_008 Hexane ;
G:\org\GECD.i\G123021.b\G1230_009 CAL1-162519 ;
G:\org\GECD.i\G123021.b\G1230_010 CAL7-162519 ;
G:\org\GECD.i\G123021.b\G1230_011 CAL2-162519 ;
G:\org\GECD.i\G123021.b\G1230_012 CAL3-162519 ;
G:\org\GECD.i\G123021.b\G1230_013 CAL4-162519 ;
G:\org\GECD.i\G123021.b\G1230_014 CAL5-162519 ;
G:\org\GECD.i\G123021.b\G1230_015 CAL6-162519 ;
G:\org\GECD.i\G123021.b\G1230_016 Hexane ;
G:\org\GECD.i\G123021.b\G1230_017 LCS-162519 ;
G:\org\GECD.i\G123021.b\G1230_018 CK3-162607 ;
G:\org\GECD.i\G123021.b\G1230_019 MB-162607 ;
G:\org\GECD.i\G123021.b\G1230_020 LCS-162607 ;
G:\org\GECD.i\G123021.b\G1230_021 LCS1-162607 ;
G:\org\GECD.i\G123021.b\G1230_022 Hexane;;
G:\org\GECD.i\G123021.b\G1230_023 B21010847-033A ;$PST-8011-W, 
G:\org\GECD.i\G123021.b\G1230_024 B21122077-001H ;$PST-8011-W, 
G:\org\GECD.i\G123021.b\G1230_025 B21122077-004A ;$PST-8011-W, 
G:\org\GECD.i\G123021.b\G1230_026 B21122088-004A ;$PST-8011-W, 
G:\org\GECD.i\G123021.b\G1230_027 B21122090-001H ;$PST-8011-W, 
G:\org\GECD.i\G123021.b\G1230_028 B21122090-004A ;$PST-8011-W, 
G:\org\GECD.i\G123021.b\G1230_029 B21122105-001H ;$PST-8011-W, 
G:\org\GECD.i\G123021.b\G1230_030 B21122105-004A ;$PST-8011-W, 
G:\org\GECD.i\G123021.b\G1230_031 B21122088-001H ;$PST-8011-W, 
G:\org\GECD.i\G123021.b\G1230_032 B21122088-001HMS ;$PST-8011-W, 
G:\org\GECD.i\G123021.b\G1230_033 B21122088-001HMSD ;$PST-8011-W, 
G:\org\GECD.i\G123021.b\G1230_034 Hexane;;
G:\org\GECD.i\G123021.b\G1230_035 CK5-162607 ;
G:\org\GECD.i\G123021.b\G1230_036
G:\org\GECD.i\G123021.b\G1230_037
G:\org\GECD.i\G123021.b\G1230_038
G:\org\GECD.i\G123021.b\G1230_039
G:\org\GECD.i\G123021.b\G1230_040
G:\org\GECD.i\G123021.b\G1230_041
G:\org\GECD.i\G123021.b\G1230_042
G:\org\GECD.i\G123021.b\G1230_043
G:\org\GECD.i\G123021.b\G1230_044
G:\org\GECD.i\G123021.b\G1230_045
G:\org\GECD.i\G123021.b\G1230_046
G:\org\GECD.i\G123021.b\G1230_047
G:\org\GECD.i\G123021.b\G1230_048
G:\org\GECD.i\G123021.b\G1230_049

Write Sequence Insert Entries(Have the first cell for entries selecte
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Standard ID: PH121120504P

Standard Name: 504.1 Mix (200ug/mL) MeOH

Status: New

Type: Primary

Date Prepared: 12/11/2019

Date Expires: 12/31/2023

Vendor: Agilent

Comments: Date prepped  is same as date received. [200ug/mL] MeOH. Recieved x4 1mL vials.

Lot Number: 0006573696

Department: PST/HRBPR

BY: Selina R. Cox

Energy Laboratories Inc Spike LOG

Balance ID:

Analytes

Stock Source Base Units Amount Added

CAS Conc: ug/mL

Final Volume: 1 mLChemical / Solvent Used BottleNo Amt Units Expires

Calibration Standard 13327 4 mL 12/31/2023

Page:1 of 1
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Standard ID: PH092621504C3

Standard Name: 504.1 Cal Stock 3(0.7ug/mL) MeOH

Status: New

Type: Secondary

Date Prepared: 9/26/2021

Date Expires: 2/12/2023

Vendor:

Comments: Final concentration = 0.7ug/mL Vol Flask# - EX-0119. Concentration represents both calmix and surrogate. 4/27/21 SRC.

Lot Number:

Department: PST/HRBPR

BY: Selina R. Cox

Energy Laboratories Inc Standard LOG

Balance ID:

Analytes

Stock Source Base Units Amount Added

CAS Conc: ug/mL

Final Volume: 10 mL

PH121120504P 0.035mL504.1 Mix (200ug/mL) MeOH ug/mL

Chemical / Solvent Used BottleNo Amt Units Expires

Methanol, Purge and Trap EA899 13926 9.895 mL 2/12/2023

1, 1, 1, 2-Tetrachloroethane Standard 14248 0.07 mL 11/30/2024

Page:1 of 1
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Standard ID: PH092621504C2

Standard Name: 504.1 Cal Stock 2(0.07ug/mL) MeOH

Status: New

Type: Tertiary

Date Prepared: 9/26/2021

Date Expires: 2/12/2023

Vendor:

Comments: Final concentration = 0.07ug/mL Vol Flask# - EX-0119

Lot Number:

Department: PST/HRBPR

BY: Selina R. Cox

Energy Laboratories Inc Standard LOG

Balance ID:

Analytes

Stock Source Base Units Amount Added

CAS Conc: ug/mL

Final Volume: 10 mL

PH092621504C3 1mL504.1 Cal Stock 3(0.7ug/mL) MeOH ug/mL

Chemical / Solvent Used BottleNo Amt Units Expires

Methanol, Purge and Trap EA899 13926 9 mL 2/12/2023

Page:1 of 1
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Standard ID: PH092621504C1

Standard Name: 504.1 Cal Stock 1(0.007ug/mL) MeOH

Status: New

Type: Tertiary

Date Prepared: 9/26/2021

Date Expires: 2/12/2023

Vendor:

Comments: Final concentration = 0.007ug/mL Vol Flask# - EX-0119

Lot Number:

Department: PST/HRBPR

BY: Selina R. Cox

Energy Laboratories Inc Standard LOG

Balance ID:

Analytes

Stock Source Base Units Amount Added

CAS Conc: ug/mL

Final Volume: 10 mL

PH092621504C2 1mL504.1 Cal Stock 2(0.07ug/mL) MeOH ug/mL

Chemical / Solvent Used BottleNo Amt Units Expires

Methanol, Purge and Trap EA899 13926 9 mL 2/12/2023

Page:1 of 1

Page 122 of 126



Page 123 of 126



Standard ID: PH071421LFB

Standard Name: LaboratoryFortifiedBlank0.25ug/mL(MeOH)

Status: New

Type: Primary

Date Prepared: 7/14/2021

Date Expires: 2/6/2023

Vendor: AccuStandard

Comments: Date prepared = Date received Concentration= 0.25ug/mL  4X1mL

Lot Number: 220021015

Department: PST/HRB

BY: Selina R. Cox

Energy Laboratories Inc Spike LOG

Balance ID:

Analytes

Stock Source Base Units Amount Added

CAS Conc: ug/mL

Final Volume: 4 mLChemical / Solvent Used BottleNo Amt Units Expires

Laboratory Fortified Blank Sample Conce 14066 4 mL 2/6/2023

Page:1 of 1
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Standard ID: PH122821504SU

Standard Name: 504.1 Surrogate (0.1ug/mL)MeOH

Status: New

Type: Secondary

Date Prepared: 12/28/2021

Date Expires: 3/20/2023

Vendor:

Comments: Final Concentration = (0.1ug/mL) Vol Flask: EX-0114

Lot Number:

Department: PST/HRBPR

BY: Carry L Tran

Energy Laboratories Inc Standard LOG

Balance ID:

Analytes

Stock Source Base Units Amount Added

CAS Conc: ug/mL

Final Volume: 10 mLChemical / Solvent Used BottleNo Amt Units Expires

Methanol, Purge and Trap - EB199-US 14334 9.99 mL 3/20/2023

1, 1, 1, 2-Tetrachloroethane Standard 14248 0.01 mL 11/30/2024
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